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IT  may  seem  questionable  whether  there  is  any  necessity 
for  a  new  book  on  Practical  Physical  Chemistry,  in  view  of 
the  well-known  books  of  Kohlrausch,  Ostwald-Luther,  and 
Wiedemann-Ebert.  Nevertheless,  my  own  teaching  experi- 
ence and  those  of  my  colleagues  have  proved  to  me  that  these 
books,  though  good  in  themselves,  contain  either  too  much,  or 
too  little,  for  the  beginner.  Consequently  in  this  little  book  I 
have  tried  to  provide  something  for  the  elementary  student 
who  is  commencing  to  study  the  subject,  for  that  purpose 
assuming  as  little  previous  knowledge  as  possible.  I  have 
tried  to  connect  the  training  in  experimental  method  with  the 
theoretical  conclusions  derived  from  the  results,  and  further 
to  train  the  student  to  deduce  his  results  correctly,  and  to 
comprehend  the  inner  relationships  between  the  data  obtained 
from  entirely  different  experiments. 

This  explains  the  reason  that  certain  standard  substances 
(as  sodium  chloride,  silver  nitrate,  silver  chloride,  chloroform, 
and  benzene)  are  suggested  for  use  in  exercises  on  quite 
independent  work.  I  have  laid  special  stress  on  the  practical 
application  of  physical-chemical  methods  in  quantitative 
analysis,  and  in  the  determination  of  the  constitution  of 
compounds.  I  have,  however,  not  treated  of  electrolysis  and 
spectrum  analysis,  since  the  student  is  supposed  to  be 
acquainted  with  these  subjects  from  the  course  of  analytical 
chemistry. 

The  book  is  in  great  part  based  on  the  Kleine  Practikum 
of  physical  chemistry,  which  was  arranged  by  Professor 
Nernst,  in  Gottingen  and  Berlin  Universities,  and  which  I 
had  to  conduct  in  Berlin. 
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The  student  is  advised  to  read  the  first  chapter  thoroughly 
before  proceeding  to  the  actual  measurements,  since  the 
subjects  discussed  in  it  relate  to  all  the  subsequent  experi- 
ments. In  order  to  make  the  book  as  compact  as  possible, 
lengthy  deductions  and  complicated  tables  have  been  omitted. 
Further  details  on  such  fundamental  physical  measurements 
as  weighing  and  different  methods  of  calibration  must  be 
sought  for  in  larger  text-books  of  practical  physics.  More 
details  concerning  the  theoretical  deductions  will  be  found  in 
the  well-known  text-books  of  physical  chemistry,  especially 
in  that  of  Nernst.  The  actual  experimental  results  can  be 
controlled  by  consulting  one  of  the  large  volumes  of  tables. 
The  books  of  Kohlrausch,  Ostwald-Luther,  Nernst,  Ostwald, 
and  Landolt-Bornstein  are  certain  to  be  found  in  the  library 
of  every  chemical  laboratory. 

In  order  to  recall  the  fundamental  laws  to  the  memory  of 
the  beginner,  qualitative  experiments  are  described — in  small 
type — at  the  beginning  of  most  of  the  chapters  ;  the  greater 
part  of  these  have  been  tested  as  lecture  experiments. 

Perhaps  I  may  be  reproached  with  the  fact  that  I  have 
treated  many  sections — e.g.,  that  on  thermochemistry — with 
an  undoubted  preference,  and  more  detailed  consideration 
than  others.  But  thermochemistry  and  thermodynamics  are 
the  framework  of  the  whole  of  physical  chemistry.  Moreover, 
it  is  open  to  all  to  select  from  the  exercises  according  to  the 
time  at  their  disposal. 

The  illustrations,  which  are  reproduced  from  my  sketches, 
are  designedly  quite  simple  and  schematic  diagrams,  such  as 
are  drawn  on  the  blackboard  in  a  practical  course.  My 
thanks  are  due  to  my  colleagues  for  all  suggested  alterations 
and  additions. 


W.   A.   BOTH. 


GREIFSWALD, 

December,  1906. 


TRANSLATOR'S  PREFACE 


THE  same  reasons  which  made  the  publication  of  this 
volume  desirable  in  Germany  hold  with  equal  force  for  the 
English  edition. 

The  book  has  been  revised  throughout  by  the  author,  who 
has  made  numerous  additions.  The  most  important  is  that 
dealing  with  oxidation  and  reduction  cells,  and  the  mechanism 
of  current  production  (Chapter  XI.) ;  others  are  concerned 
with  Lippmann's  electrometer,  the  electrical  measurement  of 
solubility,  polarimetry,  etc. 

I  have  added  a  short  chapter  on  the  construction  and  use 
of  the  thermostat,  and  an  appendix  on  the  use  of  the  electro- 
scope in  radio-active  work. 

The  illustrations  have  been  redrawn,  and  a  few  new  ones 
added  where  desirable. 

I  have  pleasure  in  expressing  my  thanks  to  the  author  for 
his  kindness  in  reading  the  proof-sheets.  Dr.  N.  T.  M. 
Wilsmore  has  also  kindly  read  a  part  of  the  proofs.  I 
am  indebted  especially  to  Dr.  Otto  Brill,  who  gave  me 
considerable  assistance  with  the  translation. 

January,  1909. 
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EXEECISES    IN    PHYSICAL 
CHEMISTEY 

CHAPTEK  I 
INTRODUCTORY 
Methods  of  Calculation  —  Abbreviated  Arithmetic. 

Where  the  procedure  of  an  experimental  measurement  is 
obvious,  and  the  result  is  known  approximately,  it  is  advis- 
able to  make  a  rough  calculation  previously  in  order  to  select 
a  suitable  value  for  the  variable,  whatever  that  may  be  (e.g., 
the  weight  or  volume  of  the  substance  to  be  used  in  the 
experiment,  the  duration  of  a  current,  resistance,  etc.).  The 
arithmetic  of  such  a  calculation  can  be  shortened  greatly  by 
devices  such  as  neglect  of  quantities  of  the  second  order  and 
use  of  round  numbers. 

Erom  this  point  of  view  practice  in  mental  arithmetic 
and  ability  to  grasp  rapidly  a  group  of  numerical  terms 
cannot  be  valued  too  highly.  The  student  should  accustom 
himself,  therefore,  to  calculate  rapidly  either  mentally  or  at 
any  rate  without  the  use  of  logarithms,  for  which  purpose 
the  following  simplifications  will  be  found  useful.  Used  with 
judgment,  they  can  be  employed  in  all  calculations,  however 
accurate. 

If  the  quantities  represented  by  Greek  characters  in  the 
equations  which  follow  are  small  in  comparison  with  the  others 
we  can  write 

(1  +  a)»  =  1  +  n  .  a  ;* 

*  The  degree  of  error  introduced  by  this  contraction  is  shown  by  the 
size  of  the  terms  omitted  : 


in  very  rare  cases  the  term  in  a3  can  also  be  introduced. 
E.P.C. 
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Some  important  examples  are  given  :  — 
The  expansion  of  a  cube  becomes 

(1  ±  «)  8  =  1  ±  3  a. 
Again, 


and  similarly, 

a  ±  «)  a  ±  ft)  _  ,        „  -,.   ..... 

(l±y)(l±8)-  l±a±/3  +  y  +  8- 
The  last  example  is  applicable  in  all  calculations. 
If  A  and  B  are  two  numbers  nearly  equal  in  value,  then 

J~TB  =  \(A  +  B). 

This  finds  an  application  in  double  weighing.  A  square 
number  can  be  replaced  usefully,  and  without  appreciable 
error  by  a  product  of  two  similar  terms.  Thus  A2  can  be 
replaced  as  indicated  :  — 

A*  -  aa  =  (A  -  a)  (A  +  a); 

52 
again,  In  (1  +  5)  —  5  —  -^ 

(for  applications  see  pp.  61  and  139).* 

A  logarithmic  slide  rule,  about  a  foot  in  length,  is  recom- 
mended where  greater  accuracy  is  required.  With  some  prac- 
tice the  error  in  using  such  an  instrument  does  not  exceed 
J  to  j-  per  cent.  ;  for  all  calculations  in  which  logarithms  can 
be  used  it  is  very  convenient.  Where  logarithms  are  employed 

*  These  simplifications  are  illustrated  in  the  following  example.  The 
molecular  elevation  of  the  boiling  point,  k,  for  acetone,  can  be  calculated 
approximately  and  rapidly  as  follows  : 

R  X  Tz       \ 
As  shown  later  (p.  40)  we  can  write  k  =  -    -  .  —  —  , 

<£  1UUU 

R  =  1-985,  and  for  acetone  T0  =  273  +  56*3,  q  =  125'3.  Exact  calcula- 
tion gives  k  =  1*718.  Simplified  methods  allow  the  rapid  calculation  :  — 

R  =  2  (approx.)  ;   T<?  =  329'3a  =  333*3  X  324  =  ^  X  324  ; 
125       100°. 

<Z=:120=     -g-, 

,,        .  7        2  X  1000  X  324  X  8  •  -  ^^ 

therefore      k  m  ~3  x  1000  X  1000  "    =  16  X  °  108  =  l  ™' 

Since  R  was  taken  as  2  an  error  of  about  0'7  per  cent,  was  introduced. 
This  is  corrected  by  subtracting  O'Ol  ;  the  result  is  1*72. 
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four-place  tables  usually  suffice.  In  such  measurements  as 
density  or  molecular  refraction  (see  pp.  75  et  seq.),  where  very 
great  accuracy  is  desired,  five-place  tables  must  be  used. 

If  a  series  of  similar  calculations  has  to  be  made,  some 
special  scheme  should  be  drawn  up  and  employed. 

The  physical-chemist  employs  as  unit  of  mass  not  the  gram 
but  the  gram-molecule ;  he  expresses  concentration  in  normality 
instead  of  in  percentage. 

Calculation  of  Average  Value  and  of  Error. 

If  a  magnitude  A  has  been  determined  n  times,  and  all  the 
n  observations  are  of  about  the  same  degree  of  accuracy, 
then  the  most  probable  real  value  is  the  arithmetical  mean 

2  — .      The  calculation   is   simplified   by   selecting   a   whole 
n 

number  lying  between  the  greatest  and  least  values  as  a  first 
approximation,  from  which  the  other  numbers  are  each  sub- 
tracted. The  positive  differences  are  added  together,  and  also 
the  negative  differences ;  the  totals  are  subtracted,  the  differ- 
ence divided  by  n,  and  the  result,  according  to  its  sign,  is  added 
to  or  subtracted  from  the  whole  number  chosen. 

Example. — The  following  resistances  are  observed  : — 252*0, 
249-8,  251-8,  2501,  248'5  fl.  Their  differences  from  250'0  are, 
respectively 

+  3-4) 
-1-7} 

Therefore  the  true  average  value  is 


+  2-0     +  1-3     +  O'l ;    sum    ,--,«*  ,  _ 

I0.2     I  !.6  t.;  I-  difference  +  1'7. 


250-0  ii  +-  &  —  250-3  &. 
5 

In  a  series  of  values,  if  one  shows  a  considerable  divergence 
from  the  others,  it  is  not  permissible  to  reject  it  arbitrarily 
unless  there  is  definite  well-grounded  suspicion  regarding  its 
correctness. 

If  different  values  are  known  to  possess  a  different  degree  of 
accuracy,  e.g.,  when  widely  different  quantities  of  a  substance 
are  used,  or  if  in  one  reading  the  end  of  the  measuring  wire  is 
used  in  the  measurement  of  resistances,  then  different 
weight  must  be  laid  on  these  values;  the  more  exact  are 

B  2 
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multiplied  by  a  factor  corresponding  to  the  degree  of  their 
accuracy,  and  the  average  value  is  determined  from  the 
numbers  so  obtained  : — 

HI  AI  -f-  ?i2  A<2  +  ^3  ^3  +  •  •  • 

x  — : — 


ni       n2       n3        .  .  . 

Where  in  one  continuous  experiment  a  series  of  successive 
values  are  obtained,  e.g.,  in  measurements  of  wave-lengths  of 
sound  in  a  Kundt's  Tube  in  order  to  determine  cp/cv(p.  68),  it 
is  easily  seen  that  calculation  of  the  simple  average  gives  no 
greater  accuracy  than  if  the  first  and  last  values  are  considered. 
Hence,  to  make  full  use  of  the  observations,  some  other  method 
must  be  employed.  Let  there  be  n  values  measured,  A\,  A%, 
.  .  .  An,  so  that  the  difference  (An  —  AI}  contains  the  sought- 
for  value  (n  —  1)  times  ;  therefore  the  factor  proportional  to 
the  degree  of  accuracy  of  this  value  is  (n  —  1)  ;  the  difference 
Wn-i  —  ^2)  containing  the  single  value  (n  —  3)  times  has 
similarly  to  be  taken  into  consideration  (n  —  3)  times  in 
determining  the  average.  The  value  x,  sought  for,  is 
accordingly  :  — 

(n  -  1)  (An  -  Ai)  +  (n  -  3)  (An_,  -  Aj>  +   •  •  . 
(n  -  i)a  +  (n  _  3)2  +   .   .  . 

(n  -  1)  (An  -  A,)  +  (n  -  3)  (An_,  -  A*)  +  .  .  . 
n  (n2  -  1). 

It  will  be  seen  at  once  that  it  is  advisable  to  take  an  even 
number  of  readings  ;  otherwise  the  middle  value  will  not  be 
taken  into  consideration. 

If,  of  n  values,  the  difference  of  each  individual  value  from 
the  average  value,  i.e.,  the  error,  is  A,  then  the  mean  error  of  a 

/  2  A2 
single  measurement  is  +  \f  -      —.  r,  and  the  mean  error  of  the 

I      2  A2 

result  is  4-  */  —  -/  -  r.     In  the  example  already  given  the 
V    n  (n  —  1) 

mean  error  of  a  sinle  resistance  measurement  is 


/ 

V 


1-7*  +  0-5*  +  1-0* 
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i.e.,  0'5  to  0'6  per  cent,  of  the  value;  the  mean  error  of  the 
result  is 

±  \J  ~2fi~  ®  =  0*6  &  =  J  per  cent. 

It  follows  from  the  formula  that  if  four  times  as  many 
observations  are  taken  (each  of  the  same  average  accuracy), 
the  error  is  reduced  to  one-half.  If  the  mean  error  is  multiplied 
by  f,  then  the  "probable"  error  is  obtained  (in  the  afore- 
mentioned example  0*9  H  for  a  single  reading,  0'4  11  for  the 
average).  It  can  be  asserted  with  equal  probability  that  the 
result  250-3  H  is  about  0'4  H  too  high,  or  0'4  H  too  low.  The 
weight  of  a  result  is  inversely  proportional  to  the  square  of  its 
mean  error. 

Interpolation. 

If  a  certain  magnitude  has  been  measured  under  different 
conditions,  e.g.,  the  density  of  a  solution  at  different  tempera- 
tures, or  the  difference  of  refractive  index  between  water  and 
solutions  of  different  concentration,  then  the  connection 
between  the  two  variables  can  be  shown  graphically,  or  by 
means  of  a  formula. 

It  is  always  advisable  to  make  a  graphic  representation  on 
squared  paper,  since  it  illustrates  clearly  the  nature  of  the 
connection,  and  permits  a  convenient  interpolation,  i.e.,  within 
the  limits  of  observation,  for  any  value  of  one  variable  the 
corresponding  value  of  the  other  can  be  found.  A  continua- 
tion of  the  curve  beyond  the  limits  of  observation — an  extra- 
polation— always  involves  error.  If  in  a  particular  experiment 
a  smooth  curve  is  drawn  between  the  actual  points  observed, 
so  that  as  many  points  lie  above  the  curve  as  beneath  it,  and 
the  sum  of  the  negative  deviations  is  approximately  as  great 
as  that  of  the  positive,  then  the  observations  have  been 
"  smoothed  "  at  once  in  the  most  convenient  way. 

More  exact,  but  more  complicated  than  the  graphic  method, 
is  the  algebraical.  If  x  and  y  are  two  variables,  in  certain 
cases  a  linear  equation  suffices  to  represent  the  relation 
between  them :  — 
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In  most  cases  a  parabolic  equation  must  be  used,  of  the 
form 

y  =  A  ±  Bx  +  Cx*  (or  y  —  a  +  /3  x  ±  y  x2). 

Equations  in  x3  and  y3  are  seldom  necessary.  Values  for  the 
constants  are  easily  obtained  by  combining  the  results  of  two 
or  three  observations.  The  agreement  between  formula  and 
measurement  can  be  improved  by  applying  simple  tests,  e.g., 
by  changing  the  zero  values  A  and  a  respectively.  Or,  making 
equal  use  of  the  data,  several  values  for  each  constant  are 
determined,  as  independent  as  possible  of  one  another ; 
their  average  value  is  taken,  assuming  an  equal  degree  of 
accuracy  for  each  of  them.  The  most  accurate  method  of 
correction  is  that  of  "  least  squares "  ;  this  can  scarcely  be 
employed  with  advantage  in  physical  chemical  exercises  since 
the  calculation  is  far  too  complicated,  considering  the  relatively 
low  degree  of  accuracy  of  the  numbers  obtained. 

In  the  application  of  these  methods  also  much  time  and 
unnecessary  labour  is  saved  by  use  of:  a  previously  arranged 
scheme  of  calculation.  (For  further  details  of  these  methods, 
and  the  mathematical  interpretation  of  the  experimental  data, 
see  Kohlrausch's  Lehrbuch  der  praktische  Physik,  or  Ostwald's 
Physico-  Chemical  Measurements.} 

Accuracy. 

Since  the  actual  quantities  measured  are  nearly  always 
functions  of  more  than  one  variable,  it  is  necessary  to 
scrutinise  the  influence  of  the  different  sources  of  error 
(preferably  by  taking  logarithmic  differences).*  The  best 
experimental  arrangement,  giving  rise  to  the  greatest 
accuracy,  can  often  be  seen  from  such  a  scrutiny  (e.g.,  use 
of  the  middle  of  the  bridge-wire  in  measuring  electrolytic 


*  Let  x  be  the  observed  value,  y  that  which  is  required.     It  is  desired 
to  find  the  relative  change  in  y  if  the  error  of  measurement  of  x  is  dx, 

doc 
and  its  relative  error  is  accordingly  — .     In  other  words,  the  relation 

00 

between    —   and  -  -  must  be  found,  i.e.,  between  d  In  y  and  d  In  x. 
y  x 

Example. — The  electrical  resistance  of  a  solution  is  measured  by  the 
Wheatstone -bridge  method.      Let  this  be  y,  let  the  circular  bridge  be 
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conductivities  (p.  134),  and  use  of  an  angle  of  deflection  of 
about  45°  in  the  tangent  galvanometer  (p.  142)  ). 

The  error  in  the  least  accurately  determinable  variable  is 
estimated  from  the  probable  error  of  reading,  the  probable 
error  of  the  instrument,  finally  also  from  the  influence  of 
variations  of  temperature  and  pressure,  etc.  The  errors  in 
magnitudes  which  are  easily  ascertained  (such  as  time,  volume, 
weight,  and  length  measurements)  should  be  made  so  small 
that  they  do  not  count  in  comparison  with  the  unavoidable 
error.  E.g.,  the  weights  of  the  dissolved  substance,  and  of 
the  solvent  must  be  determined  to  within  0*2  per  cent.,  if  the 
unavoidable  error  in  determining  the  depression  of  freezing 
point  is  2  per  cent, 

Arithmetical  calculations  must  always  be  made  only  so 
accurately  that  the  last  decimal  is  uncertain.  Nothing  is  so 
unscientific  as  pretence  at  a  pseudo-accuracy  shown  by  many 
decimal  places.  On  the  other  hand,  it  is  necessary  to  take 
care  that  the  experimental  data  are  fully  utilised.  Every 
figure  read  must  be  noted.  If  a  Beckmann  thermometer  has 
been  read  to  about  one-thousandth  of  a  degree,  and  an  actual 
reading  is  1*320°,  then  the  figure  1*32°  is  incorrect,  because 
the  hundredths  of  a  degree  can  be  read  with  certainty.  The 


divided  into  ten  parts  (see  p.  134),  and  the  bridge-reading  be  x,  the 
fixed  resistance  B.  Then  : 

y  =  R  JT:-^  —  ;  hence  In  y  —  In  R  -f  In  x  —  In  (10  —  x) 
dy       dx  dx         .    ,    (I    ,         I       \  _  10        dx 

-  ----  -^  +  To^  -    x  (x  +  W=~~x)  ~    L0  x  (io  -  x)  > 

—  will  be  very  small  when  either  dx  becomes  zero,  or  the  denominator 

y 

x  (10  —  x)  reaches  its  maximum  value.  The  latter  happens,  as  a  second 
differentiation  shows,  when  x  =  5,  i.e,  when  the  middle  of  the  wire  is 

used.      Accordingly  —  =  2  d-  ,  i.e.,  the  relative  error  of  the  resistance 

determinations  is  twice  as  great  as  the  error  of  the  bridge-readings.  If 
the  bridge-reading  be  considered  as  free  from  error,  but  the  corresponding 
resistance  R  as  possibly  incorrect  (this  is  not  the  case  in  practice),  it 

results  directly  that        =  --.     The  error  in  the  result  is  consequently 


directly  proportional  to  that  of  the  resistance. 

In  a  similar  way  the  determination  of  current  strength  by  the  tangent 
galvanometer  (p.  141)  and  Kundt's  method  for  the  determination  of 
cpjcv  (p.  68)  should  be  discussed. 
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reading  1*32  indicates,  however,  that  either  1*31°  or  1*33° 
might  be  considered  correct.  The  correct  reading,  1*320°, 
indicates  that  the  thermometer  stands  between  1*319°  and 
1-321°. 

Weighing. 

The  precautions  necessary  in  carrying  out  exact  weighings 
must  be  sought  for  in  physical  handbooks.  The  following 
general  remarks  may  be  permitted  here  : — 

Apart  from  a  few  exceptions,  a  weight  determination  is  so 
accurate  in  comparison  with  other  measurements  (of  tempera- 
ture, potential  difference,  length,  etc.)  that  this  accuracy 
cannot  be  completely  utilised.  For  example,  if  the  depression 
of  the  freezing  point  in  a  fourth-normal  solution  of  a  non- 
electrolyte  is  measured,  the  result  under  usual  conditions  is 
within  one  or  two  per  cent,  of  the  real  value.  It  is  therefore 
sufficient  to  know  the  weight  of  the  dissolved  substance  and  of 
the  solution  to  within  0*1  to  0'2  per  cent.  If  25  to  30  grams  of 
a  fourth-normal  cane-sugar  solution  is  taken,  the  sugar  need  be 
weighed  only  to  within  3  milligrams,  and  the  water  can  be 
measured  with  a  pipette,  without  paying  attention  to  the 
difference  between  a  cubic  centimetre  and  a  gram  of  water  at 
room-temperature.  In  very  many  cases  weighings  can  be 
carried  out  on  a  balance  sensitive  to  0*1  to  0*2  gram. 

If,  however,  a  really  accurate  weight  has  to  be  determined, 
to  one-tenth  of  a  milligram  (e.g.,  in  the  preparation  of  a  dilute 
solution),  trivial  sources  of  error  must  be  avoided.  The  vessel 
in  which  the  substance  is  to  be  weighted  should  not  have  a 
needlessly  large  glass  surface ;  differences  of  temperature  must 
be  avoided.  It  must  be  considered  whether  a  reduction  of 
the  weights  to  a  vacuum  is  necessary  (the  reduction  for  a 
substance  of  unit  density  amounts  to  more  than  1  per  cent.*). 
In  addition,  care  must  be  taken  in  all  cases  that  the  sub- 
stance is  so  definite,  chemically,  that  it  neither  contains 
moisture,  nor  absorbs  it,  nor  is  otherwise  impure. 

*  In  such,  a  case  one  gram  of  substance  displaces  one  cubic  centimetre 
of  air,  while  one  gram  of  brass  displaces  only  — j  =  about  0*12  c.c. 

The  difference,  0*88  c.c.,  weighs  1'06  milligrams,  since  the  specific  gravity 
of  air  at  room  temperature  is  0'0012. 
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The  zero  of  the  balance  must  be  determined  before  each 
weighing,  unless  the  weight  of  a  substance  is  found  from  the 
difference  of  two  weighings  made  immediately  the  one  after 
the  other.  All  accurate  measurements  are  made  by  the 
method  of  swings.  The  average  of  three  or  five  swing- 
readings  of  the  pointer  on  the  scale  of  the  balance  is  taken. 
The  sensibility  of  the  balance  is  found  previously  in  terms  of 
the  same  scale. 

The  Thermometer. 

Numerous  important  physical-chemical  magnitudes  are 
affected  greatly  by  change  of  temperature.  Examples 
include  the  density  of  gases,  solubilities,  conductivities, 
refractive  indices,  rotation  of  light  by  solutions,  and  re- 
action velocities.  Hence  the  determination  of  temperature 
plays  an  important  part  in  other  spheres  as  well  as  that 
of  true  thermo-chemistry.  Mercury  thermometers  are  usually 
employed. 

When  a  result  does  not  depend  on  a  difference  of  temperature, 
but  an  absolute  measurement,  accurate  to  within  0'1°,  is 
necessary,  the  thermometer  must  be  standardised.  This  can 
be  done  either  by  carefully  determining  its  zero-point,  or  by 
direct  comparison  with  a  standard  thermometer  at  approxi- 
mately the  temperature  at  which  the  work  is.  to  be  carried  out. 
If  the  thermometer  is  not  very  old,  or  has  been  artificially 
aged,  the  blown-out  glass  (being  a  supercooled  liquid)  is  still 
contracting  slowly,  and  the  zero-point  alters  with  the  altera- 
tion in  volume.  This  constant  slow  contraction  can  be 
increased,  but  on  the  other  hand,  its  effect  can  be  masked  com- 
pletely by  the  phenomena  of  the  after-effect.  These  are  the 
results  of  rapid  and  strong  heating  and  cooling ;  the  former  is 
more  injurious,  and  is  therefore  to  be  considered  more.  The 
thermometer  recovers  slowly  from  the  great  expansion  following 
on  the  violent  application  of  heat,  since  the  glass  becomes 
brittle  as  it  cools  to  room  temperature,  and  offers  more 
resistance  to  any  change  of  form.  The  larger  bulb-volume 
corresponding  to  the  high  temperature  persists  on  rapid 
cooling,  and  the  normal  value  is  regained  but  slowly. 
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By    infinitesimally     slow    cooling    the    after-effect    can    be 
avoided.* 

On  account  of  this  after-effect,  if  a  delicate  thermometer  has 
been  used  at  high  temperatures,  before  it  can  be  used  for  a 
low  temperature  a  zero-point  determination  is  essential. 
Where  differences  of  temperature  are  measured  (e.g.,  in  calori- 
metric  work,  or  determinations  of  rise  of  boiling  points,  or 
lowering  of  freezing  point),  since  true  temperatures  need  not 
be  recorded,  the  principle  of  the  after-effect  does  not  apply, 
provided  that  during  such  measurements  the  thermometer  is 
not  removed  from  the  solution  or  exposed  to  considerable 
changes  of  temperature. 

It  can  be  stated  generally  that  the  accuracy  of  no  instrument 
is  so  often  over-estimated  as  that  of  a  mercury  thermometer  ; 
further,  in  no  other  instrument  are  so  many  difficulties 
encountered  where  great  accuracy  is  required.  Under  the 
most  favourable  conditions  the  maximum  accuracy  is  only 
O'l  to  0*2  per  cent. 

It  is  always  advisable,  in  order  to  overcome  the  sticktion 
of  the  mercury  thread  in  the  capillary,  to  tap  the  side  of  the 
thermometer  (tapping  the  upper  end,  as  formerly  recommended, 
is  to  be  avoided).  Measurements  read  with  a  slowly  rising 
thermometer  are  more  accurate  than  those  when  it  is  slowly 
falling. 

Unless  the  whole  of  the  mercury  thread  is  heated  equally 
with  the  bulb,  a  correction  should  be  applied  to  the  actual 
scale  reading.  In  such  cases  as  the  Beckmann  thermometer 
(p.  42),  where  a  thread  of  mercury  is  outside  the  region  of 
temperature  measured,  strictly  speaking  a  correction  ought 
always  to  be  applied.  All  thermometers  with  variable  range 
are  calibrated  at  the  ice-point.  If  a  degrees  of  mercury 
are  separated  from  the  bulb  of  the  thermometer,  then  it  is 
easily  seen  that  a  degree  has  now  the  value  (1  -f  0*00016  a) 
degrees,  where  O'OOOIG  is  the  apparent  expansion-coefficient 
of  mercury  in  glass.  (The  apparent  expansion-coefficient  is 
the  difference  between  the  cubical  expansion-coefficient  of 
mercury  [0-000181]  and  that  of  glass  [average  value  0*000024].) 

*  A  familiar  analogy  to  this  after-effect  of  the  velocity  of  cooling  is  the 
different  hardness  of  steel  when  cooled  slowly,  or  by  quenching. 
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If  a  thread  a  degrees  long,  joined  to  the  mercury  in  the  bulb, 
differs  on  an  average  by  dT  from  the  actually  measured 
temperature,  the  thread-correction  is  a  X  0*00016  X  dT 
where  dT  may  be  positive  or  negative. 

This  correction  is  generally  most  inconvenient  and  uncertain 
to  estimate.  A  rough  calculation,  therefore,  should  be  made 
in  all  cases  to  ascertain  whether  it  lies  within  the  error  of 
experiment  and  can  be  neglected. 

Where  accuracy  is  desirable,  constant  stirring  is  necessary, 
so  that  the  thermometer  registers  the  true  mean  temperature 
of  the  gas  or  liquid  in  which  it  is  placed.  This  stirring  must 
be  the  more  regular  and  rapid  the  smaller  the  temperature- 
difference  to  be  measured,  and  the  larger  the  space  concerned. 
On  the  other  hand,  it  must  not  be  so  vigorous  that  the  heat  of 
stirring  becomes  perceptible ;  this  can  be  easily  tested  by  a 
blank  experiment  carried  out  under  similar  conditions. 

(With  regard  to  the  calibration  of  a  thermometer,  larger 
text-books  must  be  consulted.) 

The  Barometer. 

Only  mercury  barometers,  and  where  possible  the  siphon 
form  of  instrument  with  upper  and  lower  tabes  of  equal  width, 
are  permissible  for  exact  measurements.  With  such  an  instru- 
ment, as  the  difference  in  height  between  two  equal  meniscnses 
is  measured,  a  correction  for  capillarity  is  avoided.  Before 
taking  a  reading,  both  surfaces  are  shaken  by  gentle  side- 
taps.  The  barometric  height  is  always  reduced  to  zero 
temperature,  i.e.,  the  length  of  the  column  of  mercury  at  room- 
temperature  is  corrected  to  that  which  it  would  measure  at  0°. 

The  correction  5  mm.  can  be  applied  as  a  first  approximation, 
o 

where  t  is  the  temperature  of  the  mercury.*  Under  normal 
conditions  the  correction  amounts  to  2  or  3  mm.,  which  is  £ 

*  The  length  of  the  mercury  column  is,  on  an  average,  750  mm.  = 
?OOQ  mm.  ;  the  cubical  expansion  coefficient  of  mercury,  minus  the  linear 
expansion  coefficient  of  the  scale  (brass  or  glass)  is  0-00016  to  0-00017, 

i.e.,  about  1/6000.     Replacing  1  +  0.o(K)17  t  (see  P-  2)  bF  75°  ~  75°  x 

3000  t  t 

0-00017  t,  the  correction  to  be  subtracted  is  =     mm. 
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to  J  per  cent,  of  the  observed  value,  and  in  all  gas  measure- 
ments it  is  applied  directly  in  the  calculation.  Exact 
corrections  are  given  in  Table  III. 

While  in  most  cases  all  lengths  are  given  in  centimetres,  in 
barometric  and  all  other  pressure  measurements  ifc  has 
become  customary  to  express  the  results  either  in  atmospheres 
or  in  millimetres. 

Washing  and  Drying  Glass  Apparatus. 

Einsing  with  tap-water,  and  once  with  distilled  water,  is 
always  sufficient  except  for  conductivity  measurements.  Dry- 
ing with  ether  should  be  avoided  since  it  always  leaves  a 
residue.  Alcohol  is  used  for  vessels  which  cannot  be  strongly 
heated.  The  most  convenient  method  is  to  suck  or  blow  dry 
air  through  the  vessel,  which  is  heated  at  the  same  time. 
Where,  as  with  thick- walled  flasks,  direct  heating  with  a  burner 
is  not  permissible,  the  vessel  is  steamed  out  until  the  walls  no 
longer  show  drops  of  water, — for  this  purpose  water  is  heated 
in  a  thin  metal  can,  such  as  is  used  in  distillation  with  steam, 
closed  with  a  cork  through  which  passes  a  glass  tube,  conduct- 
ing the  steam  to  the  vessel  under  treatment — the  flask  is  then 
wrapped  in  a  cloth,  and  air  blown  through  by  means  of  blow- 
pipe bellows,  until  the  last  traces  of  moisture  have  evaporated. 
The  method  is  especially  advisable  when  several  vessels  in 
succession  have  to  be  dried.  When  the  steaming  is-  con- 
tinued for  a  considerable  time,  it  dissolves  most  of  the  soluble 
substances,  especially  alkalies,  from  the  glass  surface  (see 
p.  133). 

Conclusion. — The  student  must  accustom  himself  to  make  a 
very  careful  record  of  his  work,  to  make  a  rough  diagram  of  the 
experimental  apparatus,  to  note  distinctly  the  whole  of  the 
observations,  and  to  separate  carefully  observation  and  calcula- 
tion. Where  the  results  show  large  divergences  from  the 
correct  value  (which,  e.g.,  can  be  found  in  Landolt-Bbrnstein) 
their  source  must  be  traced  by  considering  the  conditions  of 
experiment,  and  of  measurement,  in  order  to  detect  the  probable 
uncertainty. 

Where  a  chemical  reaction  is  studied,  its  equation  must  be 


INTEODUCTOEY  13 

given — with  electrolytes  the  Ionic  equation — and  the  significance 
carefully  considered.* 

No  constants  may  be  employed  unless  their  significance  and 
origin  are  taken  into  account. 

*  For  example,  consideration  of  an  equation  representing  neutralisation 
shows  that,  if  strong  acids  and  alkalies  are  used,  only  the  heat  of  dis- 
sociation of  water  is  measured.  The  equation 

H-  +  Cl'  +  Na-  +  OH'  =  H20  +  Na-  +  Cl'  +  q  cal. 
is  essentially 

H-  +  OH'  =  H20  +  q  cal. 


CHAPTER  II 

THE    DETERMINATION    OF    DENSITY 

The  Gas  Law  (PV  =  RT). 

The  fundamental  law  of  that  part  of  Physical  Chemistry 
which  relates  to  gases  and  dissolved  substances  is  a  combina- 
tion of 

1.  the  Boyle-Mariotte  Law  :  pv  =  pQ  VQ  ; 

2.  the  Gay-Lussac  Law  :  p  =  pQ  (I  +  —  t), 

*). 
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which  is,  the  basis  of  our  definition  of  temperature  ; 

3.  Avogadro's  hypothesis,  that,  under  the  same  conditions 
of  temperature  and  pressure,  equal  numbers  of  molecules 
occupy  equal  volumes. 

All  three  laws  are  limit-  laws,  i.e.,  they  are  only  true 
within  limits,  namely,  for  very  low  pressures  and  at  high 
temperatures.* 

The  gram-molecule  is  chosen  as  unit  of  mass  ;  the  mass  and 
volume  connected  by  this  unit  are  denoted  by  P  and  V 
respectively.  Thus  let  a  gram-molecule  of  gas  at  pressure 
PI  occupy  the  volume  FI,  or  if  compressed  to  volume  V\  let 
it  exert  a  pressure  PI.  To  pressure  PQ  corresponds  volume 
FO,  and  to  pressure  P,  the  volume  F.  Substituting  P  and  F 
in  equations  1  and  2,  by  a  slight  transformation  we  obtain  the 
expression  — 

PV  =  ^p  .  (t  +  273). 

,  this  also  is  incorrect,  for  coul 
onditions  they  would  show  pe 
part  of  the  molecules  would  have  split  up  into  atoms. 


*  Strictly  speaking,  this  also  is  incorrect,  for  could  exact  measurements 
be  made  under  these  conditions  they  would  show  perceptible  dissociation  ; 
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It  follows  from  equation  3  that  the  term     "     °-  possesses 

ato 

the  same  magnitude  for  all  gases  ;  this  universally  applicable 
constant  is  named  R,  the  gas  constant. 

If  we  reckon  from  —  273°,*  instead  of  from  0°,  then  tempera- 
tures are  expressed  in  the  absolute  scale  (T  =  t  +  273°).  The 
gas-equation  then  reduces  to  the  simple  form  : 


p  V=R 


The  Gas  -constant  R. 


This  expression,  when  multiplied  by  T,  obviously  has  the 
dimension  of  a  work  (pv  =  l~l  w£~2  Z3  =  I2  mt~*)  ;  it  can 
be  expressed  in  absolute  units  (cm.  g.  sec),  in  terms  of  mass 
and  heat  (g-cal),  or  in  other  units.  The  numerical  value  is 
determined  in  the  following  manner  :  —  t 

The  basis  of  all  molecular  weights  is  32*00,  that  of  a  mole- 
cule of  oxygen  ;  32  grams  of  oxygen  occupy  at  0°  and  760  mm. 
pressure,  the  normal  conditions  of  temperature  and  pressure 
(N.  T.  P.),  a  volume  of  22390  c.c.  (F0),  since  1  c.c.  Oa  weighs 
under  these  conditions  0*0014294  g.  Usually  the  figure  for 
Fo  is  taken  as  22410  c.c.  (2-41  x  103  cm3),  the  average  of  the 
molecular  volumes  of  H2,  N2,  and  62,  which  are  not  absolutely 
equal  since  the  laws  are  not  absolutely  true  (but  limit-laws). 

The  pressure  of  one  atmosphere   (Po)  is  in  absolute  units 

76   X    13-596    X    980'6  =  1013200  ^Jp  =  10'182    X    105 

cm2 

Dyne  crn~2.     Consequently,  in  absolute  units, 

22-41  X  10-132  X  108 
~273~ 

=  0-8317  X  108  Dyne  cm.  T~l  =  0'8317  X  108Erg.  T~l. 

In  order  to  convert  R  into  heat  units,   this  value  must  be 
divided  by  the  mechanical  equivalent  of  heat  (of  a  calorie  at 

*  At  the  temperature  —  273°  all  gases,  theoretically,  occupy  zero 
volume. 

t  For  more  exact  details  (comparison  and  discussion)  see  D.  Berthelot, 
Zeitschr.  f.  Elektroch.  10,  p.  621,  1904,  and.Nernst,  ibid.,  pp.  629  and 

882. 


16  EXERCISES  IN  PHYSICAL  CHEMISTRY 

15°)  0'419  X  108:  the  result  is  T985  cal.  T~l,  which  can  be 
taken  as  approximately  2  cal.     In  litre-atmospheres 


For  its  value  in  electrical  units  see  p.  112. 

A  complete  comparison  of  the  most  important  physical- 
chemical  constants  is  given  in  Table  I. 

Eeduction  of  the  Volume  of  a  Gas  to  Normal  Temperature  and 
Pressure. 

If  the  volume  of  a  gas  (v]  is  measured  while  it  is  under 
a  pressure  p  and  temperature  t*,  then  at  0°  and  760  mm. 
pressure  the  volume  will  be  :  — 

_  v  X  273  X  p  _      v  Xp 
to  -(278  +  0  760  ~  273T~*  > 
This  can  be  written  approximately 

-  v  x  P  x  °'36  4. 

273  +  t 

If  a  gas  has  been  collected  over  a  liquid  which  has  an 
appreciable  vapour-pressure,  such  as  water,  then  a  correction 
must  be  made  for  the  amount  of  vapour  in  the  gas  volume. 
For  this  purpose  application  is  made  of  Dalton's  law,  that  the 
pressure  of  a  gas  mixture  is  equal  to  the  sum  of  the  pressures 
which  each  individual  gas  would  exert  if  it  alone  occupied  the 
space.  Therefore,  if  the  water-vapour  tension  at  temperature 
t  is  wt  (see  Table  II.)  and  the  total  pressure  is  p,  then  the  par- 
tial pressure  of  the  gas  which  is  being  measured  is  p—ivt,  and 
the  reduction  formula  takes  the  form 

v  (p  —  wt) 


i-o  =  0-3592 


273  +  t 


*  To  determine  exactly  the  temperature  of  the  gas  the  eudiometer  or 
gas  burette  which  contains  it  is  fitted  with  a  water  jacket,  and  the 
temperature  of  the  water  observed. 

t  If  an  accuracy  greater  than  one  per  cent,  is  not  desired,  the  following 
rough  corrections  can  be  used  :  For  every  ^mm.  that  the  pressure  is  above 
or  below  760  mm.  of  mercury,  add  or  subtract  0*1  per  cent,  of  the  volume ; 
similarly  for  t  =  19°,  subtract  l/15th  of  the  volume.  If  the  temperature 
is  not  far  removed  from  19°,  a  correction  is  first  made  to  that  temperature 
by  assuming  that  the  expansion -coefficient  of  the  dry  gas  is  1 /300th  per 
degree  ;  thereafter  the  previous  correction  to  0°  is  made. 
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Exercises. 

On  equation  1  :  pv  =  const. 

A  long  eudiometer  is  taken,  and  half  filled,  first  with  air,  and  then  with 
hydrogen,  over  mercury.  In  each  case  the  pressure  and  volume  are  altered 
by  raising  and  lowering  the  eudiometer  (see  Fig.  1),  and  a  series  of  pro- 
ducts, pv,  is  obtained  for  both  gases.  In  order  to  prevent  transference 
of  heat  from  the  hand,  a  thick  cork  is  pushed  over  the  end  of  the  eudio- 
meter (see  Figure).  With  a  Hempel  gas-burette  of  100  c.c.  capacity  the 
law  can  be  proved  easily  by  subtracting  the  observed  heights  from  the 


FIG.  1. 

atmospheric  pressure,  remembering  that  a  column  of  water  1  cm.  high 
corresponds  to  one  of  mercury  f  mm.  high. 

On  equation  2  :  v  =  v0  (1  -f-  ~=^  £). 

An  amount  of  air,  which  would  measure  at  0°  and  a  pressure  of  one 
atmosphere  273  c.c.,  is  confined  in  a  flask.  In  order  to  effect  this  a  flask 
of  capacity  about  300  c.c.,  with  bored  rubber  stopper,  is  weighed,  filled 
with  water,  and  again  weighed  (let  this  amount  of  water  be  J  c.c.).  After 
drying  (J  —  273)  13*6  g.  of  mercury  are  poured  in.  The  mouth  of  the 
flask  is  closed  by  a  cork  containing  a  narrow  bent  leading  tube  (see  Fig.  2). 
The  flask  is  surrounded  by  ice  until  the  gas  is  cooled  to  0°.  The  gas 
which  escapes  on  warming  the  flask  first  to  room  temperature  t  and  then 
to  100°  respectively  is  collected  in  a  eudiometer,  over  water  ;  when  reduced 
to  N.  T.  P.  it  measures  t  c.c.  and  100  c.c.  respectively.  The  experiment 
should  be  repeated  with  hydrogen. 

On  the  third  law  :  the  equivalence  of  molecular  volumes  of  gases  under 
similar  conditions. 

One  gram  of  marble  (equal  to  1/1 00th  of  a  gram-molecule  of  CaC03)  is 
dissolved  in  dilute  HC1,  and  the  gas  evolved  collected  over  a  saturated 

E.P.C.  C 
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solution  of  NaCl  (water  would  dissolve  too  much  gas).  An  exactly  similar 
experiment  is  made  with  0'65  g.  zinc  (which  is  l/100th  of  a  gram- molecule 
of  zinc  relative  to  hydrogen).  It  will  be  found  that  the  two  volumes  are 
nearly  equal,  corresponding  to  about  220  c.c.  at  N.  T.  P. 


FIG.  2. 


FIG.  3. 


Bent  glass  funnels  of  the  form  shown  in  Fig.  3  serve  for  the  introduc- 
tion of  the  solids  into  a  glass  beaker  filled  with  the  dilute  acid ;  these 
solids  are  enclosed  in  a  piece  of  copper  wire-gauze. 


Density.     Specific  Gravity. 

The  density  of  a  substance  is  the  mass  of  unit  volume ;  it 
is  accordingly  a  number  of  the  dimension  (l~*  m).  The 
specific  gravity  of  a  substance  is  the  ratio  of  its  mass  (or  its 
weight  in  a  vacuum)  to  the  mass  (or  the  weight)  of  an  equal 
volume  of  water  at  4°  (also  corrected  to  a  vacuum),  therefore 
the  specific  gravity  is  only  a  ratio.  The  terminology  does  not 
distinguish  with  sufficient  accuracy  between  the  two  defini- 
tions ;  and  the  shorter  term  density  is  also  usually  used 
merely  as  a  dimension  number. 

The  standard  units,  exclusively  used  in  scientific  work,  are  : 
for  specific  gravity,  water  at  4°  corrected  to  vacuo  (sp.  gr.  =  1), 
and  for  unit  of  volume,  the  real  cubic  centimetre,  exactly 
defined  by  the  normal  metre  in  Paris.  The  so-called  Mohr's 
value  for  the  cubic  centimetre,  with  which  most  of  the  older 
flasks,  pipettes,  and  burettes  are  graduated,  is  about  £  per 
cent,  too  great,  since  it  represents  the  volume  of  1  gram  of 
water  at  room  temperature,  weighed  with  brass  weights,  and 
not  corrected  to  a  vacuum.  It  is  necessary  to  apply  a  correction 
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when  such  vessels  are  used  for  exact  density  determinations  in 
cases  such  as  the  preparation  of  standard  solutions. 

The  extreme  specific  gravities  which  are  as  yet  known 
(hydrogen  at  N.  T.  P.  and  osmium)  are  in  the  ratio  1 : 
250,000.  In  spite  of  this  great  range,  nearly  all  are  estimated 
by  similar  methods — weight  and  volume  determinations — 
although  the  instruments  employed  vary  with  the  nature  of 
the  substance.* 

Specific  Gravity  of  Gases.     Methods  depending  on  Weight. 

The  chief  difficulty  in  weighing  a  gas  lies  in  its  very  small 
specific  gravity.  The  error  due  to  the  air  displaced  is 
frequently  greater  than  the  weight  to  be  determined. 

In  order  to  be  independent  of  slight  variations  in  the  density 
of  the  air,  and  at  the  same  time  to  eliminate  error  arising  from 
the  large  area  of  the  containing  vessel,  a  closed  flask  of  almost 
equal  capacity,  weight,  and  area  is  chosen  as  counterpoise. 
The  vessel  in  which  the  gas  is  to  be  weighed  (a  small  glass 
bulb)  has  two  small  well-ground  glass  taps  t ;  the  volume  of 
the  bore  of  the  taps  must  be  added  to  that  of  the  bulb.  To 
determine  this  total  volume,  the  bulb  is  first  weighed,  either 
evacuated,  if  the  walls  are  sufficiently  strong  (weight  found, 
mo),  or  filled  with  air  of  density  <r,  at  pressure  p,  and  tempera- 
ture t  (weight  in}.  It  is  then  filled  with  a  liquid  of  known 
specific  gravity,  and  again  weighed  (water  or  mercury,  specific 
gravity  S,  weight  M).  If  the  vessel  is  filled  with  mercury, 
this  can  be  displaced  directly  by  the  gas  ;  similarly,  when  the 
bulb  is  exhausted,  the  method  of  filling  with  gas  is  obvious. 
If,  however,  the  bulb  contains  air,  the  gas  to  be  experimented 
with  must  be  led  through  for  a  long  time  in  order  to  displace 
the  air  completely ;  the  gas  escaping  through  the  second  tap 
should  be  tested,  if  possible,  by  some  chemical  method,  as,  for 
example,  absorption,  to  show  that  the  displacement  is  com- 
plete. The  bulb  is  then  weighed,  and  its  pressure  and 
temperature  noted  ;  let  these  be  respectively  ?%,  pi,  and  t\. 

*  The  only  important  method  depending  on  another  principle  is  Bunsen's 
diffusion  method. 

t  The  taps  should  be  well  greased ;  the  lubricant  used  by  Eamsay  is 
extremely  good.  It  is  prepared  by  warming  together  until  they  melt  one 
part  of  paraffin,  three  of  vaseline,  and  six  of  soft  rubber. 

c  2 
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It  is  customary  in  expressing  the  specific  gravity  of  gases  to 
take  as  unity  dry  air,*  free  from  carbon  dioxide,  and  at  the 
same  pressure  and  temperature  (this  gives  the  vapour  or  gas 
density). 

To  derive  the  molecular  weight  of  a  gas  from  its  known 
density,  this  must  be  multiplied  by  the  mean  molecular  weight 
of  air  (28'9  if  02  =  32)  ;  the  true  specific  gravity,  compared 
with  water  at  4°,  is  found  by  multiplying  the  density  relative 
to  air  by  0*001293,  the  specific  gravity  of  dry  air  at  0°  and 
760  mm.  pressure. 

Formula  for  gas  density, 
(a)  when  the  bulb  has  been  evacuated  — 

_  (mi  —  m0)  S  _  0-001293  X  273  X  pi 

~  (M  -  mo)  a-  (273  +  *i)  760 


760  =  2153 


0-001293  X  273 
S 


x  2153. 


(M  —  m0)  pi 
(b)  when  the  bulb  has  been  weighed  full  of  air  — 

1.  Let  the  pressure  and  temperature  of  the  dry  air  and  the 
gas  be  p  and  t  respectively  (the  barometric  pressure  and 
temperature  in  the  balance  room). 

(mi  —  m)  S  JL  n 
=  (M  -  m)  a-  ' 

Proof.  —  Let  L  be  the  true  weight  of  the  air-  content,  G  that 
of  the  gas-content,  then  — 

G  —  L  =  mi  —  m  ;  G  =  mi  —  m  +  L  ;  L  =  -  -g  - 

_  G  __  mi  —  m    .    .,        (mi  —  m)  S    ,    1 
*1==T-      ~IT~  =  (M  -  m)  *  ' 


(273  +  t)  2153 

*  Damp  air  is  lighter,  for  the  molecular  weight  of  steam  is  about  18,  the 
mean  molecular  weight  of  air  about  29,  a  ratio  of  0-62  to  1.  Hence,  if 
the  vapour  pressure  of  steam  is  w,  the  atmospheric  pressure  p,  then  the 
density  of  dry  to  damp  air  is  in  the  ratio  p  :  (p  —  0*38  iv}.  The  tension 
of  water  vapour  is  in  ordinary  room  air  about  50  per  cent,  of  the  maximum 
amount;  at  temperature  *  (15—22°)  the  maximum  tension  w  is  roughly 
equal  to  0'87  t  (cp.  Table  II.).  As  a  first  approximation  for  p,  we  can 

substitute  the  expression^  —  0'5  X  0'38  X  O87  t  =  p  —  . 
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2.  Let  the  pressure  and  temperature  of  the  gas  be  pi  and  ti, 
and  of  the  air  used  (damp)  be  p  and  t  (the  barometric  pressure 
and  temperature  in  the  balance  room)  ;  it  follows  that 


/  (mi  —  m)  S           \      (  p  —  —  )     (273  +  fr) 
-  V  (M  -  m)  o-  '  !       '  (^273  +  t)  ; 

but   ,  =  0-001298  X  278  (p-J)  =          ,-1         . 

(273  +  t)  760  (273  +  t)  2153 

Hence, — 

'(mx-mjS^TS  + 1)  2153 


Remark. — It  has  been  taken  for  granted  that  in  formula  (b) 
the  air  displacement  of  the  bulb  is  taken  into  consideration 
only  when  weighing  the  gas,  not  when  weighing  with  water  or 
mercury.  In  the  last  case  the  displacement  is  always  neglible, 
since  the  brass  weight  displaces  about  as  much  air  as  the 
mercury.  The  weight  of  water  (M  —  m)  can  be  corrected  for 
displacement  by  multiplying  by  TOOL 

Experiment. — Determine  the  densities  of  carbon  dioxide  and 
coal-gas  by  means  of  a  small  bulb  of  from  100 — 150  c.c. 
capacity.  The  weight  of  the  bulb  when  evacuated  or  filled 
with  gas  must  be  determined  with  the  greatest  possible 
accuracy.  An  ordinary  balance  can  be  used  when  weighing 
water ;  if  possible,  the  bulb  should  be  weighed  both  evacuated 
and  filled  with  air,  and  the  measurements  controlled  by  this 
actual  determination  of  air  density. 

Determination  of  Gas  Density  by  Diffusion  Measurements. 

Bunsen  devised  a  method  for  the  determination  of  gas 
densities  which  obviates  the  necessity  of  weighing.  If  equal 
volumes  of  two  gases,  whose  specific  gravities  are  respectively 
o-  and  (TI,  diffuse  under  the  same  pressure  through  the  same 
tiny  hole,  then  their  specific  gravities  are  approximately  in  the 
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inverse  ratio  of  the  squares  of  the  diffusion  velocities ;  they 
are  therefore  directly  proportional  to  the  squares  of  the  times 
of  diffusion. 

Proof. — If  the  gas  diffuse  from  a  space  over  mercury,  so 
that  M  grams  of  mercury  rise  through  h  cms.,  while  at  one  time 
m  grams  of  one  gas  diffuse  with  velocity  v,  and  at  another 
time,  mi  grams  of  a  second  gas  with  velocity  vt,  then 

,..  7        rat?2       ,  , ,  7        mi  ?;i* 
Mgh  =  — ^—  and  Mgh  =  — ^ —  ; 

2i  A 

hence,  — *•  ==  —  =—1,  or  if  the  times  of  diffusion  are  r  and  T:  : 
'  r2        m         o-' 


2 


In  this  simple  calculation  no  account  is  taken  of  some  dis- 
turbing phenomena  which  take  place  at  the  small  hole.     The 
gas  does  not  pass  through  in  a  regular  current, 
but  vortices  occur ;  these  need  not  be  taken  into 
consideration  here. 

The  apparatus  is  standardised  with  a  gas  of 
known  density.  It  consists  of  a  glass  tube  ending 
in  a  two-way  stop  cock  (see  Fig.  4).  The  direct 
opening  is  closed  by  a  piece  of  tinfoil  or  platinum 
foil  containing  a  very  small  hole,  and  cemented 
to  the  glass ;  the  opening  through  the  tap  is  used 
to  fill  the  apparatus  with  gas.  The  tube  stands  in 
a  glass  jar  containing  mercury,  and  is  always 
immersed  to  a  certain  definite  point.  Inside  the 
tube  the  mercury  supports  a  glass  float,  on  which 
are  etched  two  marks.  When  the  tap  is  turned  to 
communicate  with  the  tinfoil,  the  time  which 
elapses  between  the  two  moments  when  the  upper 
and  lower  marks  pass  the  cross  thread  of  an  ordi- 
nary telescope  is  found  by  means  of  a?  stop-watch. 
The  method  is  not  very  exact,  and  requires  rather  a  large 
quantity  of  gas. 

Experiment. — Standardise  the  apparatus  with  air  and  then 
determine  the  densities  of  carbon  dioxide  and  coal-gas. 


FIG.  4. 


THE  DETERMINATION  OF  DENSITY  23 

Determination  of  Vapour  Density. 

Gases  which  condense  to  liquids  at  pressures  not  much 
above  atmospheric  pressure  are  called  vapours.  They  obey 
the  gas  laws  less  accurately  than  ordinary  gases.  Vapour 
densities,  as  distinguished  from  gas  densities,  refer  to  those 
substances  which  have  been  weighed  in  solid  or  liquid  form. 
Vapour  density  determinations  have  become  of  great  import- 
ance to  the  chemist,  since  they  show  either  the  molecular 
weight  of  a  substance,  or  if  that  is  known,  the  degree  of 
dissociation.  As  in  the  previous  method  of  measurement,  the 
density  of  air  under  the  particular  conditions  of  experiment  is 
chosen  as  unity.  It  is  more  rational,  where  possible,  to 
determine  the  molecular  weight  directly. 

Vapour  densities  can  be  measured  in  one  of  three  ways  : — 
(a)  A  solid  or  liquid  is  first  weighed,  and  then  the  volume 
which  it  occupies  as  gas  is  found  (method  of  Hofmann  and 
Viktor  Meyer);  (fr)  a  given  volume  of  steam  or  vapour  is 
weighed  (Dumas'  method) ;  (c)  the  increase  of  pressure  which 
a  known  weight  of  solid  or  liquid  produces  when  evaporated 
at  constant  volume,  is  measured. 

The  last  is  the  most  complicated,  so  that  what  in  principle 
is  an  elegant  method  is  but  little  utilised.  Hofmann's  method 
is  almost  entirely  supplanted  by  the  less  exact  but  more  con- 
venient and  elegant  method  of  Viktor  Meyer. 

Determination  of  Vapour  Density  by  Viktor  Meyer's  Method. 

A  known  quantity  of  liquid  is  vaporised  rapidly  in  an  enclosed 
space  filled  with  air,  which  is  at  the  same  temperature  as  its 
surroundings ;  the  vapour  produced  drives  out  an  equal 
volume  of  air,  which  is  caught  in  a  eudiometer  over  water 
and  is  measured  at  room  temperature.  The  temperature  at 
which  the  liquid  vaporises  need  not  in  consequence  be  known. 
Moreover,  for  the  same  reason,  the  space  in  which  evaporation 
takes  place  need  not  be  at  the  same  temperature  throughout ; 
it  need  only  possess  stationary  conditions,  as  set  up  by  radia- 
tion from  a  heat  jacket,  in  which  the  air-space  receives  as 
much  heat  from  the  boiling  liquid  as  it  loses  by  radiation. 
If  the  evaporation  takes  any  appreciable  time,  the  vapour 
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may  diffuse  into  the  upper  part  of  the  tube,  or  even  into 
the  exit  tube  and  eudiometer,  and  condensing,  introduce 
error  into  the  volume  determination.  The  danger  of 
diffusion  is  greater  the  higher  the  temperature,  and  the 
evaporation  must  therefore  be  completed  as  quickly  as 
possible.  With  substances  which  need  not  be  raised  to  a 
high  temperature,  and  which  do  not  react  with  it,  the  addition 
of  a  little  mercury,  an  excellent  con- 
ductor of  heat,  to  the  bulb  D,  where 
evaporation  takes  place,  is  useful  (see 
Fig.  5).  A  is  a  simple  release  con- 
trivance, by  which  the  small  bottle  B 
is  allowed  to  fall  as  soon  as  the 
temperature  becomes  constant ;  this  is 
shown  when  no  more  gas  bubbles  escape 
from  C,  when  the  graduated  eudiometer 
previously  filled  with  water  is  placed 
over  the  opening.  B  contains  the 
weighed  substance  and  has  a  ground-in 
stopper.  The  releasement  is  brought 
about  simply,  by  drawing  out  the  glass 
rod  held  in  position  by  the  rubber  tube, 
until  B  falls.  The  gas  collected  in  the 
eudiometer  is  measured.  At  the  end  of 
every  experiment  the  vapour  is  blown 
out  of  the  evaporation  bulb  ;  this  must 
always  be  kept  perfectly  dry. 

Let  a  mg.  be  the  weight  of  substance, 


B 


FIG.  5. 


and  v  c.c.  (about  40 — 50)  the  volume  of  air  measured,  at  t° 
and  p  mm.  pressure  (when  the  water  stands  higher  inside  than 
outside  the  eudiometer,  the  difference  of  level,  expressed  in 
height  of  mercury,  is  subtracted  from  the  pressure).  Let  wt 
be  the  vapour  pressure  of  water  at  t°  (see  Table  II.).  Then, 
since  a  milligram-molecule  of  gas  at  N.  T.  P.  occupies  22*4  c.c., 
the  molecular  weight  Mis  obtained  directly  from  the  equation — 


M      22-41       22-41  X  a  (273  +  t)  760 


=  62-38 


a  (273  +  t) 


a          v0  v(p  —  wt)  273  ~  v  ( p  —  wt)' 

Before  the  flame  is  removed  from  beneath  the  boiling  tube,  the 
cork  at  the  top  of  the  apparatus  must  be  loosened. 
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The  method  is  applicable  for  any  temperature ;  it  follows 
from  the  description  which  has  been  given  that  the  only 
difficulties  which  can  arise  at  very  high  temperatures  are 
connected  with  the  material  of  the  vessel,  and  the  very 
small  air  displacement  of  the  substance  itself  (cp.  Nernst, 
Zeitschr.f.  Elektroch,  9.  622,  1903).  The  vapour  densities  of 
dissociating  substances  are  dealt  with  on  p.  27. 

Exercise. — Determine  the  vapour  density  of  chloroform  or 
benzene  at  100°. 


Determination  of  Vapour  Density  by  Dumas'  Method. 

The  principle  is  the  same  as  that  used  in  the  measurement 
of  gas  densities.  A  glass  bulb,  drawn  off  to  a  narrow  capillary, 
is  weighed,  full  of  air,  full  of  vapour,  and  finally  full  of  water ; 
(the  volume  of  the  bulb  should  be  about  200  c.c.).  After  what 
has  been  said  previously  it  is  obvious  that  the  first  two 
weighings  must  both  be  carried  out  quite  accurately  on  a  very 
sensitive  balance,  though  the  water  may  be  weighed  with 
sufficient  accuracy  on  a  rougher  balance. 

To  cause  liquid  to  enter  the  bulb,  the  end  of  the  capillary 
is  dipped  into  a  small  glass  beaker  containing  the  liquid ;  the 
bulb  is  then  warmed  with  the  hand,  so  that  bubbles  of  air 
escape  ;  in  cooling,  a  corresponding  volume  of  liquid  is  sucked 
up  into  the  bulb.  It  is  then  placed  in  a  constant  temperature 
bath,  at  least  10°  higher  than  the  boiling  point  of  the  liquid  ; 
in  most  cases  a  bath  of  boiling  water  suffices.  Care  must  be 
taken  that  only  the  capillary  projects  outside  the  bath.  The 
bulb  is  fastened  in  a  wire  stand  or  else  the  capillary  is  clamped 
by  means  of  a  cork  in  a  hole  in  the  roof  of  the  water  bath. 
The  violently  boiling  liquid  expels  the  air  ;  when  evaporation 
is  complete,  the  capillary  is  warmed  slightly  to  prevent  the 
liquid  condensing  there,  and  the  tip  is  sealed  off  with  a  mouth 
blowpipe.  This  can  be  done  most  easily  by  drawing  off  a  very 
short  piece  of  the  capillary  ;  the  piece  drawn  off  must  be 
weighed  with  the  bulb.  As  the  liquid  condenses,  a  partial 
vacuum  is  produced  in  the  bulb  ;  if  it  is  inverted  the  capillary 
partly  fills  with  the  liquid.  If  it  is  not  completely  closed,  a 
regular  stream  of  small  pearl-like  air  bubbles  will  be  seen 
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rising  through  the  liquid,  a  sign  that  the  experiment  is  unsuc- 
cessful and  must  be  repeated.  If  a  good  seal  has  been  made, 
the  bulb,  filled  with  vapour  and  a  small  quantity  of  liquid,  is 
weighed,  after  carefully  cleaning  the  surface.  Then  the  end 
of  the  capillary  is  scratched  with  a  short  file  or  glass  knife, 
and  broken  off  under  water.  If  all  the  air  had  been  driven 
out  of  the  bulb,  it  completely  fills  with  water  (if  boiled  out 
water  containing  no  dissolved  air  is  used  ;  otherwise  some  air 
escapes  into  the  partial  vacuum).  In  most  cases  some  of  the 
condensed  liquid  remains  in  the  bulb.  It  is  apparent  that 
no  appreciable  error  is  introduced  if  a  small  quantitv  of  water 
(a  fraction  of  a  gram)  is  replaced  by  a  liquid  of  a  different 
specific  gravity.  Expansion  of  the  glass  when  warmed  to  the 
temperature  of  the  bath  leads  to  a  somewhat  larger  error.  If 
the  bulb  was  filled  with  water  at  temperature  t,  and  with 
vapour  at  temperature  ti,  then  the  volume  of  the  bulb  has 
increased  by  V  x  0*000025  (ti  -  «)•  In  an  experiment  where 
ti  =  100°,  t  =  20°,  this  amounts  to  J  per  cent.  It  is  taken 
for  granted  that  the  weight  of  water  has  been  reduced  to  vacuo, 
a  correction  which  amounts  to  about  O'l  per  cent,  in  the  same 
direction  as  that  due  to  the  alteration  in  volume  of  the  glass 
vessel. 

Formula  :  without  the  last  correction  :  — 

Weight  of  air  ?w,          temperature  t,  pressure  p. 
vapour  mi,          „  tit        „       pi. 

„         water  M,  specific  gravity  S. 


/(mi-m)S(278  +  t)  \ 

-(     nur         ^(       "^T  2]53  +  l    ) 
\   ^-"HJ'-g)  / 


_,<*,*    ,   n 

<r/_  ? 

fr  (273  +  0 

(cp.  pp.  20,  21). 

S  can  be  usually  taken  as  equal  to  unity  (Table  II.)  ;  apply- 
ing the  corrections  above-mentioned  :  — 

/    (mi  —  m)  S  (273  +  t)  \ 

•>~((M  -  »)  1-001  (*  -  -*)  2153+  1  Jd  -  O- 


pi  (278  +  0- 


/  (wi  - 

=(  ,*- 
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-  m)  S  (273  +  t) 


_    *±-L*\ 
40000  / 


Pi  (273  +  t) 

Exercise. — Determine  the  vapour  density  and  molecular 
weight  of  chloroform  or  benzene. 

The  Dumas  method  is  also  practicable  at  all  temperatures 
at  which  the  material  of  the  bulb  is  sufficiently  capable  of 
resistance*  However,  as  the  temperature  rises  the  expansion 
of  the  vessel  becomes  an  ever-increasing  factor,  whereas  this 
leads  to  no  error  in  the  Viktor  Meyer  method.  If  substances 
are  used  which  have  no  noticeable  vapour  pressure  at  ordinary 
temperatures,  it  is  unnecessary  to  seal  the  vessel;  by  quickly 
cooling,  e.g.,  by  immersing  the  bulb  in  cold  water,  the  vapour 
condenses  inside  the  bulb  and  air  enters.  Byjihis  means  both 
experiments  and  formulas  are  simplified.  At  high  tempera- 
tures only  a  very  small  amount  of  substance  can  be  taken,  and 
this  must  be  weighed  with  especial  accuracy. 

Vapour  Density  of  Dissociating  Substances. 

At  high  temperatures  and  low  pressures  most  molecules 
dissociate  into  smaller  ones  or  even  into  atoms.  Substances 
which  are  dissociated  appreciably  at  temperatures  easily 
attained  are  PC15,  PBr5,  N204,  NH4C1.  These  examples  all 
belong  to  the  same  type  bT  dissociation ;  from  one  molecule 
arise  two,  and  the  volume  becomes  doubled.  If  complete 
dissociation  takes  place,  then  a  density  determination  gives 
the  half  molecular  weight.  If  the  theoretical  molecular 
weight  is  M,  and  that  found  by  experiment  MI,  it  is  easily 

seen  that   (—  —  1)   X   100  per  cent,  of  the  molecules  are 
MI 

dissociated. 

The  degree  of  dissociation  depends  very  largely  on  the 
pressure  and  temperature.  Since  during  dissociation  the 
volume  increases,  the  degree  of  dissociation  rises  with  decrease 
of  pressure,  because  in  a  variable  complex,  when  the 
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pressure  falls,  the  system  occupying  the  larger  volume  is 
formed  in  preference  to  the  other  (Le  Chatelier's  principle  of 
least  resistance).  By  pressure  is  here  understood  the  sum  of 
the  partial  pressures  of  the  undissociated  gas  and  the  products 
of  dissociation.  Now  the  partial  pressure  of  the  substance 
vaporised  in  the  Dumas  and  Viktor  Meyer  vessels  is  different. 
The  former  contains  only  the  vapour  of  the  substance,  hence 
its  partial  pressure  is  the  whole  pressure,  and  this  is  equal  to 
the  atmospheric  pressure  at  the  time  of  experiment.  In  the 
Viktor  Meyer  apparatus,  however,  the  partial  pressure  varies 
throughout,  from  the  bottom,  where  but  little  air  is  mixed 
with  vapour,  to  the  exit  tube,  where  there  should  be  nothing 
but  pure  air.  The  range  varies  from  a  pressure  almost  equal 
to  atmospheric  to  zero ;  hence  the  molecular  weight  of  dis- 
sociating substances,  determined  by  this  method,  depends 
entirely  on  the  velocity  of  evaporation  and  diffusion,  the  shape 
and  size  of  the  vessel,  and  in  short  is  quite  an  indefinite 
value,  but  is  always  smaller  than  the  well-defined  value  found 
by  the  Dumas  method. 


The  Specific  Gravity  of  Liquids. 

The  specific  gravity  is  the  most  important  constant  of  a 
liquid,  whether  for  its  characterisation  and  identification,  for 
the  analytical  examination  of  solutions  and  mixtures,  or  as  the 
chief  factor  in  the  determination  of  optical  constants. 

The  weight  and  volume  of  liquids  can  be  measured  with 
equal  accuracy ;  both  are  of  the  same  order  of  magnitude, 
because  that  liquid  with  which  comparison  of  weight  and 
volume  is  made  (water  at  4°)  is  a  liquid  of  average  density. 
If  mercury,  which  has  the  exceptionally  high  density  of  13*6, 
is  excepted,  the  densities  of  liquids  in  general  use  lie 
between  0'7  and  2.  Weight  and  volume  can  be  measured 
without  difficulty  with  an  accuracy  of  one  part  in  10,000,  when 
moderate  quantities  of  substance  are  used  (about  10 — 20 
grams  or  c.c.).  Consequently  the  slide-rule,  or  4-place 
logarithm  tables,  are  not  sufficient  for  such  calculations.  If 
an  accuracy  of  more  than  1 : 1000  is  desired,  all  weighings 
must  be  corrected  to  vacuo. 
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According  to  the  accuracy  desired,  the  customary  appara- 
tus for  density  determinations  becomes  arranged  in  the 
following  order:  araeometer  (hydrometer),  1  c.c.  pipette, 
burette,  Mohr's  balance,  larger  pipette  (10 — 25  c.c.),  density 
flask,  pyknometer. 

The  araeometer,  or  common  hydrometer,  is  moderately 
accurate,  when — as  for  many  special  purposes* — the  body  of 
the  hydrometer  is  made  very  large  and  the  neck  very  thin. 
In  this  case,  for  a  small  decrease  in  specific  gravity,  and  there- 
fore in  the  upward  force  exerted  by  the  liquid,  the  instrument, 
sinks  through  a  number  of  scale  divisions. 

Ordinary  hydrometers  are  accurate  to  about  J  per  cent. ; 
this  accuracy  may  be  even  less  if  the  instrument  does  not, 
float  vertically,  or  is  not  well  moistened  at  the  surface  between 
air  and  water.     The  latter  cause  of  error  is  easily  recognised 
by  the  accompanying  irregularity  of  meniscus. 

The  1  c.c.  pipette  proposed  by  Ostwald  allows  an  accuracy  of 
one  part  in  a  thousand.  The  instrument  can  be  easily  made 
by  the  student,  and,  by  weighing  it  empty  and  dry,  and  then 
filled  to  the  mark  with  water  or  mercury,  from  the  difference 
between  the  weights  its  capacity  can  be  determined.  The 
tube  must  be  graduated  for  filling,  not  for  emptying.  The 
opening  at  the  lower  end  is  made  so  small  that  there  is  no 
leakage  when  the  pipette  is  placed  horizontally.  The  pipette 
is  made  so  short  that  by  means  of  a  trestle  of  stout  wire  it  can 
be  placed  horizontally  on  the  pan  of  the  balance.  The  weight 
of  the  dried  pipette  and  stand  is  observed  once  and  for  all,  or 
the  wire  stand  is  counterpoised  with  an  accurate  tare.  If  the 
pipette  has  been  weighed  full  of  water,  and  if  it  is  used  only 
for  the  determination  of  densities  in  the  neighbourhood  of  1, 
no  reduction  to  vacuo  is  necessary,  since  the  corrections  for 
both  weighings  are  equal  within  the  limit  of  error.  If 
the  pipette  has  been  calibrated  with  mercury,  the  calibration 
correction  is  negligible ;  if  the  densities  to  be  determined  are 
in  the  neighbourhood  of  1,  then  1  per  thousand  is  added  to 
the  found  density  as  correction. 

*  E.g.,  in  the  investigation  of  sea  water,  where  it  is  desirable  to  deter- 
mine rapidly  small  divergences  from  the  normal  value. 


30  EXERCISES  IN  PHYSICAL  CHEMISTRY 

When  a  burette  is  used  for  density  determinations,  it  is 
necessary  to  ascertain  previously  whether  it  is  calibrated  in 
Mohr's  units  or  in  true  c.c.  Errors  from  parallax  in  making 
readings,  and  from  liquid  sticking  to  the  walls  of  the  burette, 
must  be  avoided,  the  latter  by  making  the  outflow  very  slow. 

Mohr's  Balance  is  more  elegant  than  either  of  the  methods 
so  far  discussed.  A  glass  float  (frequently  a  small,  thick 


FIG.  6. 

thermometer)  is  suspended  by  a  platinum  wire  from  the  end 
of  one  beam  of  a  balance  (divided  into  ten  parts),  and  is 
balanced  in  air  by  means  of  a  fixed  weight  on  the  second  shorter 
beam.  By  means  of  a  screw  S  the  balance  is  adjusted  so  that 
the  small  point  K  at  the  end  of  the  shorter  beam  is  opposite 
the  fixed  point  J.  If  the  float  is  immersed  in  a  liquid,  on 
account  of  the  upward  force  exerted  by  this,  the  equilibrium 
is  disturbed,  and  the  balance  no  longer  remains  opposite  the 
zero  point.  Eider  weights  are  supplied  with  the  balance  (see 
Fig.  6),  of  which  the  largest,  A\,  suspended  at  the  end  of  the 
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longer  beam  (at  division  10)  exactly  compensates  the  dis- 
placement of  the  float  in  water  at  4°  C. 

The  smaller  weights  are  ^,  TJo>  an(i  TO^U  °f  ^ia  unit.  If 
the  float  is  suspended  in  a  liquid  of  specific  gravity  1*035, 
then  the  upward  force  of  the  liquid  is  compensated  when  the 
unit  weight  is  at  the  scale  division  10,  the  tenth-weight  at 
division  3,  and  the  hundredth  at  division  5.  It  is  necessary 
to  take  care  that  the  float  hangs  freely  in  the  liquid,  that  the 
wire  is  clean,  and  only  a  small  part  of  it  is  submerged,  so  that 
a  definite  meniscus  is  formed.  The  balance  is  tested  by 
means  of  a  liquid  of  known  specific  gravity.  If  the  accuracy 
of  the  riders  is  suspected,  their  relation  to  one  another  should 
be  examined  on  an  ordinary  accurate  balance.  The  error  of 
a  good  Mohr's  balance  is  about  0*0005.  No  correction  need 
be  applied  at  ordinary  temperatures,  although,  strictly  speak- 
ing, the  volume  and  the  corresponding  displacement  of  the 
float  depend  on  temperature  ;  (change  per  degree  0*000025, 
the  cubical  expansion  coefficient  of  glass). 

The  following  remarks  apply  to  the  use  of  pipettes  for  density 
estimations.  In  determining  the  weight  of  the  pipette  filled 
with  water  and  with  liquid  certain  rules  must  be  observed 
strictly.  The  liquid  must  not  be  blown  out  of  the  pipette ; 
after  the  jet  of  water  has  run  out,  the  pipette  must  be  held 
vertically  for  half  a  minute,  the  lower  end  against  the  wet  side 
of  the  receiving  vessel,  the  upper  opening  closed.  The  pipette 
must  always  be  rinsed  with  distilled  water  after  use,  and  whilst 
not  in  use  must  be  placed  in  a  glass  jar,  with  the  smaller  end 
upwards  and  covered  by  a  small  glass  cap,  to  prevent  the 
entry  of  dust. 

Only  aqueous  solutions  of  not  too  great  concentration  can  be 
measured  accurately  by  means  of  pipettes.  With  concentrated 
solutions,  and  with  organic  liquids  especially,  the  often 
considerable  difference  in  viscosity  may  occasion  a  large 
error. 

If  burettes  or  pipettes  do  not  appear  to  discharge  their  contents 
uniformly,  the  cause,  traces  of  grease,  must  be  removed  by  chromic  acid 
mixture,  which  is  allowed  to  stand  in  the  vessels  for  a  considerable  time. 
In  the  case  of  tap  burettes,  the  grease  in  the  taps  due  to  the  grinding 
must  be  removed  previously,  and  a  small  glass  vessel  placed  beneath  the 
tap.  The  bichromate  solution  and  sulphuric  acid  are  not  mixed  in  the 
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burette,  since  this  might  break  on  account  of  the  great  heat  developed. 
The  same  chromic  acid  solution  can  be  used  repeatedly  (see  also  p.  12). 

The  Pyknometer. 

The  most  exact  and  most  generally  used  instrument  for  the 
estimation  of  specific  gravity  is  the  pyknometer,  a  cylindrical 
glass  vessel  with  one  or  two  capillary  exit  tubes ;  these  are 
graduated  with  one  or  several  marks. 

The  most  practical  form  of  the  instrument  is  that  shown  in 

Fig.  7.* 

It  is  suspended  from 
the  balance  by  means 
of  a  wire.  It  has  two 
exit  tubes  of  different 
widths ;  the  wider  tube 
is  graduated  with  one 
or  more  marks.  Both 
tubes  must  terminate 
sharply  in  smooth  open- 
ings. The  pyknometer 
is  filled  by  suction  so 
that  the  narrow  tube 
and  the  vessel  itself  are 
completely  filled  with 
liquid  and  the  meniscus 
stands  at  some  point 
in  the  wider  tube.  The 
meniscus  can  then  be  fixed  accurately  at  one  of  the  graduated 
marks  either  by  sucking  out  liquid  by  touching  the  opening  at 
the  narrow  end  with  a  small  piece  of  filter  paper,  or  adding  it 
by  touching  the  same  opening  with  a  small  drop  of  the  liquid 
on  a  glass  rod ;  the  meniscus  moves  only  in  the  wider  tube 
where  the  capillary  resistance  is  trifling. 

The  pyknometer,  filled  with  liquid,  is  hung  in  a  small  glass 
frame  in  a  water  bath  of  constant  temperature,  until  the 
meniscus  no  longer  alters  but  remains  fixed  at  a  definite  point. 
If  very  volatile  substances  are  used,  the  losses  due  to  evaporation 

*  This  is  easier  to  clean  externally  and  less  fragile  than  the  form 
proposed  by  Ostwald. 


PIG.  7. 
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while  the  pyknometer  is  in  the  water  bath,  and  during  drying 

and  weighing  are  guarded  against  by  affixing  two  ground-on 

glass  caps  ;  it  is  best  that  the  wider  tube  and  the  cap  which 

belongs  to  it  are  furnished  with  corresponding  marks.     When 

working  with  aqueous  solutions  the  use  of  caps  is  unnecessary. 

For  suitable  cases  the  student  himself  can  make,  by  help  of 

a  blowpipe,  a  syphon  tube  and  bulb  tube,  with  small  pieces 

of    tubing  ground  on  as  caps.      The   simple   form   without 

ground-on  caps  (see  Fig.  la)  suffices  for  by  far  the  most  cases, 

and  can  be  made  by  anyone  without  difficulty.      It  is  filled  by 

sucking  through  a  piece  of  rubber  tubing.     It  is  advisable  to 

construct  it  with  not  one,  but  several  marks,  which  are  most 

conveniently  millimetre  divi- 

sions.    Such  an  instrument 

is  more  easily  adjusted,  and, 

if  its  expansion  due  to  tem- 

perature is  known,  it  can  be 

used  to  estimate  the  expan- 

sion coefficient  of  the  liquid 

without  a  second  weighing. 

The  outlet  tubes  must  not  be 

immersed  in  the  water  bath, 

but  can  be  taken  as  at  room 

temperature  ;  it  is  then  only 

necessary  to  use  the  wire  as  a  handle  and  so  avoid  warming 

the  pyknometer  by  contact  with  the  hand. 

A  pyknometer  with  large  body  and  very  fine  capillary 
corresponds  exactly  to  a  thermometer,  and  consequently  is  liable 
to  all  the  sources  of  error  of  that  instrument  (see  pp.  9  —  11). 
The  correction  for  the  projecting  capillary  is  always  negligible. 
For  very  accurate  work  it  must  be  noted  that  a  graduation  gives 
a  value  slightly  too  small  after  the  space  of  a  year  (correspond- 
ing to  the  rise  in  the  zero  point  of  the  thermometer).  In  all 
cases  pyknometers  are  sensitive  to  rapid  heating  (cp.  the  after- 
effect in  the  case  of  the  thermometer).  Hence,  inaccuracies 
arise  when  the  pyknometer  is  cleaned  by  rinsing  it  with 
methylated  spirit  and  then  drying  in  a  current  of  hot  air. 
The  instrument  is  either  kept  in  a  moist  condition,  and,  before 
using,  rinsed  out  with  a  few  drops  of  the  solutions  under 
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examination,  or  rinsed  out  by  alcohol,  and  this  removed  by 
continuous  suction  by  means  of  a  powerful  water-pump. 

With  pyknometers  of  Jena-glass  the  after-effect  is  trifling  and 
passes  quickly. 

Using  a  pyknometer  of  about  15  c.c.  capacity,  with  careful 
work  densities  can  be  determined  accurately  to  about  0*002  per 
cent.  ;  to  effect  this  it  is  necessary  that  the  manipulations  during 
drying,  bringing  -to  constant  temperature,  and  weighing  are 
exactly  similar  when  water  is  taken  or  the  substance  whose 
density  is  to  be  determined. 

Air  dissolved  in  a  liquid  scarcely  affects  its  density  to  a 
perceptible  extent  ;  it  is  negligible  provided  bubbles  are  not 
disengaged  when  the  liquid  becomes  warmed. 

Accurate  Formula. 

Let  the  water  content  of  the  pyknometer  at  temperature  t° 
weigh  W  grams,  the  specific  gravity  of  water  at  that  temperature 
be  Q  ;  let  the  corresponding  quantity  at  t'°  of  the  liquid  whose 
specific  gravity  is  to  be  examined  be  F,  and  x  the  unknown 
specific  gravity.  Then  :  — 


«  =       (Q-  0-0012)     l+  +  0-0012. 


Q  _  0*0012 
The      expression  v  '  -  =  Ct  is  called  the  pyknometer 

constant  for  the  temperature  t.  The  figure  0*0012  is  the 
density  of  air  at  room  temperature.  A  more  accurate  estima- 
tion of  temperature  and  pressure  is  unnecessary,  since  the 
error  of  weighing  makes  the  fifth  decimal  place  uncertain. 

?oioo  is  *ne  expansion  coefficient  of  glass  ;  the  real  figure 
lies  between  0*000019  and  0*000026  according  to  the  kind  of 
glass. 

Proof  of  the  Formula.—  First,  let  t  —  tr  ;  neglecting  the  air 

FO 

displacement  x  =    J^  .    Let  the  weight  of  air  displaced  while 

F  and  W  are  determined  be  A.     Then  — 

_  F  +  A.  n        _:0*0012  (W  +  A)  0-0012  W 

X-W  +  ^'A=  ,g  -g-0-0012" 
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0-0012  W 

h  Q  —  0-0012  Q  F(Q  -  0-0012)  +  Q-Q012  W 

~  0-0012  W    ^  ~~^  W~  Q 

r  g  _  0-0012 

=  ^  (Q  -  0-0012)  +  0-0012. 

At  the  temperature  t'  the  volume  of  the  pyknometer  has 

(ft      _     £    \  7^ 

40QQQ  J  ;  hence  the  density  -rr> 

must  be  divided  by  that  factor,  or  multiplied  by  1  + 


Problem.  —  Estimate  the  specific  gravity  of  a  water-alcohol 
mixture  and  calculate  the  percentage  of  alcohol  from  Mendele- 
jeff's  table  (see  Landolt-Bornstein). 

The  expansion  coefficient  of  glass  should  be  determined  as 
a  control  experiment  by  weighing  at  two  temperatures  differ- 
ing by  ten  or  fifteen  degrees. 


Density  of  Solids. 

"When  the  specific  gravity  of  a  solid  is  less  than  three,  the 
suspension  method  is  most  suitable.  Two  miscible  liquids  are 
used  which  do  not  react  with  the  substance,  and  whose 
specific  gravities  are  such  that  that  of  the  solid  lies  between 
them.  A  mixture  is  found  by  trial,  in  which  the  solid  —  com- 
pletely free  from  air  bubbles  —  swims,  i.e.,  it  is  in  hydrostatic 
equilibrium  with  the  liquid  in  all  parts  of  the  vessel.  The 
specific  gravity  of  the  liquid  is  then  found  by  one  of  the 
methods  already  described,  most  conveniently  by  immersing 
the  float  of  a  small  Mohr's  balance  in  the  same  vessel. 

Exercise.  —  Determine  the  specific  gravity  of  naphthalene. 
Use  as  liquids  solutions  of  calcium  chloride  of  about  10  and 
20  per  cent.  (Why  not  water  and  the  concentrated  solution  ?) 

If  the  specific  gravity  of  the  solid  is  so  high  that  no  suitable 
heavy  liquid  is  available,  an  attempt  must  be  made  to  deter- 
mine the  volume  of  the  solid  and  to  calculate  the  density  from 
the  ratio  of  weight  to  volume.  The  sources  of  error  of  the 
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method  lie  in  the  volume  measurement;  this  cannot  be  carried 
out  so  accurately  as  a  weight  determination. 

A  specific  gravity  bottle  of  the  form  shown  in  Fig.  8  is 
employed  as  most  suitable  for  the  object  in  view.  It  is  first 
weighed  filled  with  liquid,  and  then  this  is  displaced  in  part 
by  a  weighed  quantity  of  powdered  solid.  The  liquid  employed 
must  be  without  action  on  the  solid.  If  the  solid  obstinately 
retains  air  bubbles,  it  is  poured  into  the  dried, 
weighed  pyknometer,  and  the  whole  again 
weighed  ;  then  a  small  quantity  of  water  is 
added,  the  pyknometer  placed  in  a  vacuum 
desiccator,  evacuated,  and  then  filled  com- 
pletely with  water.  The  following  method  is 
recommended  :  —  Through  the  rubber  stopper 
of  the  desiccator  cover  passes  a  dropping 
funnel  ;  the  lower  end  is  somewhat  drawn 
out,  and  the  point  is  directly  above  the 
pyknometer  opening.  Evacuation  is  carried 
out  somewhat  slowly,  while  the  liquid  is 
allowed  to  enter  the  pyknometer  drop  by  drop. 
If  the  pyknometer  can  contain  F  grams  of 
liquid  of  specific  gravity  Q,  and  if  its  contents 
weigh  P  grams,  when  it  contains  liquid  plus 
ra  grams  of  solid  of  volume  x,  then 

F  -  P       m 


FIG.  8. 


X  = 


Q 


and  the  specific  gravity  of  the  body  is  . 

The  accuracy  of  the  method  is  not  great  enough  to  need  a 
correction  to  vacuo;  care  must  be  taken,  however,  that  the 
temperature  is  constant  during  both  weighings,  otherwise  the 
temperature  change  would  enter  into  the  calculation.  (How  ?) 

Exercise.  —  Determine  the  specific  gravity  of  a  metal  (a  bar 
of  zinc  or  copper  or  some  similar  metal).  Calculate  the 
atomic  volume.  For  other  methods  (volumenometer,  Jolly's 
capillary  balance,  etc.)  physical  text-books  must  be  consulted. 


CHAPTER  III 

DETERMINATION    OF    MOLECULAR   WEIGHTS    IN    SOLUTIONS 

Osmotic  Pressure.      Depression  of  Vapour  Pressure. 

Van 't  Hoff  has  shown  that  the  gas  laws  apply  to  dilute 
solutions.  The  molecular  volume  of  a  gas  V  is  replaced  by  v, 
the  number  of  litres  in  which  one  gram-molecule  of  the  sub- 
stance is  dissolved.  To  the  pressure  of  the  gas  P  corresponds 
the  osmotic  pressure  p,  proportional  to  the  concentration. 
This  is  the  hydrostatic  pressure  exerted  on  a  boundary  wall 
separating  solution  and  pure  solvent,  if  the  wall  is  permeable 
for  the  solvent  but  not  for  the  solute.  As  with  gases,  the  gas 
law,  strictly  speaking,  is  applicable  only  for  very  dilute 
solutions,  i.e.,  for  large  v  and  small  p.  Similarly  also,  if 
different  independent  substances  are  dissolved  in  the  solution, 
the  total  osmotic  pressure  is  the  sum  of  the  partial  osmotic 
pressures.  Hence,  if  a  solute  is  dissociated  electrolytically, 
the  osmotic  pressure  rises,  as  does  the  gas  pressure  in  the 
case  of  dissociation  produced  by  the  application  of  heat. 

Osmotic  pressures  can  neither  be  measured  accurately  nor 
quickly. 

If  a  substance  is  dissolved  in  a  suitable  solvent,  the  vapour 
pressure  of  the  solvent  will  be  lowered,  and  if  small  quantities 
of  solute  are  used,  this  depression  will  be  strictly  proportional 
to  the  concentration,  and  hence  to  the  osmotic  pressure  of  the 
solution. 

/V)     rrJ 

The  relative  lowering  of  the  vapour  pressure —  is  equal 

to  -^,  if  n  molecules  (or  ions)  of  substance  are  dissolved  in  N 

molecules  of  solvent. 

A  gram  of  urea  (molecular  weight  60)  would  give  only  half 
as  big  a  depression  as  a  gram  of  common  salt  (molecular 
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weight  58*5),  because  the  latter  in  dilute  solutions  is  dis- 
sociated completely  into  two  ions,  Na*  and  Cl'.     A  gram  of 
acetic  acid  (molecular  weight  60),  which  dissociates  weakly, 
would  give  a  depression  intermediate  between  the  two  values. 
Just  as  in  the  measurement  of  osmotic  pressure  the  separa- 
tion  wall   is   only   permeable   to   the  solvent,  so  it  is  here 
assumed  that  only  molecules  of  solvent  evaporate — in  other 
words,  that  the  separation  film  between  liquid  and  gas  space  is 
also  semi-permeable.     But  the  depres- 
sion of  vapour   pressure  is   also   very 
difficult  to  measure. 

The  following  simple  experiment 
shows  qualitatively  that  a  depression 
does  exist: — 

Blow  two  small  bulbs  of  about  the  same  size 
from  thin  pieces  of  glass  tubing,  drawing  out 
the  open  ends  into  capillaries.  Into  the  one 
bulb,  by  alternate  warming  and  cooling, 
transfer  3  or  4  c.c.  of  ether,  and  draw  off  the 
capillary.  Into  the  second  transfer  a  similar 
amount  of  a  roughly  six  per  cent,  solution  of 
ben  zoic  acid  in  ether,  and  seal  this  also.  Place 
each  bulb  carefully  in  glass  bottles,  each 
of  about  200  c.c.  capacity  (see  Eig.  9), 
and  closed  with  rubber  corks  penetrated  by  short  pieces  of  glass  tube. 
These  two  tubes  are  then  connected  by  rubber  tubing  with  the  two  ends 
of  a  manometer,  the  lower  part  of  which  contains  coloured  water.  At  the 
commencement  of  the  experiment  make  sure  that  the  water  stands  at  the 
same  level  in  both  sides  of  the  manometer,  and  if  necessary  adjust  the 
levels  by  pushing  in  one  or  other  of  the  corks  more  tightly.  When 
this  precaution  has  been  attended  to,  break  both  bulbs  simultaneously  by 
strongly  shaking  both  vessels.  During  this  operation  the  rubber  tubes 
should  be  pinched  with  the  fingers.  On  releasing  the  pressure  on  them, 
so  that  vapour  can  pass,  it  will  be  seen  at  once  that  the  coloured  water 
stands  higher  on  the  side  of  the  manometer  nearer  the  solution,  showing 
that  the  pure  solvent  has  the  higher  vapour  pressure. 


FIG.  9. 


Depression  of  Freezing  Point.    Elevation  of  Boiling  Point. 

Since  the  methods  just  mentioned  are  so  difficult  in  practice, 
in  laboratory  work  and  exercises  only  the  following  two 
methods  are  used  to  determine  the  molar  weight  of  dissolved 
substances  :  measurement  of  the  depression  of  the  freezing 
point  (cryoscopic  method)  and  of  the  elevation  of  the  boiling 
point  (ebullioscopic  method). 
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The  boiling  point  is  defined  as  the  temperature  at  which 
the  vapour  pressure  becomes  equal  to  atmospheric  pressure, 
the  freezing  point  as  the  point  at  which  ice  and  water,  or  more 
generally  solid  and  liquid  solvent,  have  the  same  vapour 
pressure.  The  diagram  (Fig.  10)  shows  the  connection  between 
the  temperature  and  vapour  pressure  of  ice  (thick  line),  water 
(thin  line)  and  solution  (dotted  line).  It  is  seen  that  a 
diminution  of  vapour  pressure  is  accompanied  by  depression 
of  the  freezing  point,  and  also  by  elevation  of  the  boiling 
point.  It  will  also  be  observed  that  for  the  same  concentra- 
tion the  depression  of  the  freezing  point  must  be  greater  than 


760  mm,-: 
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FIG.  10. 


the  elevation  of  the  boiling  point.  Indeed,  it  is  possible  to 
calculate  these  values.  Let  p  be  vapour  pressure  of  the  pure 
solvent  at  the  temperature  of  the  boiling  solution  T,  and  pf 
the  vapour  pressure  of  the  solution  at  the  same  temperature. 
Then  for  a  dilute  solution  :  — 

(IT 
T'  -  T=(p-p'}.~. 

According  to  the  well-known  formula  of    Clausius,  which 
follows  from  the  first  and  second  laws  of  thermodynamics 
d#_  Q 

dT  "  (v  -  vL)  T 
where  Q  is  the  molecular  heat  of  evaporation  ;  since  vi  the 
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volume  of  the  liquid,  is  exceedingly  small  compared  with  the 

T}/TT 

volume  it  occupies  as  vapour  v,  and  since  v  =  -  —  ,  therefore 

dp          Qp 
dT  " 

hence  T>  -  T  = 


.          . 

p         Q 

D  '    i)' 

Now  it  has  been  shown  that  -  -  *-  ,  the  depression  of  the 

vapour  pressure,  is  equal  to  -  ,  the  ratio  between  the  number 

of  molecules  of  solute  and  solvent.     If  c  molecules  of  solute 
are  dissolved  in  1000  grams  of  solvent,  then 

T'        T  - 

~ 


1000  '      q 
where  q  is  the  specific  heat  of  evaporation. 

An  exactly  analogous  calculation  holds  for  the  depression  of 
the  freezing  point.*  In  both  cases  it  is  assumed  that  (a)  the 
solutions  are  dilute,  (6)  only  the  solvent  and  not  the  solution 
changes  into  the  second  state  of  aggregation.  (Compare  the 
latter  assumption  with  that  of  the  semi-permeability  of  the 
membrane  used  in  the  measurement  of  osmotic  pressures.) 

The  above  equation  can  be  written 


,      T__  A      r 

- 


c 


iooo 

The  expression  within  the  brackets  is  called  respectively  the 
molar  depression  of  the  freezing  point,  and  the  molar  eleva- 
tion o'f  the  boiling  point,  and  is  a  characteristic  constant  of  the 

*  The  formula  can  be  written  in  such  a  way  that  the  work  can  be 
calculated,  which  is  performed  by  concentrating  the  solution  through 
removal  of  the  solvent.  This  work  completely  corresponds  to  the  work 

done  in  compressing  a  gas,  i.e.,  ETln  —  ,  except  that  the  gas  pressure  is 

replaced  by  the  osmotic  pressure.  The  student  should  convince  himself 
that  the  work  magnitude  pdv  is  involved  in  the  above  formula.  By  a 
simple  transformation  the  expression  is  obtained 

T'  _    T 

(p-p')(v-*i)  =  Q—,  —  . 
The  work  magnitude  is  concealed  in  the  final  form 

^ 

JOOO' 
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solvent  (k).     To  calculate  the  molar  depression  of  the  freezing 
point  for  water,  cp.  note,  p.  2  (q  =  79*7  cal.  at  15°). 

TABLE  I. 


Solvent. 

Molecular 
Elevation  of 
Boiling  Point. 

Molecular 
Depression  of 
Freezing  Point. 

Water      .         . 

0-52°  (100°) 

1-86°          0° 

Alcohol    .... 

1-15°  (79°) 

—           — 

Benzene  .... 

2-67°  (80°) 

5'0°    (+  5°) 

Glacial  Acetic  Acid  . 

—      — 

3-90°  (+  17°) 

Naphthalene     . 

—      — 

6-9°    (+  80°) 

Carbon  Bisulphide   . 

2-37°  (46°) 

—           — 

Ethyl  Ether     . 

2-11°  (35°) 

—           — 

If  the  molar  weight  of  a  dissolved  substance  is  to  be 
determined,  the  equation  is  written  in  the  form  A  =  kc.  If 
the  solution  contains  a  grams  of  solute  in  1000  grams  of 

ka 

solvent,  the  molar  weight  of  the  solute  is  M  =  —  .      If  the 

observed  molar  weight  Mr  is  smaller  than  that  required 
by  theory,  dissociation  is  indicated  ;  for  a  binary  electrolyte 

the  percentage  of  dissociation  is  (  ^  —  1  J  X  100.     If  M' 

were  found  larger  than  required  by  theory,  association  would 
be  indicated. 

From  the  above  it  is  obvious  that  we  measure  directly,  not 

the   molar  weight,  but  A,  proportional  to   the  ratio  ~,  the 

number  of  dissolved  molecules  to  that  of  molecules  of  solvent. 
If,  consequently,  the  dissolved  substance  combines  with  one 
or  more  molecules  of  the  solvent  (e.g.,  by  the  formation  of 

77 

hydrates  when  water  is  the  solvent),  then  -j-,,  and  conse- 
quently the  depression  of  freezing  point  or  elevation  of  boiling 
point  respectively  will  be  slightly  altered.  In  a  tenth  normal 
aqueous  solution  555  molecules  of  water  are  present  for  one 
of  the  dissolved  substance.  If  therefore  a  decahydrate  were 
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formed  in  the  solution,  A  (and  the  molecular  weight  calculated 
from  it)  would  differ  by  2  per  cent,  from  the  theoretical 
value.  A  correction  for  hydrate  formation  is  therefore  un- 
necessary, since  the  experimental  error  usually  amounts  to 
about  3  per  cent. 

The  accuracy  of  the  cryoscopic  method  can  only  be  made  much,  greater 
by  taking  special  precautions  and  enlarging  the  apparatus. 

Both  the  cryoscopic  and  ebullioscopic  methods  have  been 
thoroughly  and  carefully  examined  and  improved  by  Beckmann, 
who  constructed  a  thermometer  specially  for  these  measure- 
ments. 

The  Beckmann  Thermometer  (Fig.  11.). 

In  the  determination  of  molar  weights,  as  also  in  most 
calorimetric  work,  it  is  necessary  to  determine  small  tempera- 
ture differences  very  accurately.  It  is  obvious 
that  for  this  purpose  the  thermometer  must  con- 
sist of  a  large  mercury  vessel,  with  a  very  narrow 
capillary.  The  range  need  be  only  a  few  degrees ; 
in  the  common  type  of  Beckmann  thermometer  it 
is  about  five  or  six  degrees.  The  scale  is  divided 
into  hundredths  of  a  degree,  so  that  readings  to 
thousandths  can  be  made,  if  the  calibration  is 
correct. 

In  order  to  use  one  instrument  for  different 
temperatures,  the  capillary  of  the  Beckmann 
thermometer  is  bent  twice  at  right  angles,  and 
ends  in  a  pipette-shaped  reservoir,  the  other  end 
of  which  is  similarly  bent,  and  closed.  The  ther- 
mometers are  calibrated  at  0° ;  if  an  instrument 
is  to  be  used  at  a  higher  temperature,  it  should 
be  heated  to  about  four  degrees  above  the  temperature  desired, 
and  the  back  tapped  carefully  with  a  flat  hand,  so  that  the 
drop  of  mercury  which  hangs  on  the  upper  end  of  the  pipette- 
shaped  vessel  falls.  To  use  the  thermometer  at  a  lower 
temperature,  invert  it,  tap  gently  on  the  back,  and  so  transfer 
the  mercury  from  the  bottom  to  the  top  of  the  reservoir. 
Bring  it  to  its  usual  position  and  heat  it  to  such  an 
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extent  that  the  mercury  rises  to  the  end  of  the  capillary 
and  joins  with  the  drop  at  the  top  of  the  reservoir.  Then 
place  the  thermometer  in  a  bath,  the  temperature  of  which  is 
two  or  three  degrees  above  that  of  the  experiment,  and,  when 
equilibrium  is  set  up,  tap  until  the  rest  of  the  mercury  in  the 
top  of  the  reservoir  has  fallen.  If,  however,  insufficient 
mercury  remains  to  fill  the  capillary,  the  whole  procedure 
must  be  repeated.  The  transition  from  capillary  to  reservoir 
should  be  gradual,  so  that  a  big  drop  of  mercury  can  remain 
on  the  end  of  the  bent  capillary  without  falling. 

Exact  results  can  be  obtained  with  the  Beckmann  thermometer 
only  if  all  the  precautions  are  borne  in  mind  which  were 
recommended  in  the  section  on  the  thermometer  (p.  9), 
especially 

1.  tap  gently  on  the  side,  and  stir  regularly; 

2.  correct  the  calibration  ; 

3.  avoid  big  changes  of  temperature  during  a  measurement. 
As  in  all  cases  where  difference  determinations  are  made, 

both  values  should  be  measured  in  precisely  the  same  manner, 
without  too  big  a  time  interval  between  them. 

The  following  section  contains  an  account  of  the  method  for 
the  most  important  solvent,  water.  If  other  solvents  are 
employed,  additional  precautions  must  be  observed;  these 
will  be  described  later. 

The  Depression  of  the  Freezing  Point. 

Beckmann's  apparatus  (Fig.  12.)  consists  essentially  of  a 
large  test-tube  with  a  side  tube  through  which  the  substance  is 
added.  The  upper  end  of  the  test  tube  is  wider  and  is  closed 
by  a  two-holed  rubber  cork.  Through  one  hole  passes  the 
thermometer,  while  the  second  is  provided  with  a  short  piece 
of  glass  tubing  to  act  as  guide  for  the  stirrer.  The  stirrer 
consists  best  of  a  glass  rod  on  which  a  platinum  ring  is  sealed. 
The  test-tube  with  its  contents  is  fixed  in  a  wider  tube  by 
means  of  a  cork  ring.  The  second  tube  serves  as  an  air 
jacket  and  the  inside  should  be  kept  carefully  dry.  The  jacket 
rests  on  the  metal  cover  of  a  wide  glass  vessel  and  is  kept  in 
position  by  three  springs.  The  metal  cover  has  a  second  hole, 
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through  which  passes  a  thick  stirrer  of  brass  rod,  and  a  third 
for  a  thermometer.  The  glass  vessel  is  filled  with  a  cooling 
mixture  at  a  temperature  two  or  three  degrees  below  zero. 

After  the  Beckmann  thermometer  is  adjusted  so  that  at  0° 
the  mercury  stands  at  about  the  middle  of  the  scale,  it  is  placed 
in  position.  By  means  of  a  pipette  25  c.c.  of  water  are 
transferred  to  the  test-tube.  The  bulb  of  the  thermometer 

must  be  well  covered  by  the  water, 
and  the  liquid  in  the  cooling  mixture 
must  stand  at  a  higher  level  than 
that  in  the  test-tube. 

While  the  water  is  cooling,  the 
substance  should  be  weighed  —  if 
possible  as  a  fine  powder  —  in  a 
weighing  bottle.  Two  roughly  equal 
quantities  should  be  weighed,  of  such 
a  magnitude  that  each  will  give  a 
depression  of  between  0'4°  and  0'5°. 

The  freezing  mixture  is  stirred 
occasionally,  until  the  temperature 
of  the  water  has  fallen  below  zero ; 
ice  is  then  caused  to  separate  by 
sudden  and  violent  stirring,  or  else 
a  small  piece  of  pure  ice  is  thrown 
in  through  the  side  tube.  The 
mercury  in  the  thermometer  rises, 
and,  while  the  water  is  stirred  regu- 
larly, and  the  thermometer  tapped 
gently,  three  or  four  readings  are 
taken  with  a  lens  at  intervals  of  half  a  minute.  The  test 
tube  and  contents  is  then  removed  from  the  freezing  vessel, 
the  ice  thawed  by  the  warmth  of  the  hand,  and — after  the 
exterior  of  the  test  tube  and  the  interior  of  the  jacket  are 
carefully  dried — a  new  determination  is  made  exactly  in  the 
same  way. 

After  the  ice  has  been  melted  again,  the  first  portion  of  the 
weighed  substance  is  thrown  in,  and  a  measurement  made  as 
before.  The  second  portion  is  treated  similarly. 

If  the  freezing  bath  is  too  cold,  the  mass  of  ice  in  the  test- 
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tube  increases  rapidly,  and  with  it  the  concentration  of  the 
solution.  As  this  takes  place,  the  freezing  point  slowly  sinks. 
In  such  a  case  the  highest  reading  is  the  most  correct.  If  the 
degree  of  super-cooling  is  known  the  (initial)  mass  of  the 
separated  ice  can  be  estimated.  Since  the  heat  of  fusion 
of  ice  amounts  to  eighty  calories,  and  the  specific  heat  of  the 
solution  is  about  1,  super-cooling  to  the  extent  of  1°  concen- 
trates the  solution  about  1'25  per  cent.  This  does  not  include 
the  amount  of  ice  separated  in  the  course  of  measurement. 

Exercise. — Determine  the  molecular  weight  of  urea,  or 
cane  sugar,  and  the  amount  of  dissociation  of  common 
salt. 

Remarks. — In  this  primitive  form  the  method  is  not  very 
accurate.  The  chief  cause  of  error  arises  from  the  freezing 
bath,  which — for  practical  reasons — in  this  case  is  made  too 
cold.  Even  with  rapid  stirring  a  difference  of  temperature  of 
some  tenths  of  a  degree  would  suffice  to  compensate  for  the 
heat  of  stirring  and  that  derived  from  external  sources.  The 
lower  the  temperature  of  the  freezing  bath,  the  lower  will  be 
the  apparent  freezing  point.  The  influence  of  the  bath  can 
be  compensated,  if  the  solution  and  ice  are  so  stirred  as  to 
expose  the  greatest  possible  surface  to  each  other,  and  are 
kept  well  mixed. 

Efficiency  depends  not  on  the  amount  of  ice,  but  on  the 
amount  of  surface  exposed.  The  ice  froth,  as  it  separates 
from  the  solution,  produces  a  better  effect  than  the  leaves  or 
spicules  which  form  in  pure  water.  If  a  large  amount  of  pure, 
finely  divided  ice  has  separated,  the  temperature  reading  is 
trustworthy,  but,  on  the  other  hand,  the  estimation  of  the  con- 
centration from  the  weighed  quantity  of  solid  added,  and  the 
amount  of  water  used,  is  no  longer  certain.  Hence  in  exact 
work,  a  quantitative  analysis  of  the  solution  permanently  in 
equilibrium  with  the  ice  is  indispensable.  As  in  the  case  of 
all  calorimetric  measurements,  the  degree  of  exactitude 
increases  with  the  amount  of  solution  employed.  With  large 
quantities  of  liquid,  mechanical  stirring  of  liquid  and  freezing 
mixture  are  essential. 

If  organic  solvents  are  employed,  the  temperature  of  the 
freezing  mixture  must  be  regulated  in  other  ways,  but  it  must 
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never  be   more  than  two  or  three  degrees  colder  than  the 
freezing  point  of  the  solvent. 

If  a  solvent  is  very  hygroscopic  (e.g.,  glacial  acetic  acid),  no 
measurements  are  possible  by  the  method  described,  since  damp 
air  is  continually  forced  through  the  apparatus  as  it  is  stirred. 
Hence  the  glass  guiding  tube  is  connected  with  the  glass 
stirring  rod  by  a  piece  of  wide  thin-walled  rubber  tubing, 

tightly  wired  to  both  tube  and  rod. 
Or  else  the  guiding  tube  is  con- 
nected with  a  bulb  apparatus  of 
the  form  shown  in  Fig.  13,  and 
well-dried  air  passed  through  the 
apparatus.  The  tube  connecting 
the  two  bulbs  contains  a  few  drops 
of  concentrated  sulphuric  acid, 
which  is  prevented  from  spirting 
over  by  the  small  plate  of  mica 
fused  on  to  the  side  of  the  bulb. 

The  following  arrangement  is 
more  elegant  than  that  by  which 
a  piece  of  the  frozen  solvent  is 
thrown  into  the  apparatus  through 
the  side  tube.  A  narrow  glass  tube 
ending  in  a  capillary  is  dipped  into 
a  thin-walled  test  tube  containing 
a  little  solvent,  and  held  in  position  by  a  tightly-fitting  cork. 
The  tube  is  immersed  in  the  freezing  mixture.  When  it  is 
desired  to  freeze  the  solution,  the  capillary  tube  is  stuck 
through  the  side  tube  of  the  freezing  vessel,  arid  the  stirrer  is 
lifted  so  far  that  the  part  which  usually  dips  into  the  liquid 
touches  the  end  of  the  capillary.  Since  the  latter  contains 
solid  solvent,  and  the  layer  of  liquid  on  the  stirrer  is  super- 
cooled, this  freezes  immediately,  and  on  stirring  causes  a 
regular  distribution  of  finely-divided  solid  throughout  the 
whole  solution. 

Abnormal  Molecular  Weights. 

Many  organic   solvents,   especially,   of  those  in  common 
use,  benzene  and  naphthalene,  give  for  organic  substances 
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containing  hydroxyl  groups  values  of  the  molecular  weight 
which  depend  largely  on  the  concentration.  The  values  are  too 
great  for  concentrated  solutions,  and  decrease,  with  dilution,  to 
the  theoretical  figure.  This  phenomenon  is  due  to  the  forma- 
tion of  associated  molecules,  such  as  occur  in  certain  vapours 
(Ss,  P^  H2F2,  etc.).  Solvents  which  contain  hydroxyl  groups 
have  a  greater  dissociating  power  than  benzene  and  naphtha- 
lene, and  give  the  normal  value.  If,  consequently,  the  molecular 
weight  of  an  organic  substance  is  under  consideration,  several 
determinations  at  different  concentrations  are  always  made ; 
the  molecular  weight  increases  with  increasing  concentration. 
By  extrapolation  the  value  is  found  for  infinitely  great  dilu- 
tion. The  molecular  weight  of  binary  electrolytes  in  water  can 
be  found  in  a  similar  way,  by  doubling  the  extrapolated  value 
corresponding  to  infinitely  great  dilution.  An  abnormal  result 
arising  from  a  similar  source  is  that  where  a  solid  solution  of 
solvent  and  dissolved  substance  separates;  this,  however,, 
cannot  be  taken  into  consideration  here. 

Exercise. — Determine  the  molecular  weight  of  paranitro- 
phenol  in  naphthalene  and  acetic  acid  at  several  concentrations. 

Elevation  of  the  Boiling  Point. 

This  method  is  less  convenient  than  the  cryoscopic,  since 
the  temperature  differences  to  be  measured  are  smaller,  and 
it  is  much  more  difficult  to  avoid  super-heating  than  super- 
cooling. Again,  since  much  higher  temperatures  are  necessary 
for  this  method,  the  exchange  of  heat  with  the  surroundings 
is  much  greater.  Boiling  points  vary  largely  with  the 
pressure,  whereas  the  variation  is  negligible  in  the  case  of 
freezing  points.  A  number  of  different  types  of  apparatus 
have  been  proposed  to  avoid  these  numerous  difficulties.  Of 
these  only  two  forms  constructed  by  Beckmann  are  described 
here. 

Apparatus  for  Direct  Heating  (Fig.  14). 

The  boiling  vessel,  a  large  stout-walled  test  tube  with  two 
side  tubes,  fits  inside  a  porcelain  or  glass  jacket,  which  con- 
tains some  of  the  boiling  solvent.  In  this  way  the  exchange 
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of  heat  with  the  surroundings  is  lessened.  Small  mica 
windows  in  the  jacket  permit  observation  of  what  takes  place 
in  the  boiling  tube.  Through  the  bottom  of  the  latter  is 
Sealed  a  stout  platinum  wire,  of  which  the  outer  end  pene- 
trates the  small  circular  asbestos  disk  on  which  the  tube  rests, 

and  in  this  way 
transmits  heat  to 
the  interior.  A  layer 
of  garnets  or  plati- 
num tetrahedra  is 
placed  inside  the 
boiling  tube  to  pre- 
vent super-cooling, 
and  small  pieces  of 
unglazed  earthen- 
ware serve  the  same 
purpose  in  the  jacket. 
Both  boiling  vessel 
and  jacket  have  side 
tubes  fitted  with  con- 
densers. The  second 
side  tube  in  the 
boiling  tube  serves 
for  the  introduction 
of  the  substance. 
The  bulb  of  the 
Beckmann  ther- 

mometer   should   be 

-pm  14  protected  from  direct 

contact  with  cooled 

drops  of  solvent  from  the  condenser,  by  means  of  a  roll  of 
pure  silver  foil;  the  protected  bulb  rests  on  the  garnets  or 
platinum  tetrahedra.  If  there  is  much  free  space  between  the 
jacket  and  the  boiling  tube,  the  latter  should  be  surrounded  by 
asbestos  paper.  The  boiling  tube  itself  is  heated  by  a  small 
pointed  flame,  the  jacket  by  a  ring  burner.  Both  flames  must 
be  regulated  to  produce  a  brisk  but  regular  boiling.  A  tripod 
and  suitably  shaped  asbestos  case  are  usually  provided  with  the 
apparatus. 
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A  small  part  of  the  solvent  is  in  the  vapour  phase,  and 
therefore  does  not  count  as  solvent,  resembling  in  this  respect 
the  solid  phase  in  the  cryoscopic  method ;  the  method  is  not 
sufficiently  accurate  to  necessitate  a  correction.  Generally 
speaking,  agreement  in  consecutive  readings  to  a  few  thou- 
sandths of  a  degree  is  sufficient,  and  it  is  better  to  make  a 
number  of  independent  readings — by  fresh  additions  of  sub- 
stance— than  to  enlarge  the  number  of  readings  for  each 
addition.  The  hot  liquid  dissolves  the  solids  very  rapidly,  so 
that  these  can  be  added  in  the  form  of  pastilles  or  small 
pieces ;  elaborate  weighings  by  difference  in  a  weighing  bottle 
are  consequently  unnecessary.  The  solvent  is  added  to  the 
boiling  tube  by  means  of  a  calibrated  pipette.  The  solute,  if 
liquid,  can  be  added  by  means  of  a  pipette,  which,  weighed 
before  and  after,  gives  the  amount  of  liquid  added.  If  organic 
solvents  are  employed  no  rubber  corks  should  be  used. 

Apparatus  for  Heating  by  the  Passage  of  Vapour. 

The  danger  of  super-heating  and  the  necessity  for  heating 
both  jacket  and  boiling  vessel  can  be  got  rid  of  by  heating  the 
latter  in  a  current  of  vapour.  If  the  vessel  in  which  the 
current  of  vapour  is  produced  is  placed  outside  the  boiling 
tube,  it  protects  it  in  this  way  with  a  vapour  jacket.  It  seems 
paradoxical  to  heat  an  aqueous  solution  to  a  temperature  above 
100°  by  means  of  steam  at  100°.  But  since  an  aqueous  solu- 
tion must  be  at  a  temperature  above  100°  in  order  to  be  in 
equilibrium  with  steam  at  100°,  the  solution  must  heat  itself 
to  above  100° ;  the  energy  required  for  that  purpose  is 
supplied  as  heat  of  condensation  by  the  condensing  steam.  Of 
course  the  solution  becomes  more  and  more  dilute  as  the 
experiment  proceeds,  and  its  concentration  can  be  determined 
only  when  an  equilibrium  is  reached,  with  resulting  constant 
temperature.  At  this  point  readings  taken  at  half-minute 
intervals  should  agree;  the  experiment  is  completed  by 
interrupting  the  current  of  steam. 

The  recent  form  Beckmann  has  given  to  this  apparatus  is 
shown  in  the  figure.  The  boiling  tube  B  is  sealed  into  the 
vapour  jacket  V ;  it  has  three  side  tubes  with  ground  joints, 
one  for  the  thermometer  T,  a  second  for  the  condenser  C,  and 
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a  third  for  the  introduction  of  substance.  Another  side  tube 
near  the  bottom  allows  the  vapour  to  enter  through  the  solu- 
tion. The  vapour  jacket  when  in  use  is  not  connected  with  the 
atmosphere,  so  that  the  vapour  evolved  must  pass  through  the 
solution.  The  ground  joint  connecting  the  condenser  with  the 
apparatus  contains  a  hole  which,  on  rotating,  connects  the 
vapour  jacket  with  the  external  atmosphere  through  the  tube 


FIG.  15. 

R,  and  C.  S  is  a  safety  tube  ground  into  the  jacket,  and  contains 
a  groove  near  G  which  can  be  caused  to  coincide  with  the  hole 
0  in  the  side  tube  itself  ;  in  this  way  the  pressure  can  be 
adjusted.  The  boiling  tube  is  graduated  in  millimetres,  and 
should  be  calibrated  before  using  by  additions  of  water  from 
5  or  10  c.c.  pipettes  through  the  side  tube  Q.  The  thermo- 
meter must  be  in  place  before  this  is  done,  and  must  not  be 
disturbed  after  the  calibration  until  the  end  of  the  experiment. 
The  first  pipette  content  must  fill  the  vessel  above  the  first 
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division  and  the  under  part  of  the  mercury  bulb  of  the  ther- 
mometer. The  further  quantities  are  then  employed  to  cali- 
brate the  cylindrical  ring  space  between  the  walls  of  the  vessel 
and  the  thermometer.  Then  the  volume  corresponding  to 
each  scale  division  is  known.  It  is  necessary  to  take  into 
account  the  density  of  the  boiling  solution,  if  this  differs 
greatly  from  unity,  since  the  values  for  the  molecular  eleva- 
tions of  boiling  point  given  in  the  table  on  p.  41  refer  to  one 
gram  molecule  in  1000  grams  (and  not  in  1000  c.c.)  of 
solvent. 

It  is  advisable  not  to  cool  the  condenser  with  running  water, 
unless  the  solvent  is  valuable,  inflammable  or  possesses  a  very 
noxious  odour.  The  temperature  of  the  boiling  vessel  is 
always  disturbed  by  the  cold  condensed  drops  falling  back ; 
moreover  the  volume  of  liquid  increases  to  too  great  an  extent. 

The  whole  apparatus  is  mounted  on  a  small  piece  of  wire- 
gauze,  fixed  in  an  asbestos  plate,  and  is  heated  with  a  small 
pointed  flame.  While  the  solvent  is  slowly  heated,  small 
pieces  or  pastilles  of  the  solute  under  investigation  should  be 
weighed  accurately.  When  the  solvent  is  boiling  regularly, 
half -minute  readings  of  the  thermometer  are  taken  (in  every 
case  preceded  by  gentle  tapping),  until  three  successive 
readings  give  values  not  differing  by  more  than  0'002°. 
Without  interrupting  the  boiling,  a  weighed  pastille  is 
introduced  through  Q,  and  readings  again  taken  until 
constancy  is  reached.  The  stopper  Q  is  then  removed,  and  S 
turned  so  that  G  coincides  with  0,  so  that  both  boiling  tube 
and  vapour  jacket  are  in  direct  connection  with  the  atmosphere. 
Then,  but  not  till  then,  the  flame  is  removed,  and  the  level  of 
the  liquid  is  read  on  the  scale.  The  second  experiment  with 
the  second  quantity  of  solute  is  carried  out  in  the  same  way. 

Exercise. — Determine  the  molecular  weight  of  cane  sugar 
and  sodium  chloride  in  water,  and  of  potassium  iodide  in 
absolute  alcohol  (the  latter  illustrates  weak  dissociation). 
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THERMO- CHEMISTEY 

Calorimeters.     General  Remarks. 

For  calorimetric  exercises  other  than  determinations  of  the 
heat  of  combination,  home-made  calorimeters,  put  together 
from  large  beakers,  are  sufficiently  good.*  To  lessen 
exchange  of  heat  with  the  surroundings,  the  real  calorimeter 
beaker  is  protected  by  an  air  jacket ;  with  the  help  of  three 
small  pieces  of  cork  shaped  as  knife  edges,  and  affixed  with 
sealing-wax,  it  is  placed  inside  a  larger  beaker.  The  ail- 
between  both  beakers  is  kept  dry.  The  outer  one  is  provided 
with  a  wooden  cover,  containing  a  hole  for  a  Beckmann 
thermometer,  one  for  a  stirrer,  and  a  third  for  the  small  glass 
vessel  containing  the  reacting  substance. 

If  a  metal  stirrer  is  used,  the  handle  must  be  covered  with 
a  cork,  to  prevent  transference  of  heat  from  the  hand  to  the 
calorimeter.  A  glass  stirrer  must  have  its  end  flattened.  A 
short  piece  of  glass  tubing  fixed  in  the  hole  acts  as  a  guide  for 
the  stirrer  and  protects  the  wooden  cover  from  liquid.  It 
must  be  sufficiently  large  to  permit  free  movement  of  the 
stirrer. 

The  water  equivalent  of  a  body  is  the  amount  of  water  to 
which  addition  of  the  same  quantity  of  heat  will  produce  the 
same  rise  of  temperature.  It  is  equal  to  the  mass  multiplied 
by  the  specific  heat  of  the  substance,  since  by  definition  the 
specific  heat  of  water  is  unity.  The  water  equivalent  of  a 
calorimeter  (vessel,  stirrer,  thermometer,  and  liquid)  is 
determined  by  one  of  three  methods.  In  the  first  the  mass 

*  The  use  of  a  Bunsen  ice  calorimeter  is  certainly  too  complicated  for 
an  elementary  course.  It  possesses  the  great  advantage,  however,  that 
it  is  independent  of  the  temperature  of  the  surroundings,  and  gives  an 
absolutely  constant  temperature. 
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of  each  part  is  multiplied  by  its  specific-heat  and  the  products 
added  (see  Table  IV.).  In  the  second  method  the  calorimeter  is 
calibrated  by  introducing  a  known  quantity  of  heat  in  the  form 
of  a  previously  heated  body.  Thirdly,  the  heat  can  be  added 
by  an  electrical  method  (described  later) ;  this  method  is  the 
most  exact  and  elegant  of  the  three.  For  preliminary  work 
the  additive  method  is  often  sufficiently  accurate. 

The  unit  of  heat  or  calorie  is  defined  as  that  quantity  which 
raises  one  gram  of  water  from  14*5°  to  15*5°  C.  in  temperature.* 
Between  10°  and  30°  C.  the  specific  heat  of  water  only 
changes  slightly;  at  ordinary  temperatures  it  may  be  taken 
for  practical  purposes  as  unity,  t  The  water  equivalent  of  the 
thermometer  can  be  found  approximately  as  follows : — By 
means  of  a  measuring  cylinder  find  out  how  many  c.c.  of  the 
thermometer  dip  into  the  liquid  in  the  calorimeter.  Glass 
conducts  heat  badly,  hence  that  part  of  the  thermometer 
which  is  not  immersed  does  not  take  part  in  the  temperature 
change.  Mercury  is  a  good  conductor,  but  the  small  amount 
in  the  capillary  can  be  neglected.  Of  course,  the  bulb  of  the 
thermometer  must  be  completely  immersed.  Multiply  the 
volume  thus  found  by  0*46 ;  it  will  be  seen  from  the  tables 
that  the  water  equivalents  for  1  c.c.  of  mercury  and  1  c.c.  of 
glass  are  by  chance  both  equal  to  0*46. 

The  specific  heat  of  solid  metals  can  be  calculated  roughly  from  the 
Dulong-Petit  law.  (Brass,  copper,  and  zinc  have  the  same  specific  heats.) 

The  water  equivalent  of  the  calorimetric  vessel  itself  has 
been  considered  above  :  that  of  the  jacket  is  neglected.  If  the 
stirrer  has  a  long  stem,  two-thirds  the  weight  should  be  used 
in  calculating  its  equivalent.  The  specific  heat  of  an  aqueous 
salt  solution  can  be  taken  as  equal  that  of  the  water  in  the 
solution  without  introducing  a  large  error. 

The  slight  error  introduced  in  each  of  these  products  is 
lessened  by  observing  the  very  important  rule  :  make  the 
weight  of  the  water  used  large  in  comparison  with  the  total 

*  The  unit  formerly  employed  was  the  mean  or  100°  calorie,  i.e.,  the 
one-hundredth  part  of  the  amount  of  heat  required  to  raise  one  gram  of 
water  from  0°  to  100°;  it  is  by  chance  almost  equal  to  the  present  unit, 
defined  above. 

t  In  the  exercises  which  follow  distilled  water  need  not  be  used  unless 
specially  mentioned. 
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weight  of  the  other  parts,  since  the  specific  heat  of  water  is 
the  unit. 

Heat  Exchange  with  the  Surroundings. 

The  heat  exchange  of  the  calorimeter  with  the  surroundings 
either  by  radiation  or  conduction  is  never  negligible.  This 
is  true  even  when  the  old  Bumford  method  is  used  where  the 
initial  temperature  is  chosen  as  much  under  (or  over)  the 
room  temperature  00  as  the  temperature  at  the  end  of  the 
reaction  is  over  (or  under)  d0.  Here  the  heat  exchange  is 
proportional  to  the  temperature  difference  QQ  —  0  and  the 
time  t ;  it  is  f  (00  —  0)  dt.  The  thermometer  does  not 
register  a  temperature  change  immediately,  but  lags  behind. 
Hence  the  observed  temperature  variation  is  at  first  rapid, 
then  slower  and  slower;  the  room  temperature  is  reached 
rapidly  ;  the  second  period  is  much  longer  ;  f  (0o  —  &)  dt  is 
much  larger  in  this  interval.  Thus  the  heat  gained  from  (or 
lost  to)  the  surroundings  in  the  first  period  is  not  equal  to  the 
heat  lost  to  (or  gained  from)  them  in  the  second ;  an  error  is 
consequently  introduced.  The  correction  is  made  preferably 
in  the  following  manner  : — 

Before  starting  the  reaction  determine  the  rate  at  which  the 
thermometer  is  changing  by  stirring  regularly,  tapping  the 
thermometer  continually,  and  taking  readings  every  half- 
minute.  Then  start  the  reaction,  and  observe  the  time  which 
elapses  before  the  reappearance  of  the  regular  velocity  of  the 
temperature  change.  Halve  this  time,  and  imagine  that  the 
reaction  is  compressed  into  the  point  of  time  thus  found. 
Extrapolate  from  the  two  temperature  gradients  what  would 
have  been  the  temperature  in  each  case  had  no  reaction  taken 
place.  The  two  values  can  be  obtained  best  graphically :  a 
typical  example  is  shown  in  Fig.  16.  As  abscissae  are  plotted 
the  times,  as  ordinates  the  temperatures,  one  division  repre- 
sents respectively  one  minute  and  0*1  degree  of  theBeckmann 
thermometer.  On  the  latter  1*40  is  the  room  temperature. 
As  will  be  seen  from  the  diagram,  the  curve  showing  the 
temperature  change  has  different  direction  before  and  after 
the  reaction ;  the  room  temperature  lies  between  the  initial 


THEEMO-CHEMISTEY 


oo 


and  final  temperatures  ;  it  happens  in  this  case  that  it  is 
about  the  mean  of  the  two.  Even  then  it  is  seen  that  the 
values  f  (00  —  0)  dt,  i.e.,  the  two  shaded  portions  in  the 
diagram,  are  not  equal.  Kumford's  correction,  applied  in  this 
case,  leads  to  a  result  too  small  by  about  0*06°,  because  the  fall 
in  temperature  during  the  second  half  is  much  greater  than 
the  rise  during  the  first  half.  It  is  also  apparent  that  the 
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thermometer  does  not  begin  to  rise  immediately  the  reaction 
commences  (at  2*5  minutes),  but  half  a  minute  later.  Again, 
the  apparent  constancy  of  temperature  after  seven  or  eight 
minutes  must  be  guarded  against.  It  is  in  reality  but  a  flat 
maximum  ;  this  always  results  when  two  differently  directed 
effects  balance  each  other  momentarily.  Observations  must 
be  continued  till  the  temperature  change  becomes  steady.  In 
the  example  shown  in  the  diagram  the  calculation  is  based  on 
the  assumption  that  reaction  and  heat  exchange  took  place 
completely  at  the  time  5*5  minutes. 
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Provided  the  temperature  changes  regularly,  and  not  too 
quickly,  the  method  described  affords  exact  results,  even  at 
temperatures  far  removed  from  that  of  the  room,  where  the 
change  is  in  the  same  direction  before  and  after  the  reaction. 

With  regard  to  the  quantity  of  material  to  be  employed  in 
such  experiments,  the  following  consideration  is  of  importance. 
It  is  under  all  circumstances  safer  to  work  with  small  quantities, 
measuring  a  small  change  of  temperature  accurately  by  means 
of  a  good  Beckmann  thermometer,  than  to  measure  a  big 
change  with  a  less  accurate  instrument.  In  any  case  the  change 
measured  should  never  be  greater  than  2°.  If  a  large  evolution 
of  heat  cannot  be  avoided,  a  correspondingly  large  amount  of 
water  must  be  used.  Under  ordinary  circumstances  500  grams 
of  water  will  suffice ;  with  regular  stirring  the  exactitude 
increases  with  the  dimensions  of  the  calorimeter. 

1.  Determination  of  Specific  Heat  by  the  Method  of  Mixtures. 

If  the  substance  is  soluble  in  water,  it  is  placed  in  a  glass  or 
metal  tube  of  as  small  water  equivalent  as  possible  ;  if  insoluble 
it  is  suspended  directly  inside  the  metal 
tube  (Fig.  17),  heated  by  the  surround- 
ing steam-jacket  to  100°,  then,  after  the 
cork  beneath  has  been  removed,  by 
means  of  the  silk  fibre  suspension  the 
substance  is  allowed  to  fall  rapidly  into 
the  calorimeter  through  the  hole  in  the 
wooden  cover.  A  necessary  precaution 
is  to  keep  the  heating  apparatus  at 
some  distance  from  the  calorimeter  until 
the  actual  moment  of  transference. 

If  it  is  remembered  that  the  amount 
of  heat  lost  by  the  substance  equals 
that  gained  by  the  calorimeter,  the 
calculation  is  simple.  If  the  water- 
equivalent  of  the  calorimeter  be  W,  the 
corrected  initial  temperature  fi,  the  cor- 
rected final  temperature  #2,  and  if  the  substance  under  investi- 
gation possess  weight  G,  and  its  initial  temperature  be  T,  then 
its  specific  heat  x  follows  from  the  equation — 


FIG.  17. 
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G  .x  .  (T  -h)  =  W  (t2  -  t:) ; 

W .  fa  -  fr) 
-  G  .  (T  -  «' 

Exercise. — Determine  the  specific  heat  of  lead  and  copper, 
and  of  KC1  or  PbCl2.  Calculate  respectively  the  atomic 
and  molecular  heats.  (Dulong  and  Petit's  and  Kopp  and 
Neumann's  Law.) 

Select  amounts  of  substance  and  of  water,  which  will  give  a 
rise  of  temperature  of  between  0'3  and  0*6  of  a  degree. 

2.  Heat  of  Solution. 

The  substance,  finely  powdered,  is  placed  in  a  thin-walled 
test  tube  along  with  a  glass  rod.  The  test  tube  is  hung  through 
the  third  hole  of  the  calorimeter  cover,  already  mentioned. 
Both  test  tube  and  glass  rod  must  be  considered  in  calculating 
the  water  equivalent  of  the  system.  The  apparatus  is  allowed 
to  stand  for  a  quarter  of  an  hour,  in  order  to  allow  its 
temperature  to  reach  that  of  the  surroundings.  Then  the 
rate  of  change  of  temperature  is  observed ;  when  this  becomes 
quite  regular,  the  glass  rod  is  pushed  through  the  bottom  of 
the  test  tube.  The  temperature  change  is  measured  as  already 
described. 

The  heats  of  mixing,  hydration,  precipitation,  and  dilution 
can  be  measured  in  a  similar  manner. 

Exercise. — Determine  the  heat  of  solution  of  Glauber's  salt 
(Na2S04  +  10H20)  and  of  NaCl. 

Remarks. — 1.  When  Glauber's  salt  is  dissolved,  a  large 
amount  of  heat  is  absorbed,  with  common  salt  scarcely  any. 
Accordingly,  from  the  principle  of  least  resistance*  we  expect 
the  solubility  of  the  former  to  increase  greatly  with  rise  of 
temperature,  that  of  the  latter  but  little  ;  such  is  actually  the 
case.  If,  on  the  other  hand,  using  a  Dewar  vessel,  anhydrous 
Na2S04  is  dissolved  in  water  above  33°,  there  will  be  a  small 

*  If  a  saturated  solution  of  a  completely  dissociated  binary  electrolyte 
has  at  the  absolute  temperature  T,  the  concentration  c,  then 
dine  g 

~~dT~  ~  ~1RW> 

where  q  is  the  heat  which  the  system  evolves  when  one  gram-molecule  of 
substance  is  dissolved  (for  example  see  p.  59). 
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evolution  of  heat  ;  this  agrees  with  the  fact  that  the  solubility 
of  anhydrous  sodium  sulphate  decreases  slowly  with  rise  of 
temperature. 

2.  To  determine  the  temperature  change  accurately  it  is 
necessary  to  use  as  solvent  not  pure  water,  but  an  almost 
saturated  solution  of  the  salt. 

3.  Changes  of  heat  which  cannot  be  determined  directly, 
e.g.,  most  of  the  heats  of  transformation,  can  often  be  ascertained 
indirectly.     To  measure  the  heat  of  transformation  of  rhombic 
into  monoclinic  sulphur,  it  would  be  necessary  to  work  at  96°, 
but  the  required  result  is  obtained  simply  by  determining  the 
heats  of  solution  of  both  modifications  in  the  same  solvent. 

It  follows  from  the  first  law  of  thermodynamics  that  heat 
evolution  is  the  same  whether  completed  in  one  stage  or  more 
than  one.  We  can  imagine  that  solution  of  monoclinic  sulphur 
takes  place  in  two  stages,  at  first  transformation  into  the 
rhombic  variety,  which  then  dissolves.  The  value  for  the 
second  stage  is  measured  directly  in  the  parallel  experiment  ; 
consequently  the  difference  in  the  two  values  is  the  heat 
evolution  of  the  first  stage,  i.e.,  the  heat  of  transformation. 

The  same  reasoning  holds  for  solution  accompanied  by 
chemical  action,  e.g.,  when  two  modifications  of  a  metal  are 
dissolved  in  an  acid,  the  same  solution  and  bye-products 
resulting. 

3.  Heat  of  Precipitation  of  Silver  Chloride. 

A  thin-walled  test  tube,  as  in  the  previous  experiment,  is 
taken,  and  10  c.c.  of  a  normal  solution  of  AgNOs  are  poured 
into  it.  Excess  of  NaCl  is  dissolved  in  the  water  of  the 
calorimeter  (about  500  c.c.).  When  the  temperature  change 
has  become  constant,  it  is  noted,  and  the  reaction  started  by 
crushing  the  test  tube.  It  is  usual  to  calculate  the  heat  of 
precipitation  for  one-gram  molecule  of  AgCl. 

Remark.  —  The  equation  for  the  reaction,  written  ionically 
becomes  — 


or  without  superfluities, 

Ag-  +  Cl'  =  AgCl  +  Q. 
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Consequently  the  observed  evolution  of  heat  (about  15 — 16,000 
g.cal.  per  Mol.  AgCl)  contains  not  only  the  heat  of  precipitation, 
i.e.,  the  heat  of  solution  with  sign  reversed,  but  also  the  heat 
of  dissociation.*  But  as  the  latter  has  always  been  found 
small  for  strongly  ionised  salts,  by  analogy  it  can  be  neglected 
here. 

The  very  large  negative  value  for  the  heat  of  transformation 
found  for  most  of  the  so-called  insoluble  salts  indicates  that 
their  solubility  increases  rapidly  with  rise  of  temperature,  an 
effect  which  is  rather  important  for  quantitative  analysis. 
For  example,  the  solubility  of  AgCl  rises  between  18°  and  34° 
to  double  value t,  and  increases  one  hundred  times  between 
25°  and  100°  (see  later  pp.  140  and  161). 

4.  Heat  of  Neutralisation.    (Heat  of  Dilution.) 

As  an  example  the  heat  of  neutralisation  can  be  measured 
between  about  20  grams  of  a  roughly  twice  normal  solution  of 
hydrochloric  acid  and  excess  of  sodium  hydroxide  or  ammonia 
solution. 

This  reaction  can  be  commenced  in  the  same  way,  by 
breaking  a  glass  tube.  It  is  more  elegant,  however,  to  use  a 
weight  pipette,  of  the  form  shown  in  Fig.  18,  which  can  be 
kept  closed.  The  closing  is  effected  by  means  of  a  glass  rod 
which  passes  through  the  pipette  and  ends  in  a  small  ball ; 
the  latter  is  joined  to  the  exterior  of  the  pipette  by 
a  small  piece  of  good  rubber  tube.  It  is  better  if  the 
lower  opening  of  the  pipette  and  the  ball  on  the  rod 
are  provided  with  slightly  ground  surfaces  which  fit  into 
each  other.  The  pipette  is  weighed  with  its  contents  and 
placed  in  the  calorimeter  liquid  until  the  temperature 
change  is  regular.  When  this  is  the  case,  and  the  rate 
has  been  observed,  the  glass  rod  is  pushed  through,  and 
the  pipette  raised  simultaneously  to  prevent  entry  of  the 

*  Taken  quite  strictly,  the  observed  heat  evolution  includes  the  heat  of 
dilution  of  AgN03 ;  this  can  be  neglected. 

t  Calculate  from  these  data  as  a  control  the  heat  of  precipitation  by 
means  of  the  equation  (see  p.  57) — 

ln^  a 

i=  -n-TT         In  2  =  0'693. 
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solution.  When  it  has  drained  empty  it  is  drawn  out,  and 
consequently  is  not  taken  into  consideration  in  measuring 
the  water  equivalent.  At  the  end  of  the  experiment  the  pipette 
is  dried  externally  and  again  weighed.  The  titre  of  hydro- 
chloric acid  must  be  reckoned  by  weight,  not  by  volume.  In 
the  preparation  of  the  sodium  hydroxide  solution 
the  water  is  weighed  in  a  rough  balance,  or  measured 
with  a  graduated  flask,  and  an  excess  amount  of 
NaOH  (from  about  a  third  of  a  stick)  is  stirred  in. 
It  should  be  noted  that  the  act  of  solution  is  accom- 
panied by  considerable  heating  (heat  of  hydration, 
not  of  solution,  since  the  solubility  of  the  hydroxide 
increases  with  rise  of  temperature).  Hence  a  longer 
time  must  elapse  necessarily  before  the  temperature 
equilibrium  of  the  solution  is  attained  completely. 

In  the  velocity  of  temperature  change  a  small  heat 
effect,  such  as  accompanies  the  absorption  of  carbon 
dioxide  from  air  by  the  hydroxide  solution,  is  masked. 
Since,  however,  an  excess  of  NaOH  is  employed,  the 
temperature  change  shows  the  evolution  of  heat 
following  the  neutralisation  as  well,  so  that  the 
difference  due  to  this  cause  is  completely  negligible.* 
To  prepare  the  ammonia  solution  5  c.c.  of  a 
25  per  cent,  solution  of  ammonia  (sp.  gr.  0*91)  is 
pipetted  into  the  calorimeter  water.  How  great  are 
the  water-equivalent  of  this  ammonia  solution  and 
that  of  the  hydrochloric  acid  solution  ? 

The  act  of  neutralisation  of  concentrated  hydro- 
chloric acid  solution  by  dilute  soda  solution  can  be  considered 
to  take  place  in  two  parts — 

(1)  dilution  of  the  HC1  to  the  final  volume  of  its  solution  ; 

(2)  neutralisation  of  this  dilute  HC1  solution,  by  the  NaOH. 
Since  the  first  part  is  accompanied  by  a  small,  but  distinctly 

measurable,  heat  change  (the  heat  of  dilution),  and  it  .is  only 
desired  to  measure  the  true  heat  of  neutralisation  (really  at 
infinite  dilution),  the  total  heat  change  must  be  measured, 

*  If  a  precipitate  of  calcium  carbonate  is  formed  through  the  use  of 
tap  water,  the  reaction  is  not  altered  by  its  presence,  since  excess  of 
alkali  is  used,  and  the  turbidity  remains  ;  hence  no  error  arises. 


FIG.  18. 
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that  corresponding  to  (1)  also  determined,  and  the  two 
quantities,  both  calculated  for  one  gram  molecule,  must  be 
subtracted. 

For  this  purpose  the  calorimeter  is  filled  with  an  equal 
quantity  of  distilled  water,  and  the  pipette  with  the  same 
quantity  of  hydrochloric  acid  as  that  used  previously  ;  the 
solutions  are  mixed  as  usual.  The  rise  in  temperature  only 
amounts  to  0'02°—  0'03°. 

The  heat  of  dilution  of  hydrochloric  acid  also  includes  its 
heat  of  dissociation,  since  when  the  acid  is  diluted  from  In 
to  0*08  n  (corresponding  to  the  use  of  20  c.c.  of  Zn  HC1  and 
about  500  c.c.  of  water)  the  degree  of  dissociation  is  increased 
to  a  marked  extent  ;  this  dissociation  also  develops  heat. 

What  will  be  the  values  of  the  two  heats  of  neutralisation 
after  the  corresponding  heats  of  dilution  have  been  subtracted  ? 
What  does  it  signify  that  a  smaller  value  to  the  extent  of 
about  1000  gram  calories  is  obtained  for  ammonium 
hydroxide  ? 

From  the  ionic  equation  — 

Na-  +  OH'  +  H-  +  01'  =  Na-  +  01'  +  H20  +  Q  cal. 
it  follows  that  the  heat  evolution  simply  represents  the  heat  of  dissociation 
of  water,  since  the  equation  itself  reduces  to  the  form 

H-  +  OH'  =  H20  +  Q  cal. 

On  the  other  hand,  with  the  scarcely  dissociated  NH4OH,  two  processes 
are  superimposed,  the  formation  of  NH4-  ions,  and  the  disappearance  of 
H'  ions  ;  the  dissociation  of  ammonia  (corresponding  to  heat-evolution  x, 
and  the  accompanying  re-  formation  of  water  from  the  ions  H-  and  OH' 
(corresponding  to  heat-evolution  Q).  Since  Q  is  known  from  the  experi- 
ment with  NaOH,  x  is  equal  to  the  difference  of  the  two  heats  of 
neutralisation. 

About  14000  gram  calories  of  heat  are  absorbed  by  the 
dissociation  of  one  gram  molecule  of  water  ;  the  corresponding 
figure  for  ammonia  is  1000  gram  calories.  We  have  con- 
cluded from  the  heat  of  dilution  of  hydrochloric  acid  that  an 
amount  of  heat  —  not  accurately  measurable  from  these  experi- 
ments —  is  set  free  when  the  acid  dissociates. 

It  follows,  again  according  to  the  principle  of  Le  Chatelier,* 

*  In  the  form  due  to  van  't  Hoff  :  •  =     -     ,  where  K  is  the 


dissociation  constant,  and  q  the  heat  developed  by  the  dissociation  of  a 
molecule. 
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that  the  dissociation  of  water,  which  is  at  a  minimum  value 
at  ordinary  temperature,  must  increase  with  rising  tempera- 
ture rapidly,  relative  to  its  value,  whereas  that  of  ammonia 
increases  much  more  slowly,  and  the  strong  dissociation  of 
hydrochloric  acid  decreases.  This  rapid  increase  in  the 
dissociation  of  water  is  shown  by  the  large  increase  in  every 
hydrolysis  accompanying  rise  of  temperature.*  A  striking 
example  is  the  behaviour  of  a  solution  of  ferric  acetate  when 
heated  ;  on  account  of  the  increase  of  hydrolysis  a  quantitative 
separation  of  Fe  (Cr,  Al)  from  Zn  and  Mn  is  rendered  possible. 
Since  the  dissociation,  in  other  words  the  strength,  of  ammonia 
increases  much  less  rapidly  than  that  of  water,  solutions  of 
ammonium  salts  (e.g.,  NH4C1)  hydrolyse  more  strongly  at 
higher  temperatures,  and  therefore  under  such  conditions 
react  more  strongly  acid  than  at  room  temperatures. 

5.  Heat  of  Evaporation. 

A  quantity  of  the  liquid  to  be  evaporated  is  weighed  and 
introduced  into  a  glass  vessel  of  the  form  shown  (see  Fig.  19). 
The  vessel  is  closed  by  means  of  a  piece  of  rubber  tubing, 
through  which  is  inserted  a  vertical  glass  tube  ending  in  a 
capillary  and  just  touching  the  bottom  of  the  vessel.  A 
suitably  bent  spiral  of  narrow  copper  tubing  is  fastened  to  the 
side  tube  by  means  of  indiarubber  ;  the  spiral  is  wound  round 
the  vessel,  and  the  free  end  so  arranged  that  it  rises  to  about 
the  same  height  as  the  glass  tube.  The  whole  can  then  be 
immersed  conveniently  in  the  calorimeter. 

The  liquid  can  be  evaporated  either  by  blowing  air  through 
the  glass  tube  by  means  of  a  small  rubber  bellows,  or  applying 
suction  to  the  end  of  the  copper  tube.  In  either  case  the  air 
current  must  only  be  slight,  otherwise  the  liquid  itself  may 
escape  through  the  copper  tube,  or  else  the  escaping  vapour 
may  possess  a  higher  temperature  than  the  bath.  It  is 
necessary,  in  order  that  the  calculation  may  be  simple  and 

*  The  extraordinarily  high  value  for  the  heat  of  dissociation  of  water 
can  be  estimated  at  from  13500  to  14000  calories  from  the  abnormal 
temperature  change  of  the  conductivity  of  the  purest  water  (about  5 
per  cent,  per  degree,  instead  of  2  per  cent.),  and  likewise  from  the 
increase  of  hydrolysis  with  rise  of  temperature. 
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straightforward,  that  the  escaping  vapour  has  given  up 
all  its  free  energy.  For  this  purpose  the  spiral  must  be 
long  and  narrow,  so  that  the  bellows  or  water-pump  can 
only  produce  a  slow  effect.  If  the  water  pump  is  used,  a 
small  piece  of  rubber  tubing  is  fixed  to  the  glass  tube, 
and  almost  closed  by  means  of  a  clip  (as  in  a  vacuum 
distillation). 

In  calculating  the  water  equivalent,  only  half  the  amount 
of  the  evaporating  liquid  is  taken  into  consideration,  since  it 
escapes  during  the  experiment.  Naturally  the  whole  of  the 
copper  spiral  and  glass  vessel  come  into 
calculation. 

Since  the  experiment  lasts  several 
minutes  the  temperature  velocity  must 
be  determined  with  special  care  ;  to  make 
it  small  the  work  is  carried  out  as  far  as 
possible  at  room  temperature.  At  the 
close  of  the  experiment  the  temperature 
of  the  calorimeter  is  measured  with  an 
ordinary  thermometer. 

Exercise.  —  Measure  the  heat  of  evapora- 
tion of  ether  by  both  methods,  and  calculate 
the  amount  per  gram  (specific  heat  of 
evaporation)  . 

Method  of  Calculation.  —  The  heat  of 
evaporation  is  composed  of  two  factors,  the  equivalent 
of  the  external  work  performed  in  evaporation,  and  the 
internal  heat  of  evaporation.  If  a  substance  at  pressure 
p  expands  from  volume  v\  to  volume  v2  the  external  work 
is  p  (v%  —  vi).  In  the  present  case,  v\9  the  volume  of 
liquid  ether,  is  completely  negligible  compared  with  that 
of  the  ether  vapour,  v%.  The  external  work  is  therefore 
pv,  where  v  is  the  volume  of  the  ether  vapour  produced  at  the 
pressure  p.  The  external  work  per  gram-molecule  is  PV;  the 


FIG.  19. 


PV 


RT 


work  per  gram,  consequently,  is  -^-  =  -j-j-,  where  M  is  the 

molecular  weight  of  ether.     Since  R  in  heat  units  is  1*985 

2J7 

(2  is  sufficiently  approximate  here),  the  external  work  is  — 
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cal.,  and  this  is  subtracted  from  the  total  specific  heat  of 
evaporation. 

Remarks.  —  1.  If  the  heat  of  evaporation  is  measured  at  two 
widely  different  temperatures,  distinctly  different  results  are 
obtained  ;  the  smaller  value  corresponds  to  the  higher 
temperature.  All  previously  measured  heat  changes  are  almost 
independent  of  temperature.  Why  ? 

We  can  imagine  that  a  reaction  takes  place  at  £1°,  and  that 
the  products  of  reaction  are  warmed  to  £2°,  and  that  in  a  second 
experiment  the  reacting  substances  are  first  warmed  from  £1°  to 
#2°  and  that  the  reaction  then  takes  place  at  that  temperature. 
The  total  heat  exchange  is  equal  in  both  cases.  The  calcula- 
tion will  show  that  the  difference  between  the  two  heats  of 
reaction  is  equal  to  the  difference  of  temperature  multiplied 
by  the  difference  of  the  specific  heats  of  the  reacting  substances 
(c0)  and  of  the  products  of  the  reaction  (c),  and  is  thus  :  — 

Qtl  -  Qt2  =  (fe  -  <i)  (c0  -  c). 

In  cases  already  studied  (solubility,  dilution,  neutralisation, 
and  precipitation),  the  specific  heat  of  the  system  is  either 
completely  unaltered  by  the  reaction,  or  the  alteration  is 
inappreciable,  because  the  specific  heats  of  water  and  of  dilute 
solutions  are  almost  equal.  On  the  other  hand,  in  evaporation 
and  also  fusion,  the  state  of  aggregation  is  altered,  and  the 
specific  heat  with  it.  Since  the  specific  heat  of  a  vapour  is 
smaller  than  that  of  the  liquid,  Qt[  is  greater  than  Qt  when 

£2  >  ti.  The  difference  between  the  specific  heats  of  ether  and 
ether  vapour,  and  the  consequent  change  of  the  heat  of  evapora- 
tion of  ether  per  degree  is  about  0*2.  At  the  critical  point  the 
heat  of  evaporation  will  be  zero. 

2.  It  follows  qualitatively,  from  the  sign  of  the  heat  of 
evaporation,  that  the  vapour  pressure  rises  with  tempera- 
ture. A  quantitative  relation  can  be  deduced  easily,  from  these 

two   considerations,   between  and  the   specific   heat   of 


evaporation  I  :  — 

The  vapour  pressure  of  ether  at  10°  is  about  289  mm.,  at  20° 


RT*      dp 

Mp   '  dT' 
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about  437  mm.  (for  rough  reckoning).     The  mean  of  the  two 
values  is  taken  for  p  and  T,  the  difference  for  dp  and  dT. 

6.  Heat  of  Combustion. 

In  organic  chemistry  heats  of  reaction  can  only  be  measured 
in  exceptional  cases,  since  the  reactions  are  slow,  and  not 
sharply  denned  (not  ions,  but  molecules  react).  The  heat 
changes  must  in  consequence  be  measured  indirectly ; 
accordingly  they  are  deduced  from  the  heats  of  combustion. 

When  the  substance  CJImOp  burns  with  (2n  -f  ^  —  p)  0 

77? 

to  form  nCOz  +  -^  H20,  let  the  evolution  of  heat  be  Qi.     If 
4 

n  gram-molecules  of  the  element  carbon,  and  m  gram-molecules 
of  hydrogen  are  burnt  to  form  carbon  dioxide  and  water  the 

fYYl 

products  are  also  (nCO^  +  —  H20)  and  the  consequent  heat 

evolution  Qz  can  be  calculated  from  the  tables.    The  difference 
Qi — Qi  is  the  heat  of  formation  of  the  substance. 

To  bring  about  complete  and  instantaneous  combustion,  the 
substance  is  compressed  with  oxygen  into  a  steel  bomb,  and 
the  reaction  is  commenced  by  a  glowing  fine  iron  wire.  The 
heat  of  combustion  is  determined  in  this  way  at  constant 
volume.  (How  much  greater  is  the  heat  at  constant  pressure 
when  one  molecule  of  CnHTO0,  is  burnt  ?)  The  inside  of  the 
bomb  is  protected  by  a  coating  of  enamel  (Fig.  20).  The  cover 
is  packed  with  lead,  and  screws  into  position,  so  that  the 
apparatus  can  stand  a  pressure  of  20 — 25  atmospheres.  The  lid 
contains  a  valve  tube,  usually  closed  by  an  inserted  metal 
stopper ;  the  end  can  be  screwed  on  to  an  oxygen  cylinder,  and 
oxygen  forced  past  the  valve  under  pressure.  A  manometer  is 
inserted  between  bomb  and  cylinder.  The  lid  possesses  in 
addition  two  screw  connections.  One  is  directly  connected 
with  a  metal  support  inside  the  vessel,  which  carries  a  small 
crucible  or  basin,  in  which  the  substance  is  placed.  The  second 
is  insulated  by  an  enamel  partition,  and  is  connected  with  a 
second  metal  rod  ;  the  end  of  the  rod  when  in  position  is  just 
above  the  basin.  The  two  metal  rods  are  joined  by  means  of 

B.P.C.  F 
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a  small  piece  of  thin  iron  wire,  which  is  heated  to  redness  by  a 
battery  of  five  accumulators.  The  wire  burns,  and  the  falling 
particles  of  glowing  oxide  start  the  combustion,  which  is 
completed  in  an  instant.  The  substance  should  be  preferably 
a  single  piece  of  solid  or  in  pastilles.  The  connections  should 
be  previously  tested  by  burning  several  pieces  of  wire  in  air, 


before   screwing   on  the  lid. 


FIG.  20. 


A  misfire  shows  incomplete 
insulation.  The  tightness  of 
the  apparatus  must  also  be 
tested.  The  wire  must  touch 
the  substance. 

The  size  and  weight  of  the 
bomb  usually  employed  are 
too  great  for  the  ordinary 
glass  calorimeter  beaker.  A 
(ready  -  made)  metal  calori- 
meter of  about  two  litres 
capacity  should  be  employed; 
it  is  placed  within  a  double 
walled  metal  vessel,  filled  with 
water  at  room  temperature. 
The  very  large  water  equiva- 
lent of  the  bomb  makes  the 
calculation  uncertain.  On 
this  account  it  is  determined 
specially  for  the  calorimeter 


and  bomb  together  by  burning  in  the  latter  a  substance  whose 
heat  of  combustion  is  known.  More  exact  and  elegant  is  an 
electrical  method  of  standardisation  (see  pp.  112  and  125). 

Heats  of  Combustion  per  gram  at  Constant  Volume. 


Cane  sugar  (mol.  wt.  342) 
Benzole  acid  (m.  w.  122) 
Naphthalene  (mol.  wt.  128) 
Iron  wire 


3957  g.  cal* 
6333   ,, 
9668   ,, 
1610 


Exercise. — Standardise  the  apparatus  with  naphthalene,  and 
determine  the  heat  of  combustion  of  cane  sugar  or  mannite. 

*  Why  is  the  heat  combustion  of  one  gram  of  cane  sugar  so  much 
smaller  than  that  of  the  same  quantity  of  benzoic  acid,  and  especially  of 
naphthalene  ? 
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Enough  substance  is  taken  to  raise  the  temperature  about  one 
degree.  Is  it  necessary  to  take  into  consideration  the  heat  of 
combustion  of  the  iron  wire  ? 

Calculate  the  heat  of  formation  of  the  substance  measured, 
on  the  assumption  that  the  molecular  heat  of  combustion  of  a 
gram  atom  of  diamond  (C,02)  =  94300  cal.  and  that  that  of 
a  gram  molecule  of  hydrogen  is  67520  cal. 

ADDITIONAL  EEMARKS. 
Specific  Heat  of  Liquids. 

This  can  be  measured  more  elegantly  by  electrical  methods 
than  by  the  method  of  mixtures.  Two  wires  of  equal  resistance 
are  arranged  in  series  in  a  circuit  with  an  accumulator  and 
key.  Two  equal  calorimeters  are  filled,  one  with  water,  the 
other  with  the  liquid  whose  specific  heat  is  required.  One  of 
the  wire  resistances  is  immersed  in  each.  The  desired  specific 
heat  is  easily  determined  from  the  change  of  temperature,  the 
amount  of  liquid,  and  the  water  equivalent.  If  the  precaution 
is  observed  that  the  rise  in  temperature  is  nearly  equal  in  each 
case,  the  temperature  velocity  can  be  neglected,  and  the 
temperature  differences  measured  directly.  If  the  resistances 
are  not  quite  equal,  they  are  exchanged,  and  the  measurements 
repeated. 

Specific  Heat  of  Gases. 

This  is  too  small  to  be  easily  measured  by  the  method  of 
mixture.  It  is  necessary  particularly  to  distinguish  between 
the  specific  heat  at  constant  volume,  cm  and  that  at  constant 
pressure,  cp  (an  unnecessary  distinction  for  solids  and  liquids 
of  which  the  expansion  is  negligible).  The  difference  cp  —  cv 
is  external  work  corresponding  to  the  expansion  ;  for  a  gram 
molecule  per  degree  centigrade  it  amounts  to 

E  =  1-985  cal.  =  Cv  -  Cv. 

c         C 
'*-=—£-  can  be  deduced  from  the  velocity  of  sound  in  the  gas 

cv        Cv 

under  consideration  ;  from  this  ratio  cp  and  cv  can  be  calculated. 

F  2 
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• 

Determination  of  —  =  k. 
If  u  is  the  velocity  of  sound 


pressure  f 
density   ' 
for  two  gases  at  equal  pressure  and  temperature  it  follows  that 

ui  _       /  fa    M* 

u*  ~  V    fa'  M! 

where  MI  and  M%  the  molecular  weights  are  proportional  to 
the  densities  of  the  gases. 

If  air  is  chosen  as  the  standard  with  which  comparison  is 
made,  Mz  —  28'9  and  fa  =  1*400  ;  at  0°  the  velocity  of  sound 
in  air  is  331  m.  per  sec.,  its  weight  at  atmospheric  pressure  is 
0'001293,  and  the  atmospheric  pressure  in  absolute  units  is 
1013200  (see  p.  15).*  For  the  same  tone  the  velocity  of 
sound  is  proportional  to  the  wave  lengths  /i  and  /2-  The 


FIG.  21. 

wave  length  multiplied  by  the  period  of  vibration  is  equal  to 
the  velocity  of  sound ;  the  period  of  vibration  for  a  definite 
tone  is,  however,  a  constant.  Hence 

£P  __  ^  _  1.400  -^  £e* 

-    n,    -  -  -L  ^vv  no. Q  -/a     • 

cv  zo  y  6  air 

The  wave  lengths  are  determined  according  to  Kundt's 
method.  A  tube  about  1'20  metres  in  length,  and  not  too 
narrow,  is  fitted  with  side  tubes  like  a  Liebig's  condenser. 
Each  end  is  tightly  corked  and  through  each  cork  penetrates  a 
glass  rod,  carrying  at  its  inner  end  a  cork  disk.  The  corks 
can  be  drawn  further  apart  or  brought  closer  by  moving  the 
rods,  and  the  effective  length  of  the  tube  thus  altered  (see 

*  Using  abbreviated  calculation 

_  3312  X  10*  X  0-001293  _  329  X  333-3  X  Q'001293 
*  =  101-3  X  104  101-3 

_  329  X  1000  X  0-001293  _  329  X  1-293  _  1-Q97 

3  X  101-3  :    3  X  101-3    :~  1-013  X      ^ 

=  1-293  X  1-084  =  1*3  X  1-078  =  1-401. 

With  some  exercise  in  abbreviated  methods  the  calculation  can  be  shortened 
still  further. 
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Fig.  21).  The  tube  is  powdered  uniformly  with  lycopodium 
or  dry  fine  sand,  or  cork  powder.  The  glass  rod  is  rubbed 
with  a  damp  duster,  which  produces  longitudinal  vibrations  ; 
in  this  way  vibrations  are  set  up  in  the  air  or  gas  in  the 
tube.  These  are  reflected  from  cork  to  cork  and  become 
stationary  waves.  The  half-wave  lengths  are  distinctly 
shown  by  means  of  the  powder  which  gathers  at  the  nodes. 
The  length  between  the  two  discs  should  be  adjusted  to  give 
the  best  effect. 

x» 

Exercise. — Determine  —  for  carbon  dioxide.     Measure  first 
cv 

I  for  air,  then  displace  the  air  through  the  side  tubes  by  gas 
from  a  small  Kipp's  apparatus.  The  method  of  determining 
the  average  result  has  been  indicated  on  p.  4.  Calculate 
cp  and  cv. 

c       5 

Remark. — According  to  the  Kinetic  theory  of  gases  —  is  ^ 

cv      o 

for  an  ideal  gas.  This  figure  has  actually  been  found  for 
monatomic  mercury  vapour  and  for  argon,  helium,  etc.  For 
diatomic  gases  the  average  value  is  about  1*4,  for  triatomic 
gases  1/8.  As  the  number  of  atoms  in  the  molecule  increases,  the 
value  approaches  unity  asymptotically.  By  analogy,  the  argon 

/» 

gases  are  monatomic,  since  -f-  has  the  theoretical  value  ;  this 

c'v 

is  confirmed  by  their  chemical  indifference,  and  by  the  fact 
that  their  atomic  weights,  calculated  on  this  assumption,  allow 
them  to  occupy  probable  positions  in  the  periodic  system. 


CHAPTER  V 

THE    DETEBMINATION    OF    OPTICAL    CONSTANTS 

OPTICAL  constants  are  pre-eminently  suitable  for  the 
characterisation  and  identification  of  liquids  and  dissolved 
substances,  for  the  investigation  of  their  constitution  and  for 
the  analysis  of  solutions  and  mixtures. 

While  the  refractive  index  can  be  measured  for  all  sub- 
stances (refractometry),  light  absorption  is  only  measured  in 
the  case  of  coloured  substances,  and  the  rotation  of  the  plane 
of  polarisation  for  optically  active  bodies  (polarimetry). 

It  must  be  remembered  particularly  in  all  optical  determina- 
tions, that  examination  in  only  one  kind  of  monochromatic 
light  has  no  scientific  value  ;  sodium  light,  specially  favoured 
by  chemists  on  grounds  of  convenience,  is  insufficient  in  most 
cases.  Measurements  of  refractive  index  and  of  rotation  must 
be  carried  out  at  a  definite  temperature ;  in  most  cases  an 
exact  determination  of  density  is  also  necessary. 

Source  of  Light. 

Common  salt,  freed  from  mother  liquor  by  heating,  or  a 
mixture  of  finely  powdered  common  salt  and  sodium  bromide, 
is  introduced  into  the  flame  of  a  bunsen  burner  on  a  piece 
of  platinum  wire,  or  a  ring-formed  platinum  spoon ;  the 
resulting  light  is  bright  enough  for  most  purposes.  Soda 
or  borax  is  less  bright,  but  less  inconvenient  on  account  of 
its  slighter  volatility.  An  absolutely  homogeneous  light  is 
obtained  if  necessary  by  filling  a  double  glass  trough  with 
potassium  bichromate  and  uranium  sulphate  solutions  and 
placing  it  between  the  source  of  light  and  the  apparatus.  In 
lengthy  experiments  the  sodium  chloride-bromide  flame  must 
be  placed  under  a  draught  hood,  since  the  bromide  vapour 
attacks  both  apparatus  and  organs  of  respiration.  A  very 
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bright  light  is  obtained  by  completely  saturating  a  small  roll 
of  nickel  wire-gauze  with  the  melted  mixture  of  NaCl — NaBr, 
and  suspending  it  over  a  powerful  burner  by  a  stout 
nickel  wire.  The  salts  can  be  fused  in  a  blow-pipe.  If 


hydrogen  tubes  are  to  be  employed,  the  ^f^  form,  which 


can  be  used  lengthways,  is  most  convenient.     A   small   or 

medium-sized  induction  coil  and  two  accumulators  suffice  for 

transparent  solutions. 

Lithium  and  thallium  light  are  seldom  used.     Sodium  and 

hydrogen  light  give  spectrum  lines  arranged  over  the  visible 

spectrum  with  sufficient  symmetry. 

The  lines  in  question  which  are  recommended  are 
Ha  =  C  =  red  (656'3  MM), 
Na  =  D  =  yellow  (589'3  /*/*),* 
H^  =  F  =  green-blue  (486'1  /*/*), 
Hy  =  G  =  blue-violet  (434'1  /*/*). 

Refractometry. 

Modern  apparatus  makers,  especially  Zeiss  in  Jena,  have 
supplied  the  chemist  with  an  instrument  far  more  convenient 
in  working  than  the  formerly  exclusively-used  spectrometer. 
This,  when  employed  for  exact  measurements,  requires  fre- 
quent centering  and  adjustment.  Every  measurement  of  a 
refractive  index  necessitates  a  measurement  of  the  angle  of 
refraction  of  the  prism  and  a  determination  of  the  deviation 
of  the  rays ;  in  addition  the  latter  must  be  measured  by  the 
method  of  minimum-deviation  for  each  wave  length.  Again, 
when  liquids  are  under  examination,  it  is  necessary  to  use 
prisms  with  exactly  parallel  sides.  With  the  modern  forms 
of  apparatus  these  inconveniences  in  great  part  disappear. 

Consequently  in  this  work  reference  is  made  only  to 
modern  instruments  which  depend  on  an  inversion  of  the 
principle  of  total  reflection. 

If  a  90°  pencil  of  light  rays  passes  from  air  into  a  liquid 
whose  coefficient  of  refraction  is  n,  the  pencil  is  bent  together 

*  D,  strictly  speaking,  comprises  two  lines,  DI  and  Da»  with  the  respective 
wave  lengths  589-6  and  589-0  /t/x. 
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to  a  smaller  angle  a ;  the  value  of  a  can  be  calculated  easily 
from  Snellius'  law  of  refraction  : 


sin  90° 
sin  a 


sin  a  =.  — . 
It 


Hence  an  eye  placed  at  A  (Fig.  22)  in  the  liquid  would 
observe  a  sharp  division  between  the  light  and  dark  regions. 
If  a  can  be  measured,  n  can  be  calculated  from  the  equation. 

The  most  convenient  instruments,  based  on  this,  the 
inverted  principle  of  total  reflection,  are  : 

1.  Pulf rich's  Total  Reflectometer. 

2.  Zeiss'  Immersion  Refractometer. 

In  the  first  instrument  (Figs.  23  and  24),  a  ground  glass 
cylinder  is  cemented  to  a  strongly  refracting  right-angled 

prism  ;  a  few  drops  of  the 
liquid  which  is  to  be  in- 
vestigated are  transferred 
to  the  cylinder  with  a 
pipette.  A  great  advantage 
of  the  apparatus  is  that 
only  just  enough  liquid  is 
required  to  cover  the  bottom 
of  the  cylinder.  However, 
in  practice  enough  is  used 
to  cover  the  bulb  of  the 


FIG.  22. 


thermometer  completely  (Fig.  23fr),  so  that  the  temperature 
can  be  measured  accurately.  With  very  volatile  liquids  the 
thermometer  is  fixed  through  a  tight-fitting  cork. 

The  boundary  surface  liquid-prism  must  be  illuminated  by 
incident  rays  of  homogeneous  light.  Sodium  light  is  used 
most  often,  concentrated  through  a  lens  (not  shown  in  the 
illustration)  from  a  rigidly-fixed  apparatus,  on  to  the  upper 
face  of  the  prism.  If  the  light  is  correctly  focussed  a  sheet  of 
paper  held  at  the  cemented  junction  of  cylinder  and  prism  will 
show  a  sharp  (inverted)  image  of  the  flame.  Light  entering 
through  the  calibrated  part  of  the  circle  S  (Fig.  24)  emerges  from 
the  vertical  face  of  the  prism  at  an  angle  a  to  the  horizontal, 
which  is  measured.  For  convenience  the  telescope  T  is  turned 
at  half  right-angles  towards  the  front.  The  arm  carrying 
the  telescope  is  provided  at  the  other  extremity  with  a 
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vernier  V  by  which  minutes  can  be  read  ;  as  seen  through 
the  telescope,  a  somewhat  curved  bright-dark  boundary  line 
must  touch  the  middle  point  of  the  cross  wires  if  the  adjust- 
ment is  sharp  (Fig.  25).  The  first  approximate  adjustment  is 
made  with  the  hand.  After  this  has  been  done,  the  screw  F 
is  tightened;  this  prevents  further  movement  of  the  telescope, 
and  the  final  adjustment  is  made  by  cautiously  turning  the 
micrometer  screw  M. 

Calculation. — Let  the  refractive  index  of    the  large  prism 
compared  with  air  be  N,  the  unknown  index  of  the  liquid 


\ 


N 
darkness 


Ught, 


FIG.  23a. 


FIG.  236. 


compared  with  air  be  n,  the  observed  angle,  a,  and 
the  angle  (not  measured)  which  the  ray  entering  the  prism 
makes  with  the  perpendicular  to  the  prism  be  /3.  Then 

N          1 

=  N  sin  (S  ;  moreover,  for  the  emergence  of  the 


n 


sn 


.    .       .    sin  a 
rays  into  air  -—^  =  N ;  cos 


cos  (3 


_  sina      .        _        I          sin*  a 

~N~  '  S'          ~  V  l  ~    ~W  ' 


and  therefore  n  =  V  Nz  — 
temperature. 


a.  N  varies  but  slightly  with 
A  table  is  supplied  with  the  instrument,  which 
gives  riD  directly  as  a  function  of  a  and  contains  the  necessary 
correction  for  other  than  sodium  light.  N-p  for  the  prism  is 
generally  between  T61  and  1'62.  For  a  few  liquids  which  are 
very  strongly  refractive,  such  as  carbon  disulphide,  and  some 
bromine  and  iodine  organic  compounds,  the  usual  prism  is 
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insufficient.  For  the  hypothesis  of  the  method  is  that 
WD  <C  Nj).  If  the  dispersion  of  liquid  and  prism  are  equal, 
the  light  rays  are  not  separated  from  one  another  by  the  use  of 
a  non-homogeneous  light,  e.g.,  hydrogen  light ;  if  the  disper- 
sion of  the  liquid  is  greater  than  that  of  the  prism,  which 
happens  occasionally,  the  spectrum  is  seen  in  inverted  order  : 
violet,  blue,  yellow,  red.  The  calculation  is  unaltered.  If 


FIG.  24. 


FIG.  25. 


two  light  rays  coincide,  so  that  an  accurate  reading  is  impos- 
sible, a  slightly  different  temperature  is  employed.  Since  the 
dispersion  of  glass  is  almost  unaltered  by  temperature,  while 
that  of  the  liquid  sinks  as  temperature  rises,  the  images 
will  separate  from  one  another  at  higher  or  lower  temperatures, 
of  course  in  reverse  directions. 

Practical  Remarks. 

The  glass  prism  is   very   sensitive,   both   chemically   and 
mechanically.     After  washing,  it  must  only  be  dried  with  old 
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soft  linen,  or  soft  chamois  leather.  The  place  in  the  prism 
and  cylinder  through  which  light  enters  the  liquid  must  be 
kept  particularly  clean.  Moreover,  special  attention  must  be 
paid  to  the  cementing  of  the  cylinder  (by  means  of  fish  glue, 
gum  arabic,  water  glass,  or  canada  balsam,  according  to  the 
nature  of  the  liquid  under  investigation). 

The  bottom  of  the  cylinder  must  lie  in  the  centre  of  the 
circle.  This  is  the  case  when  the  three  prism  edges  (D)  are 
perpendicular  to  the  ground-plate  of  the  instrument,  and  the 
side  screw  (E)  is  tight. 

The  eye  piece  of  the  telescope,  and  the  lens  of  the  vernier 
(not  shown  in  the  figure)  must  be  correctly  focussed.* 

When  a  lamp  burns  in  the  room,  a  possible  source  of  error 
arises  from  light  falling  from  above  on  to  the  glass  cylinder. 
This  is  therefore  protected  by  a  cover. 

Exercises.  —  1.  The  apparatus  is  tested  by  a  measurement  of 
the  index  of  refraction  of  distilled  water  for  sodium  light. 
For  water  at  temperature  t 

ND  =  1-33381  -  0-00000125*  -  0'000002i2 

t  t2 

~  800000  ~  500000' 

The  corresponding  value  for  n  and  the  theoretical  angle  a  are 
calculated,  making  the  necessary  correction  for  the  observed 
temperature  ;  sin  a  =  V  N*  —  n2.  The  difference  between 
the  observed  and  calculated  values  of  a  is  applied  as  a  correction 
to  all  fresh  measurements.  It  is  thereby  assumed  that  the 
calibration  of  the  apparatus  is  correct  in  itself,  but  makes  a 
constant  error  with  the  horizontal  amounting  to  ao6s.  —  acalCf 

2.  Determine    the    index    of    refraction   of    benzene    and 
chloroform  at  two  temperatures,  and  calculate  the  value  of 
the  molecular  refraction,  independent  of  temperature, 
M    n2  —  1 


*  All  adjustments  are  simplified  by  the  following  device  :  With  instru- 
ments which  have  been  in  use  in  the  laboratory  for  a  considerable  time, 
the  highly  polished  metal  of  the  telescope  adjustment  becomes  tarnished 
where  it  is  not  protected  by  the  outer  case.  By  arranging  that  the 
boundary  between  dull  and  polished  surface  coincides  with  the  end  of  the 
outer  case,  it  is  only  necessary  to  make  a  slight  adjustment  according  to 
the  peculiarity  of  the  eye. 
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If  the  coefficient   of   refraction   is   measured   correctly    to 
0*0002,   which   is   not   difficult   if    care   is   taken,   then    the 

ri2  —  1 
uncertainty  of     219  *s  about   0'03  per   cent.,   and   conse- 

quently d  must  be  known  to  three  units  in  the  fourth  decimal 
place.  However,  most  of  the  laboratory  preparations  contain 
more  than  0*03  per  cent,  of  impurity. 

Hence  to  calculate  d  the  following  data  suffice  :  — 

Benzene  d2%  0*880  ;        ]_   Coefficient  of  cubical  expansion 
Chloroform  d2%  1*489  ;  )  =  1/800. 


Molecular  Refraction  and  Dispersion. 

Let  M  signify  the  molecular  weight,  N  the  index  of  refrac- 
tion for  infinitely  long  waves  ;  it  can  be  shown  theoretically 
that  there  exists  for  every  substance  a  characteristic  constant 

M    N2  —  1 

—r  .  --a        _  =  Rf,  which  is  independent  of  temperature,  pres- 

sure, and  state  of  aggregation,  and  which  is  termed  its  molecular 
refraction.     Here  the  volume  actually  obtained  from  one  gram 

M 

molecule   is   taken,  whilst  -7  gives  the  total  volume  of  the 

molecule  plus  the  ether  envelope. 

If  N  is  replaced  by  the  refractive  index  n,  for  a  selected  kind 
of  light,  a  remarkable  constancy  is  obtained. 

The  molecular  refraction  can  be  divided  into  parts,  each  part 
representing  the  equivalent  refraction  of  a  single  atom  in  the 
molecule  :  e.g.,  C  +  H  +  3  Cl  —  CHC13.  Nevertheless  the 
molecular  refraction  is  not  a  purely  additive  magnitude,  but 
depends  to  a  high  degree  on  constitution,  which  is  especially 
noticeable  with  atoms  of  the  same  valency. 

To  each  kind  of  linking  corresponds  its  own  refraction 
equivalent.  In  the  case  of  organic  compounds,  the  mole- 
cular refraction  is  not  merely  the  sum  of  the  atomic 
refractions,  but  in  addition  equivalents  for  the  double  and 
triple  carbon  linkings  (written  (^  and  ^  )  must  be  taken  into 
account.  The  rise  is  small  for  ring  compounds,  so  that  the 
molecular  refraction  of  benzene  is  the  sum  of6C  +  6H  +  3^. 
It  is  evident  that  the  measurement  of  molecular  refraction 
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offers  a  remarkable  expedient  for  the  investigation  of  constitu- 
tion. The  values  found  for  benzene  and  chloroform  should 
be  compared  with  those  calculated  from  the  following 
table : — 


Atomic  Refraction. 

ra 

rD 

ry      \  r  —  ra 

i 

Singly  linked  carbon  atom  —  C  — 

1 

2-365 

2-501 

2-404  I  0-039 

Hydrogen  H—  . 
Chlorine  Cl—    . 
Bromine  Br—   .... 

1-103 
6-014 

8-863 

1-051 

5-998 
8-927 

1-139  !  0-036 
6-190  ^0-176 
9-211  !  0-348 

Iodine  I—          .... 

13-808 

14-12 

14-582  !  0-774 

fc  ...  C  =  C     . 

1-836 

1-707 

2-07    '0-23 

^  ...  C  E=  C      . 

2-27 

2-10 

2-49    10-22 

Hydroxyl  oxygen  O-H 
Ether  oxygen  0  <    . 
Carbonyl  oxygen  0  = 

1-506 
1-655 
2-328 

1-521 
1-683 

2-287 

1-525  0-019 
1-667  0-012 
2-414  1  0-086 

It  also  follows  from  the  table  that  since  ry  —  ra  is  especially 
large  for  the  carbon  linkings  (fc  and  £),  hydrogen  light  must 
be  used  whenever  possible,  in  the  investigation  of  constitution. 
The  dispersion  values  ry  —  ra  are  not  quite  so  constant  for 
^  and  ^  as  the  atomic  dispersions,  so  that  only  two  decimal 
places  are  given  above.  The  values  for  rD  are  deduced  by 
another  principle  than  those  for  ra  and  ry  and  are  not 
comparable  with  them.  Sometimes  they  are  larger  than 
ra  and  ry,  sometimes  smaller.  A  calculation  of  rD  —  ra  or 
ry  —  rD  from  the  above  table  has,  in  consequence,  no  value. 

The  values  in  the  table  are  the  results  of  a  calculation  by 
adjustment.  By  the  method  of  least  squares  or  some  similar 
method  the  additive  constants  are  found  which  will  give  with 
the  minimum  error  the  accurately  determined  molecular  refrac- 
tions of  a  few  chemically  pure  substances.  These  values  are 
tested  for  a  very  large  number  of  new  observations,  and  it  is 
proved  that  the  numbers  calculated  for  a  limited  number  are 
valid  for  all. 
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Slight  differences  of  constitution  still  affect  the  value,  and  these  must 
be  taken  into  consideration.     Thus  the  value  depends  not  only  on  the 
number  but  also  the  reciprocal  position  of  the  double  linkings. 
Example.  —  Two  formulae  are  ascribed  to  carbon  suboxide  C203  — 

C  =  0  ^C  -  O 

C^  and  C^       / 

^c  =  o  vc  =  o 

According  to  the  first  formula  M^  should  equal  15'49  and  ry  —  ra,  0*75  ; 
for  the  second  Mj>  =  13'57,  ry  —  ra  =  0'44.  The  observed  values  are 
MB  =  16*6,  ry  —  ra  =  0'8  approximately,  values  somewhat  higher  than 
those  calculated  from  the  first  formula.  Such  an  excess  is  often  observed 
with  a  number  of  double  linkings.  With  heterocyclic  unsaturated  ring 
systems,  on  the  other  hand,  there  generally  is  found  a  "  depression,"  i.e., 
a  value  smaller  than  that  calculated  from  the  above  table.  Hence  the 
conclusion  is  reached  that  the  constitutional  formula  of  carbon  suboxide  is 


C 

xxc  =  o 

If  instead  of  a  homogeneous  liquid  a  mixture  (a  solution)  is 
used,  then  the  total  refraction  is  approximately  the  sum  of  the 
specific  refractions  of  the  constituents.  If  a  solution  of 
specific  gravity  d  contains  p  per  cent,  of  dissolved  substance, 
and  its  refractive  index  is  n,  while  the  solvent  has  the  corre- 
sponding values  do  and  no,  the  specific  refraction  of  the  dissolved 
substance  is  equal  to 

n2  -  1     1     100       W2  -  1  .  1  .  100  -p 
n2  +  2  '  d       p         no2  +  2     do  p 

The  molecular  refraction  is  obtained  by  multiplying  by  the 
molecular  weight.  The  method,  as  a  difference  method,  is 
very  susceptible  to  experimental  error,  and  is  not  free  from 
objections  theoretically. 

Pulfrich's  Eefractometer  can  also  be  used  to  determine  the 
refractive  index  of  solids,  whether  amorphous  or  crystalline 
(except  monoclinic  or  triclinic  crystals).  They  are  suspended 
in  a  liquid  as  fine  powders.  If  the  mixture  is  non-homogeneous 
optically,  no  sharp  bright-dark  boundary  line  is  obtained.  By 
mixing  together  an  optically  stronger  and  an  optically  weaker 
solution,  a  mixture  is  obtained  which  has  the  same  refractive 
index  as  the  solid  ;  an  optically  homogeneous  substance 
results  which  gives  as  sharp  a  boundary  line  as  a  mechanically 
homogeneous  substance.  A  similar  principle  is  employed  to 
determine  the  density  of  solids  (see  p.  35),  and  can  also  be  used 
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to  determine  their  dielectric  constant  ("  Optical   Suspension 
Method  ").* 

Exercise. — Determine  the  refractive  index  of  potash  alum, 
KA1  (804)2,  12H20,  in  a  mixture  of  chloroform  and  benzene. 
Shake  a  quantity  of  salt  which  can  be  taken  up  on  the  blade 
of  a  penknife  into  the  cylinder  containing  chloroform  from  the 
last  experiment  (n  =  1*44  to  1'45).  Add  benzene  (n  =  1*50) 
drop  by  drop  from  a  pipette.  The  field  of  vision  gradually 
brightens  ;  the  boundary  line  becomes  sharper.  If  too  much 
benzene  is  added,  a  brighter  band  appears  at  the  boundary,  since 
total  refraction  occurs  in  the  system  optically  weak  powder — 
optically  strong  liquid.  When  a  sharp  boundary  is  obtained, 
the  reading  gives  the  coefficient  of  refraction  of  the  alum 
— after  taking  into  consideration  the  correction  ascertained 
by  means  of  water — according  to  the  previous  method  of 
calculation  employed  for  pure  liquids. 

Zeiss's  Immersion  Refractometer. 

If  the  concentration  of  a  solution  is  to  be  deduced  from  its 
refractive  index  (refractometric  analysis),  Zeiss's  immersion 
refractometer  is  used  for  aqueous  and  alcoholic  solutions,  and 
is  standardised  by  a  series  of  measurements. 

The  principle  is  the  same  as  that  for  Pulfrich's  instrument, 
but  the  prism  (angle  of  refraction  about  63°,  %,  =  1*51)  and 
the  reading  apparatus  are  mounted  on  the  same  axis.  The 
bright- dark  boundary  is  shown  on  a  finely  divided  scale,  Sc, 
with  arbitrary  divisions,  on  which  the  powerful  lens  Oc  is  sharply 
focussed.  The  limits  of  the  scale,  —  5  and  +  105,  correspond 
to  the  indices  1-32539  and  1-36640.  Daylight  or  lamplight 
is  used  for  illumination,  and  rendered  achromatic  by  passage 
through  an  Amici-prism  A  (Fig.  26)  fixed  inside  the  apparatus  ; 
this  is  adjusted  by  means  of  the  screw-ring  R,  situated  mid- 
way in  the  height  of  the  instrument.  For  every  liquid  or  solu- 
tion the  instrument  must  be  achromatised  afresh.  The  screw 
ring  is  graduated,  and  provided  with  a  fixed  pointer.  The 

*  The  refractive  index  of  a  solid  varies  very  little  with,  temperature, 
but  that  of  a  liquid  greatly  (corresponding  to  the  alteration  of  volume), 
so  that  the  liquid-solid  system  again  becomes  non-homogeneous  for  every 
change  of  temperature 
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indices  —  measured    in    arbitrary    units  —  are    proportional 
approximately    to    the    amount    of    dispersion.      With    the 
apparatus  is  sold  a  water  bath  with  openings  for  ten  small 
glass  beakers,  each  of  about  80  c.c.  capacity.     By  means  of 
the   hook  H  (Fig.   26)   the   refractometer   is   hung   on   the 
|        |  -shaped  metal  stand  above  the  water  bath,  so  that  the 
prism  P  is  immersed  in  a  glass  beaker.     The  prism  face  is 
illuminated  by  means   of   an   inclined 
mirror  placed  beneath  the  water  bath. 
The    internal    arrangement    of    the 
apparatus   is    shown    schematically   in 
the   figure,  which   also   illustrates   the 
passage  of  light  rays.    The  water  bath  is 
not  shown  ;  it  serves  merely  to  regulate 
the  temperature. 

The  scale  Sc  is  so  arranged  that  the 
boundary  line  stands  at  15*0  when  the 
prism  is  immersed  in  distilled  water  at 
17*5°.  The  micrometer  screw  Z  is 
furnished  with  two  bosses,  and  allows 
the  scale  to  move  over  a  whole  division ; 
in  this  way  the  position  of  the  boundary 
line  can  be  accurately  read.  The  barrel 
of  the  screw  is  divided  into  ten  parts, 
so  that  the  hundredth  part  of  a  scale 
division  can  be  estimated.  At  the  com- 
mencement of  a  measurement  the  screw 
is  set  at  zero.  If  the  boundary  line 
does  not  lie  on  a  scale  division,  the 
screw  is  turned  until  the  boundary 
line  and  the  nearest  scale  division 
coincide  ;  the  screw  reading  is  added  to  the  scale  reading. 
With  good  illumination  and  a  little  experience  the  error  of 
reading  is  only  0*03  of  a  scale  division. 

The  apparatus  is  standardised  with  the  salt  to  be  examined, 
by  employing  solutions  at  three  concentrations,  preferably  in 
the  ratio  0  (water)  :  1  :  2  :  4.  In  each  case  50  c.c.  are 
used. 

The  bath  is  filled  with  tap  water  at  17*5°,  or  when  the  room 
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temperature  is  considerably  different  from  17*5°,  a  stream  of 
water  is  allowed  to  flow  from  a  large  supply  at  17*5°.  Four 
beakers  containing  the  solutions  are  arranged  in  the  bath,  and 
when  the  bath  temperature  is  attained  the  refractometer  is 
hung  in  the  small  beaker  containing  water,  and  a  reading 
taken  ;  this  should  be  15*00.  The  prism  is  then  dried  with 
a  fine  linen  cloth  and  placed  in  the  next  most  dilute  solution, 
and  so  on.  Finally  the  measurements  are  repeated  in  the 
inverse  order,  and  the  mean  of  each  pair  of  readings  taken. 
If  the  temperature  of  the  bath  alters  slowly  and  regularly,  by 
this  method  all  the  readings  will  be  made 
at  the  same  average  temperature ;  the 
deviation  of  temperature  from  17*5°  will 
have  no  appreciable  effect,  since  the 
temperature  coefficients  of  water  and  solu- 
tion are  the  same  for  small  differences  of 
temperature.  A  table  is  provided  with  the 
apparatus  by  which  the  scale  reading  can 
be  converted  into  the  refractive  indices 
for  sodium  light.  This  calculation  is 
superfluous  when  only  analytical  results 
are  sought. 

On  the  contrary  the   relation   between 
concentration  c  and  displacement  of  the 
boundary  line  compared  with  water  is  expressed  directly  in 
scale  units.     Let  this  displacement  be  A. 

A  quadratic  equation  is  always  sufficient  to  express  c  as  a 
function  of  A  (or  A  as  a  function  of  c)  :  c  =  a  A  +  /3  A2. 

/8  is  usually  small,  so  that  a  linear  equation  often  suffices  as 
a  first  approximation.  If  a  and  /3  are  calculated  from  the 
two  most  concentrated  solutions,  the  formula  can  be  tested  by 
application  to  the  third  solution,  and  the  apparatus  is  in  this 
way  standardised  for  the  substance  in  question. 

The  apparatus  is  very  suitable  for  testing  solutions  employed 
for  titrations,  which  should  of  course  contain  no  chemically 
indifferent  foreign  substance. 

Exercise. — Standardise  the  apparatus  with  a  salt  which  can 
easily  be  procured  (such  as  NaCl,  KC1,  Na2S04,  or  BaClg),  and 
then  analyse  a  solution  of  unknown  strength. 

E.P.C.  G 


FIG.  27. 
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At  the  conclusion  of  the  measurements  transfer  the  instru- 
ment without  wiping  the  prism  from  water  to  the  most 
concentrated  solution.  The  reading  is  indistinct  through  the 
current  streams  produced,  which  illustrates  convincingly  the 
sensitiveness  of  the  apparatus. 

Remark.  —  The  complete  apparatus  is  provided  with  a 
second,  separate,  wedge-shaped  prism,  fitted  into  a  holder, 
and  fastened  to  the  prism  by  a  bayonet  clasp  (Fig.  27).  This 
device  permits  accurate  measurements  of  small  amounts  of 
liquid.  The  instrument,  with  the  second  prism  suspended,  is 
immersed  in  the  liquid  bath.  It  is  then  similar  to  an  Abbe's 
refractometer,  but  with  a  smaller  range. 

Polarimetry. 

General  Remarks. 

Ordinary  light  consists  of  ether  waves  vibrating  in  three 
directions ;  when  such  light  passes  through  a  prism  of  Iceland 
spar,  two  rays  of  light  emerge  (hence  the  name  "  doubly 
refracting  spar ") ;  these  vibrate  in  two  planes  which  are  at 
right  angles  to  each  other.  The  light  of  each  ray  vibrates  in 
one  plane  only,  and  is  said  to  be  polarised  or  plane-polarised. 
If  a  crystal  of  Iceland  spar  is  cut  in  a  particular  manner, 
and  the  two  sections  cemented  together  by  a  thin  layer 
of  Canada  balsam,  only  one  of  the  rays  of  light  can  emerge ; 
the  other  is  totally  reflected  at  the  boundary  between 
crystal  and  balsam.  Hence  with  such  a  prism,  known  as 
a  Nicol,  ordinary  light  is  broken  up  into  two  components, 
of  which  one  disappears,  and  the  second  emerges  completely 
polarised. 

When  this  light  passes  through  a  second  prism  of  the  same 
size,  there  is  no  alteration  of  the  light  intensity,  if  the  two 
prisms  are  in  precisely  similar  positions.  If,  however,  the 
second  is  rotated  round  its  axis,  the  intensity  of  the  emerging 
light  varies  with  the  extent  of  rotation,  becoming  zero  when 
the  angle  of  rotation  is  90°,  i.e.,  when  the  plane  of  the  first 
Nicol  (polariser)  is  at  right  angles  to  that  of  the  second 
(analyser). 

All  substances  which  contain  an  asymmetric  carbon  atom, 
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rotate  the  plane  of  polarised  light,  provided  they  are 
E-C-B,  not  mixtures  of  two  substances,  rotating  in  opposite 
-p        directions  to  an  equal  degree. 

Consequently  when  the  planes  of  two  prisms  are  at  right 
angles  so  that  all  the  light  is  cut  off,  and  such  a  substance,  if 
a  liquid,  or  its  solution,  if  a  solid  (an  optically  active  liquid  or 
solution),  is  placed  between  them,  the  plane  of  polarisation  is 
rotated  as  it  passes  through  the  solution,  so  that  the  second 
prism  no  longer  cuts  off  all  the  light.  To  restore  the  con- 
dition of  absolute  darkness  the  analyser  must  be  rotated 
through  a  certain  definite  angle.  This  is  always  less  than 
90°,  but  may  be  either  to  right  or  to  left  (clockwise  or  counter- 
clockwise). In  the  former  case  the  solution  is  termed  dextro- 
rotatory; if  a  rotation  to  the  left  is  necessary,  laeco-rotatory. 

The  rotation  angle  a  depends  on  both  the  nature  and 
length  of  liquid,  and  also  on  the  wave  length  of  the  light 
employed  and  the  temperature  of  measurement.  Since 
the  length  of  the  liquid  alters  the  angle  of  rotation,  where 
solutions  are  used  with  inactive  solvent,  the  angle  will  be,  for 
a  similar  reason,  proportional  to  the  concentration.  This 
permits  the  use  of  polarimetric  measurements  to  determine 
the  concentration  of  solutions,  or,  if  that  is  known,  the  purity 
of  the  solute. 

The  most  important  and  well-known  active  substance  is  cane  sugar ;  a 
special  apparatus  has  been  constructed  for  its  examination  and  estimation. 
The  rotation  produced  by  the  sugar  is  counterbalanced  by  the  rotation  of 
a  movable  quartz  plate  in  the  opposite  direction.  Since  this  apparatus, 
the  saccharimeter,  can  only  be  used  for  cane  sugar,  it  is  not  taken  into 
consideration  here. 

An  apparatus  is  suitable  for  accurate  scientific  measure- 
ments only  when  the  rotation  produced  by  the  active  substance 
is  compensated  by  the  measured  rotation  of  a  calc-spar  prism 
(generally  a  Nicol's  prism).  The  simplest  type  of  instrument 
consists  merely  of  a  fixed  polariser,  the  substance  under 
examination,  and  the  analyser;  the  two  prisms  consist  of  a 
fixed  and  a  rotating  Nicol.  The  accuracy  of  measurement  is 
improved  by  slightly  deflecting  the  direction  of  polarisation 
of  part  of  the  light.  This  is  done  most  preferably,  as  in 
Lippich's  type  of  instrument,  by  the  insertion  of  a  small 

G  2 
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Polarizer 


Small  Pris  m 


Nicol  *  between  the  polariser  and  the  substance ;  this  is  rotated 
slightly  so  that  its  axis  makes  a  small  angle  6  with  that  of  the 
polariser. 

With  this  arrangement,  for  no  position  of  the  analyser  is 
the  whole  field  of  vision  completely  dark,  or  completely  bright. 
E.g.,  if  the  axes,  and  consequently  the  directions  of  oscillation 
of  analyser  and  polariser,  are  at  right  angles  to  each  other, 
then  one  half  of  the  field  of  vision  will  be  absolutely  dark. 

However,  of  the  light 
rays  polarised  in  a 
slightly  different  direc- 
tion by  the  small  Nicol, 
a  part  proportional  to 
sin2  S  will  penetrate  the 
analyser  t  (see  Fig.  28, 

Analyzer  position  I.). 

at  position  of      * 

at  shadow  The  two  parts  of  the 
field  of  vision  are 
equally  illuminated  by 
penetrating  light  rays 
at  four  positions  of  the 
analyser  ;  these  differ 

by  steps  of  90° .-    These  are  when  the  oscillation  directions  of 

the  two  large  Nicols  enclose  the  angles 

|,    90°  + 1,    180°  +  |,  and  270°  +  |.J 

Only  two  positions  (differing  by  180°)  are  actually  used 
for  measurements,  namely,  those  at  which  very  little  light 

^  ^ 

penetrates   (angles    90°    +    -~,  and   270°   +  -^  respectively; 

*  In  cheaper  forms  of  instrument  (Laurent's  half-shadow  apparatus) 
this  effect  is  produced  by  the  insertion  of  a  semi-circular  quartz  plate  of 
definite  thickness,  which  covers  half  the  field  of  vision.  The  thickness  of 
the  plate  must  be  such  that  the  phase  of  transmitted  sodium  light  is 
altered  by  a  half- wave  length.  Such  an  apparatus  consequently  can  only 
be  used  for  one  kind  of  light ;  even  for  this  it  is  less  trustworthy  than 
Lippich's  form. 

T  The  amplitude  of  the  penetrating  rays  is  proportional  to  sin  5,  and, 
therefore,  the  intensity  to  sin  2  5. 

J  It  is  here  presumed,  though  not  strictly  correctly,  that  the  light  inten- 
sities in  both  halves  of  the  field  of  vision  are  equal.  In  reality  the  small 
Nicol  absorbs  and  reflects  a  little  light. 


FIG.  28. 
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position  II.  in   the   figure ;    position  of  equal-shadow).     The 
illumination  of  the  two  halves  of  the  field  of  vision  is  proper- 

% 

tional  to  sin2  ^. 

SB 

In  these  positions  very  little  rotation  is  necessary  to  make 
either  the  one  or  the  other  half  of  the  field  of  vision  quite 
dark.  And  since  this  depends  on  the  value  of  fi,  the  smaller 
b  is  taken,  the  smaller  will  this  rotation  become.  But  at  the 
same  time  the  total  illumination  is  decreased,  and  the  position 
of  equal  shadow  is  much  more  difficult  to  determine.  Hence 
to  perceive  such  small  differences  the  source  of  light  must  be 
as  intense  as  possible  (but  strictly  homogeneous).  Consequently 
the  accuracy  of  measurement  increases  the  smaller  the  angle 
6,  and  the  greater  the  light  intensity. 

A  more  accurate  instrument  contains  two  equal  small  Nicols 
(instead  of  one)  placed  next  to  the  polariser,  so  that  a  com- 
parison field  is  obtained  on  each  side  of  the  unscreened  portion 
{third- shadow  apparatus] . 

The  position  of  equal  shadow  is  obtained  in  the  following 
manner :  the  analyser  is  always  provided  with  a  lever,  or  a 
toothed-wheel  movement ;  it  is  by  that  means  rotated  quickly 
backwards  and  forwards  about  a  smaller  and  smaller  angle  on 
either  side  of  the  exact  position.  In  this*  way  a  vertical 
shadow  appears  to  pass  across  the  field  of  vision.  The  position 
is  taken  where  the  shadow7  seems  to  pass  the  dividing  line  of 
the  two  halves ;  it  is  necessary  to  take  care,  however,  that  it 
is  approached  alternately  from  one  side  and  then  the  other. 
With  a  somewhat  steady  hand  guidance  by  means  of  a  single 
lever  completely  suffices,  and  the  costly  toothed-wheel  move- 
ment is  unnecessary.  If  a  tube,  with  liquid  or  solution  which 
is  to  be  examined,  is  placed  between  analyser  and  polariser, 
the  former  must  be  rotated  through  some  angle  (a)  from  its 
first  position,  and  adjusted  in  the  same  way  for  equal  shadow 
of  the  whole  field  of  vision.  This  angle  a  is  measured.  Equal 
darkness  is  only  attained  with  perfectly  homogeneous  light. 

As  has  been  stated,  the  size  of  the  angle  a  depends  on  the 
particular  rotation  of  the  active  substance,  its  density  (d),  the 
thickness  of  layer  through  which  the  light  passes  (I),  the  tem- 
perature (0  and  the  wave-length  of  the  light  employed; 
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moreover,  in  the  case  of  solutions,  it  depends  on  the  concen- 
tration of  the  solution,  on  the  solvent,  and  occasionally  also 
on  impurities  in  the  solution.  If  the  specific  rotation  [a]  is 
calculated,  the  measurement  is  rendered  independent  of  several 
of  the  variables  ;  [a]  is  denned  as  the  rotation  which  results 
when  one  cubic  centimetre  of  liquid  contains  one  gram  of 
active  substance,  and  the  rays  of  light  pass  through  a  column 
of  this  liquid  10  centimetres  in  length.  If  sodium  light  is 
employed,  and  the  temperature  of  measurement  is  /°,  then 
for  homogeneous  liquids, 


•  I'd9 

where  I  is  measured  in  decimetres.  In  the  case  of  a  solution 
containing  p  per  cent,  of  active  substance  by  weight,  its  con- 
centration c,  the  number  of  grams  per  100  c.c.  of  solution, 
is  equal  to  pd,  and 

r  -,«  100  a  100  a 

[a]     =  -j or  —     — j. 

I  '  c         I  *  p  *  d 

If  [a]^  is  known,  p  or  c  can  be  calculated  from  a  measure- 
ment of  the  angle  a  (polarimetric  analysis). 

For  cane  sugar  the  specific  rotation  for  sodium  light  [o]Dis 
almost  independent  of  both  temperature  and  concentration. 
A  rise  of  temperature  of  1°  lowers  [a]  by  about  ¥^7o  onty- 
The  relation  for  solutions  containing  up  to  about  25  per  cent, 
of  cane  sugar  can  be  represented  by  the  shortened  formula 
[o]?  =  66-39°  +  0-015  p  —  0'0004  p2.  If  [a]*  =  66'5°  is 
the  value  taken,  the  error  for  a  from  5  to  25  per  cent,  solution 
is  less  than  0*2  per  cent,  of  the  value,  and  is  in  consequence 
less  than  the  error  of  experiment.  The  formula  is  obtained  : — 
_  100  a  __  1-504  a  9 

if  the  tube  of  usual  length  (2  decimetres)  is  used,  c  =  0'752  a. 
If  p  is  to  be  calculated,  we  can  write  at  20° 

d  =  0-9983  +  0-00289  a, 
so  that 

0-752  a 


P  = 


0-9983  +  0-00289  a' 
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and  so  finally,  for  small  values  of  a  (up  to  about  a  =  15°) 
p  =  0'752  a  (1-0017  —  0'0028  a). 

As  counterpart  to  cane  sugar  a  mixture  of  glucose  and 
fructose  can  be  employed,  arising  from  the  action  of  acids  on 
cane  sugar.  In  this  case  [a]  varies  considerably  both  for 
concentration  and  temperature.  The  following  formulae  have 
been  deduced  :  —  ' 

[a]£  =  -  19-66°  -  0-036  c  and  [a]2D°  =  -  19'63°  -  0'05  p. 

Between  0°  and  30° 

.  M'D  =  MB  +  0-304  (t  -  20)  + 


Here  the  values  of  [a]  are  calculated  absolutely.  The 
laevo-rotation  decreases  with  rise  of  temperature. 

A  temperature  measurement  is  therefore  necessary  for  invert 
sugar.  [o]D  alters  per  degree  rather  more  than  1*5  per  cent. 
Larger  tables  of  values  are  found  in  Landolt's  book,  Die 
optische  Drehungsvermogen,  2nd  edit.,  Brunswick,  1898,  and 
also  in  Landolt-Bornstein. 


Special  Directions  for  Measurement. 

The  liquid  is  contained  in  a  tube  of  definite  length  (in  most 
cases  20  cm.).  The  ends  are  ground,  and  a  screw  thread  of 
brass  is  cemented 
externally  to  each. 
They  are  closed  by 
plates  of  glass  with 

parallel    sides,    which  , 

are  screwed  on  by 
means  of  a  brass  cap; 
a  rubber  ring  acts  as  -FlG*  29' 

protection  and  renders  the  tubes  liquid-tight.  The  ends  must 
not  be  screwed  on  so  tightly  that  the  glass  plates  become 
strained,  since  under  great  pressure  glass  becomes  doubly 
refracting  and  an  exact  measurement  is  rendered  impossible. 
No  air  bubbles  must  be  permitted  between  the  plates.  The 
most  suitable  form  is  that  shown  in  Fig.  29.  The  funnel- 
shaped  orifice  allows  the  tube  to  be  filled,  and  emptied.  A 
thermometer  can  also  be  inserted  in  it. 
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For  accurate  measurements  at  a  definite  constant  tempera- 
ture, the  glass  vessel  is  surrounded  by  a  metal  jacket  resem- 
bling a  Liebig's  condenser.  Water  at  constant  temperature 
passes  through  the  jacket  from  a  cistern  or  thermostat. 

After  a  measurement  is  completed  the  solution  is  immediately 
poured  out,  and  the  caps  unscrewed.  Tube,  caps,  glass  plates, 
and  small  rubber  disks  are  washed  with  distilled  water  and 
dried. 

Every  apparatus  contains,  besides  the  tube  and  its  fittings, 
a  system  of  lenses  and  prisms  which  is  shown  schematically 
in  Fig.  30. 

Light  from  the  lamp,  or  source  of  light,  L*  passes  through 
a  circular  opening  B,  a  lens  Lr,  the  polariser  P,  in  part  through 


IH 


FIG.  30. 


tj^> 


the  adjacent  small  Nicols,  and  then  through  a  second  opening 
B'  ;  thence  it  passes  through  the  measuring  tube  R,  or  through 
the  corresponding  air  space.  The  lens  L  projects  an  image 
of  the  lamp  through  a  third  opening  B",  behind  which  is  the 
rotating  analyser,  firmly  connected  to  two  verniers,  as  well  as 
a  small  telescope  T.  The  scale  S,  over  which  the  verniers 
move,  remains  fixed.  The  telescope  is  focussed  accurately 
on  the  slit  Br,  so  that  at  positions  of  different  brightness  the 
parts  of  the  field  of  vision  are  separated  by  division  lines,  as 
though  they  had  been  drawn  with  a  pen.  Since  the  solution 
must  refract  light  more  strongly  than  air,  the  eye-piece  is 
focussed  quite  independently  in  the  two  cases. 

H  is  a  handle  by  the  rotation  of  which  the  angle  §  (see  p.  84) 
between  the   oscillation  directions   of  the  polariser  and  the 

*  The  light  should  be  passed  through  a  solution  of  potassium  bichromate 
(see  p.  70). 
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small  Nicol  (or  Nicols)  can  be  altered.  This  is  never  done 
during  a  measurement.  With  a  turbid  or  coloured  solution  6 
must  be  made  large  for  both  the  zero-point  determination  and 
the  actual  measurement,  since  otherwise  the  intensity  of  the 
light  is  reduced  to  such  an  extent  that  the  measurement  is  in- 
exact, and  the  eye  is  strained.  Each  displacement  of  5  alters 
the  position  of  equal  shadow  of  the  apparatus,  which,  as  a 

Qv 

matter  of  fact,  deviates  -^  from  the  true  zero  position,  where 

a 

the  planes  of  the  analyser  and  polariser  are  at  right  angles  to 
one  another. 

In  exact  determinations,  the  zero-point  of  the  apparatus 
should  be  measured  before  and  after  the  measurement  with 
the  solution. 

If  possible  the  work  should  be  carried  out  in  a  dark  room  \ 
in  order  to  take  the  reading  a  small  pocket  electric  lamp  is 
convenient. 

Exercise. — Prepare  a  15 — 20  per  cent,  solution  of  very  pure 
cane  sugar  (weighing  to  0*1  per  cent.).  Examine  this  in 
Na-light  at  20°,  and  calculate  the  sugar-content  by  weight  or 
by  volume  (in  whichever  way  the  solution  has  been  made  up). 

If  there  is  ground  for  suspicion  that  the  solution  contains  a 
second  active  substance,  besides  cane  sugar,  polarimetric 
analysis  can  be  applied  to  the  mixture.  The  second  value, 
necessary  for  the  determination  of  two  unknown  quantities,  is 
obtained  by  measuring  the  rotation  after  the  cane  sugar  has 
been  converted  into  invert  sugar  by  heating  it  with  a  few  cubic 
centimetres  of  concentrated  hydrochloric  acid.  At  20°  [a]D  is 
+  66*5°  for  an  approximately  15  per  cent,  solution  before 
inversion ;  afterwards  it  is  —  20'4  to  —  20*5°  (see  p.  86).  Per 
decimetre  thickness  of  layer,  and  per  1  per  cent,  cane  sugar, 
the  rotation  changes  0*870°.  From  the  actual  change  observed 
the  cane  sugar  content  is  calculated,  and  the  corresponding 
rotation  subtracted  from  the  actual  initial  rotation.  The 
excess  corresponds  to  the  rotation  of  the  impurity.  If  in 
inverting  the  sugar  the  solution  is  diluted,  as  by  the  addition 
of  10  c.c.  HC1  to  100  c.c.  solution,  heating,  cooling  to  20°, 
and  again  making  up  the  total  volume  to  110  c.c.;  the 
dilution  must  be  taken  into  consideration  in  making  the 
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calculation,  in  this  case  by  multiplying  the  angle  of  rotation 
by  1-1. 

Exercise.  —  Take  a  grape-sugar  solution  of  known  strength 
and  determine  its  specific  rotation  ;  add  1  c.c.  to  50  c.c.  of  the 
sugar  solution  already  employed,  and  calculate  the  rotation  of 
the  addition  by  the  method  just  indicated.  Compare  the 
values  found  in  the  two  cases. 

The  unaltered  cane  sugar  solution  is  used  to  determine  the 
inversion  velocity  (see  p.  106).  In  order  to  prevent  decomposi- 
tion a  few  drops  of  chloroform,  camphor,  or  thymol  are  added. 

Light  absorption.  —  The  Spectro-photometer. 

Every  coloured  substance  absorbs  light  in  certain  definite 
regions  of  the  spectrum.  The  degree  of  absorption  is  charac- 
terised by  the  magnitude  of  the  extinction-  coefficient  E,  a 
characteristic  constant  for  every  substance  and  for  every  part 
of  the  spectrum.  It  is  independent  of  the  thickness  of  layer 
of  the  solution  8,  and  its  concentration  c. 

If  the  light  which  falls  on  a  layer  of  solution  has  the 
intensity  /o,  that  passing  out  will  be 

I  =  I0e-*E°, 

since  in  every  infinitely  thin  layer  an  absorption  takes  place 
proportional  to  the  thickness  and  the  particular  intensity  at 
that  layer  (a  kind  of  negative  compound  interest). 

It  follows  that  E  =  -r-  In  -°,  or  if  for  the  sake  of  conveni- 
co        1 

ence  the  calculation  is  made  with  logarithm  to  the  base  10, 


if  the  specific  extinction  co-efficient  E'  has  been  determined 
(for  5  =  1,  and  c  =  1)  and   the   value  of  log  -j-  has   been 

measured  for  another  solution  of  unknown  concentration  xf 
and  thickness  of  layer  8,  then 

c  =  -^r-  log  -~  (spectrophotometric  analysis). 

The  absorption  of  the  two  solutions  can  be  found  by  direct 
comparison  with  a  definite  intensity  of  light  from  the  same 


THE  DETERMINATION  OF  OPTICAL  CONSTANTS 


91 


source.  It  is  always  more  convenient,  however,  to  compare 
two  layers  of  the  same  solution  of  different  thicknesses. 
Schulz  's  trough  (Fig.  31)  can  be  used  for  this  purpose,  a  glass 
vessel  with  flat  sides  parallel  to  each  other,  of  about  11  mm. 
internal  width.  The  interior  is  divided  into  two  unequally 
thick  layers  by  a  10  mm.  thick  glass  parallelepiped.  In  using 
this  vessel  the  loss  of  light  by  reflection  from  the  sides  need  not 
be  taken  into  consideration.  The  observed  diminution  of  light 
will  be  produced  wholly  by  a  layer  of  liquid  of  the  same  thick- 
ness as  the  glass  block  (6).  If,  as  is  usually  the  case,  6  =  1 
cm.,  and  c  =  one  gram  per  litre,  then  E  is 
simply 


FIG.  31. 


j-  is  measured  by  making  the  two  inten- 

sities equal  ;  to  do  this  the  stronger  is 
diminished  by  a  measured  amount.  The 
Schulz's  trough  is  placed  in  front  of  the 
horizontal  slit  of  a  spectrum  apparatus, 
with  the  upper  surface  of  the  glass  paral- 
lelepiped level  with  the  middle  of  the  slit.  The  light  which 
enters  through  the  lower  half  of  the  slit  has  only  passed  through 
1  mm.  of  liquid  ;  it  is  diminished  until  equal  with  the  other, 
either  by  diminishing  the  width  of  the  lower  half  of  the  slit 
or,  preferably,  polarimetrically.  This  is  brought  about  most 
simply  if  the  light  which  enters  through  the  whole  slit  is 
allowed  previously  to  traverse  a  polarising  calc-spar  prism, 
and  a  small  Nicol,  whose  rotation  can  be  measured,  is  placed 
behind  the  lower  half.  If  two  Nicols  are  used,  and  their 
polarisation  directions  are  inclined  at  an  angle  a,  i.e.,  the 
small  Nicol  has  been  rotated  through  that  angle,  then  it  only 
permits  a  fraction  of  the  light  to  pass  proportional  to  cos2  a 
(*ee  p.  84)  ;  here,  again,  secondary  loss  has  not  been  taken 

into  account.     In  this  case  (Hiifner's  Photometer)  -j  =  cos2  a. 

Glan's  Photometer  is  a  more  complex  apparatus,  but  gives  more 
exact  results  (see  Fig.  32). 

The  light  emitted  from  the  lamp  (an  incandescent  burner, 
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covered  with  a  white  glass  shade,  is  preferable,  or  a  lens  placed 
at  focal  distance)  passes  through  the  horizontal  slit  in  the 
collimator  tube,  in  which  are  fixed  in  order  a  lens,  an  immov- 
able Wollaston  double  prism,  and  a  rotating  Nicol,  which  com- 
pletely fills  the  width  of  the  tube.  To  the  Nicol  is  joined  a 
vernier,  which  moves  over  a  fixed  circular  scale.  The  double 
prism  projects  two  images  from  each  half  of  the  slit  (acting 
in  the  same  way  as  natural  double  spar),  and  these  are 
polarised  vertically  to  each  other;  the  images  lie  further  apart 
than  would  be  the  case  with  a  natural  calc-spar  prism.  The 
four  slit  images,  after  passing  through  the  Nicol,  are  split  up 
into  the  corresponding  spectra  by  the  large  prism,  which  has 


\Handle 
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FIG.  32. 


a  strong  dispersion— and  then  pass  into  the  telescope.  There 
the  two  external  spectra  are  screened,  so  that  there  only  remain 
two  spectra  polarised  at  right  angles  to  each  other,  and  from 
different  halves  of  the  slit.  They  cut  each  other  at  a  small 
angle.  By  adjusting  the  collimator  and  the  observation  tube, 
the  point  of  section  can  be  set  at  any  desired  part  of  the 
spectrum ;  thus  two  images  from  a  suitable  part  of  the 
spectrum  for  the  experiment  can  be  made  to  cross  each  other 
directly  by  means  of  the  eye-piece  adjustment.  If  the  Nicol 
is  rotated  round  90°,  first  one  and  then  the  other  slit  image 
will  be  darkened  completely,  so  that  a  position  of  the  Nicol 
is  obtained  for  every  value  of  J0  and  /,  for  which  the  two  slit 
images  have  equal  intensity,  in  which  position  no  separating 
line  is  visible  (reading  a). 

The  brightness  of  the  one  field  of  vision  is  losin*  a,  of  the  other 
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T        o  u  ^o          cos2  a  1 

I  cos2  a,  whence  -=-  =  —r-s —  =  -— « — .     In   making   exact 
I          sin2  a         tan2   a 

measurements  losses  through  the  different  reflections  and 
absorptions  must  be  considered  in  the  calculation.  If  these 
are  in  the  ratio  of  a  :  «o  for  the  two  rays,  then  at  the  position 
of  equal  brightness  : 

Jo  #o  sin2a  =  I  a  cos2a ;  -^  =  —    — -. —  =  k 5 — . 

1         «o  tan*  a  tan*  a 

k  is  determined  by  lighting  both  halves  of  the  slit  equally 
strongly,  finding  the  position  of  maximum  darkness  for  the 
lower  slit  (ai)  and  the  position  of  equal  brightness  (a2). 
Theoretically  a2  —  ai  =  45°  (k  —  1)  .  k  is  equal  to  tan2 
(«2  —  «i). 

For  this  purpose  a  yellow-green  light  is  best,  although, 
strictly  speaking,  k  varies  slightly  from  colour  to  colour. 

Exercise. — An  equivalent  normal  copper  sulphate  solution 
is  taken,  and  10  c.c.  transferred  to  a  Schulz's  trough.  By 
adjusting  the  eye-piece  the  whole  of  the  absorption  spectrum 
is  examined,  and  a  suitable  portion  found  within  which  to 
determine  the  molecular  extinction  coefficient.  As  zero 
position  the  angle  is  taken  at  which  the  lower  field  of  vision 
appears  quite  dark  (ai).  The  solution  is  diluted  step  by  step 
by  pipetting  out  5  c.c.  of  solution  and  replacing  them  with 
5  c.c.  of  water.  The  student  should  convince  himself  of  the 
constancy  of  the  molecular  extinction  coefficient. 

Finally  a  copper  sulphate  solution  of  unknown  strength  is 
analysed  spectrophotometrically. 

Such  organic  solutions  as  methyl  violet  give  sharp  absorp- 
tion bands,  which  can  be  traced  through  widely  different 
dilutions. 


CHAPTER   VI 

THE    THERMOSTAT 

CHEMICAL  and  physical  properties  are  frequently  altered 
considerably  under  the  influence  of  temperature.  In  such 
cases  measurement  of  these  properties  must  be  carried  out  at 
a  definite  temperature.  It  suffices  sometimes  to  observe 
exactly  the  temperature  at  which  a  particular  measurement  is 
made.  Examples  are  afforded  by  the  series  of  optical  experi- 
ments given  in  the  last  chapter.  More  frequently,  it  is 
desirable  to  maintain  a  definite  selected  temperature  ;  this  is 
especially  the  case  in  the  measurement  of  densities  and 
conductivities,  etc.,  and  in  the  phenomena  of  catalysis  dealt 
with  in  the  next  chapter. 

A  particular  temperature  can  be  maintained  in  two  ways. 
The  first  depends  on  fusion  or  evaporation  of  some  convenient 
substance,  since  such  changes  always  take  place  at  a  definite 
temperature.  The  chief  example  of  this  principle  is  the 
production  of  zero  temperature  by  a  mixture  of  ice  and  water. 
The  vessel  which  contains  the  substance  to  be  cooled  to  0°  is 
immersed  as  much  as  possible  in  a  bath  of  finely  powdered 
ice  ;  enough  distilled  water  is  added  to  thoroughly  moisten 
the  ice.  If  the  temperature  has  to  be  kept  constant  for  a 
considerable  time,  some  device  must  be  adopted  for  draining 
away  the  water  formed,  and  replacing  it  with  more  pow- 
dered ice. 

In  most  cases,  however,  the  temperature  is  maintained 
automatically ;  a  bath  is  prepared  at  the  particular  tempera- 
ture desired,  and  enough  heat  is  added  to  maintain  that 
temperature  if  it  is  above  that  of  the  surroundings,  or  is  taken 
away  if  the  temperature  is  lower  than  that  of  the  surroundings. 
Only  the  first  case  is  considered  here.  The  liquid  used  in  the 
thermostat  is  almost  invariably  water. 
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A  rough  thermostat  can  be  constructed  easily,  which  with  care- 
ful adjustment  will  give  a  temperature  constant  to  one- tenth 
of  a  degree  for  several  hours.  Such  an  arrangement  is  sketched 
in  Fig.  33.  The  bath  itself  is  conveniently  a  circular  tinned 
iron  vessel,  such  as  is  frequently  used  for  domestic  purposes. 
It  is  almost  completely  filled  with  water,  which  is  heated  best 
by  a  luminous  gas  flame,  allowed  to  play  directly  on  the  bottom 
of  the  vessel.  The  gas  flame  must  be  carefully  screened  from 
draughts.  This  is  done  conveniently  by  surrounding  it  with 


Gas 


From  Gas  Supply 


To  Burner 
* 


FIG.  33«. 


FIG.  33. 

bricks,  which  at  the  same  time  serve  to  support  the  thermostat. 
The  gas  before  reaching  the  burner  passes  through  a  part  of 
the  regulator.  Many  regulators  have  been  devised ;  that 
shown  can  be  prepared  easily  by  a  student  with  a  slight 
knowledge  of  glass  blowing. 

It  consists  of  a  glass  tube  A,  four  or  five  inches  in  length, 
and  an  inch  in  diameter  (the  size  varies  with  the  size  of  the 
thermostat),  closed  at  one  end,  joined  at  the  other  to  a  thin 
glass  tube  which  connects  it  with  the  glass  U-tube  B  (shown 
enlarged  in  Fig.  33a.)  The  bend  of  the  U-tube  contains 
mercury.  The  side  nearest  the  tube  connecting  to  A  carries 
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a  tap  and  a  funnel  (7,  the  other  side  is  enlarged  slightly,  as  at 
Z>,  and  closed  by  a  tight-fitting  cork,  through  which  passes  a 
glass  tube,  elongated  to  E,  and  barely  touching  the  surface 
of  the  mercury.  Its  upper  end  branches  into  two  parts, 
one  connected  with  a  gas  supply,  the  other  joined  by  a  piece 
of  rubber  tubing  to  a  branch  from  the  U-tube,  similarly 
divided  at  G.  This  rubber  tube  can  be  closed,  or  almost 
closed,  by  the  screw-clip  H.  The  tube  K  is  joined  by  a  stout 
rubber  tube  to  the  lead  tube  leading  to  the  burner.  The 
rubber  tube  must  be  wired  securely. 

A,  the  connecting  tube,  the  half  of  the  U-tube  and  the 
reservoir  C,  can  be  filled  with  toluene,  a  liquid  which  possesses 
a  large  coefficient  of  expansion.  More  conveniently,  A  is 
filled  completely  with  chloroform,  the  connection  tube  and  C 
with  water,  which  of  course  remains  above  the  surface  of  the 
chloroform.  All  air  bubbles  must  be  carefully  displaced.  To 
use  the  apparatus,  the  thermostat  is  first  filled  with  water  at 
just  above  the  desired  temperature  (say  25°).  The  tap  in  the 
U-tube  is  open,  and  water  is  added  to  or  removed  from  the 
reservoir  as  necessary,  until  finally,  when  the  chloroform  is  in 
equilibrium  with  the  water  in  the  bath,  C  should  be  half  filled 
with  water  ;  the  tap  is  then  closed.  Under  these  conditions 
the  weight  of  water  above  the  mercury  will  force  it  round 
until  it  just  touches  the  inserted  glass  tube  at  C,  completely 
preventing  passage  of  gas  through  it.  The  clip  H  is  then 
screwed  up  to  such  an  extent  that  the  gas  jet  is  only  just 
alight  (it must  be  kept  sufficiently  large,  however,  to  prevent  any 
risk  that  the  flame  be  blown  out  by  draughts).  If  possible 
this  adjustment  should  be  made  when  the  temperature  is 
about  a  tenth  of  a  degree  above  25°.  As  the  temperature 
falls,  the  chloroform  contracts,  with  the  result  that  the  mercury 
in  the  U-tube  is  pulled  round  until  the  opening  of  the  inner 
tube  at  E  is  exposed.  This  immediately  allows  a  larger 
supply  of  gas  to  pass,  heating  takes  place,  the  chloroform 
expands  and  pushes  the  mercury  over,  and  the  extra  gas 
supply  is  again  cut  off.  If  the  temperature  becomes  constant 
slightly  below  25°,  the  inserted  tube  must  be  raised  somewhat 
(at  D) ;  if  above  25°,  then  this  tube  must  be  pushed  further 
through  the  cork.  If  the  flame  can  be  made  sufficiently  small 
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when  the  extra  gas  supply  is  cut  off,  and  large  when  it 
is  on,  a  very  constant  temperature  results.  The  tap  on  the 
U-tube  can  be  replaced  by  a  second  piece  of  rubber  tubing 
with  clip. 

To  alter  the  bath  to  a  new  temperature,  both  tap  and  clip 
of  the  U-tube  must  be  opened,  the  temperature  of  the  bath 
roughly  adjusted  by  the  addition  of  hot  or  cold  water 
to  a  shade  above  that  required,  as  in  the  first  instance, 
and  the  adjustment  made  as  usual.  If  temperatures  above 
50°  are  required,  the  surface  of  the  water  in  the  bath 
must  be  covered  with  a  layer  of  paraffin,  to  prevent  too  rapid 
evaporation. 

Apparatus  for  Stirring. — To  keep  the  bath  constant  through- 
out its  bulk  not  only  must  the  regulating  apparatus  be 
adjusted  carefully,  but  the  water  in  the  bath  must  be  stirred 
thoroughly.  This  can  be  effected  conveniently  by  some  such 
arrangement  as  that  shown  in  the  figure.  It  consists  of  two 
flat  rods  of  metal  L,  arranged  vertically  and  diametrically 
opposite,  the  tops  of  which  are  screwed  tightly  into  the  top  of 
the  thermostat  vessel.  They  support  a  third  metal  rod  M, 
of  square  section,  placed  horizontally,  which  can  rotate 
freely  round  its  axis.  It  carries  at  one  end  a  pulley 
wheel  N,  which  is  connected  by  catgut  with  a  similar 
wheel  P  fixed  above  the  surlace  of  the  water,  and  moving 
on  the  same  axle  as  a  third  wheel  outside  the  thermostat. 
This  is  connected  by  a  band  of  soft  string  or  catgut  with 
a  source  of  energy.  Hot-air  engines  are  very  convenient 
for  this  purpose,  and  water  turbines  can  also  be  used. 
However,  electric  lighting  is  common  in  physical-chemical 
laboratories,  and  by  far  the  most  convenient  method  is  through 
a  small  motor,  driven  directly  from  the  main  supply. 

The  horizontal  bar  carries  two  or  more  vanes  Q,  which  when 
caused  to  rotate  by  the  means  described,  rapidly  agitate  the 
water  of  the  bath,  until  its  temperature- is  constant  throughout. 
The  bar  can  also  be  fitted  with  clips  R,  into  which  can 
be  fixed  closed  vessels,  containing  substances  which  it  is 
desirable  to  rotate  in  the  thermostat,  in  order  more  quickly 
to  bring  about  temperature  equilibrium,  or  for  some  other 
reason. 

E.P.C.  H 
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Experiment.     The  Measurement  of  Solubility. 

Regulate  the  thermostat  at  20°.  See  that  it  remains  con- 
stant to  a  tenth  of  a  degree  for  at  least  an  hour.  Use  for  this 
purpose  a  good  thermometer,  graduated  to  tenths,  which 
should  be  compared  previously  with  a  standard  thermometer, 
or  its  zero  point  tested  by  placing  it  in  a  mixture  of  ice  and 
water  (cp.  p.  94). 

The  two  solubilities  most  commonly  measured  are  those  of  gases,  or 
solids,  in  liquids ;  a  liquid  is  said  to  be  saturated  with  respect  to  a  gas  or 
solid  when  it  will  dissolve  no  more  of  it.  In  order  that  saturation  may  be 
certain,  excess  of  the  substance  which  is  dissolving  must  always  be  present, 
and  in  order  to  facilitate  this  state  of  equilibrium  between  solvent  and 
dissolved  substance,  the  two  phases  must  be  brought  into  contact  with 
each  other  as  much  as  possible,  by  vigorous  shaking,  and  by  employing 
solids  in  the  state  of  fine  powder.  Only  the  case  of  solids  is  here  dealt 
with.  To  obtain  accurate  results  it  is  essential  that  the  measurements 
are  carried  out  in  a  thermostat,  since  the  solubility  of  most  substances 
varies  largely  with  temperature. 

While  the  thermostat  is  being  tested,  in  order  to  see  that 
the  temperature  adjustment  is  correct,  take  two  stout  test 
tubes  (short,  flat-bottomed  specimen  tubes  are  recommended), 
and  fit  them  with  tight-fitting  indiarubber  corks. 

Powder  finely  in  different  mortars  sodium  chloride  and 
oxalic  acid.  Einse  out  the  two  tubes  carefully  with  distilled 
water,  and  transfer  several  grams  of  each  solid  to  one  of  the 
tubes.  Then  fill  them  about  two-thirds  full  of  distilled  water 
(the  tubes  must  be  etched  or  distinguished  in  some  way), 
tightly  cork  them,  and,  if  the  thermostat  is  in  good  order,  fix 
them  in  the  clips  in  the  horizontal  bar.  Observe  them  from 
time  to  time  to  see  that  excess  of  solid  remains  (if  all  the 
solid  dissolves,  the  tubes  must  be  removed,  dried,  opened 
and  more  solid  added,  and  replaced  in  the  thermostat.  They 
should  rotate  for  at  least  an  hour  without  further  addition  of 
solid,  and  in  presence  of  excess.  Then  remove  them  from  the 
clips  and  fix  them  in  a  wire  cage  or  some  similar  arrangement 
with  the  corks  just  above  the  surface  of  the  water.  There  they 
should  be  allowed  to  remain  ten  minutes  or  a  quarter  of  an 
hour,  until  the  excess  solid  has  in  great  part  sunk  to  the 
bottom. 

Meanwhile  dry  and  weigh  a  stoppered  flask,  also  a  small 
porcelain  crucible  contained  in  a  stoppered  flat-bottomed 
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weighing  vessel.  Take  two  2  c.c.  pipettes,  dry  them  and 
cover  their  nozzles  with  filter  paper.  Next  open  the  tube 
containing  oxalic  acid,  insert  a  pipette  just  below  the  surface 
of  the  liquid,  pipette  out  1 — 2  c.c.  of  liquid,  remove  the 
filter  cap  (which  has  kept  back  any  floating  solid)  and  transfer 
the  liquid  to  the  stoppered  flask,  which  must  be  immediately 
closed.  In  the  same  way  transfer  a  similar  quantity  of 
sodium  chloride  solution  to  the  crucible ;  the  containing 
weighing  vessel  must  also  be  closed  at  once.  Weigh  both 
vessels.  The  amounts  of  solution  are  thus  found. 

Take  out  the  crucible  containing  sodium  chloride  and 
evaporate  it  to  dryness  over  a  water  bath.  Finally  heat  it 
to  a  slightly  higher  temperature,  and  allow  it  to  cool  inside 
the  weighing  vessel.  Again  weigh ;  the  amount  of  solute  is 
thus  found.  If  the  solute  weigh  x  grams,  and  the  solution  y 
grams,  then  the  number  of  grams  of  solute  to  100  grams  of 

solvent  will  be .     In  order  to  find  the  number  of  gram 

y  "  x 

molecules  of  solute  per  100  gram  molecules  of  solvent  it  is 
necessary  to  divide  by  the  respective  molecular  weights.  If 
these  are  X  for  the  solute,  Z  for  the  solvent,  then  this 
quantity  will  be 

100  xZ 

(y  -  x)  r 

Titrate  the  oxalic  acid  solution  with  standard  baryta  solu- 
tion, using  phenolphthalein  as  indicator.  Calculate  the 
amount  of  oxalic  acid  in  100  grams  of  solution,  and  then 
determine  the  number  of  grams  per  100  gram  solvent,  and  the 
number  of  gram  molecules  per  100  gram  molecules  of  solvent. 

Kepeat  each  solubility  determination.  The  agreement 
should  be  well  within  1  per  cent.  Adjust  the  thermostat  to 
25°,  and  finally  to  30°,  making  solubility  determinations  at 
each  temperature. 

The  solubility  of  sodium  chloride  does  not  increase  much  with  rising 
temperature,  since  the  heat  of  solution  is  very  small  (see  p.  57).  The 
heat  of  solution  of  oxalic  acid  is  greater,  and  its  increase  of  solubility 
with  rising  temperature  is  marked. 

If  pure  alcohol  is  used  as  solvent,  or  any  other  liquid  which  appreciably 
dissolves  india-rubber,  the  glass  tubes  must  be  replaced  by  small,  stout 
glass  bottles,  with  ground  glass  stoppers,  which  are  tightly  fixed  by  means 
of  stout  rubber  bands. 

H  2 


CHAPTER  VII 

CHEMICAL    STATICS    AND    DYNAMICS 

CHEMICAL  statics  and  kinetics,  the  theory  of  equilibrium 
and  the  way  in  which  equilibrium  becomes  established,  are 
based  on  the  law  of  mass  action.  If  four  substances  react 
.according  to  the  scheme  A  +  B  ^  C  +  D,  i.e.,  if  the 
reaction  is  reversible,  then,  according  to  the  law,  when  a  state 
of  equilibrium  is  attained, 

Concentration  of  A  X  concentration  of  B 
Concentration  of  C  X  concentration  of  D  ~ 

=  constant- 


The  velocity  V  by  which  this  equilibrium  is  attained,  the 
velocity  of  reaction,  is  equal  to  the  difference  of  the  velocities 
of  the  two  oppositely  directed  reactions  v  and  v.'  This  of 
course  is 

V=r-v'  =  k[A']  [J3]  -  k'  [C]   [£>]. 

For   equilibrium    V  =  o,   and   the   formula    becomes   that 
already  given. 

Where  a  binary  electrolyte  dissociates,  the  equation  of  the 
reaction  is  : 

Molecule  =  Cation  +  Anion. 

Since,  however,  the  concentration  of  both  ions  is  equal,  it  is 
possible  to  write 

(Concentration  of  ions)2 

—  const. 


Concentration  of  undissociated  part 

=  the  constant  of  dissociation ; 
(for  the  measurement  of  this  see  p.  137). 

The  concentration  of  a  dissolved  substance  is  reckoned  in 
number  of  molecules  of  the  substance  per  litre  of  solution  ; 
for  a  gas,  its  partial  pressure  is  taken.  If  only  a  single  mole- 
cule reacts,  and  the  reaction  proceeds  practically  in  one 
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direction  alone  (transformation,  or  decomposition),  the  velocity 
of  the  monomolecular  reaction  is 

»  =  *  [A], 

and  is  therefore  proportional  at  any  time  to  the  amount  not 
transformed,  or  undecomposed  at  that  time. 

If  the  amount  at  initial  time  (t  =  o)  is  a,  and  at  time  t  is 

,,  dx       ,  ,  . 

a  —  x,  then  —  =  k  (a  —  x). 

ctt 

By  integration          k  =  —  In  - 


t        a  —  x 

If  two  molecules  react  (a  bimolecular  reaction),  and  if  the 
substances  are  initially  in  molecular  proportions,  then 

dx       ,  2  1         x 

—  =  k  (a  —  x)*,  and  k  =  - 


,       -    •   «•    \w  tiuj    ,    cuiau.   n    —    /  - . 

dt  t  (a  —  x)  a 

If  the  original  concentrations  are  different,  and  in  the 
ratio  a  :  b, 

$-=*(«-  *)  (6  -  x)  and  k  =  T-l         In  '^^f6. 
dt  (a  —  b}  t        (b  —  x}  a 

Eeactions  higher  than  the  second  order  occur  but  seldom. 

Qualitative  Proof  of  the  Law  of  Mass  Action. 

(a)  in  Gases. 

In  an  evacuated  and  sealed  glass  bulb  of  about  250  c.c.  capacity  are 
placed  10  grams  of  phosphorus  pentabromide ;  in  a  second  similar  bulb 
8  grams  of  the  pentabromide,  and  2  of  the  tribromide.     On  evaporation 
the  pentabromide  dissociates  according  to  the  equation — 
PBr5  •=  PBr3  +  Br2, 

fVl  {  [PBr«]  [Br2] 

so  that  [PBr5]        -  const. 

If  the  concentration  of  the  tribromide  is  increased,  as  in  the  second 
bulb,  the  concentration  of  the  bromine  must  decrease,  that  of  the  penta- 
bromide increase,  i.e.,  dissociation  is  lessened. 

Both  bulbs  are  placed  in  water  at  about  90° ;  it  is  apparent  that  the 
pentabromide  in  the  first  vessel  is  largely  dissociated,  since  it  shows  dis- 
tinctly the  colour  of  bromine  vapour  (comparable  with  a  flask  half  filled 
with  bromine  water),  while  the  colour  of  the  bromine  vapour  in  the  second 
flask  is  much  lighter  (straw  yellow). 

(b)  in  Solution. 

Dry  ligroin  is  shaken  up  with  dry  picric  acid.  The  solution  which 
results  is  nearly  colourless  (the  colour  of  the  undissociated  acid}.  Water  is 
added,  and  the  solution  again  shaken  up  ;  the  accompanying  dissociation 
of  the  acid  shows  strongly  the  yellow  colour  of  the  anion.  If  strong  hydro- 
chloric acid  is  added,  the  solution  again  becomes  colourless  (decrease 
of  dissociation,  etc.).  Addition  of  alkali  to  a  second  aqueous  solution 
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increases  the  yellow  colour,   since  the   alkali  picrate  is  more  strongly 
dissociated  than  the  picric  acid. 

Every  acidimetric  and  alkalimetric  titration  has  as  basis  the  law  of 
mass  action  (influence  on  dissociation) ;  each  case  of  hydrolysis,  etc.,  is 
based  on  the  same  law.  For  similar  cases  see  analytical  handbooks. 

Statics. 

Decrease  of  Solubility  due  to  the  Addition  of  a  Common  Ion. 

If  a  salt  is  added  to  a  saturated  solution  of  a  difficultly 
soluble  binary  electrolyte,  which  has  an  ion  in  common  with 
it,  it  follows  from  the  law  of  mass  action  that  the  dissociated 
portions  of  both  salts  must  partly  recombine.  Since  the  undis- 
sociated  part  of  the  difficultly  soluble  salt  has  a  limited  solu- 
bility, which  is  already  attained  in  a  saturated  solution,  an 
amount  of  salt  will  be  precipitated  corresponding  to  the 
decrease  in  dissociation,  i.e.,  the  solubility  becomes  less.  This 
principle  has  repeated  applications  in  quantitative  analysis. 
If  a  small  quantity  of  salt  is  added  which  has  no  ion  in 
common,  it  has  no  influence  on  the  solubility  of  the  first  ; 
neither,  practically,  has  a  substance  which  can  yield  one 
of  the  same  ions,  but  is  dissociated  only  to  a  very  slight 
extent.  The  general  formula  can  be  found  in  handbooks  of 
physical  chemistry.  Here  only  a  specially  simple  case  will 
be  discussed  and  an  approximate  experimental  proof  under- 
taken. 

Consider  two  salts,  possessing  a  common  ion,  equally 
strongly  and  nearly  completely  dissociated,  and  of  such 
dilution  that  the  law  of  mass  action  is  strictly  applicable.  In 
order  to  obtain  distinct  conditions,  the  solutions  are  mixed  in 
such  proportions  that  equal  amounts  (n)  of  the  differing  ions 
are  present,  while  in  the  pure  solution  of  the  difficultly  soluble 
salt  there  were  no  ions.  Then  according  to  the  law  of  mass 
action,  since  the  concentration  of  the  undissociated  part 
remains  unaltered,  the  constant  ion  product  is 
ii(?  =  n  (n  +  ?i) . 

The  mixed  solution  really  contains  n  ions  of  the  same  sign, 
but  2n  ions  with  opposite  sign.  Hence 

^  =  \A2  =  about  1-41  and  -  =  0'71. 
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If  a  quantity  of  the  second  salt  corresponding  to  0*7  of  the 
saturation-concentration  of  the  first  is  added  to  a  saturated 
solution  of  the  first,  equal  quantities  of  the  two  salts  will 
be  dissolved  at  their  saturation  point. 

If  dissociation  is  incomplete,  the  conditions  become  more 
complicated,  since  a  constant  amount  of  the  less  soluble  salt 
remains  undissociated,  but  the  dissociation  of  the  second  salt 
is  less  than  the  normal  value.  When  the  concentration  of 
the  two  differing  ions  is  the  same  in  the  mixed  solution,  it  is 
twice  as  great  as  in  the  pure  solutions  of  equal  ion  content. 

If  the  two  salts  are  not  dissociated  to  the  same  extent,  the 
conditions  are  less  distinct.  However,  it  is  perhaps  possible, 
without  great  error,  to  assume  equal  dissociation  in  salt 
solutions  of  equal  dilution. 

Again,  if  first  a  quantity  of  salt  with  like  cation  is  added  to 
a  saturated  solution  of  a  slightly  soluble  salt,  and  then  the 
corresponding  amount  of  a  salt  with  like  anion,  both  additions 
must  lessen  the  solubility  to  the  same  extent. 

A  convenient  quantitative  proof  of  the  theory  is  obtained 
with  silver  acetate ;  the  saturated  solution  at  20°  is  1/16  n. 
and,  according  to  Arrhenius,  is  90  per  cent,  dissociated.  To 
prepare  a  saturated  solution  the  solid  and  water  are  shaken 
together  for  two  hours  to  produce  equilibrium.  The  solution 
can  be  titrated  easily  by  Volhard's  method.  Three  convenient 
types  of  compound  for  addition  are  silver  nitrate,  sodium 
acetate,  and  acetic  acid ;  potassium  nitrate  can  be  used  as  a 
fourth  indifferent  substance  with  no  ion  in  common. 

Excess  of  salt  is  placed  in  each  of  five  flasks  (previously 
thoroughly  steamed  out  and  dried,  see  p.  12),  fitted  with  glass 
stoppers,  and  of  about  150  c.c.  capacity.  To  the  first  flask 
is  added  100  c.c.  water,  to  the  second  the  same  quantity  of 
0*046  n.  silver  nitrate  solution,  to  the  third  a  sodium  acetate 
solution,  to  the  fourth  an  acetic  acid  solution,  both  of  the  same 
concentration  as  the  silver  nitrate,  and  to  the  fifth  a  potassium 
nitrate  solution.  The  solids  can  be  weighed  out,  and  added 
in  each  case  with  100  c.c.  of  water.  Each  flask  is  warmed  in 
a  water  bath  at  about  50°,  and  shaken  occasionally,  finally 
removed,  cooled  slightly,  and  closed  with  a  tightly-fitting 
rubber  stopper.  It  is  then  rotated  for  two  hours  in  a 
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thermostat  at  20°  in  the  manner  already  described  (see  p.  102). 
The  solid  in  the  flasks  is  allowed  to  settle  as  usual,  and  an 
adequate  amount  of  solution  pipetted  out  for  titration.  (In 
this  case  the  volume  measurement  is  sufficiently  correct.) 

The  titration  shows  that  in  point  of  fact  the  silver  nitrate 
and  sodium  acetate  do  produce  the  same  decrease  in  solubility, 
whilst  the  two  other  substances  are  almost  without  effect. 
Acetic  acid  is  only  dissociated  to  the  extent  of  2  per  cent. 
at  the  concentration  of  the  experiment,  and  its  influence 
on  the  solubility  is  therefore  well  within  the  limit  of 
error. 

The  concentration  of  Ag*-  and  CH3COO'-ions  in  the 
pure  solution  is  about  0*062  x  0'9  =  0*056,  and  that  of  the 
undissociated  portion  in  consequence  about  0*006.  The  ionic 
concentration  in  the  mixed  solutions,  in  so  far  as  the  ions  are 
produced  from  silver  acetate,  is  found  when  0*006  is  subtracted 
from  the  total  concentration  (after  the  deduction  of  the 
silver  nitrate  added).  It  is  diminished  to  about  0*7  of  the 
original  value.  In  a  0*046  n.  solution  of  silver  nitrate  or 
sodium  acetate,  the  concentration  of  the  undissociated  part 
is  about  0*003,  and  hence  in  the  mixed  solution  0*006,  like  that 
of  the  undissociated  silver  acetate.  The  additions  in  point  of 
fact  give  a  value  for  the  ionic  concentration  not  far  from  0*04 

=  0*056  x  0*71,  so  that  it  actually  happens  that  ^  —  V~*± 

An  accurate  result  is  not  to  be  expected,  since  the  solutions 
employed  are  not  sufficiently  dilute  for  strict  adherence  to  the 
law  of  mass  action.  And  further,  the  additions  are  disso- 
ciated a  little  more  strongly  than  the  silver  acetate. 

A  closer  example  is  found  in  the  influence  of  solubility  in 
very  dilute  solutions  (see  later,  p.  140,  and  also  p.  161). 


The  Transition  Temperature. 

According  to  the  phase  rule,  the  degrees  of  freedom  of  a 
system  plus  the  number  of  phases,  are  equal  to  the  number 
of  components  plus  two  (P  +  F  =  C  +  2). 

It  follows  that  in  a  system  built  up  from  a  single  component, 
if  there  are  three  phases  the  degree  of  freedom  is  zero,  i.e., 
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the  three  phases  can  co-exist  once,  and  once  only,  under  the 
accompanying  conditions  of  temperature  and  pressure.  The 
same  is  true  for  two  components  and  four  phases. 

Hence,  if  the  maximum  number  of  phases  are  brought 
together  (solids  must  be  powdered  and  thoroughly  mixed)  the 
equilibrium  temperature  must  be  produced,  and  if  the  mixing 
is  maintained  it  will  remain  constant  until  one  phase  in  some 
way  disappears. 

Such  a  constant  temperature  is  used  in  thermometry,  e.g., 
0°,  the  zero-point  of  our  definition  of  temperature,  is  a  case  of 
such  an  equilibrium  (one  component  in  three  states  of  aggrega- 
tion, i.e.,  three  phases). 

Exercise. — Determine  the  two  equilibrium  temperatures  in 
the  system  Na2S04  —  HgO,  thermometrically.  The  four 
phases  at  the  first  quadruple  point  are — ice,  Glauber's  salt, 
saturated  solution,  water  vapour  (the  cryohydrate  point)  ;  at  the 
second — Glauber's  salt,  the  anhydrous  salt,  saturated  solution, 
and  water  vapour  (transition  point). 

The  student  should  convince  himself  that  the  temperature 
of  equilibrium  is  independent  of  the  amounts  of  the  components, 
so  long  as  these  amounts  are  so  large  that  all  four  phases 
co-exist. 

Remarks. — Where  a  direct  determination  of  the  transition  temperature 
is  not  possible,  on  account  of  the  slowness  of  reaction,  the  temperature 
is  found  at  which  the  saturated  solutions  of  both  modifications  become 
identical.  Any  conveniently  applied  property  of  the  solution  can  be 
employed  for  this  purpose :  concentration,  density,  refractive  index, 
vapour  pressure  (with  a  tensimeter),  conductivity,  etc.,  or,  again,  the 
perceptible  change  of  volume  is  used  as  a  criterion.  This  is  observed  in 
a  dilatometer,  an  instrument  of  the  nature  of  a  thermometer,  consisting  of 
a  reservoir  (a  glass  tube  of  £ — |  inch  diameter  and  five  or  six  inches  in 
length),  joined  to  a  capillary.  To  the  latter  a  scale  is  pasted.  The 
reservoir  is  nearly  filled  with  a  mixture  of  the  two  modifications,  moistened 
by  a  little  of  the  solution,  and  the  whole  is  filled,  by  means  of  an  exhaust 
pump,  with  an  indicator  liquid  such  as  petroleum  or  a  paraffin.  The 
idilatometer  is  then  placed  in  a  constant  temperature  bath.  Two  tempera- 
tures are  sought,  at  which  the  meniscus  in  the  capillary  changes  in 
opposite  directions,  i.e.,  at  which  the  transition  point  is  approached  from 
different  directions.  These  two  temperatures  are  then  made  to  approxi- 
mate more  and  more  closely  to  one  another,  until  finally  the  true  transition 
point  can  be  interpolated. 

However,  in  by  far  the  most  cases,  identity  methods  (especially  the 
most  accurate,  the  tensimetric),  as  well  as  dilatometer  methods,  are  too 
lengthy  and  inconvenient  for  a  practical  course. 
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Kinetics. 

Inversion  Velocity  of  Cane  Sugar. 

Under  the  catalytic  influence  of  hydrogen  ions,  cane  sugar 
hydrolyses  according  to  the  equation  : 

Cane  sugar  +  water  — >-  glucose  -f-  fructose. 
The  reaction  is  in  consequence  bimolecular.  If,  however,  a 
dilute  solution  is  used  (with  the  large  molecular  weight  of  cane 
sugar,  a  10  per  cent,  solution  is  relatively  dilute)  the  change 
in  concentration  of  water  is  inappreciable,  and  the  reaction 
becomes  apparently  monomolecular.  The  increase  of  invert 
sugar  takes  place  according  to  the  equation 

—  =  k  (a  —  x)  ;  k  =  —  In  -        -  (see  p.  101) ; 

CUl  t  CL  ~~~  X 

since  A;  varies  with  the  amount  of  the  catalytic  agent,  i.e.,  of 
H-ions,  measurements  of  k  can  be  used  to  compare  the 
strengths  of  two  acids. 

Here  the  measurement  of  k  for  only  one  acid  solution  will 
be  considered. 

20  c.c.  of  the  solution  of  cane  sugar  already  employed 
(see  p.  89  et  seq.)  is  mixed  with  20  c.c.  of  about  In  hydro- 
chloric acid  solution,  and  the  actual  time  of  mixture  noted. 
At  this  time,  t  =  0,  the  corresponding  amount  of  invert  sugar 
x  —  0.  The  amount  of  cane  sugar  is  known  from  the  rotation, 
which  is  half  the  value  found  in  the  former  solution.  The 
mixture  is  placed  in  a  polarisation  tube,  with  a  cooling  jacket, 
and  the  polarisation  measured  at  20°.  Initially  the  rotation 
decreases  rapidly.  The  uncertainty  lies  in  the  measurement 
of  the  angle,  not  in  that  of  time.  In  order  to  obtain  corre- 
sponding values  relatively  accurate,  the  following  plan  is 
adopted : — 

The  analyser  is  placed  in  position,  the  time  noted,  the  angle 
read  and  noted,  the  time  again  noted,  and  a  second  reading 
taken  and  noted.  The  adjustment,  angle  measurement,  and 
time  observations  are  made  at  about  equal  periods,  so  that  the 
mean  of  the  two  angle  measurements  accurately  corresponds 
to  the  mean  of  the  two  time  observations. 

After   about    five    minutes    a    further    reading   is   made, 
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afterwards  others  at  longer  intervals.  The  observed  values  for 
a  and  t  are  plotted  on  squared  paper  ;  with  careful  work  a 
regular  curve  is  obtained.  The  tangent  to  the  angle  of 
incidence  at  any  time  is  proportional  to  the  amount  of  cane 
sugar  present. 

What  portion  of  the  curve  is  most  advantageous  and  least 
subject  to  error  for  the  calculation  of  the  inversion  constant  k  ? 

k  should  be  determined  from  each  observation  according  to 
the  following  method  :  —  Let  the  initial  rotation  at  the  moment 
of  mixing  be  a0  (found  as  at  p.  89)  and  the  (unobserved)  final 
rotation  —  E  (calculated  as  shown  there).  Let  a  be  the 
angle  measured  at  time  t.  The  original  amount  of  cane 
sugar  is  proportional  to  a0  +  E,  the  corresponding  amount  at 
time  t,  to  a  -f  E.  Hence 

-  -    ~       "o  +  E          -  logio  (ao  +  E)  —  lQgio  (a  +  E) 
~  ° 


~  t  f'  0-4343  t. 

If  the  time  of  mixing  t0  has  not  been  observed  accurately,  a 
pair  of  trustworthy  observations,  ti  and  a,  can  be  taken  as  initial 
values.  In  this  case 

k  —  %io  ("1  +  E)  -  Zoffio  (a  +  E) 
0-4343  (t  —  h) 

Hydrolysis  of  Methylacetate  by  Sodium  Hydroxide. 

A  sodium  hydroxide  solution  about  •£$  n  is  prepared  from 
metallic  sodium,  and  in  this  way  is  obtained  free  from  carbon 
dioxide  ;  *  a  -^  n  solution  of  ethyl  acetate  is  also  prepared. 
250  c.c.  of  each  solution  are  transferred  to  well-dried  wide- 
necked  flasks,  which  are  placed  in  £  bath  at  20°  until  that 
temperature  is  attained.  Meanwhile  the  apparatus  for  titration 
is  prepared.  Jg-  n  HC1,  and  -£$  n  NaOH  are  employed,  and  are 
carefully  standardised  against  one  another.  From  the  hydro- 
chloric acid  solution  several  quantities  of  20  c.c.  are  pipetted 
into  glass  beakers  and  are  cooled.  When  both  the  solutions 

*  A  clean  dry  platinum  dish  is  placed  in  a  desiccator  containing  dilute 
aqueous  sodium  hydroxide.  The  desiccator  is  closed  with  a  soda-lime 
tube.  The  calculated  quantity  of  sodium  is  placed  in  the  dish  in  the  form 
of  thin  slices,  carefully  freed  from  adhering  petroleum  by  blotting  paper. 
The  metal  appears  to  have  melted  after  about  half  a  day.  The  concen- 
trated solution  thus  formed  is  transferred  to  a  measuring  flask  and  diluted 
to  the  requisite  extent  with  freshly  boiled  distilled  water. 
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have  attained  the  temperature  of  the  thermostat,  they  are 
mixed,  thoroughly  shaken,  and  50  c.c.  pipetted  out  imme- 
diately ;  for  the  sake  of  rapidity,  the  solution  is  allowed  to  flow 
from  the  inverted  pipette  into  one  of  the  glass  beakers  con- 
taining the  acid.  The  initial  time  is  reckoned  from  this  point. 
The  excess  of  acid  is  titrated  against  the  ^  n  NaOH,  using 
phenolphthalein  as  indicator.  After  some  minutes  a  second 
50  c.c.  is  removed,  and  treated  in  the  same  way.  The  time 
interval  between  each  measurement  is  chosen  somewhat 
longer.  The  number  of  c.c.  NaOH  employed  in  the  back 
titration  must  be  perceptibly  different.  After  the  seventh 
50  c.c.  has  been  removed  and  tested,  the  remaining  solution 
is  placed  in  a  well-corked  flask  and  warmed  for  about  an  hour 
in  a  water  bath  ;  by  this  time  all  the  ester  becomes  hydrolysed, 
and  the  excess  of  NaOH  can  be  measured.  After  the  solution 
has  cooled,  two  titrations  are  made,  each  with  50  c.c.  In  this 
case  it  is  unnecessary  to  pipette  into  excess  of  cold  hydrochloric 
acid  ;  the  purpose  of  this  operation  was  merely  to  stop  the 
reaction.  It  is  desirable  to  do  so,  however,  in  order  to  carry 
out  the  whole  series  of  determinations  in  a  similar  manner  ;  in 
this  way  all  the  titrations  are  made  with  dilute  solutions,  and 
the  end  point  is  approached  from  the  same  side. 

Let  the  number  of  c.c.  HC1  (after  taking  into  consideration 
the  number  of  c.c.  of  NaOH  used  in  the  back  titration)  be 

in  the  first  titration  (t  =  o)  cot 

in  the  later  titrations  (time  t)  c, 

in  the  last  titration  (corresponding  to  time  oo  ),  as  average 
value  c€, 

then  the  quantity  of  soda  solution  at  the  beginning  of  the  re- 
action will  be  c0  c.c,  the  initial  quantity  of  ester  (c0  —  ce), 
and  at  the  different  times  t,  the  respective  quantities  changed 
will  be  (c0  —  c)  c.c. 

In   the   formula   for  a   bimolecular   reaction  (p.  101),  the 
following  values  must  be  substituted  :  — 

for  a,  c0  ;  for  b,  (c0  —  ce)  ;  for  x,  (c0  —  c). 
The  result  is  obtained 


k= 


cet        (c  —  ce)  c 
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—  O) 
—I 


If  ester  and  soda  are  present  in  nearly  equal  quantities,  the 
simpler  formula  can  be  used, 

A:  =  -  -  -  -  —  ,  which  becomes 
t  (a  —  x)  a 


If  the  quantities  are  not  exactly  equivalent,  the  concentra- 
tion is  taken  equal  to  the  amount  of  substance  present  in  the 
less  concentrated  solution.  In  this  case,  however,  the  constant 
changes  perceptibly,  especially  towards  the  end  of  the  reaction. 


ELECTKO-CHEMISTKY 

CHAPTEK  VIII 

FOUNDATIONS 

THE  standard  electromagnetic  units,  i.e.,  the  units  which 
relate  to  moving  electricity,  are 

the  Ampere  (A),  unit  of  current  intensity  i; 

the  Ohm  (&),  unit  of  resistance  r ; 

the  Volt  (F),  unit  of  potential,  or  of  electromotive  force  e. 

They  are  related  to  one  another  by  Ohm's  Laiv,  according  to 

& 

which  —  =  i ;  i.e.,  an  electromotive  force  of  one  volt  produces 

in  a  circuit  of  which  the  resistance  is  one  ohm  a  current 
intensity  of  one  ampere. 

These  units  have  been  obtained  from  those  originally  denned 
by  Weber  in  the  C.G.S.  system  ;  in  order  to  make  them  more 
practicable,  and  the  numbers  less  unwieldy,  they  were  multi- 
plied by  powers  of  ten.  The  C.G.S.  unit  of  current  intensity 
was  multiplied  by  10"1,  that  of  electromotive  force  by  108,  and 
in  consequence  that  of  resistance  by  109,  since  Ohm's  Law 
should  also  hold  for  the  new  units. 

The  resistance  of  one  ohm  is  denned  legally  as  the  resistance 
of  a  mercury  column  of  one  square  millimetre  cross  section, 
and  1'063  metre  length,  at  0°  (weight  of  mercury  in  vacuo 
14-4521  grams).  The  old  Siemens'  unit  or  mercury  unit  was 
the  resistance  of  a  mercury  column  one  metre  long  and  one 
square  millimetre  cross  section  at  0°.  This  is  no  longer  in 
use,  but  is  still  found  in  old  publications  and  laboratory 
apparatus ;  to  obtain  true  ohms  numbers  depending  on  the 
old  unit  must  be  divided  by  1'063. 

At  one  time,  when  the  comparison  between  Siemens'   unit 
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and  &  was  not  completed,  some  physicists  used  the  "  legal 
ohm " ;  the  corresponding  column  of  mercury  was  TOGO 
metres  long.* 

The  Ampere  is  defined  as  the  intensity  of  a  constant  current 
which  deposits  1-118  nig.  silver  per  second  in  a  silver  volta- 
meter (see  p.  143). 

The  Volt  is  then  defined  by  Ohm's  Law.  It  is  the  electro- 
motive force  (E.M.F.)  which  produces  a  current  of  one  ampere 
intensity  in  a  circuit  of  one  ohm  resistance.  A  normal  element 
(see  p.  152)  of  the  composition  :  mercury,  mercurous  sulphate, 
cadmium  sulphate,  a  saturated  cadmium  sulphate  solution, 
cadmium  sulphate,  and  a  10  per  cent,  cadmium  amalgam,  has 
at  15—20°  an  average  E.M.F.  of  1*0187  volts  (more  exactly 
e  —  1-0187  -  0-000085  («  -  18)  -  0*00000065  (t  -  18)2  volts). 
If  the  cadmium  is  replaced  throughout  by  zinc,  then  the  E.M.F. 
of  the  element  at  15°  is  1*4328,  at  18°  1'4292,  at  20°  1'4265 
volts  (e  =  1-4292  -  0*00123  (*  -  18)  -  0*000007  (*  -  18)2 
volts). 

If  Ohm's  Law  is  used  in  the  form  e  =  ir,  for  a  closed 
circuit,  of  which  the  resistance  is  composed  of  two  parts 
(n  and  ?*2)  joined  together,  it  follows,  since  the  current 
intensity  is  the  same  throughout  the  circuit,  that 

e\        r\ 
ei  —  ir\ ;  e%  =  ir% ;  whence  —  =— —  ;    i\  +  r2  =  r ; 

That  is  to  say,  the  fall  of  potential  along  any  part  of  a 
circuit  is  proportional  to  the  resistance  of  that  part.  Con- 
sequently, if  the  internal  resistance  of  an  element  is  i\  and 
its  poles  are  joined  externally  by  a  resistance  ra,  then 

/> 

— ,  and  the  fall  of  potential  in  the  outer  circuit 

era 


n  -t-  ra 

Unless,  therefore,  the  external  resistance  is  not  infinitely 
great  compared  with  the  internal,  a  part  of  e  will  be  used  up 
inside  the  element,  in  order  to  overcome  the  internal  resist- 
ance, i.e.,  the  "  available  potential  "is  smaller  than  the  E.M.F. 

*  In  practice  not  mercury  columns  but  wire  resistances  are  always  used. 
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The  numbers  given  for  the  normal  elements  are  valid  only  for 
the  case  in  which  the  external  resistance  is  infinitely  great. 

Quantity  of  Electricity  is  the  product  of  current  intensity 
and  time.  Its  unit  is  the  ampere-second  or  the  Coulomb. 
Since  a  coulomb  corresponds  to  1*118  mg.  silver,  to  a  gram- 
molecule  of  silver,  107'93  grams,  correspond  96540  coulombs.. 

From  Faraday's  Law  (see  p.  142)  equal  quantities  of  elec- 
tricity set  free  equivalent  amounts  of  elements,  hence  to  each 
gram  equivalent  set  free  by  a  current  correspond  96540 
coulombs  (charge  of  each  equivalent  ion). 

If  a  current  of  one  ampere  flows  through  a  wire,  between 
the  ends  of  which  there  is  a  difference  of  potential  of  one  volt, 
the  current  per  second  produces  an  effect  of  one  volt-ampere, 
or  108  X  10  x  C.G.S.  units,  i.e.,  of  107  ergs  =  1  watt  per  second. 
If  the  effect  is  measured  calorimetrically,  it  is  equal  to  0*2387 
g.  cal.  per  second,  since  the  water-gram-calorie  at  15°  corre- 
sponds to  4*190  x  107  ergs.  A  watt-second  or  a  volt-coulomb 
is  consequently  equal  to  107  ergs  or  0'2387  g.  cal. 

In  order  to  separate  a  gram  equivalent  of  an  ion,  96540 
coulombs  must  be  taken  from  an  element  of  1  volt  potential, 
whereby  96540  volt- coulombs  of  work  are  performed,  which 
equal,  expressed  in  heat  units,  96540  X  0'2387  =  23050 
gram  calories.  The  gas  constant  ft,  which  holds  for  dissolved 
substances  if  osmotic  pressures  are  used,  consequently,  in 
electrical  units  (the  electrolytic  gas  constant),  becomes  equal  to 

=  0*861  x  10~4  [watt-seconds  T'1].     In  this  case  the 

unit  is  not  the  gram-molecule  but  the  gram-equivalent. 

The   unit   of   electrical  conductivity  (commonly  shortened 

to    conductivity)   (K)  is  — — ^ ,  the  reciprocal  ohm   (sometimes 

written  Mho). 

If  the  resistance  of  a  solution  between  two  electrodes  of  one 
square  centimetre  cross-section,  at  a  distance  of  1  centimetre, 
is  one  12,  the  solution  will  possess  unit  conductivity.  At 
ordinary  temperatures,  however,  the  solutions  of  greatest  con- 
ductivity do  not  conduct  quite  so  well  as  this.  E.g.,  a  saturated 
solution  of  common  salt  has  at  15°  the  conductivity  0'20,  at  25° 
0'25.  Since  the  resistance  r  is  proportional  to  the  length  I, 
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and  the  cross-section  q,   and  inversely   proportional   to   the 
specific  conductivity  K  the  relation  exists  : — 

I  I  I 

r  = and  K  =  — ;   KT  =  -. 

(}K  qr  q 

In  order  to  make  the  conductivity  independent  of  the  con- 
centration, it  is  customary  to  calculate  from  unit  concentration. 
This  is  defined  electrochemically  as  the  concentration  of  a 
solution  such  that  1  c.c.  contains  1  gram  equivalent  of 
dissolved  substance  (a  case  which  can  never  be  realised). 
Thus,  consequently,  for  the  sake  of  the  C.G.S.  system  (and  in 
order  to  use  more  convenient  numbers),  the  unit  is  not  the 
litre,  but  the  cubic  centimetre.  A  solution  which  is,  in  ordinary 
chemical  terminology  equivalent  normal,  will  consequently 
have  the  concentration  J^QO- 

The  conductivity  reckoned  from  unit  concentration  is  termed 
the  equivalent  conductivity,  and  this  for  binary  electrolytes, 
which  are  those  chiefly  employed,  is  in  consequence  equal  to  the 
molecular  conductivity.  It  is  denoted  by  A.  A  increases  with 
dilution  at  first  rapidly,  then  more  and  more  slowly,  and 
reaches  finally  a  limiting  value,  the  molecular  (or  equivalent) 
conductivity  at  infinitely  great  dilution,  \V) .  If  it  be  assumed 
that  the  mobility  of  each  carrier  of  current,  which  according 
to  Kohlrausch  is  independent  of  the  presence  of  other  current 
carriers,  also  does  not  vary  with  the  concentration,  then 

-r  =  a,  the  degree  of  dissociation,  a  relation  which  makes  the 

oo 

conductivity  one  of  the  most  useful  magnitudes  in  physical 
chemistry. 

Experimental. 

The  following  simple  experiment  can  be  used  to  show  that  the  molecular 
conductivity,  and  with  it  the  degree  of  dissociation,  increases  with  dilu- 
tion. Two  strips  of  zinc  are  suspended  inside  an  accumulator  vessel  so 
that  they  touch  the  bottom.  The  tops  of  the  strips  are  bent  over  the  edge, 
so  that  they  occupy  fixed  positions.  A  concentrated  solution  of  zinc 
sulphate  is  pipetted  into  the  bottom  of  the  vessel.  One  pole  of  an  accu- 
mulator is  laid  on  one  of  the  zinc  strips,  and  on  the  other  a  rough 
galvanometer,  and  the  circuit  is  completed — a  resistance  may  perhaps  be 
inserted — by  connecting  the  other  pole  of  the  accumulator  with  the  second 
binding  screw  of  the  galvanometer.  The  deflection  of  the  galvanometer 
is  proportional  to  the  conductivity  of  the  zinc  sulphate  solution.  If  water 
is  added,  of  course  the  solution  is  made  more  dilute,  and  at  the  same  time 

E.P,C.  I 
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the  effective  cross-section  of  the  cell  is  increased,  so  that  if  the  molecular 
conductivity  of  the  solution,  and  with  it  the  degree  of  dissociation,  remain 
constant,  then  also  the  galvanometer  deflection,  which  is  proportional  to 
the  strength  of  the  current,  will  not  be  altered.  Actually  the  galvano- 
meter is  repelled  the  more  strongly  the  larger  the  amount  of  water  added. 

In  the  system  zinc — zinc  sulphate — zinc  no  gas  is  disengaged  at  the 
electrodes,  since  the  system  remains  totally  unaltered,  and  only  changes 
of  concentration  take  place,  which,  however,  compensate  themselves. 
The  same  kind  of  experiment  can  also  be  used  to  show  that  the  different 
conductivities  of  some  typical  solutions  increase  by  different  amounts 
with  dilution  and  neutralisation. 

A  concentrated  solution  of  ammonia  gives  a  slight  deflection,  which 
becomes  relatively  strong  on  dilution.  The  same  is  true  for  acetic  acid. 
With  equivalent  solutions  of  HC1,  NaOH,  and  NaCl,  employed  as 
described  above,  deflections  are  obtained  over  a  considerable  range  of 
magnitude ;  that  for  HC1  is  greatest,  that  for  NaCl  least ;  on  dilution 
each  is  scarcely  altered.  The  deflection  for  monochloracetic  acid  is 
less,  but  the  increase  on  dilution  is  relatively  greater.  If  the  (weakly 
conducting)  solution  of  ammonia  is  neutralised  with  HC1  or  acetic  acid, 
the  final  deflection,  and  consequently  the  molecular  conductivity  of  the 
salt  solution  formed,  is  almost  the  same ;  it  is  much  greater  than  the 
conductivity  of  the  base,  greater  than  that  of  ammonia  plus  acetic  acid, 
less  than  that  of  ammonia  plus  hydrochloric  acid. 

If  an  equivalent  quantity  of  soda  solution  is  employed,  the  end  deflec- 
tions are  somewhat  similar  to  those  with  ammonia,  but  the  conductivities 
of  the  salts  are  always  smaller  than  that  of  the  base  (see  Tables,  Mobilities 
of  Ions,  and  Molecular  Conductivities,  pp.  189,  190). 

As  proposed  by  Faraday,  the  plates  of  metal  which  are 
immersed  in  a  solution,  and  from  which  the  electricity  passes 
into  the  solution,  are  termed  electrodes. 

We  distinguish  between  anode  and  cathode,  or  positive  and 
negative  poles  (see  below).  The  chemical  particles  which  move 
with  the  current,  and  which  alone  act  as  carriers  of  current  in 
solutions,  are  called  ions.  Metals  and  hydrogen  migrate  with 
the  current,  migrate  down ;  these  are  called  cations.  The 
acid  radicals  or  hydroxyl  group,  anions,  migrate  up. 

In  a  solution  of  CuS04  the  cation  is  the  bivalent  Cu  ion, 
laden  per  gram-atom  with  2  X  96540  coulombs,  not,  as 
Berzelius  supposed,  CuO;  the  anion  is  864,  not  80s  (Cu++  or 
Cu"  ;  -SOT  or  S04"). 

The  cations,  metals  and  hydrogen,  discharge  themselves 
and  are  set  free  at  the  cathode,  the  anions  at  the  anode,  the 
positive  pole.  In  accordance  with  this  chemical  definition,  it  is 
possible  to  test  which  pole  is  the  anode,  and  which  the  cathode, 
by  chemical  means.  For  the  test  the  so-called  pole  reagent  paper 
can  be  used,  either  moist  filter  paper,  on  which  has  been 
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placed  a  small  crystal  of  potassium  iodide,  or  paper  soaked  in 
a  solution  of  sodium  sulphate  and  phenolphthalein.  Bright 
clean  ends  of  wires  joined  to  the  poles  are  laid  on  the  paper, 
and  it  is  observed  at  which  of  them  colour  is  developed.  With 
potassium  iodide  paper  colour  develops  round  the  wire 
connected  with  the  anode  (due  to  the  formation  of  iodine), 
with  Na2S04  paper  at  the  cathode  wire,  since  the  Na  first 
produced  reacts  with  water  to  give  NaOH  and  H,  and  thus  the 
phenolphthalein  becomes  coloured  red. 

Theory  of  Electrolytic  Dissociation. 

It  was  known  for  a  long  time  that  solutions  which  conduct  current 
without  decomposition  contain  free  ions,  which  are  not  necessarily  split 
off  from  the  molecule  by  the  current.  Arrhenius  boldly  and  ingeniously 
combined  electrochemical  phenomena  and  van  't  Hoff  's  osmotic  theory  of 
solution,  and  showed  that  in  every  conducting  solution  the  dissolved 
molecules  are  partly  dissociated  into  ions,  and  that  for  any  particular 
solution  the  degree  of  dissociation  depends  only  on  the  concentration  and 
the  temperature.  He  also  was  the  first  to  show  how  the  degree  of  dis- 
sociation could  be  calculated  quantitatively  from  osmotic  or  (more  con- 
veniently) electrical  data,  and  he  showed,  further,  that  all  chemical  and 
physical  properties  of  solutions  are  at  once  explained  by  this  theory. 

Van  't  Hoff,  Ostwald,  and  Planck  showed  simultaneously  and  indepen- 
dently that  in  each  solution  there  is  a  certain  equilibrium  between  ions 
and  undissociated  molecules,  regulated  by  the  law  of  mass  action,  and 
measured  conveniently  by  conductivity  methods. 

By  subsequent  development  of  the  osmotic  and  dissociation  theories, 
Nernst  was  able  to  explain  all  the  potential  differences  between  solutions 
and  electrolytes.  In  this  way  it  has  become  possible  to  calculate  the 
electromotive  forces  of  concentration  cells  (see  p.  158)  and  to  find  a  great 
many  data  useful  for  inorganic  and  analytical  chemistry. 

The  dissociation  theory  at  first  was  received  very  sceptically  everywhere, 
but  has  gradually  become  accepted,  and  has  disclosed  new  relationships 
through  the  whole  of  chemistry,  physics,  and  physiology,  suggesting  new 
explanations  and  ideas  (cp.  also  the  exercises  on  thermochemistry, 
pp.  57—62). 

Branching  of  Current.     Applications. 

1.  If  a   current  branches   at   any  point,  the  sum   of   the 
intensities  of  the  currents  flowing   to   that  point  is  equal  to 
the  sum  of  the  intensities  of  those  flowing  from  it. 

2.  If  the  electrical  currents  and  forces  which  flow  in  one 
direction  in  a  closed  portion  of  a  branched  circuit  are  called 
positive,  those  which  flow  in  the  opposite  direction  negative, 
then  the  sum  of  the  products  of  the  single  resistances  into  the 

i  2 
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corresponding   current  strengths  is  equal  to  the  sum  of  the 
E.M.F.'s.* 

In  the  accompanying  diagram  E  represents  an  element  of 
E.M.F.  E,  G  a  measuring  instrument  (a  galvanometer)  ;  the 
spiral  lines  represent  the  three  resistances  R,  RI  and  R2  of  the 
three  parts  of  the  circuit  net.  If  the  difference  of  potential 
between  A  and  B  is  e,  then, 


=  e,  and  i^Rz  —  «,  whence  —  =  -=7. 


Further, 


If  R2  is  made  small  compared  with  RI,  then  ii  will  be  small 
compared  with  I.  Consequently,  if  the  galvanometer  is  a 

delicate  instrument,  it  is  possible  to 
measure  much  larger  currents  than 
ky  direct  insertion,  if  it  is  arranged 
in  parallel  with  a  suitable  resistance. 
If,  for  example,  R%  is  taken  exactly  •£§ 
of  the  galvanometer  resistance  RI, 
then  vlOO  =  I,  i.e.,  a  current  100 
times  as  great  can  be  measured  as 
would  be  possible  if  the  galvano- 
meter was  placed  directly  in  the 
-FlG>  34>  circuit.  Its  range  of  measurement 

has  thus  been  increased  one  hundredfold.  The  arrangement 
is  termed  galvanometer  with  shunt.  If  an  instrument  for 
measuring  potential,  a  voltmeter  (e.g.,  an  accumulator  tester), 
of  resistance  RI,  is  connected  to  the  ends  of  a  resistance  R* 
(e.g.,  a  1  H  resistance),  then  by  Ohm's  Law  the  instrument 
records  a  fall  of  potential  proportional  to  R%  (e  =  ir)  ;  since, 
however,  R2  —  1,  the  voltmeter  with  this  arrangement  gives 
the  current  strength  in  amperes.  Strictly  speaking,  a  cor- 
rection should  be  applied  for  the  current  passing  through  the 
voltmeter,  which  is  thus  removed  from  the  main  circuit  (EBA 
and  jR2)  ;  this  amounts  to 


*  These  two  laws  are  due  to  KirchhofP. 


FOUNDATIONS  117 

If  the  resistance  of  the  voltmeter  is  200  H,  and  it  is  con- 
nected to  a  strip  of  circuit  of  1  £1  resistance,  ^oo  °f  the 
observed  current  must  be  added. 

If  it  is  desired  to  increase  the  range  of  measurement  of  a 
potentiometer,  or  voltmeter,  a  shunt  is  not  employed,  but  a 
convenient  resistance  is  placed  in  series  with  the  instrument. 
If  r  is  the  resistance  of  the  measuring  instrument,  the  range 
will  be  doubled  (the  sensitiveness  halved)  if  a  resistance  of 
r  £1  is  joined.  One-half  of  the  potential  fall  will  take  place  in 
the  resistance  added,  the  other  half  in  the  instrument  itself. 
By  the  addition  of  9?*  the  range  will  be  increased  ten  times. 

In  order  to  obtain  from  a  large  potential  a  smaller  amount, 
the  potential  is  applied  to  a  resistance,  e.g.,  a  stretched  wire 
of  considerable  resistance,  and  the  potential  fall  from  a  part  of 
the  wire  used.  Suppose,  for  example,  a  lead  accumulator 
(2'0  volts  potential)  is  available,  but  only  1'64  volts  are 
required.  The  accumulator  is  connected  with  a  1  metre  long 
stretched  wire,  and  two  sliding  contacts  with  screw  connec- 
tions are  arranged  on  the  wire  82  cms.  apart  ;  then  the  desired 
potential  fall  takes  place  between  the  two  binding  screws, 
which  can  be  made  equal  to  any  particular  value  by  simply 
sliding  the  contacts.  With  a  plug  resistance  box  (rheostat)  the 
adjustment  is  less  convenient,  and  not  so  continuous. 

If  two  resistances  TI  and  r2  are  placed  in  series,  the  effect  is 
simply  added  (similarly  with  two  electromotive  forces,  see 
below).  If  the  resistances  are  arranged  in  parallel,  the 
current  intensity  in  the  main  circuit,  of  which  the  resistance  is 
negligible  compared  with  r\  and  r2,  is  :  — 


/  1         1  \ 
I  —  e  {  ---  ---  ) 

V  n        r3  J 


or  e 


rir2 

It  is  apparent  that  if  i\  is  small  compared  with  r2  a  relatively 
large  alteration  of  r2,  and  consequently  a  relatively  large  shift 
of  the  contact,  amounts  to  little. 

Hence  by  regulating  ri;a  coarse  adjustment  is  obtained,  by 
decreasing  or  increasing  r2  a  fine  adjustment. 

If  n  elements  are  arranged  in  series,  each  with  the  electro- 
motive force  e  and  the  internal  resistance  rit  and  if  the  circuit 

is  completed  by  another  resistance  rat  then  i  =  -    —  .      If 


118  EXEECISES  IN  PHYSICAL   CHEMISTEY 

Ti  is  small,  as  in  the  case  of  an  accumulator,  and  ra  great, 
then  i  is  n  times  as  great  as  with  a  single  element.  If  ra  is 

small  compared  with  rt,  i  is  equal  to    —  ,  and  no  advantage 

^*  t 

is  obtained  by  the  use  of  several  cells.  If,  however,  the 
cells  are  arranged  in  series,  that  is  to  say  all  the  positive 
poles  joined  to  one  end  of  the  resistance  ra,  and  all  the 
negative  poles  to  the  other,  an  element  is  obtained  of  electro- 
motive force  e,  but  the  cross  section  is  increased  n  times,  and 

i  becomes  equal  to  —    —  ;  hence  when  ra  is  small,  compared 
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with  —  ,  i  =  •--.     This  case,  however,  occurs  very  seldom  in 
n  TI 

work  with  solutions. 

Resistances  are  chosen  of  such  materials  that  the  specific 
resistance  is  relatively  high,  and  does  not  vary  too  greatly 
with  temperature;  then  the  resistances  do  not  change  appre- 
ciably for  variations  of  room  temperature,  or  for  the  heat 
developed  by  the  passage  of  current.  Examples  of  such 
materials,  which  are  usually  made  from  copper  and  nickel,  are 
"  constantan,"  "  nickelin,"  and  "  manganin."  They  are  rather 
easily  oxidisable. 

Prepared  resistances  are  wound  usually  as  follows  ;  the 
number  of  ohms  in  one  metre  of  wire  are  measured,  and  the 
corresponding  length  rolled  (preferably  by  means  of  a  turn- 
ing lathe),  round  a  cotton  spool  or  a  cork  ;  the  clean  ends  are 
soldered  to  two  insulated  wires  stuck  into  the  cork  and  the 
whole  insulated  with  sealing-wax. 

The  most  convenient  form  of  adjustable  resistances  is  that 
manufactured  by  Kuhstrat  at  Gottingen.  The  wire  —  of  thick- 
ness depending  on  the  magnitude  of  the  desired  resistance  —  is 
half  sunk  in  the  screw  thread  of  an  insulating  slate  bed.  The 
ends  are  connected  to  binding  screws,  to  one  of  which  is  joined 
a  thick  knob  of  brass  of  negligible  resistance,  over  which  a  slide 
moves,  and  thus  makes  contact  with  one  end  of  the  wire  ;  the 
slide  should  also  carry  a  binding  screw,  which  can  be  used  as 
a  handle. 

Accurate  resistances   are  always  fitted  into   boxes.     They 
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each  lie  between  two  brass  slabs,  and  are  inserted  in  a 
circuit  by  pushing  a  conical  brass  key  (provided  with  a  small 
ebonite  handle)  tightly  into  the  conical  opening  between  the 
two  slabs.  The  ground  surface  of  the  key  must  not  be  rubbed 
with  the  fingers  or  laid  on  any  but  a  clean  surface.  All 
traces  of  grease,  oxide,  or  sulphide  on  the  key  are  removed  by 
rubbing  it  with  a  piece  of  leather  or  a  linen  rag  dipped  in  a 
little  petroleum.*  If  necessary  very  fine  emery  paper  is  used. 

Any  dust  which  has  accumulated  between  or  under  the 
brass  slabs  is  removed  with  a  hand  bellows,  and  the  apparatus 
dusted  with  a  fine  brush.  Usually  a  box  contains  a  large 
series  of  resistances.  Practically  the  series  is  arranged  in 
tens  (decade  rheostat).  1,  2,  3,  4  H  lie  in  one  row  next  to  one 
another  and  form  the  first  decade,  10,  20,  30,  40  12  the  second, 
and  so  on.  Between  every  two  resistances  is  placed  a  screw 
connection  (or  a  hole  into  which  a  screw  connection  ending  in 
a  cone  fits)  by  means  of  which  the  resistance  is  inserted  into 
the  circuit.  Each  decade  is  connected  with  the  next  by 
means  of  a  thick  bent  hoop,  which  is  held  by  screws  and  can 
be  removed,  so  that  each  can  be  inserted  separately.  In  this 
way  complicated  arrangements  can  be  built  up  with  a  single 
resistance  box,  e.g.,  resistance  in  current  circuit,  a  part  of  the 
resistance  joined  to  a  galvanometer  (galvanometer  in  shunt), 
and  the  largest  resistance  joined  with  the  measuring  instru- 
ment as  ballast. 

With  plugs  arranged  next  to  one  another,  if  one  is  extracted 
its  neighbour  easily  becomes  loosened.  Hence  in  every  case 
all  the  plugs  must  be  gripped  slightly  with  the  forefinger  to 
see  whether  they  are  fixed  firmly.  After  use  they  should  all 
be  loosened. 

Accurate  commercial  resistances  are  quite  reliable  through- 
out, and  for  most  purposes  the  so-called  technical  resistances 
of  approved  firms  are  sufficiently  good. 

Wires  which  are  wound  continuously  will  exercise  an 
external  magnetic  effect  when  a  current  is  passed  through 
them,  and  on  closing  and  breaking  the  circuit  they  produce 
an  oppositely  directed  electromotive  force  (self-induction). 

*  According  to  Werner  Siemens,  metal  without  petroleum  is  an 
insulator. 
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The  wires  are  therefore  bent  in  the  middle  and  wound  in 
the  biftlar  form.  Then  the  effect  of  the  current  neutralises 
itself  in  two  neighbouring  wires,  since  there  is  a  current  flow- 
ing in  each  of  two  opposite  directions.  Larger  bifilar  wound 
resistances  (>  1000  &)  do  not  give  good  results  with  alternating 
currents,  since  their  electrostatic  capacity  becomes  too  great. 
The  wires  are  in  this  case,  according  to  Chaperon's  method, 
wound  alternately  unifilar,  and  in  this  way  resistances  are 
obtained  which  can  be  used  for  direct  and  for  alternate 
currents. 

Contacts  and  Connections. 

In  order  to  avoid  resistances  at  junctions  care  must  be 
taken  that  the  contacts  are  good.  All  ends  of  wires,  binding 
screws,  etc.,  must  show  a  bright  metallic  surface,  and  must  be 
cleaned  with  knife,  file,  or  emery  paper.  The  twisting 
together  of  two  wire-ends  or  of  wire  and  screw  connections  is 
not  sufficient.  Binding  screws  must  be  used  which  can  exert 
a  strong  pressure.  Pieces  which  remain  in  continued  contact 
should  be  soldered  with  tin-solder,  but  the  solder  liquid  must 
be  removed  completely.  As  connections  are  used  silk-covered 
copper  wires,  and  for  stronger  currents  well  insulated  cable.  If 
a  copper  wire  is  to  be  fastened  to  a  constantan  resistance  care 
must  be  taken  that  the  junction  is  not  warmed  by  the  heat 
from  the  hand  or  some  other  source.  Every  degree  rise  of 
temperature  produces  a  thermo-potential  of  0*00004  volt,  which 
can  cause  an  error  in  accurate  measurements. 

Long  wires  are  always  twisted  spirally  so  that  they  are 
elastic  and  can  be  easily  lengthened  or  shortened.  In  fasten- 
ing a  wire  to  a  binding  screw  care  must  be  taken  that  the  wire 
is  so  placed  between  the  screw  and  its  base  that  on  tightening 
the  screw  the  wire  is  not  forced  out  but  drawn  in  and  held 
more  firmly. 

Mercury  cups  only  give  certain  contact  when  the  mercury  is 
pure,  and  the  metal  which  dips  into  it  is  clean,  and  where 
possible  amalgamated.  If  neither  is  the  case  the  immersed 
wire  may  become  covered  by  a  dirty  sac  which  gives  quite 
uncertain  contact. 

A  block  of  paraffin  in  which  1  cm.  deep  holes  are  bored  with 
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a  knife,  a  little  pure  mercury  and  some  stout  pure  copper  wire 
are  the  materials  from  which  are  constructed  the  simplest  and 
best  current  breakers,  reversers,  etc.  An  often  used  form 
is  shown  in  the  accompanying  figure  (Fig.  35).  P  is  a 
paraffin  block  with  six  holes ;  3  is  joined  with  6,  4  with  5, 
and  into  1  and  2  dip  the  current  connections.  Two  stout 
copper  wires  are  joined 
to  the  insulated  handle 
H,  and  so  bent  that 
while  an  end  of  each 
dips  into  1  and  2  respec- 
tively, other  ends  dip 
either  into  5  and  6  or  3 
and  4  respectively,  and 

in  this  way  the  current  G*  3o' 

]  asses  in  one  or  the  other  direction.  If  5  and  6  are  joined  to 
the  connections  of  a  second  circuit,  and  the  cross  wires  are 
removed,  then  the  current  can  be  passed  through  one  or  the 
other  circuit  alternately. 

Sources  of  Current. 

Lead  accumulators  are  used  chiefly  as  sources  of  current ; 
when  exhausted  they  can  again  become  charged.  They 
consist  of  the  cell  Pb,H2S04  (of  specific  gravity  1*18— 
1-23),  Pb02.  To  obtain  more  current,  more  ampere-hours, 
several  Pb  -  and  Pb02  -  electrodes  are  generally  placed  in  the 
same  solution.  Freshly  charged  accumulators  may  have  a 
potential  of  2'5  volts.  The  potential  falls  rapidly  with  use 
and  remains  a  long  time  constant  at  just  over  2  volts.  The 
potential  should  not  be  allowed  to  fall  below  1*83  volts,  so 
that  it  must  be  tested  from  time  to  time,  for  which  purpose  a 
handy  and  quite  exact  commercial  instrument  has  been  devised 
(the  accumulator  tester).  The  plates  of  the  accumulator  must 
always  be  covered  with  acid.  Therefore  it  is  when  necessary 
filled  up  with  water  or  accumulator  acid.  The  acid  should 
contain  no  platinum.  The  accumulator  is  damaged  both  by 
rapid  discharge  and  by  remaining  long  in  an  uncharged  con- 
dition. It  is  contained  best  in  a  simple  wooden  stand  or  box, 
and  the  poles  soldered  once  and  for  all  to  two  binding  screws, 
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marked  +  an(^  ~  >  which  are  arranged  on  opposite  sides  of 
the  wooden  case.  Further  details  connected  with  the  use  of 
accumulators  will  be  found  in  the  small  special  treatises  of 
Dolezalek  or  Elbs. 

If  a  smaller  potential  is  required,  which  need  not  be  con- 
stant, the  so-called  dry  cells  are  recommended  (Zn,  sawdust 
or  kieselguhr  soaked  with  NH4C1,  and  charcoal — manganese 
dioxide).  Their  internal  resistance  is  naturally  not  a  negligible 
quantity,  whilst  that  of  the  accumulator  is  a  minimum  (large 
electrodes,  fixed  very  close  to  one  another  in  a  strongly  con- 
ducting solution). 

The  normal  elements  (pp.  152,  153)  are  never  to  be  used  as 
sources  of  current,  but  only  in  circumstances  where  practically 
no  current  passes,  consequently  where  the  circuit  contains  a 
very  large  resistance  or  where  their  potential  is  balanced  by 
an  equally  great  and  oppositely  directed  potential.  At  a 
maximum  the  current  which  could  be  obtained  from  them 
is  only  xoioo  ^°  ^oooo  ampere.  Their  internal  resistance  is 
very  great  and  must  never  be  neglected. 

If  alternating  currents  are  used  the  smallest  form  of 
induction  coil  with  a  platinum  contact  breaker  is  sufficient  in 
almost  all  cases.  It  can  be  driven  by  a  single  cell,  and  even 
then  a  small  resistance  must  be  included.  The  resistance  and 
the  contact  breaker  are  so  arranged  that  a  feeble,  as  shrill  as 
possible,  tone  is  produced  (the  buzz  of  a  gnat). 

Measuring  Instruments. 

Since  the  construction  and  method  of  use  varies  with  each 
type  of  instrument,  only  the  principles  common  to  the  most 
important  forms  of  apparatus  can  be  dealt  with.  With  respect 
to  all  details  the  larger  physics  books  must  be  consulted,  or 
perhaps  the  easily  accessible  special  catalogues  of  the  different 
manufacturing  firms. 

The  principle  which  especially  comes  into  consideration  in 
such  instruments  is  shortly  as  follows :  A  small  magnet- 
needle  is  placed  inside  one,  or  between  two  coils  of  wire ;  when 
not  deflected  it  is  parallel  to  the  plane  of  winding  of  the 
coils.  When  a  current  is  passed  through  the  coils  the 
needle  is  deflected.  For  small  deflections  the  angle  (apart 
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from  the  consideration  of  other  variables)  is  proportional  to 
the  current  strength,  and  inversely  proportional  to  the  torsion 
of  the  needle  suspension  (needle  galvanometer).  In  more 
recent  instruments  a  fixed,  relatively  strong  magnet  is  used 
and  an  easily  movable  wire  coil,  through  which  passes  the 
current  which  is  to  be  measured  (suspended  coil  galvano- 
meter). In  the  position  of  rest  the  plane  of  winding  of  the 
movable  coil  and  the  magnetic  lines  of  force  coincide. 

The  use  of  a  strong  magnet  in  this  construction  prevents 
errors  arising  from  other  magnetic  influences,  and  in  that 
way  the  sensitiveness  is  at  the  same  time  increased.  The 
torsion  force  of  the  suspension  (which  depends  directly  on  the 
current)  is  made  as  small  as  possible  by  the  use  of  a  very 
fine-drawn  suspension  wire,  e.g.  of  platinum.  Good  mirror 
galvanometers  are  provided  with  exchangeable  coils  of 
different  sensibilities.  The  resistance  of  the  instrument  is 
known  always,  so  that  resistances  can  be  inserted  in  suitable 
ways  in  parallel  or  in  series. 

In  the  coil  swinging  in  the  magnetic  field  an  induction 
current  arises,  which  damps  the  swings.  The  damping  is 
inversely  proportional  to  the  total  resistance ;  it  should  not  be 
made  too  great,  or  else  the  galvanometer  "  crawls,"  comes  to 
rest  very  slowly. 

If  the  damping  is  too  slight  so  that  the  cessations  are  not 
aperiodic,  a  resistance  must  be  inserted  in  series,  whereby  the 
sensitiveness  of  the  instrument  is  diminished  (Fig.  34).  A 
distinction  is  drawn  between  mirror  and  needle  galvanometers. 
In  the  case  of  the  former  the  movable  system  carries  a  small 
light  mirror,  whose  deviation  is  measured  by  PoggendorfTs 
method. 

Telescope  with  scale.  Beading  of  tlie  scale  divisions,  which  are  visible 
on  the  cross  thread  of  the  telescope  Measurement  with  and  without 
passage  of  current.  Proportionality  of  deviation  and  mirror  reading  only 
with  small  angles. 

In  needle  galvanometers,  which  are  much  more  convenient, 
but  less  sensitive,  the  needle  joined  to  the  movable  system 
moves  over  a  scale,  which  is  divided  either  into  arbitrary  parts 
or  into  definite  units  (ampere,  milliampere,  volt).  To  avoid 
errors  of  parallax  the  needle  end  is  knife  shaped,  and  sharp 
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pointed,  and  the  needle  moves  backwards  and  forwards  over  a 
mirror  fixed  beneath.  The  connection  with  the  current  is 
made,  in  the  best  instruments,  by  means  of  two  fine  spirals, 
which  give  conjointly  a  propulsion  to  the  movable  system 
and  draw  it  back  to  zero  position  when  no  current  is  passing. 
All  the  best  instruments  have  binding  screws,  screw  supports, 
zero  point  corrections,  and  arrestments.  The  system  only 
hangs  freely  when  the  screw  supports  are  accurately  adjusted 
for  a  horizontal  position.  After  use  the  needle  is  arrested. 

The  deflection  in  any  instrument  is  proportional  to  the 
current  intensity ;  the  instruments  are  therefore,  above  all, 
amperemeters.  If,  however,  the  instrument  has  such  a  large 
resistance  R,  that  the  remaining  resistance  in  the  circuit  need 
not  be  considered  in  comparison  with  it,  the  deflection  is 
proportional  to  the  potential,  and  the  reading  is  converted 
into  volts,  according  to  the  principle  e  =  i  X  R. 

Such  an  instrument  is  joined  best  in  a  side  circuit,  since 
then  the  current  intensity  in  the  main  circuit  is  scarcely 
altered  (see  p.  116).  The  typical  arrangement  is  :  ampere- 
meter in  main  circuit,  voltmeter  in  side  circuit. 

In  working  with  alternating  currents,  only  null  instruments 
can  be  used  for  these  purposes,  i.e.,  instruments  which  show 
when  no  current  is  passing.  Galvanometers  cannot  be  used 
with  alternating  currents.  They  are  replaced  by  the  telephone, 
which  is  silent  for  direct  currents  (except  when  opening  or 
closing  the  circuit). 

Exercises. 

Arrange  in  circuit  an  accumulator  or  a  dry  cell,  a  simple 
plug  rheostat  or  a  Euhstrat  resistance,  and  a  cheap  galvano- 
meter, and  convince  yourself  that  the  formulae  given  are  correct. 

If,  e.g.,  two  accumulator  testers  with  different  internal 
resistances  are  available,  show  that  with  a  dry  element 
two  different  E.M.F.'s  are  obtained,  both  a  little  too  small, 
since  the  internal  resistance  of  the  cell  is  not  taken  into  con- 
sideration compared  with  that  of  the  voltmeter  resistance. 
Calculate  the  E.M.F.  and  Rt  from  Ral,  and  Ra.2  and  the  two 
deflections.  Observe  also  that  for  an  accumulator  equal 
potentials  are  obtained  with  the  two  instruments. 
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Increase  the  range  of  a  galvanometer  and  an  ampere- 
meter ;  measure  the  potential  and  current  intensity  with 
potentiometer  in  a  side  circuit;  insert  two  resistances  in 
series  and  parallel  respectively. 

Determine  the  heat  equivalent  of  1  volt-ampere-second  by 
passing  a  current  of  known  strength  and  known  potential  for 
a  measured  time  through  nickelin  or  manganin  wire,  insulated 
by  means  of  sealing-wax,  soldered  to  thick  copper  wire,  and 
immersed  in  a  small  calorimeter  (wire  resistance  10  &,  three 
accumulators  in  series,  current  passed  for  about  2  minutes, 
200  grams  of  water  in  the  calorimeter).  The  wire  resistance 
must  be  measured,  if  unknown  (see  above),  and  a  voltmeter 
joined  to  its  ends  so  that  i  can  be  calculated  according  to 
Ohm's  Law.  In  practice  the  arrangement  is  usually  inverted, 
and  the  calorimeter  calibrated  by  these  means. 

Capillary  Electrometer. 

The  capillary  electrometer  of  Lippmann  depends  on  quite  a 
different  principle  to  the  measuring  instruments  already 
mentioned.  Ostwald  has  modified  it  into  a  convenient  and 
cheap  laboratory  instrument,  which  is  exclusively  employed 
as  a  null  instrument.  In  a  sloping  or  vertical  capillary,  a 
movable  mercury  thread  is  connected  with  a  large  mercury 
meniscus  by  means  of  25  per  cent,  sulphuric  acid.  The 
position  of  rest  is  given  at  the  meniscus  by  the  surface  tension 
and  hydrostatic  pressure  of  the  mercury  column  in  which  the 
thread  ends.  Into  both  mercury  reservoirs  are  dipped 
platinum  wires,  which  are  almost  entirely  fused  into  glass 
tubes  so  that  they  do  not  come  into  contact  with  acid.  They 
are  connected  with  the  poles  of  a  cell,  the  mercury  in  the 
capillary  to  the  negative  pole  so  that  at  that  point  is  produced 
the  hydrogen  polarisation.  In  that  way  the  surface  tension  is 
diminished,  the  mercury  meniscus  moves  in  the  capillary ; 
the  displacement  can  be  read  by  means  of  a  microscope  on  a, 
scale  placed  beneath,  or,  with  a  vertical  capillary,  by  means 
of  a  small  power  microscope  carrying  a  micrometer  scale  in 
the  eyepiece.  With  very  small  differences  of  potential, 
proportionality  exists  between  deflection  and  polarisation. 
Readings  cannot  be  made  with  above  0*95  volt.  In  the 
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position  of  rest  the  two  quantities   of   mercury   are   joined 
together,  i.e.  the  instrument  is  "  short-circuited." 

The  surface  of  contact  between  mercury  and  acid  must  be 
renewed  frequently,  for  which  purpose  a  drop  of  mercury  is 
forced  out  of  the  capillary.  Only  the  purest  mercury  (prefer- 
ably shaken  up  with  potassium 
bichromate  solution)  is  suitable  for  the 
instrument.  The  form  with  vertical 
capillary  is  shown  in  Fig.  36. 

The  instrument  must  form  a  closed 
circuit,  except  at  the  moment  of  use. 
This  is  accomplished  by  means  of  a 
simple  key  with  three  binding  screws 
(see  Fig.  37).  A  thin  flexible  strip  of 
brass  is  screwed  to  a  small  stand  of 
wood  soaked  in  paraffin  by  means  of  a 
binding  screw  A.  In  a  position  of  rest 
the  brass  strip  rests  beneath  a  second 
fixed  strip,  at  right  angles,  and  joined  to 
the  binding  screw  B.  The  electrometer 
connections  are  joined  to  A  and  B  respectively.  The  flexible 
brass  strip  carries  an  ebonite  or  vulcanite  knob  at  its  free  end. 
When  the  knob  is  depressed,  A  is  no  longer  connected  with  B, 
but  with  a  third  fixed  brass  strip,  which  is  connected  with 


FIG.  36. 


FIG.  37. 

the  binding  screw  C.  The  E.M.F.  which  is  to  be  measured 
is  joined  to  B  and  C.  Poggendorff's  compensation  arrange- 
ment is  usually  employed  with  this  instrument  (cp.  Fig.  44, 
and  pp.  155  and  156) ;  the  key  and  electrometer  are  sub- 
stituted for  the  galvanometer  G,  and  its  ballast  resistance  It. 
An  example  of  the  use  of  the  capillary  electrometer  is 
.given  later  (see  p.  163). 


CHAPTEK   IX 


ELECTRICAL    CONDUCTIVITY 


General  Remarks. 


The  Wheatstone's  bridge  arrangement  is  most  suitable  for 
the  measurement  of  conductivities ;  it  consists  of  six  current 
branches.  Four  resistances,  X,  R,  b  and  a,  are  arranged  in  a 
circuit;  the  source  of  current  E  is  inserted  between  X—R 
and  a— b,  and  the  zero  instrument  T  between  X—  a  and 
R— b  (see  Fig.  38).  E  is  the  only  source  of  potential  in  the 
system.  From  the  laws,  already  stated,  for  a  current  which 
is  conducted  through  two  paths,  it  follows  that  no  current 

•\r  TT> 

flows  through  T  only  when  —  =  -7-.     Hence 

a        b 

v        Tfa 
A  =  xi -7. 

b 

The  measurements  of  a  and  b  are  reduced  to  measurements 
of  length ;  for  this  purpose  a  homogeneous  calibrated  wire  is 
taken    and    stretched    on    an    in- 
sulating   stand.      A    contact    con- 
nection slides   along  it,   and  thus 
divides  it  into  two  parts  a  and  b. 
From  p.  113  it  follows  that  if  the 
cross  section  and  the  specific  con- 
ductivity of  a  wire   are  the  same 

7?         7 

throughout,  then  ^  =  A     R  is  a 


FIG.  38. 


variable    resistance    (such    as    art 
ordinary  resistance  box). 

If  the  resistance  of  a  wire  is  measured,  an  accumulator  or  a 
dry  cell  E  is  taken  as  source  of  the  current,  and  a  galvano- 
meter as  the  zero  instrument.  If  the  resistance  of  a  column 
of  liquid  has  to  be  determined,  in  which  conduction  of  current 
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is  accompanied  by  electrolysis,  an  alternating  current  must  be 
used,  with  which  every  reversal  of  current  compensates  the 
decomposition  effect  due  to  the  previous  one.  In  this  case 
E  is  the  secondary  of  a  small  induction  coil,  T  a  telephone. 

Suitable  forms  of  apparatus  are  constructed  to  measure  the  resistance 
of  wires,  in  which  R,  a  and  b  are  built  into  a  resistance  box,  to  which 
X,  E  and  T  are  connected.  Both  a  and  b  can  be  altered  to  1,  10,  100, 

or  1000  ohms,  so  that  the  ratio  of  -r  can  be  varied  between  and 

— : — ;  X,  the  unknown  resistance,  can  then  always  be  found  by  multi- 
plying by  some  power  of  10.  R  is  a  complete  resistance  box.  The 
apparatus  has  a  double  key  ;  when  the  knob  of  the  key  is  depressed,  the 
cell  and  the  galvanometer  are  connected  to  the  circuit  one  after  the  other. 
The  galvanometer  is  protected  by  previously  inserting  a  very  large  resist- 
ance, which  can  be  cut  out  by  pressing  down  the  second  key,  in  cases 
when  the  deflection  of  the  galvanometer  is  made  very  slight. 

If  the  student  does  not  understand  the  arrangement,  the  apparatus 
should  be  constructed  with  a  less  delicate  galvanometer  (one  used  for 
purposes  of  demonstration)  and  single  resistances. 

The  physical  chemist  is  concerned  with  the  resistance  of 
wires  merely  as  serviceable  magnitudes. 

Conductivity  of  Solutions. 

The  electrodes  consist  of  platinised  platinum ;  in  the  case 
of  solutions  which  are  easily  decomposed,  or  so  dilute  that  the 
concentration  would  be  altered  considerably  by  oxidation  or 
slight  adsorption  by  the  platinum  black,  ordinary  platinum 
electrodes  are  used.  Platinising  reduces  the  polarisation  at 
the  electrodes,  and  thereby  improves  the  minimum  of  the 
telephone. 

Before  the  electrodes  are  platinised  they  are  cleaned 
thoroughly  (with  chromic  acid  mixture,  nitric  acid,  or  sodium 
hydroxide,  according  to  the  nature  of  the  deposit),  and  washed 
with  distilled  water. 

The  best  platinising  solution  consists  of  1  gram  H2  PtCle 
and  8  mgs.  of  lead  acetate  dissolved  in  30  grams  of  water.  It 
becomes  more  dilute  in  use.  The  actual  platinising  is  carried 
out  with  the  current  from  two  accumulators  ;  the  direction  of 
current  must  be  reversed  frequently,  and  the  amount  regulated 
so  that  a  moderate  production  of  gas  results.  After  the  liquid 
has  been  poured  away  and  the  electrodes  rinsed  with  water, 
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the  vessel  containing  them  is  filled  with  sodium  acetate 
solution,  and  this  electrolysed  for  a  short  time,  reversing  the 
current  frequently  as  before ;  in  this  way  the  products  of 
decomposition  of  the  first  solution  are  gradually  removed  from 
the  platinum  black.  The  electrodes  are  finally  washed  with 
warm  water  by  decantation,  and  the  warm  water  renewed 
continually  until  its  conductivity  no  longer  changes. 

Since   the  specific  conductivity  K  =  —  x  -,  both  the  dis- 
tance between  the  electrodes  Z,  and  their  cross  section  q  must 


FIG.  39. 


FIG.  40. 


be  accurately  fixed.  Hence — from  motives  of  false  economy — 
too  thin  platinum  foil  must  not  be  used  for  the  electrodes. 

-is  termed  the  resistance  capacity  of  the  vessel.     A  distinction 

is  drawn  between  conductivity  vessels  with  constant  and  with 
variable  resistances.  Of  the  numerous  types  which  have  been 
proposed,  the  following  are  employed  chiefly. 

A.  Kohlrausch's  Type  (Fig.  39).  The  electrodes  are  fused 
through  the  side  of  the  vessel.  The  bent  upper  ends  of  the 
platinum  wires  dip  into  mercury  cups.  The  lower  ends  are 
insulated  with  a  covering  of  thin  indiarubber  tubing ;  they 
are  cemented  to  the  vessel  walls  with  rosin  at  their  point 

B.P.C.  K 
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of  fusion,  in  order  to  increase  the  stability.  The  electrodes 
are  kept  in  position  by  pressure  against  a  small  glass 
ring  joined  to  the  bottom  of  the  vessel.  The  cell  must  not  be 
•dried  ;  it  is  kept  filled  with  distilled  water  (as  are  all  the  other 
types),  and  before  use  is  rinsed  several  times  with  the  solution 
to  be  investigated.  A  groove  should  be  filed  in  the  opening 
for  the  thermometer,  so  that  the  air  can  escape  when  it  is 

inserted.  -  is  generally  about  0*2,  and  is  not  quite  indepen- 
dent of  the  height  of  the  contents.  In  consequence  it  must 
always  be  filled  to  the  same  height  (to  a  ring  of  shellac  varnish). 

B.  Ostwald's  Type  (Fig.  40).  The  electrodes  are  fused 
Into  glass  tubes  by  short  platinum  wires ;  the  tubes  are 
cemented  into  a  vulcanite  lid.  The  current  connections  are 
effected  by  means  of  copper  wires  and  mercury.  The  electrodes 
fill  the  lower  section  of  the  glass  vessel  almost  completely,  so 
that  the  resistance  capacity  is  almost  independent  of  the 
height  of  the  contents,  since  scarcely  any  of  the  current 
is  carried  by  the  liquid  in  the  upper  part  of  the  vessel.* 

The  greatest  care  must  be  exercised  in  removing  the  lid  so 
that  the  electrodes  are  not  bent  by  scraping  against  the  glass 
wall.  The  lid  contains  an  opening  for  a  thermometer.  The 
capacity  of  the  vessel  is  essentially  of  the  order  of  magni- 
tude 0*5. 

Other  forms  of  vessel  have  been  designed  for  liquids  which 
are  either  specially  good  or  specially  bad  conductors ;  these 
will  be  found  in  the  classic  handbook  of  Kohlrausch  and 
Holborn,  Leitvermogen  der  Elektrolyte,  Leipzig,  1898. 

Forms  of  apparatus  with  variable  resistance  capacity,  having 
movable  electrodes,  possess  the  disadvantage  that  the  capacity 
is  subject  to  unintentional  alterations. 

Although  the  following  form  cannot  be  varied  continuously, 
yet  it  can  be  altered  step  by  step  sufficiently,  and  has  a  reliable 
steady  capacity.  With  a  rather  large  quantity  of  liquid  the 
amount  of  platinum  required  is  small,  and  the  capacity 
depends  but  slightly  on  the  height  of  the  contents.  The 
design  is  the  Nemst-Magnus  type  (Fig.  41). 

*  This  is  seen  in  platinising  the  electrodes ;  the  upper  surface  of  the 
upper  electrode  is  scarcely  tarnished. 
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C.  A  stout  glass  vessel  is  closed  by  a  tight  fitting  ebonite 
lid,  which  contains  four  openings,  two  small  ones  for  the 
stirrer  and  thermometer  (not  shown  in  the  figure)  and  two 
larger,  the  sizes  of  which  are  perceptibly  different.  Two 
ebonite  collars  fit  into  these  openings  and  are  held  in  position 
by  projecting  rims.  From  the  edge  of  each  of  these  a  segment  is 
cut  off,  and  the  flat  edges  of  the  two  rims  press  together  when 
the  rings  are  in  position,  so  that  they  are  held  firmly  in  place. 
A  glass  tube  is  cemented  into  each  collar.  Since  the  widths 
are  different,  two  sizes  of  tubes  are  employed  and  two  of  each 


(^Sws^^^s^^ 
FIG.  41. 


FlG.  41a. 


kind  taken.  One  pair  has  the  lower  openings  drawn  out  and 
narrowed,  while  the  upper  are  of  equal  width.  These  are 
closed  with  ebonite  stoppers ;  through  them  are  cemented 
glass  tubes  which  support  the  electrodes  beneath.  The 
stoppers  also  possess  projecting  rims,  of  which  corresponding 
sections  are  cut  off,  and  when  fitted  together  hold  the  tube 
firmly  in  one  position.  The  electrodes  fill  the  cross  section  of 
the  tube  almost  completely  (Fig.  41a). 

Thus  with  four  tubes,  but  only  two  electrodes,  four  definitely 
fixed  capacities  are  obtained ;  these  can  be  arranged  suitably 
according  to  the  nature  of  their  openings  (AiBi,  AiBn,  AnBi, 
AnBn).  Any  two  of  them  when  put  together  possess  a 

K  2 
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constant  capacity  since  the  positions  are  fixed.  Capacity, 
however,  does  vary  slightly  with  height  of  liquid  content. 
The  vessel  is,  in  consequence,  always  filled  to  a  definite  mark, 
which  represents  a  convenient  volume,  about  100  c.c. 

Kohlrausch  has  constructed  a  very  convenient  vessel  for  the 
analysis  of  strongly  conducting  solutions ;  in  the  use  of  this 
vessel  a  stretched  wire  resistance  is  unnecessary.  It  is 
U-shaped,  of  small  cross  section ;  it  has  well  platinised 
electrodes  arranged  horizontally,  fitted  to  two  corks,  by  which 
means  they  can  be  moved  vertically.  It  carries  on  each  side  a 
scale  from  which  the  resistance  capacity  can  be  determined  in 
any  position.  Two  equal  resistances  are  taken  for  a  and  b, 
so  that  the  telephone  is  silent  when  X  =  K.  For  E  such  a 
resistance  is  chosen  that  the  calculation  is  simple,  and  the 
electrodes  are  adjusted  until  the  telephone  is  silent.  The  scale 
readings  on  each  side  are  added,  and  the  capacity  thus  found. 
[f  this  is  divided  by  R  the  value  for  K  is  obtained  directly. 
Since  different  adjustments  of  the  electrodes  will  give  the 
same  capacity,  the  scale  and  reading  errors  can  be  corrected 
by  taking  several  observations  in  different  positions. 

Since  most  of  the  conductivity  vessels  can  only  be  dried 
with  difficulty  (for  heating  is  dangerous,  and  alcohol  becomes 
oxidised  by  the  platinum  black),  they  should  always  be  rinsed 
twice,  previous  to  use,  with  small  quantities  of  the  solution 
with  which  they  are  to  be  filled. 

In  all  measurements  of  the  conductivity  of  electrolytes  great 
stress  must  be  laid  on  accurate  measurement  of  the  tem- 
perature. For  each  rise  in  temperature  of  1°  the  con- 
ductivity increases  by  from  1/5  to  2*5  per  cent,  according 
to  the  mobility  of  the  ions.  The  most  mobile  ions  (H*  and 
OH')  have  the  smallest  temperature  coefficients.  In  making 
a  series  of  measurements  at  a  particular  temperature  a 
thermostat  must  be  used. 

After  use  the  vessel  must  be  emptied  and  washed  out 
several  times  with  distilled  water  by  decantation  ;  the  platinum 
black  always  absorbs  a  little  of  the  solute,  which  is  only 
slowly  given  up  by  diffusion. 

With  solutions  which  conduct  well  it  is  necessary  to  consider 
the  resistance  of  the  connection  wires,  which  is  usually  of  the 
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order  of  magnitude  0*05  to  O'lO  ohms;  (it  is  measured  by  filling 
the  dried  vessel  with  mercury,  preferably  before  platinising). 
With  solutions  which  conduct  badly,  the  conductivity  of  the 
solvent  becomes  a  factor.  Good  "  distilled  "  water  has  at  18° 
a  conductivity  of  1  to  2  x  10~6.  (The  conductivity  depends 
chiefly  on  dissolved  carbon  dioxide,  not  on  the  ions  of  water 
themselves ;  really  pure  water  at  18°  has  a  conductivity  of 
only  0*04  x  10~6.)  A  neutral  salt  solution  -jobo  n  nas  a^  18° 
a  conductivity  of  about  110  X  10~6,  which  is  consequently 
only  from  50  to  100  times  as  great  as  that  of  the  solvent ; 
with  a  weak  acid,  as  acetic  acid,  the  corresponding  ratio  is  only 
20-40  :  1. 

According  to  the  law  of  mass  action  the  dissociation  of  carbon- 
dioxide  dissolved  in  water  is  completely  prevented  by  the 
presence  of  larger  amounts  of  other  acids,  so  that  the  con- 
ductivity of  water  is  not  subtracted  from  the  observed 
conductivity  of  acid  solutions,  always  assuming  that  it  is  so 
small  that  it  is  really  derived  from  carbon-dioxide  and  not  from 
salts.  The  conductivity  of  water  is  subtracted  in  the  case  of 
salt  solutions  if  it  is  not  less  than  the  error  of  measurement. 
The  conductivity  vessel  should  be  made  of  Jena  glass  if 
possible  (Glass  16  III.,  or  59  III.).  It  is  always  kept 
filled  with  water,  which  should  be  occasionally  renewed 
even  when  the  vessel  is  not  in  use,  In  this  way  the 
amount  of  alkali  dissolved  from  the  glass  is  diminished 
during  a  measurement;  such  action  frequently  takes  place 
with  new  vessels,  and  may  give  false  results  in  work  with 
acids. 

The  most  convenient  resistances  are  from  50  to  1000  ohms. 
Pieces  of  more  than  1000  ohms  must  be  wound  according  to 
Chaperon's  method  (see  p.  120). 

Unnecessarily  strong  currents  must  be  avoided,  nor  should 
current  be  passed  longer  than  necessary,  since  the  heat 
produced  might  affect  the  result. 

In  the  determination  of  a  and  b  with  a  stretched  wire  a 
length  of  one  metre  cannot  well  be  exceeded.  The  accuracy 
of  measurement  is  increased  considerably  by  using  a  much 
longer  wire  wound  spirally  ten  times  round  a  cylindrical  drum 
on  insulating  material. 
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The  Cylinder  Bridge. 

The  cylinder  is  divided  into  100  parts,  and  a  fixed  pointer 
indicates  the  reading.  A  metal  axis  arranged  parallel  with 
and  in  front  of  the  cylinder,  and  which  is  divided  into  10  parts, 
carries  a  little  contact  wheel  which  slides  along  the  cylinder 
and  is  pressed  against  the  measurement  wire  by  a  spring. 

The  groove  of  the  wheel  and  the  axis  itself  must  be  kept 
perfectly  clean.  In  more  elaborate  types  of  instrument  a  few 
ordinary  resistances  are  built  into  the  stand  for  the  sake  of 
comparison  (generally  1,  10,  100,  1000,  and  10000  ohms). 
However,  an  ordinary  resistance  box,  which  allows  closer 
comparison,  is  almost  preferable. 

If  in  very  accurate  work  the  same  range  of  the  measurement 
wire  cannot  always  be  used,  the  wire  must  be  calibrated  (for 
further  details  see  larger  text-books).  By  a  series  of  double 
measurements  (first  arrangement  X  —  R,  second  R  —  X) 
corresponding  to  double  weighing,  in  which  the  mean  result 
is  taken,  any  lack  of  symmetry  of  the  wire  can  be  eliminated. 
The  accuracy  of  measurement  can  be  increased  by  inserting 
before  the  measuring  wire  suitable  multiples  of  its  resist- 
ance.* The  middle  of  the  bridge  is  used  as  much  as 
possible.  A  rough  or  a  mathematically  precise  reckoning 
(see  p.  6)  will  show  that  the  same  error  of  position  affects 
the  result  least  when  the  reading  is  in  the  middle  of  the 
wire.  If  a  complete  box  of  resistances  is  used,  it  is  always 
possible  to  make  a  =  b  unless  the  unknown  resistance 
X  is  very  large,  as  when  measuring  water,  or  very  small,  as 
in  the  case  of  wire  resistances.  But  in  both  of  these  cases 
no  great  accuracy  is  required,  since  the  results  themselves 
are  used  only  as,  corrections. 

The  telephone  should  give  a  soft  high  sound ;  it  should  be 
pressed  firmly  to  one  ear,  and  the  other  closed  by  means  of  a 
small  glass  bulb  with  wide  neck  (an  antiphone). 

If,  as  the  contact  wheel  slides  along  the  wire,  no  definite 
position  of  minimum  sound  is  obtained,  two  positions  are 
determined  at  which  the  sound  is  equal,  and  the  mid-point 

*  E.g.,  if  the  resistance  of  the  wire  is  10  n  its  accuracy  will  be 
considerably  increased  if  10  n  are  inserted  on  each  side  of  the  wire,  in  the 
same  circuit. 
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taken,  or  the  method  is  adopted  which  is  used  in  the  half- 
shadow  apparatus  (see  p.  85). 

If  the  minimum  is  uncertain  on  account  of  electrical  (or 
electrostatical)  changes  in  the  resistance  spools  or  the  vessel, 
another  branch  of  the  circuit  of  equal  capacity  is  arranged 
in  parallel;  it  contains  a  small  plug  condenser,  and  the 
arrangement  which  gives  the  best  minimum  is  found  by  trial 
(cp.  the  chapter  on  electrostatics). 

The  induction  coil  should  always  be  removed  as  far  as 
possible  from  the  cylinder  bridge,  so  that  the  lines  of  force 
from  the  coil  may  not  disturb  the  telephone.  For  the  same 
reason  the  axis  of  the  coil  should  be  arranged  at  right  angles 
to  that  of  the  bridge. 

The  resistance  capacity  or  cell  constant  —  can  be  determined 

by  a  length  measurement  only  in  the  simplest  form  of  vessel. 
Kohlrausch  has  accurately  calibrated  a  long  cylindrical  vessel 
containing  electrodes,  which  completely  filled  its  cross  section, 
and  with  the  resistance  capacities  thus  found  has  determined 
absolutely  the  conductivities  of  a  series  of  standard  solu- 
tions at  different  temperatures.  These  can  be  easily  and 
accurately  reproduced,  and  employed  to  calibrate  vessels 
whose  resistance  capacity  cannot  be  measured  directly. 
A  selection  of  such  solutions  is  given. 


Saturated  NaCl 

IriKCl 

&  n  KC1 

Jjj  n  KCl 

Temp. 

Solution. 

Solution. 

Solution. 

Solution. 

K 

K 

K 

K. 

15° 

0-2014 

0-09252 

0-01048 

0-002243 

18° 

0-2160 

0-09822 

0-01119 

0-002397 

20° 

0-2259 

0-10207 

0-01167 

0-002501 

25° 

0-2513 

0-11180 

0-01288 

0-002765 

It  is  seen  from  this  table  that  the  molecular  conductivity 
of  KCl  increases  rapidly  between  In  and  0*02n,  and  further 

that  the  temperature  coefficient  (      K<1       **2     \  am0unts  to 

V  (tl    —    £2)     K18.  / 

about  2  per  cent. 

Linear  interpolations  can  always  be  made.     It  is  of  course 
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taken  for  granted  that  the  above  conductivities  are  the  observed 
values  less  those  for  the  conductivity  of  water.  A  normal 
solution  of  KC1  is  prepared  by  weighing  out  74*55  grams  of 
pure  dry  KC1,  and  dissolving  it  at  18°  to  a  (true)  litre  of 
solution. 

Exercises. 
1.  The  Absolute  Measurement  of  Conductivity. 

A  cylindrical  glass  tube,  about  15  to  20  mm.  internal 
diameter  and  15  cm.  in  length,  is  fixed  vertically,  and  closed 
at  each  end  by  a  rubber  cork,  through  which  are  thrust  thick 
platinum  wires.  These  carry  horizontal  circular  plates  of 
platinised  platinum  black,  which  completely  fill  the  cross 
section  of  the  tube. 

The  tube  is  filled  with  tenth  normal  KC1  solution.  In  insert- 
ing the  upper  rubber  cork,  in  order  to  prevent  any  air  bubbles 
being  enclosed,  a  thin  wire  is  also  pushed  into  the  tube, 
the  cork  squeezed  in  until  all  air  bubbles  are  pressed 
out  from  below  the  electrodes,  and  the  wire  then  cautiously 
withdrawn. 

The  vessel  is  closed  tightly  and  allowed  to  remain  for  a 
short  time  until  it  reaches  room  temperature  (measured  on  a 
thermometer  hung  near  it) ;  it  is  measured  against  three 
different  wire  resistances.  The  resistances  are  so  chosen  that 
the  readings  are  made  near  the  centre  of  the  cylinder  wire ; 

three   readings   are   taken   with   each   wire   resistance.      Rj 

is  calculated  for  each  resistance.  After  the  thermometer  has 
been  read,  I  is  measured  at  four  positions  of  the  tube  with  a 
good  ruler  (perhaps  a  slide  rule).  The  diameter  is  measured 
with  a  caliper  or  other  accurate  instrument,  and  K  calculated 

from  K  =  — . 
qr 

-The  mean  cross  section  of  the  tube  can  also  be  measured  by 
weighing  it  filled  with  water.  In  this  case  the  length  between 
the  two  corks  must  be  measured. 

With  accurate  work,  the  value  found  should  agree  with 
that  calculated  from  the  table  to  within  about  1  per  cent. 
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2.  Measurement   of  the    Resistance  Capacity   of  a  Vessel  (Cell 

Constant). 

The  vessels  of  the  Kohlrausch,  Ostwald,  Nernst-Magnus, 
and  similar  types,  should  be  calibrated  with  one  or  other  of 
the  normal  solutions. 

Measure  the  maximum  and  minimum  capacities  of  the 
Nernst-Magnus  cell ;  these  measurements  need  not  be  carried 
out  at  any  particular  temperature,  since  the  normal  solutions 
have  been  measured  accurately  between  0°  and  about  35°. 
The  actual  temperature  of  measurement  must  be  accurately 
determined. 

3.  Molecular  Conductivity  of  Salts. 

A  solution  of  NaCl  or  KC1  is  prepared  of  approximately  the 
concentration  used  in  measuring  the  depression  of  freezing 
point  or  elevation  of  boiling  point ;  the  specific  conductivity 
is  measured  at  18°  or  25°,  and  the  molecular  conductivity,  A 
calculated, 

K  X  1000  _ 
n 

At  18°  A,,  for  NaCl  is  about  109,  for  KC1  about  130,  at  25° 
about  127  and  150  respectively.      —  must  be  approximately 

AOQ 

equal  to  the  degree  of  dissociation  previously  determined  by 
osmotic  methods  (see  p.  41). 


4.  Determination  of  the  Dissociation  Constant  of  Malonic  Acid. 

From  the  law  of  mass  action  it  follows  that   for   binary 

i     ,     ,   ,  (concentration  of  ions)2 

electrolytes  -  —~ —  — : ^ r    =  const 

concentration  of  undissociated  molecule 

(see  p.  100). 

If  v  is  the  reciprocal  normality,  and  in  consequence  the 
number  of  litres  in  which  a  gram- molecule  of   substance  is 

dissolved,  then  - —  (or  -  )  is  equal  to  the  ionic  concen- 

Acaf?  \  AOO       / 

tration    ( —   ),   equal    to    the    concentration    of     the 

\  v       A^v J 
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A2 

undissociated   molecule.      Hence  — : — 7-7 TT =   con- 

Aoo  (A«,   —  A)    v 

stant  =  the  dissociation  constant. 

Dibasic  organic  acids  dissociate  into  two  ions  only,  H  and 
AcH,  so  long  as  the  degree  of  dissociation  remains  below 
50  per  cent.  The  formula  given  can  therefore  be  used  for 
not  too  dilute  solutions  of  dibasic  acids. 

Determinations  are  made  for  a  series  of  concentrations 
which  can  be  altered  by  the  following  method :  The  solution 
in  the  cell  is  diluted  by  pipetting  out  half  the  contents,  and 
pipetting  in  an  equal  volume  of  water  at  the  same  temperature. 
To  be  able  to  do  this  a  definite  volume  of  solution  must  have 
been  pipetted  into  the  dried  vessel  originally.  Two  pipettes 
are  needed  ;  the  one  allows  the  same  quantity  of  liquid  to  flow 
out,  as  is  sucked  up  into  the  other  (standardised  for  outflow 
and  inflow  respectively).  The  measurements  are  made  more 
accurately,  if  there  is  sufficient  acid  at  disposal,  by  diluting 
the  solution  in  a  flask  at  the  temperature  of  measurement,  and 
rinsing  out  the  vessel  with  solution  before  every  measurement. 
Or  the  acid  is  weighed  out  and  added  to  a  known  volume  of 
water  in  the  conductivity  cell ;  in  order  that  this  method  can 
be  employed  the  acid  must  be  easily  and  quickly  soluble. 

Malonic  acid  is  a  very  suitable  substance. 

The  Nernst-Magnus  cell  is  dried  with  a  clean  cloth  and  a 
piece  of  blotting  paper,  which  is  applied  to  the  edges  of 
the  electrodes  ;  the  widest  tubes  are  employed,  and  100  c.c. 
of  good  conductivity  water  pipetted  in.  Enough  solid  malonic 
acid  is  weighed  out  to  give  a  concentration  of  about  ?Jo  n. 
Since  only  about  25  mg.  are  required,  they  must  be  weighed 
with  great  accuracy.  After  the  acid  has  dissolved  the  resist- 
ance is  measured.  An  equal  amount  of  acid  is  weighed  out 
and  a  fresh  measurement  made.  Finally,  about  50  mg.  are 
weighed  out  and  added  and  a  final  reading  taken.  In  this 
way  three  solutions  are  obtained  for  which  v  is  approximately 
400,  200,  and  100. 

All  three  measurements  must  be  carried  out  at  the  same 
temperature.  The  three  values  of  A  are  calculated. 

Successive  values  are  roughly  in   the  proportion  of  1'4  =  \/  2.     If, 
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as  is  not  quite  the  case  here,  A  is  small  compared  with  A^,  it  follows 
that  — 

-,  whence  — -  =  V  2. 


Compare  with  this  result  Ostwald's  values  for  weaker  acids.  E.g.,  for 
acetic  acid  at  25°  A8  =  4-63,  AIO  =  6-50,  A^  =  9'2,  A^  =  12-9,  AI*  = 
18-1,  etc. 

For  an  acid  with  11  atoms  at  25°  A^  is  388,  the  tempera- 
ture coefficient  1*5  per  cent,  per  degree.  A^  cannot  be  measured 
for  malonic  acid,  even  though  accurate  measurements  could  be 
made  at  infinite  dilution,  since  even  with  a  ?Jo  n  solution  the 
acid  is  perceptibly  dissociated  into  three  ions.  In  such  a  case 
A^  can  only  be  found  by  analogy.  Ostwald  has  shown  that 
the  mobility  of  organic  anions  which  consist  of  somewhat  large 
complexes  of  atoms  depends  only  on  the  number  of  atoms. 
For  an  anion  of  10  atoms  at  25°  v  is  about  43,  u^.  =  345. 

The  dissociation  constant  should  be  calculated  for  the  solu- 
tions whose  resistances  have  been  measured.  With  accurate 
work  a  good  constant  will  be  obtained  for  the  more  concentrated 
solutions  (about  0'0015),  but  for  the  dilute  solution  a  somewhat 

greater  value,  since  already  -r-  is  >  0*5,  and  dissociation  into 

CO 

three  ions  is  perceptible. 

Frequently  the  values  given  (K)  are  100  times  those  for  the 
dissociation  constant,  and  are  calculated  from  the  formula 

o 

pj r — ;  the  degree  of  dissociation  a  is  reckoned  in  per- 
centages. 

Remarks. — If  two  reliable  determinations  of  K  are  compared, 
which  have  been  calculated  from  experiments  carried  out  at 
considerably  different  temperatures,  the  figure  corresponding 
to  the  higher  temperature  will  be  somewhat  greater;  the 
values  can  be  used  to  calculate  the  heat  of  dissociation  q  (about 
1000  g.  cal.  per  molecule  of  malonic  acid). 

,     Kz       —  2  /  *          1   \ 

In  j+  =  — jf  (  -^  -  -PJT  }       . 

J\l  Jit      \   1  i  JL  2  / 

(cp.  pp.  2  and  61). 

The  measurement  of  conductivity  has  become  a  largely  used 
analytical  method  :  it  is  indispensable  for  very  dilute  solutions 
where  chemical  methods  of  analyses  fail  (cp.  Kohlrausch  and 
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Holborn).  The  method  is  applicable  to  all  salts,  whereas  the 
second  electrochemical  method  of  analysis,  the  measurement 
of  the  E.M.F.  of  concentration  cells,  although  also  applicable 
to  very  dilute  solutions,  can  only  be  used  for  a  metallic  salt  with 
electrodes  made  from  the  same  metal,  or  of  which  the  anion 
forms  a  practically  insoluble  compound  with  a  convenient 
electrode  metal  (see  concentration  cells,  p.  158).  The  values 
given  on  p.  59  for  the  solubility  of  AgCl  are  calculated  from 
the  conductivity  values. 

5.  Solubility  of  a  difficultly  Soluble  Salt.     Decrease  of  Solubility 
and  Dissociation.     Example  PbS04  —  E^SO^ 

The  conductivity  of  distilled  water  at  18°  is  measured  in  a 
Kohlrausch's  resistance  cell.  For  this  purpose  the  contents 
must  be  renewed  until  a  constant  value  is  obtained.  When  this 
is  reached,  some  thoroughly  washed  lead  sulphate  is  added  to 
the  final  water  contents,  the  whole  shaken  up,  and  the  con- 
ductivity measured.  The  solution  is  quickly  saturated. 
Measurements  are  made  after  shaking  up  and  after  the  solid 
has  settled  until  constant  results  are  obtained. 

Let  K  be  the  conductivity  of  the  saturated  solution  after  that 
of  water  has  been  subtracted  (about  32  X  10~6),  and  A^  = 
61  +  68,  the  final  conductivity  of  a  gram  equivalent  of  PbS04 
(=  JPbS04),  then  the  equivalent  normality  of  the  saturated 
solution  is,  if  we  assume  complete  dissociation, 

1000  K 


129 
the  number  of  gram-molecules  in  the  litre  is  half  as  great. 

If  the  same  experiment  is  made,  replacing  water  by  a  -f$  n 
to  TJo  n  solution  of  H2S04,  then  very  little  of  the  PbS04  is 
dissolved  (decrease  of  solubility)  and  the  change  of  conduc- 
tivity is  very  slight.  With  still  more  dilute  H2S04,  addition 
of  PbS04  results  in  a  slight  decrease  of  conductivity.  Both 
electrolytes  with  the  common  ion  S04"  are  rather  less  disso- 
ciated in  the  mixed  solution  than  in  pure  water  (decrease  of 
dissociation).  The  mobile  H  ions  are  replaced  to  a  slight 
extent  by  the  less  mobile  Pb  ions.  Hence  there  results  a 
decrease  of  conductivity,  which,  however,  is  very  small  in  con- 
sequence of  the  small  quantity  of  salt  which  dissolves. 


CHAPTEE  X 

FARADAY'S  LAW — TRANSPORT  NUMBERS 
The  Absolute  Determination  of  the  Current  Intensity. 

The  absolute  value  of  the  current  intensity  is  determined 
by  means  of  the  tangent  galvanometer.  In  the  centre  of  a 
5?- shaped  piece  of  copper  swings  a  short  magnet-needle,  which 
carries  a  light  aluminium  pointer  moving  over  a  circular  scale. 
The  copper  ring  is  so  rotated  that  the  needle  (not  the  pointer, 
which  is  at  right  angles  to  it)  lies  in  the  plane  of  the  coil> 
and  coincides  with  one  of  the  diameters  of  the  circle.  The 
ring  is  then  in  the  magnetic  meridian  and  the  pointer  should 
be  at  zero.  If  a  current  of  intensity  /  (measured  in  C.G.S. 
units)  passes  through  the  coil,  it  will  tend  to  turn  the  needle 
through  an  angle  of  90° ;  since  the  horizontal  intensity  of  the 
earth's  magnetism  exercises  a  force  contrary  to  that  of  the 
current,  a  deflection  of  a°  (less  than  90°)  will  result.  If  H  is 
the  horizontal  intensity,  the  average  radius  of  the  copper 
circle  R  cm.,  the  magnetic  moment  of  the  needle  M,  then 
the  force  of  deflection  of  the  current  will  be 

7-2E7T  .  M  ZI*M 

=  730 cos  a  =  — ,5 —  cos  a, 

£1  M 

whilst  the  moment   of   the   earth's   magnetic   force   will   be* 
MH  sin  a. 

In  a  state  of  equilibrium 

2M/7J-  cos  a  .  HE 

—5 —    -  =  MH  sin  a,  whence  I  =  — —  tan  a. 

Jtl  Z7T 

If  the  current  intensity  is  reckoned  in  amperes,  this  figure- 
must  be  multiplied  by  10  (see  p.  110)  and  there  results 

.       5HR  , 

i  =  tan  a. 

77 

If  the  copper  circle  consists  of  not  one,  but  n  windings,  then. 
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i  must  be  divided  by  n.  H  is  approximately  0'18.  The  exact 
value  depends  on  geographical  position,  and  to  a  slight  extent 
on  time  variations ;  it  can  be  found  in  Landolt-Bornstein's 
tables. 

In  using  the  tangent  galvanometer  the  presence  of  heavy 
iron  masses,  such  as  gas-fittings,  iron  stands,  etc.,  lessens  the 
value  of  H  ;  they  must  therefore  be  removed.  Knives,  keys, 
etc.,  must  be  laid  aside  for  a  similar  reason.  R  is  best  deter- 
mined by  measuring  several  diameters  of  the  coil  with  a  foot 
rule  and  taking  the  mean.  The  deflection  a  is  read  at  each 
end  of  the  pointer.  It  is  advisable  to  put  a  commutating  key 
in  circuit  with  the  galvanometer  alone,  so  that  the  direction  of 
the  current  can  be  reversed  and  a  new  reading  taken.  In  this 
way  the  error  which  results  if  the  ring  is  not  situated  exactly 
in  the  magnetic  meridian  is  eliminated.  The  error  of  reading 
is  smallest  when  the  deflection  is  about  45°.  Since  ordinary 
tangent  galvanometers  have  a  copper  circle  of  about  25  cm. 
diameter,  a  current  of  about  4  amperes  gives  the  most 
favourable  deflection.  This  requires  a  larger  electromotive 
force  than  that  obtained  in  most  electro-chemical  work,  so  the 
circle  must  consist  of  several  windings  to  obtain  the  best 
results. 

Faraday's  Law. 

The  following  are  arranged  in  a  circuit :  two  accumulators 
a  small  variable  resistance,  a  commutator  with  tangent  gal- 
vanometer, an  ordinary  amperemeter,  a  silver  voltameter,  and 
a  copper  voltameter. 

The  last  two  instruments  are  employed  usually  to  measure 
the  current  intensity  from  its  chemical  effect,  i.e.,  from  the 
respective  deposits  of  silver  and  copper.  In  this  case  they  are 
used  to  determine  the  electrochemical  equivalents  of  silver 
and  copper.  Care  must  be  taken  that  they  are  arranged  in 
the  right  order,  and  they  must  be  tested  previously  to  ascertain 
which  is  the  cathode  and  which  the  anode. 

The  name  voltameter  is  not  a  very  good  one ;  these  instru- 
ments must  not  be  confounded  with  voltmeters.  Recently 
Eichards  has  suggested  the  term  coulometer,  which  is  certainly 
more  appropriate,  since  in  reality  coulombs  are  measured. 
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The  silver  coulometer  is  constructed  best  by  taking  a  pre- 
viously weighed  platinum  crucible  as  cathode,  a  20 — 25  per 
cent,  neutral  solution  of  AgN03  as  electrolyte,  and  a  rod  of 
pure  silver  as  anode.  The  apparatus  is  put  together  on  the 
small  stands  commonly  used  for  electrolytic  work  (though  any 
small  stands  will  do).  As  slight  disturbances  always  take 
place  at  the  anode,  especially  through  formation  of  higher 
oxides,  small  particles  frequently  fall  off.  Since  the  cathode 
is  weighed,  to  protect  it  from  these  small  particles,  the  anode 
is  wrapped  up  in  a  small  piece  of  filter  paper,  or  a  small 
basin  is  placed  beneath  it.  After  the  current  has  been 
interrupted  the  solution  is  poured  back  into  the  stock  bottle ; 
the  platinum  crucible  with  the  silver  deposit  is  washed  carefully 
by  decantation  several  times  with  distilled  water,  until  the 
wash-water  no  longer  gives  the  silver  reaction.  The  crucible 
is  then  left  standing  for  a  few  minutes  filled  with  warm  water, 
afterwards  dried  with  alcohol,  the  alcohol  evaporated  over  a 
flame,  and  the  crucible,  when  cold,  is  weighed  accurately. 

If  the  current  intensity  is  small,  large  leaves  of  silver 
crystals  are  formed  frequently,  and  these  are  easily  detached 
from  the  crucible.  In  such  cases  the  washing  must  be  carried 
out  with  especial  care,  and  the  wash-waters,  if  necessary, 
passed  through  a  small  filter  before  they  are  thrown  away. 
The  crucible  must  be  carefully  cleaned  before  use,  and  imme- 
diately after  use  the  silver  must  be  dissolved  in  nitric  acid, 
and  the  crucible  again  cleaned. 

The  silver  coulometer  can  be  used  with  advantage  in  standardising  the 
calorimeter  electrically,  and  in  the  determination  of  the  heat  equivalent 
(see  p.  125),  since  measurements  of  time  and  current  are  dispensed  with, 
and  the  volt-ampere-second  is  deduced  from  the  weight  of  deposit  on  the 
crucible  and  the  voltmeter  data  (readings  taken  at  near  intervals). 

Experimental  Conditions :  Calorimeter  of  500 — 600  water  equivalent,  heat 
resistance  about  60  ohms,  time  of  passage  of  current  seven  minutes, 
potential  10  volts,  half  minute  readings  (see  p.  125). 

The  copper  coulometer  is  preferably  made  of  a  glass  vessel 
similar  to  those  used  for  accumulators,  containing  two  copper 
plates  insulated  from  each  other,  which  fill  the  greater  part  of 
the  sectional  area  of  the  vessel.  This  is  filled  with  solution 
so  that  all  but  the  necks  of  the  plates  are  covered.  The 
electrolyte  is  made  up  as  follows :  150  grams  of  copper 
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sulphate,  50  grams  of  sulphuric  acid,  50  grams  of  alcohol,  to 
1000  grams  of  water.  This  is  the  solution  recommended 
first  by  Ottel ;  an  alternative  solution  consists  of  125  grams 
copper  sulphate,  and  50  grams  sulphuric  acid  per  litre.  Only 
the  cathode  is  weighed ;  it  is  washed  with  water,  and  dried 
first  with  filter  paper,  and  finally  in  a  vacuum  desiccator. 

The  copper  coulometer,  like  the  silver  coulometer,  is  liable 
to  certain  sources  of  error  which  cannot  be  wholly  avoided. 
The  formation  of  cuprous  ions,  whose  corresponding  equiva- 
lent is  twice  that  of  cupric  ions,  is  an  especial  source  of  error. 
It  can  be  avoided  partly  by  the  use  of  somewhat  concen- 
trated copper  sulphate,  acidified  as  previously  indicated,  to 
prevent  hydrolysis  of  cuprous  salts.  Moreover,  the  solution 
must  be  stirred  thoroughly  to  prevent  it  becoming  too  weak 
near  the  cathode,  and  air  should  be  driven  out  of  the  solution, 
to  prevent  oxidation  of  Cu  to  Cu\  This  is  accomplished  by 
passing  hydrogen  or  carbon -dioxide  through  the  solution  during 
passage  of  current.  The  current  density,  equal  to  the  number 
of  amperes  divided  by  the  area  of  the  electrode,  must  be  kept 
between  0*02  and  0*002.  If  this  condition  is  strictly  observed, 
the  copper  deposit  adheres  well,  is  finely  crystalline,  and  light 
red.  In  spite  of  the  sources  of  error,  and  the  numerous  con- 
ditions to  be  observed  in  its  use,  the  copper  ''voltameter"  is 
almost  exclusively  used  for  all  technical  purposes,  since  it  is 
more  convenient  and  cheaper  than  the  silver  "  voltameter," 
though  less  exact. 

By  measuring  the  time  that  the  current  has  passed,  and  the 
weight  of  metal  deposited,  the  integral  idt  is  obtained,  the 
number  of  ampere-seconds ;  from  this  the  average  current 
intensity  is  easily  calculated.  If  the  current  is  inconstant, 
the  coulometer  permits  the  determination  of  average  intensity 
only;  to  determine  the  current  continuously  needle  instruments 
are  necessary. 

Experiment  1. — See  that  the  connections  are  in  order. 
Electrolyse  the  solutions  with  about  0'7  ampere  for  20 
minutes,  reading  the  galvanometer  every  4  minutes  (revers- 
ing the  current  for  every  reading)  and  also  the  amperemeter. 
Calculate  the  amounts  of  copper  and  silver  deposited  respec- 
tively per  second,  first  from  the  amperemeter  readings,  then  from 
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those  of  the  galvanometer.-  (The  theoretical  figures  are  1*118 
and  0*3294  mgs.  respectively.)  The  actual  figures  obtained 
in  all  cases,  according  to  Faraday's  Law  must  be  in  the  ratio 

107-93  to  K 

m 

Experiment  2. — Replace  the  two  coulometers  by  a  resistance 
of  1  ohm  to  the  ends  of  which  is  joined  an  accumulator  tester 
(range  from  0  to  3  volts),  which  in  this  way  can  be  used  as  an 
amperemeter  (for  method  of  correction,  see  p.  116).  Compare 
the  galvanometer,  the  first  amperemeter,  and  the  voltmeter  at 
different  current  intensities.  It  will  be  found  that  the  volt- 
meter is  most  exact  of  the  three.  With  the  numbers  found 
with  this,  correct  those  obtained  in  experiment  1.  In  this 
experiment  only  one  accumulator  is  necessary. 

The  Knallgas  Coulometer. 

For  small  currents,  where  metallic  coulometers  are  untrust- 
worthy, the  knallgas  coulometer  is  employed.  Since  under 

normal  conditions  96540  coulombs  correspond  to  22*41  X    o 

litres  (why  —  ?)  one  ampere  evolves  0*174  c.c.  per  second, 

per  minute  10*44  c.c.  As  electrolytes  solutions  are  chosen 
which  give  no  secondary  reaction,  such  as  does  H2S04  for 
example.  An  approximately  2n  solution  of  sodium  hydroxide 
between  nickel  electrodes  is  used  preferably.  A  convenient 
form  of  this  coulometer  is  shown  in  Fig.  42.  The  burette 
acts  as  measuring  vessel,  and  displaced  liquid  is  measured 
instead  of  gas.  Readings  are  taken  before  and  after  passage 
of  current ;  in  each  case  the  surfaces  of  liquid  in  coulometer 
and  burette  must  be  at  the  same  level  when  a  reading  is 
made.  The  barometric  pressure  must  be  observed  at  the 
same  time.  The  vapour  pressure  of  water  over  a  twice  normal 
soda  solution  is  about  7  per  cent,  less  than  above  pure  water, 
and  this  must  be  taken  into  consideration  (check  this  state- 
ment by  a  rough  calculation  according  to  the  theory  of 
p.  57).  Before  taking  the  actual  measurement,  the  current 
should  be  run  for  some  time,  in  order  to  generate  enough  gas 
to  saturate  the  electrodes,  and  especially  the  solution. 
E.P.C.  L 
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It  is  assumed  that  no  change  of  temperature,  or  only  a 
very  slight  one,  takes  place  during  the  passage  of  the 
current.  Otherwise  a  correction  must 
be  made  for  the  expansion  of  the 
gas  already  present  before  the  commence- 
ment of  the  experiment  (this  amount  can 
be  estimated  roughly).  Hence  the  tem- 
perature before  and  after  experiment  must 
be  noted. 

Experiment. — Connect  in  a  circuit  two  or 
three  accumulators,  a  convenient  resistance, 
commutating  key  with  tangent  galvano- 
meter, amperemeter,  and  a  one-ohm 
resistance,  to  the  ends  of  which  are  con- 
nected the  terminals  of  a  voltmeter,  and 
electrolyse  the  solution  with  about  0'5 
ampere  until  some  50  c.c.  of  electrolytic 
gas  have  been  produced.  The  time  must 
be  accurately  measured  and  the  current 
strength  read  at  regular  intervals.  Cal- 
culate the  amount  of  electrolytic  gas 
evolved  per  ampere-second,  and  compare 
the  result  with  the  corresponding  figures  for  copper  and 
silver. 


FIG.  42. 


Transport  Numbers. 

When  a  current  passes  through  an  electrolyte  of  which  the 
cation  and  anion  possess  different  velocities  (u  and  ?'),  changes 
of  concentration  near  the  electrodes  will  result.  If  the  change 
of  concentration  (not  always  simple,  on  account  of  diffusion 
and  convection)  is  measured  in  a  suitable  vessel,  the  ratio  of 
the  velocities  of  migration  can  be  calculated.  The  fraction 

— i — ,  the  relative  proportion  of  the  current  carried  by  the 
u  +  v 

cation,  is  called  the  transport  number  of  the  cation  (Hittorf). 
For  example,  if  a  grams  of  silver  migrate  from  the 
anode,  in  the  electrolysis  of  silver  nitrate,  while  in  the 
same  time  b  grams  of  silver  are  deposited  in  a  silver 
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voltameter  in  the  same  circuit,  it  follows  that  the  transport 
number  is 


u 


b        u  -f-  v' 

A  number  of  different  kinds  of  apparatus  have  been  sug- 
gested to  separate  conveniently  the  anode  and  cathode  solu- 
tions, and  the  inter- 
mediate unaltered  layer, 
which  is  also  analysed 
as  a  check. 

A  convenient  form  is 
that  shown  in  Fig.  48. 
A  is  the  anode  vessel ; 
the  anode  is  soldered  to 
a  piece  of  copper  wire, 
and  cemented  into  a 
bent  glass  tube  with 
sealing-wax,  the  tube 
being  thrust  through  the 
middle  of  the  cork  of 
the  side  opening.  The 
copper  wire  is  wholly 
within  the  glass  tube, 
and  connection  with  the 
circuit  is  made  by  filling 
the  tube  with  mercury. 
The  point  at  which  the 
wire  and  anode  are  soldered  is  protected  by  a  covering  of 
sealing-wax.  The  anode  vessel  (an  Erlenmeyer  flask)  holds 
about  100  c.c.  Its  upper  opening  is  ground,  and  can  be 
closed  either  by  a  ground  stopper  or  the  upper  part  of 
the  transport  vessel  (NL  and  K).  The  middle  "neutral" 
layer  is  contained  in  NL  ;  its  concentration  will  remain 
unaltered  during  the  passage  of  the  current.  The  lower 
end  is  ground  inside  as  well  as  outside,  the  inside  being 
shut  by  means  of  a  ground  stopper  to  which  is  fixed  a  handle,, 
so  that  it  can  be  raised  during  electrolysis.  NL  is  connected 
to  K  by  a  U-shaped  tube,  carrying  an  outlet  tube  at  the 
bottom,  closed  by  an  indiarubber  tube  and  clip.  Since  it  is 

L  2 


FIG.  43. 


148  EXERCISES  IN  PHYSICAL   CHEMISTEY 

only  necessary  to  know  the  alteration  of  concentration  at  one 
electrode,  in  order  to  calculate  the  transport  number,  the 
cathode  is  formed  of  a  small  glass  vessel,  containing  mercury 
and  a  concentrated  solution  of  zinc  or  cadmium  nitrate.  By 
this  means  the  separation  of  metal,  or  the  fall  of  solid 
impurities,  is  prevented. 

Experiment  with  a  -£$  n  solution  of  silver  nitrate.  A  rod  of 
silver,  such  as  is  used  in  a  silver  voltameter,  is  used  as  anode. 
The  dried  anode  chamber  is  weighed  with  its  stopper  and  the 
electrode  tube  plus  mercury,  accurate  to  a  centigram,  and 
then  filled  with  solution  up  to  the  ground  neck,  so  that  all  air 
bubbles  are  displaced.  The  upper  part  is  affixed,  with  its 
stopper  slightly  greased,  and  the  whole  filled  with  solution  to 
the  wide  part  of  the  cathode  chamber.  Then  the  small  glass 
vessel,  completely  filled  with  mercury  and  a  concentrated  solu- 
tion of  zinc  nitrate,  is  placed  in  position,  and  in  order  to  keep 
the  layers  of  the  two  solutions  separate,  the  zinc  nitrate  solu- 
tion is  covered  with  a  thin  cork  layer,  through  which  is  thrust 
a  match  as  handle,  and  the  silver  nitrate  solution  is  allowed 
to  fall  on  the  cork  from  a  pipette.  A  glass  tube  is  thrust 
through  the  stopper,  and  dips  below  the  mercury  surface.  A 
copper  wire  passes  through  the  tube,  and  acts  as  connection 
with  the  source  of  current.  The  opening  of  NL  is  closed  by 
means  of  a  cork  stopper,  through  which  passes  the  glass  rod 
handle  of  the  inner  stopper  already  referred  to.  The  bent 
glass  tube  containing  the  anode  is  joined  to  a  piece  of  rubber 
tubing,  through  which  a  copper  wire  dips  beneath  the  mercury 
surface.  The  whole  apparatus  is  placed  in  a  large  water  bath 
in  order  to  conduct  away  the  heat  developed  by  the  current. 
Twenty  accumulators,  the  transport  apparatus,  and  a  silver 
voltameter  are  arranged  in  circuit  (if  such  a  number  of  accu- 
mulators is  not  available,  the  current  can  be  taken  from  the 
mains,  with  the  insertion  of  a  suitable  resistance).  Electro- 
lysis is  allowed  to  proceed  until  from  0*3  to  0*4  gram  of  silver 
has  been  deposited.  It  is  necessary  to  make  certain  that  the 
connections  are  good,  and  arranged  in  the  right  order. 

While  the  current  is  passing  the  materials  are  prepared  for 
titration  by  Volhard's  method  (with  thiocyanate,  using  iron  alum 
as  indicator,  in  nitric  acid  solution) ;  if  not  already  known  the 
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titre  of  the  -fon  thiocyanate  solution  is  accurately  measured  by 
an  exact  titration  with  a  silver  salt  prepared  from  electrolytic 
silver,  and  the  original  solution  is  twice  analysed.  At  the  end  of 
the  experiment  the  current  is  interrupted,  the  internal  stopper 
cautiously  pushed  in  by  means  of  its  handle,  and  the  apparatus 
taken  out  of  the  water  bath.  After  drying,  the  anode  vessel 
is  detached.  A  few  cubic  centimetres  are  pipetted  carefully 
from  the  anode  vessel,  the  point  of  the  pipette  remaining  just 
beneath  the  surface  of  the  liquid  ;  by  this  precaution  the  con- 
centrated layer  of  liquid  at  the  bottom  can  afterwards  be  mixed 
thoroughly  with  the  rest  of  the  solution.  The  vessel  is  then 
stoppered,  and  is  weighed  after  the  copper  wire  connection  and 
rubber  tube  have  been  removed.  The  clip  is  opened  and  the 
cathode  liquid  allowed  to  flow  into  the  flask  containing  silver 
residues  ;  the  NL  solution  is  collected  in  a  dried  weighed  glass 
vessel  by  raising  the  inside  stopper.  The  silver  voltameter  is 
treated  as  has  already  been  described,  and  weighed  to  a  tenth 
of  a  milligram.  The  anode  vessel  is  shaken  until  the  solution 
is  mixed  completely;  any  silver  superoxide  formed  is  allowed 
to  settle  and  the  liquid  is  transferred  to  a  dry  weighing  vessel. 
Both  the  neutral  solution  and  that  from  the  anode  chamber 
are  analysed  accurately  twice  (i.e.,  in  two  portions).  The 
former  must  have  the  same  composition  as  the  original 
solution. 

Calculation. — The  weight  of  the  deposit  in  the  silver  volta- 
meter is  subtracted  from  the  weight  of  the  anode  vessel.  The 
amounts  of  silver  and  of  water  respectively,  contained  in  the 
solution,  are  calculated,  and  in  addition  the  amount  of  silver 
contained  in  an  equal  quantity  of  water  before  electrolysis 
(from  the  analysis  of  the  original  solution).  From  the  silver 
in  the  anode  vessel  that  set  free  in  the  voltameter  must  be 
subtracted.  It  follows  that  the  silver-content  is  smaller  after 
electrolysis  than  before.  The  difference  is  the  amount  which 
has  "  migrated  "  ;  if  it  is  divided  by  the  amount  separated  in 
the  voltameter,  the  transport  number  of  silver  in  silver  nitrate 
is  obtained  (about  0*47).  It  scarcely  depends  on  concentration 
as  long  as  v  >  10,  and  rises  with  rise  of  temperature  (18°  0'471, 
30°  0*482).  It  appears  that  all  transport  numbers  tend  to 
reach  the  limiting  value  0*5  as  temperature  rises.  The  ionic 
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velocities  thus  become  more  and  more  equal.  Since  con- 
ductivity rises  with  temperature  the  velocity  of  the  slower 
ions  increases  more  quickly  than  does  that  of  the  more  rapid, 
so  that  the  less  mobile  have  a  greater  temperature  coefficient. 

Applications. — It  is  well  known  that  the  transport  number 
is  a  sure  means  of  establishing  the  presence  of  complex  ions. 
For  example,  the  transport  number  of  copper  in  a  solution  of 
K2Cu2(CN)4  would  be  negative,  since  it  remains  in  the  complex 
anion,  and  does  not  migrate  to  the  cathode ;  this  can  be 
thoroughly  established  by  means  of  the  chemical  properties  of 
the  solution  and  its  colour,  as  well  as  by  cryoscopic  measure- 
ments. 

By  a  combination  of  the  value  of  A^  with  the  transport 
number  the  mobility  of  single  ions  is  obtained  (see  Table  V.). 
Thus  if  A«,  =  u  -f  v  =  116  for  silver  nitrate  at  18°,  then 


u 


uAg.  =  -      -(u  +  v)=  0-471  X  116  =  55,  and  vNOa,  =  61 ; 
u  ~J~  v 

at  25°  A^  =  134,  the  transport  number  is  0*478,  and  the  con- 
sequent mobility  of  Ag-  67,  that  of  N03'  70. 

Hence  the  temperature  coefficient  of  the  conductivity  is 
about  2*2  per  cent.,  that  of  wAg.  about  2'3  per  cent.,  and  that 
of  VNO,'  about  2*1  per  cent. 

Since  the  values  of  A^  are  all  obtained  by  extrapolation,  they 
are  always  somewhat  more  uncertain  than  those  of  A.  It 
would  appear  that  formerly  the  values  for  some  mobilities  were 
supposed  too  high,  especially  that  for  hydrogen. 

If  the  mobility  is  known,  A^  can  be  calculated  for  substances 
so  weakly  dissociated  that  with  the  most  dilute  solutions 
which  can  be  used  (^=2000 — 5000),  the  observed  values  are 
still  very  far  from  the  limiting  value.  Examples  are  certain 
organic  acids,  or  substances,  such  as  AgCl,  BaS04,  etc.,  in 
which  K  can  be  measured  accurately,  but  the  concentration 
cannot  be  estimated  directly  (see  p.  140). 

A  further  application  of  transport  numbers  is  found  in  the 
calculation  of  the  electromotive  forces  of  concentration  cells 
(see  p.  158). 

In  the  case  of  coloured  ions  the  absolute  migration  velocity 
(cm.  per  second  for  a  potential  fall  of  1  volt  per  cm.)  can 
be  easily  measured ;  e.g.,  for  Mn04'  by  observations  in  a 
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U-tube  containing  dilute  KMn04  solution,  and  above  it  a  layer 
of  KN03  solution  of  equal  normality.  The  platinum  electrodes 
dip  into  the  colourless  solution. 

If  the  absolute  migration  velocity  is  multiplied  by  96540,  the 
mobilities  are  obtained,  denoted  above  by  u  and  v ;  vMn0^  is 
about  52  at  18°. 


CHAPTER    XI 

MEASUREMENT    OF    DIFFERENCES    OF    POTENTIAL 

Preparation  of  Normal  Elements. 

A  description  has  already  been  given  (p.  Ill)  of  the  methods 
in  which  a  cadmium  normal  element  (a  Weston  cell)  and  a 
zinc  element  (a  Clark  cell)  are  put  together.  The  former  has 
the  smaller  but  more  constant  potential.  It  is  prepared  with 
a  solution  of  CdS04,  §H20  saturated  at  4°,  or  in  practice  with 
solution  plus  excess  of  solid. 

The  cell  is  built  up  in  an  H -shaped  vessel,  1 — 1*5  cm.  wide  ; 
a  platinum  wire  is  fused  through  the  bottom  of  each  limb. 
One  wire  is  covered  with  pure  mercury ;  into  the  other  chamber 
is  poured,  by  means  of  a  funnel,  a  warm  10 — 12  per  cent,  of  cad- 
mium amalgam,  also  prepared  from  pure  material.  On  cooling 
the  amalgam  solidifies  in  the  vessel ;  the  walls  must  not  be 
soiled  with  splashes  of  metal.  Over  the  mercury  a  second 
layer  is  added  through  a  second  clean  filter,  also  without 
touching  the  walls  ;  it  consists  of  a  well-mixed  paste  of 

Hg,  HgS04,  CdS04  +  §H20, 

and  a  few  drops  of  saturated  solution  of  CdS04.  Both  limbs 
are  packed  with  small  crystals  of  cadmium  sulphate  to  a 
height  of  1  cm.  and  the  whole  vessel  filled  with  saturated 
solution  to  within  about  1*5  cm.  from  the  lip.  As  a  safe- 
guard the  vessel  can  be  filled  up  with  larger  cadmium 
sulphate  crystals.  At  the  top  of  both  limbs  a  thin  layer  of 
liquid  paraffin  is  added,  the  vessel  is  closed  with  good  corks 
cut  off  level  with  the  glass  rims  and  well  sealed.  A  small  air 
cushion  is  left  underneath  each  cork.  The  vessel  is  placed 
astride  a  suitably  cut  large  cork,  which  is  sealed  with  wax  to  a 
small  wooden  stand.  The  platinum  wires  should  not  come  in 
contact  with  the  stand.  It  should  have  been  soaked  in  paraffin 
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previously  for  good  insulation  (by  heating  it  in  melted  paraffin 
for  some  minutes  at  100°).  The  student  should  convince  him- 
self that  fresh  wood  (on  account  of  the  salts  contained  in  the 
sap)  conducts  current  perceptibly,  but,  when  paraffined,  con- 
ducts no  longer.  In  the  end  of  the  stand  two  binding  screws 
are  fixed,  and  to  the  bodies  of  these  are  soldered  thin  spirals 
of  copper  wire  in  such  a  manner  that  the  bores  remain  free 
and  the  screws  movable.  The  ends  of  the  wires  are  twisted 
to  very  thin  spirals  looped  over  the  bent  platinum  wires  and 
cautiously  soldered  to  them.  There  must  be  no  tension  on 
the  wires.  The  binding  screw  connected  with  the  mercury 
pole  is  marked  with  a  + ,  the  other  with  — ;  thus  a  complete 
normal  element  is  obtained,  which,  with  cleanly  work  and 
use  of  pure  materials,  is  accurate  to  within  a  ten-thousandth 
of  a  volt,  and  consequently  to  some  hundredths  per  cent. 
Especial  care  must  be  taken  that  it  is  used  free,  or  almost  free 
from  current  (Q'00005 — O'OOOl  ampere) ;  it  contains  a  quite  con- 
siderable resistance,  which  can  easily  amount  to  2000  H.  This 
is  not  remarkable  considering  the  way  in  which  it  is  built  up. 

A  Clark  cell  is  prepared  in  a  similar  manner.  The  zinc 
must  be  free  from  cadmium  and  arsenic.  The  saturated 
solution  of  zinc  sulphate  is  boiled  with  excess  of  solid  and 
a  small  quantity  of  zinc  dust,  and,  after  cooling,  filtered. 
The  solubility  of  zinc  sulphate  has  a  much  greater  temperature 
coefficient  than  that  of  cadmium  sulphate,  and  in  consequence 
the  electromotive  force  changes  to  a  much  greater  extent.  A 
considerable  excess  of  crystals  must  be  added,  and  large  varia- 
tions of  temperature  avoided,  since  equilibrium  between  solid 
and  solution,  and  with  it  a  constant  electromotive  force,  are 
established  very  slowly  in  a  solution  at  rest.  Every  measure- 
ment with  a  Clark  cell  requires  a  temperature  observation. 

Comparison  of  Electromotive  Forces  by  Fechner's  Method. 

If  a  very  large  resistance  is  included  in  a  circuit,  the 
deflection  of  the  galvanometer  for  two  different  sources  of 
currents  will  be  proportional  to  the  respective  electromotive 
forces  of  these  elements  (Fechner's  Method).  In  this  way 
a  Clark  and  a  Weston  cell  can  be  compared  with  one  another. 
Since,  however,  the  internal  resistances  of  these  cells  may 
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differ  by  about  1000  12,  several  100000  12  must  be  inserted, 
which  is  inconvenient.  To  obviate  this,  the  cells  are  measured 
together,  first  arranged  in  the  same  direction  (deflection  b), 
then  in  opposite  directions  (deflection  a)  ;  in  this  way  the 
resistance  (R  +  r{  +  rj)  is  always  the  same,  and  the  deflec- 
tions a  and  b  are  proportional  to  Cl  +  We  and  Cl  —  We.  The 
E.M.F.'s  of  the  two  elements  are  therefore  in  the  ratio 

— T.     A  sensitive  mirror  galvanometer  in  circuit  with  a 

commutator  is  used  in  this  experiment,  and,  for  the  large 
resistance,  a  100000  12  box.  If  the  galvanometer  is  too 
sensitive,  a  resistance  box  is  placed  in  series  with  it,  and 
plugs  removed  until  suitable  deflections  are  obtained  with  the 
two  arrangements.  The  current  is  reversed,  and  the  mean 
taken.  Experiments  should  be  made  once,  with  the  Clark 
alone  (deflection  c),  then  with  the  Weston  alone  (deflection  d) ; 

the  ratio  will  not  quite  equal  -     — r.    An  attempt  should  be 

made  also  to  calculate  the  internal  resistances  of  the  two 
elements,  from  the  arrangements  Cl  +  We,  Cl  alone,  We 
alone.  Three  measurements  are  necessary,  since  the 
sensitiveness  of  the  instrument  (a)  also  enters  into  the 
equation. 

We  +  Cl  We 

100000  +  ri  +  ri'~         '  100000  +  i\  " 

Cl 


100000  +  rt' 
Since   c    is  only  slightly  greater  than  — ~ — ,  and  d  only 

slightly  greater  than  a  "t"    ,  the  measurements  must  be  very 

a 

accurate,  in  order  to  calculate  i\  and  r/  by  this  method. 
The  values  are  found  more  accurately  if  the  large  resistance 
is  varied,  and  measurements  made  with  the  arrangements, 
Cl  +  100000  12,  Cl  +  70000  12,  We  +  100000  12,  We  + 

70000  12.     In  any  case  it  can  be  shown  in  this  way  that  a  __  ^ 

is  the  correct  value.  The  interpolation  formula  for  different 
temperatures  is  given  on  p.  111. 
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Measurement   of  the   Electromotive  Force  of   an   Accumulator. 
Testing  of  Voltmeter. 

By  the  same  method  are  measured  Ace  —  We,  Ace  +  We, 
Ace  +  Cl,  Ace  —  Cl,  and  the  E.M.F.  of  the  accumulator 
calculated.  The  accumulator  is  then  connected  with  a  volt- 
meter (an  accumulator  tester).  If  a  different  E.M.F.  is  found 
than  by  Fechner's  method  the  difference  is  the  "  correction  " 
of  the  voltmeter  for  the  value  concerned  (2  V}.  With  the 
very  slight  internal  resistance  of  the  accumulator  the  error 
with  a  direct  comparison  of  accumulator  and  normal  element 
would  be  very  great. 

Compensation  Method  of  Poggendorff — du  Bois-Reymond. 

The  compensation  method  is  more  elegant  than  that  of 
Fechner.  The  electromotive  force  e  which  is  to  be  measured 
is  so  arranged  with  respect  to 
a  second  that  the  quantities 
measured  are  made  equal  and 
the  galvanometer  is  not  deflected. 
The  galvanometer  G  is  used  here 
as  an  Amperemeter,  and  really 
as  a  null  instrument.  As  com- 
parison E.M.F.  a  battery  is  taken 
(the  element  of  work  E)  whose  -pIG  44 

E.M.F.  is  greater  than  that  which 

is  to  be  measured.    It  is  decreased  by  connecting  it  with  a 
large  variable  resistance  (see  p.  111). 

The  arrangement  is  shown  in  the  diagram  (see  Fig.  44).  As 
element  of  work  E,  one  accumulator  can  always  be  used.  Its 
E.M.F.  is  measured  before  or  after  the  experiment  by  com- 
parison with  a  normal  element.  K  is  a  key,  with  which  the 
ballast  resistance  R  which  protects  the  galvanometer  G  can  be 
cut  out,  if  the  galvanometer  deflections  are  too  small.  E  is 
joined  to  a  +  b  by  thick  wires  whose  resistance  is  small  com- 
pared to  a  +  b ;  if  the  galvanometer  is  not  deflected  when  it 
is  connected  to  the  length  a,  then 

e  =  E  -2-p 

a  +  b 
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E  can  be  joined  to  a  cylinder  bridge  such  as  is  used  for 
conducting  measurements  and  the  bridge  divided  by  means 
of  the  small  sliding  wheel.  However,  it  is  most  suitable  to 
employ  a  large  resistance.  It  is  apparent  that  the  resist- 
ance of  the  galvanometer  current  circuit  (?\  from  e,  ballast 
resistance,  galvanometer  resistance)  is  completely  negligible, 
since  a  null  method  is  employed.  The  magnitude  of  the  resist- 
ance employed  depends  entirely  on  the  sensitiveness  of  e  and  G. 
If  an  accurate  adjustment  to  zero  cannot  be  made,  two  deflec- 
tions must  be  determined,  on  opposite  sides  of  the  zero  point, 
and  the  zero  value  found  by  interpolation  from  these  and  the 
corresponding  resistances  ;  the  method  is  exactly  like  that  for 
an  accurate  weighing. 

If  a  resistance  box  is  employed,  the  calculation  can  be 
simplified  by  taking  a  round  number  for  a  +  b.  The 
following  arrangement  is  convenient  :  Two  quite  similar 
resistance  boxes,  each  of  10000  12,  are  selected,  which  are 
arranged  in  the  manner  |  To  the  ends  of  one  are 

connected  e,  K,  R,  and  (r,  whilst  E  is  joined  to  both  boxes. 
The  whole  of  the  plugs  of  the  box  to  which  e  is  joined  are 
drawn  out,  so  that  the  current  circuit  has  a  resistance  of 
10000  SI. 

Then  the  resistance  in  the  small  current  circuit  is 
diminished  and  with  it  the  opposing  potential,  until  the 
null  instrument  comes  to  rest  ;  the  plugs  extracted  are  always 
transferred  to  the  corresponding  places  in  the  other  box,  so 
that  the  total  resistance  always  remains  at  10000  12,  and 


The  elegant  compensation  apparatus  of  Wilsmore  (Edelmann, 
Munich)  is  used  in  the  same  way.  Two  similar  resistance 
series,  each  of  from  100  12  to  0*05  12,  are  each  contained  in 
boxes  facing  one  another,  and  joined  to  one  another  at  one 
end.  Only  one  series  is  provided  with  plugs.  The  sum  of 
each  series  is  200  12. 

If  a  potential  difference  of  exactly  2  volts  is  joined  to  the 
free  ends  of  the  two  connected  series  (see  below)  every  12  of  the 
fall  corresponds  to  0*01  volt,  and  consequently  the  0'05  12  piece 
to  a  half  millivolt.  Accordingly,  if  the  plugs  are  removed  and 
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pushed  into  the  corresponding  holes,  the  potential  fall  can  be 
obtained  in  either  the  one  or  the  other  resistance  series. 
Hence  by  comparison  with  measured  potential  differences  it  is 
possible  to  measure  any  E.M.F.  between  2'000  and  0*0005  volts. 
While  the  plug  holes  of  the  upper  series  are  marked  with 
the  number  of  ohms,  on  those  of  the  lower  are  marked  the 
corresponding  volts.  In  other  respects  the  arrangement  is 
similar  to  those  already  described  (Galvanometer,  Ballast 
resistance  and  key). 

The  fall  of  potential  of  exactly  2  volts  is  obtained  in  the 
following  way.  A  circuit  is  made  up  of  an  accumulator. 
(E.M.F.  >  2  F),  a  resistance  with  sliding  contact,  which 
at  most  consists  of  20  &,  and  the  measuring  apparatus. 
To  the  binding  screws  of  the  apparatus  is  joined  an  accumu- 
lator tester,  and  the  resistance  is  regulated  so  that  the 
instrument  registers  2*00  volts  (a  rough  reading).  In  the 
second  series  of  resistances  are  inserted  101*85  12  —  1*0185  V, 
which  is  the  E.M.F.  of  a  Weston  cell;  the  second  circuit  is 
made  up  with  the  Weston  (opposed  to  the  accumulator),  this 
resistance  series,  a  null  instrument,  along  with  its  protecting 
resistance  and  key.  If  the  accumulator  gives  exactly  2  volts, 
the  null  instrument  will  remain  at  rest.  If  this  is  not  the  case, 
the  resistance  is  adjusted,  or,  preferably,  a  larger  resistance  is 
inserted  in  parallel  (see  p.  117)  until  the  instrument  is  no 
longer  deflected.  It  must  be  observed  particularly  that  since 
the  normal  cell  must  only  be  used  in  a  circuit  practically  free 
from  current,  the  balancing  E.M.F.  must  be  inserted  before  the 
normal  cell. 

Since  an  accumulator,  when  not  quite  freshly  charged, 
maintains  the  same  potential  for  a  long  time,  the  apparatus, 
when  once  in  working  order,  can  be  used  for  a  large  series  of 
measurements,  since  in  such  measurements  but  very  little 
current  is  used  up. 

In  this  way  an  accumulator  tester  can  be  standardised  by 
the  help  of  a  Weston ;  this  cannot  be  carried  out  by  direct 
comparison,  since  the  Weston  would  be  ruined,  while  the 
greater  part  of  the  E.M.F.  would  be  used  up  in  overcoming 
the  internal  resistance,  so  that  the  voltmeter  would  show  a 
far  too  small  potential. 
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Concentration  Cells. 

Two  completely  dissociated  solutions  of  a  univalent  binary 
electrolyte,  whose  concentrations  are  ci  and  c2,  are  in  contact 
with  one  another.  In  order  to  equalise  the  differences  of  con- 
centration it  is  necessary  (cp.  p.  40)  to  accomplish  the 

osmotic  work  RT  In  -  for  every  gram-ion,  since  —  is  equal 

C2  C2 

to  the  ratio  of  the  osmotic  pressures.  If  it  is  wished  to  make 
the  equalisation  electrically,  96540  coulombs  must  be  passed 
through  the  boundary  surface  of  the  solutions  per  gram- 
equivalent  in  order  to  dilute  the  concentrated  solution. 

?/  7^ 

Thereby  —  ;  —  cations  will  migrate  with  the  current,  — 

J  u  -f-  v  u  +  v 

anions  in  the  opposite  direction.  The  work  to  be  accomplished 
electrically  is  therefore 

RT      «      in  LI  +  RT       «      ln£?  =  BT  ^  In  * 

U  -f-  V          €2  U  -\-  V          Ci  U   -\-  V          C2 

where  R  is  now  expressed  in  electrical  units  (electrolytic  gas 
constant,  =  0*861  x  10"  4;  see  p.  112).  In  this  way  a  potential 
difference  is  obtained  at  the  surface  of  separation.  If  ^  and 

?/-  —  v 

TJo?l  solutions   of  AgNOs  are   used   at  18°,  then  —  -r—  ,  the 

u  ~\    v 

difference  of  the  transport  numbers  of  Ag  and  N03  is  equal  to 
0-471  -  0-529  =  —  0-058,  and  the  potential  difference  at  their 
boundary  layer,  if  both  solutions  are  assumed  to  be  completely 
dissociated, 

=  -  0-058  (0-861  X  10-4  X  291  X  2*303)  volt 
—  _  o-058  X  0-0577  volt  =  —  0-0088  volt. 

With  KC1  solutions  the  potential  difference  will  be  almost 
nil,  since  the  transport  numbers  are  almost  equal  ;  with  HC1 
solutions,  with  the  large  cathode  transport  number  0*83,  the 
potential  difference  will  be  +  0*032  volt. 

According  to  Nernst  every  metal  has  a  definite  tendency  to 
give  ions  to  the  solution,  which  is  the  greater,  the  less  noble 
the  metal.  If  the  solution,  through  this  tendency,  the  solu- 
tion tension,  had  a  definite  ionic  concentration  C,  no  potential 
difference  would  exist  any  longer  between  metal  and  solution. 
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If  the  concentration  of  the  solution  is  c,  the  difference  of  poten- 

C 
tial,  if  the  metal  gives  univalent  ions,  is  RT  In  -  ;  if  they  are 

~L>fT>  /nr 

N-valent,  it  is  — ^-  In  — .     The  deduction  is  similar.     If  there 

are  two  solutions  of  a  binary  electrolyte  of  different  concen- 
trations between  two  electrodes  of  the  corresponding  metal, 
e.g.,  Ag,  AgNOs  solution  of  ionic  concentration  ci,  AgN03 
solution  of  ionic  concentration  c2,  Ag,  then  there  are  three 
potential  transitions  in  the  system : — 

1.  Ag/solution  ci:  RT  In  -. 

2.  Solution  ci/solution  c2 :  <±^L2  RT  In  ^. 

u  +  v  c2 

3.  Ag/solution  c2 :  RT  In  -.* 

C2 

Hence  the  difference  of  potential  between  the  two  silver 
electrodes  is 

»  =  RT  In  ?  +  «J=_?  ET  In  2  _  tfr  In  £ 

Ci  U  -\-  V  C2  C2 


u  -|-  v  c2 

At  18°,  if  the  ionic  concentrations  are  in  the  ratio  10  :  1, 
then 

TT  = ^-  .  0-0577  volts. 

u  +  v 

The  same  results  are  obtained  if  the  solutions  are  In  and 
O'ln  with  respect  to  the  ions,  or  O'Qln  and  O'OOlw.  If  an 
indifferent  salt  is  employed  to  connect  the  solutions,  so  that 
the  silver  ion  scarcely  takes  part  in  the  current  flow,  the 
potential  difference  falls  off  between  the  two  solutions,  and, 
neglecting  sign,  there  results 

TT  =  RT  In  -  or  =  0'058  logw  -, 

C2  C2 

where  c\  and  c2  can  be  taken  equal  to  the  normalities,  if  dilute 
solutions  are  used. 

*  The  E.M.F.  of  a  cell  with  different  electrodes,  e.g.,  a  Darnell's  cell, 
can  be  summed  up  in  the  same  way. 
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The  current  flow  in  a  cell  always  takes  place  from  the  dilute 
to  the  concentrated  solution.  If  the  cation  has  the  valency  N, 
in  general 

2v        ET     .    Ci 

7T    = : .     -JTT-      .    In    -. 

u  +  v       N  c% 

It  is  obvious  that  the  determination  of  TT  can  be  used  to 
find  the  ionic  concentration  of  a  solution,  if  that  of  the  solu- 
tion used  for  comparison  is  known.  If  it  is  found,  e.g.,  that  TT 
is  equal  to  0*450  volt,  when  ci  is  TJo,  then 

c2  =  d  X  10-6*1  =  10-2  .  10-776  =  10-9'76, 
since  TT  is  equal  to  0*058  volt  for  each  power  of  ten  in  the 
difference  of  concentration. 

The  above  results  can  be  found  directly  (less  exactly)  if  the 
solution  ca  is  brought  osmotically  to  the  concentration  ci,  and 
the  work  calculated  in  electrical  units  (R  =  0*861  X  10~4). 

Exercises. 

1.  Measure  the  cell  Ag  /  O'lw  AgN03,  O'Olw  AgN03  /  Ag. 
Prepare    the    electrodes    from   thin    strips   of    pure   silver, 
to   which   bind   wires.      Test   first   whether   a   difference   of 
potential   exists   when   both    electrodes    dip    into    the    same 
solution.      If  there  is  a  difference  greater  than  0*0005  volt, 
the   electrodes  must   be   joined  and   immersed   in  a  AgNOa 
solution    for    twenty-four    hours    before   the   experiment   is 
performed. 

Place  the  solutions  in  small  H -shaped  vessels,  and  fix  these 
into  corks,  or  by  sealing-wax  to  small  wooden  stands.  Into 
the  two  empty  vertical  limbs  bring  the  ends  of  a  . — ' — j  shaped 
syphon,  and  carefully  suck  up  the  solutions  by  a  rubber  tube 
into  the  syphon  till  they  join.  Then  close  the  tube  by  a 
pinch-cock. 

Make  the  measurement  with  a  cylinder  bridge,  with  either 
two  resistance  boxes,  or  the  compensation  apparatus  ;  make  a 
second  reading  with  nKN03  solution  in  the  syphon. 

2.  Measure  the   cell   Ag  /  O'Oln   AgN03  solution,  0*001?i 
AgN03  solution,  /  Ag,  with  KN03  solution  in  the  syphon. 

3.  Keplace  the  O'OOlw  AgN03  solution  by  KN03  solution 
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+  AgCl,  and  calculate  the  concentration  of  the  AgCl.      It 
should  be,  as  in  pure  water,  1  X  10~5.* 

In  such  a  dilute  solution  the  solute  can  be  considered  as 
practically  completely  dissociated.  The  product  of  the  two 
ionic  concentrations  is  therefore 

[Ag-]    [01']   =   [Ag']2=  10 -10. 

4.  Pour  into  one  H -vessel  O'lwKCl  solution  +  AgCl,  into 
the  other  O'Oln  AgNOs,  and  join  them  by  means  of  KN03 
solution.      Calculate  the  concentration  of  the  Ag*  ions  from 
the  E.M.F.,and  show  thus  that  the  product 

[Ag-]    [01']  =  10-". 

The  concentration  of  the  01'  ions  can  betaken  as  O'l  without 
introducing  a  great  error.  (Validity  of  the  law  of  mass  action ; 
constancy  of  ion  products  ;  influence  on  solubility.) 

5.  Dissolve  the  AgCl  in  concentrated  ammonia  solution,  and 
again  use  the  KNOs  syphon.      If  no  Ag-ions  existed  in  the 
complex  silver  ammonia  solution,  an  infinitely  great  difference 
of  potential  would  be  found.     Actually  it  is  only  0*4 — 0*5  volts. 
Calculate  from  this  the  concentration  of  Ag-ions.    The  E.M.F. 
method  of  analysis  thus  also  permits  quantitative  measure- 
ments in  solutions,  where  most  chemical  reactions  fail. 

Electrode  Potentials. 

In  order  to  measure  a  single  potential,  the  pair,  metal  and 
solution,  which  form  it,  are  combined  with  a  normal  elec- 
trode, and  the  potential  of  the  cell  measured,  from  which  is 
subtracted  the  corresponding  value  for  the  normal  electrode. 

As  normal  electrode  can  be  used : 

1.  the  combination  :  mercury,  calomel,  and  a  wKCl  solution 
saturated  with  calomel  (calomel  electrode). 

*  The  same  number  is  obtained  from  the  specific  conductivity  of  a 
saturated  solution  of  AgCl  (after  the  conductivity  of  water  has  been 
subtracted).  Kohlrausch  found  that  at  18° 

=  1-24  X  10-6. 
Since  the  mobility  of  Ag  =  55,  and  that  of  Cl  =  65  (p.  150),  the  ionic 

K         1  '24 
concentration  of  Ag  is—  =  y^r  X  10 ~6  =   1  X  10 ~8  per  cubic  centi- 

•A.QQ  1  U\J   . 

metre,  and  therefore  1  x  10"5  per  litre.      At  34°   the  concentration  is 
already  2-1  X  10~5  (cf.  p.  59). 

E.P.C.  M 
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2.  platinised  platinum  immersed  in  normal  sulphuric  acid 
and  saturated  with  hydrogen  (hydrogen  electrode}. 

In  order  to  prevent  precipitation  and  differences  of  potential 
arising  from  the  solutions  diffusing  into  one  another,  the 
normal  electrode  and  the  second  electrode  with  its  solution 
are  joined  by  a  syphon  filled  with  KN03  solution.  The  poten- 
tial arising  from  diffusion  between,  on  the  one  hand,  ??KC1 
solution  and  salt  solutions,  and,  on  the  other,  acids  and 
nH2S04,  is  slight,  so  that  no  solution  need  be  placed 
between. 

Most  work  is  done  with  the  calomel  electrode,  which  is  put 
together  once  and  for  all,  while  chemists  are  agreed  to  refer 
the  potentials  measured  to  that  of  the  hydrogen  electrode. 
The  hydrogen  electrode  compared  with  the  calomel  electrode 
gives  a  potential  of  +  0*283  volt,  which  is  almost  independent 
of  temperature. 

The  Calomel  Electrode. 

A  test  tube  is  taken  with  side  tube  blown  on.  Mercury  is 
poured  into  it,  and  is  covered  with  a  paste  of  Hg,  pure 
powdered  calomel,  and  nKCl  solution,  which  paste  has  often 
been  shaken  up  with  KC1  solution.  Over  it  is  poured  a  KC1 
solution  saturated  previously  with  calomel,  and  the  tube  tilled 
so  full  that  the  solution  partly  fills  the  side  tube.  The  glass 
tube  is  closed  by  a  cork  stopper  with  leading  tube  closed  by  a 
rubber  tube  and  screw  clip.  Through  a  second  hole  in  the 
cork  passes  a  glass  tube,  into  the  lower  end  of  which  is  sealed 
a  platinum  wire.  The  external  part  of  the  wire  is  immersed 
completely  in  the  mercury.  The  tube  is  filled  with  mercury, 
into  which  dips  the  connecting  wire.  The  side  tube  dips  into 
a  small  glass  beaker  containing  2>i  KNOa  solution,  which  can 
be  connected  by  means  of  a  syphon  with  the  second  electrode. 
(Or  the  second  electrode  can  be  built  up  in  a  similar  form 
with  side  tube,  which  also  dips  into  the  glass  beaker.)  The 
tube  in  the  cork  serves  to  renew  the  solution  in  the  side  tube. 

Exercise.  —  Measure  the  potentials  Zn  /  nZnSO*  and 
Cu  /  «CuS04.  By  subtraction  (whereby  it  is  unnecessary  to 
reduce  the  potentials  measured  to  that  of  the  hydrogen  elec- 
trode), the  E.M.F.  of  the  Daniell  cell  is  obtained.  Calculate 
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the  ionic  concentration  of  Cu  and  Zn  corresponding  to  the 

T>  rri  si 

solution  pressures  according  to  the  formula  — ^r-  In  — ,  where 

N  is  equal  to  the  valency  of  the  ion,  and  therefore  in  this 
case  =  2. 

Use  in  the  first  place  Poggendorff' s  compensation  method 
with  a  needle  galvanometer  (as  shown  in  Fig.  44).  The 
arrangement 

normal  electrode,  KN03,  nZnS04  /  Zn 

is  joined  as  described.  (The  solutions  of  KN03  and  ZnSO* 
can  be  connected  roughly  by  moist  filter  paper  dipping  into  both.) 
This  forms  the  cell  e  of  the  circuit  (cp.  the  figure).  When  the 
position  of  the  sliding  contact  has  been  found,  for  which  the 
galvanometer  is  not  deflected,  the  Zn  and  ZnS04  are  replaced 
by  Cu  and  CuS04,  and  the  voltage  again  measured. 

The  Zn  and  Cu  electrodes  are  formed  simply  by  taking 
plates  of  Zn  or  Cu,  to  which  are  soldered  connecting  wires 
and  immersing  them  almost  completely  in  the  respective 
solutions  contained  in  glass  beakers. 

When  the  measurements  have  been  completed,  replace  the 
galvanometer  by  a  capillary  electrometer  (see  p.  125),  and 
repeat  the  measurements. 

Decomposition  Potential. 

In  order  to  set  free  the  ions  at  an  electrode,  a  charac- 
teristic potential  is  necessary  for  every  ion,  which  is  given  by  the 

7>  rri  S~7 

expression  — ^-  In  -.  If  the  potential  used  remains  less  than  the 

sum  of  the  potentials  necessary  for  the  two  ions,  no  electrolysis 
takes  place.  The  quantity  just  sufficient  is  named  the  decom- 
position potential,  and,  as  is  seen  from  the  expression  given,  it 
depends  on  the  concentration  of  the  ions  in  such  a  way  that, 
with  univalent  ions,  for  each  diminution  of  concentration  by 
a  power  of  ten,  it  increases  by  0'058  volts.  The  decomposi- 
tion tension  of  the  cation  or  the  anion  can  be  measured  by 
means  of  a  third,  a  normal  electrode  introduced  into  the 
solution  near  the  anode  or  cathode  ;  it  is  more  convenient  to 
measure  that  E.M.F.  at  which  the  current  strength  abruptly 
attains  a  considerable  value;  at  that  E.M.F.  the  opposing; 

M  2 
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force  is  overcome.  The  tension  in  the  solution  is  increased 
gradually,  and  tension  and  current  intensity  are  measured  at 
the  same  time. 

The  values  are  plotted  on  squared  paper,  and  in  most  cases 
a  sharp  break  in  the  curve  is  obtained,  which  corresponds  to 
the  decomposition  tension,  unless  there  is  considerable  resist- 
ance in  the  circuit,  which  likewise  uses  up  potential.  From 
the  observed  value  V,  the  value  ir  must  be  subtracted  in 
order  to  obtain  the  potential  consumed  only  in  electrolysis. 

In  this  case,  again,  the  potential  of  hydrogen  is  referred  to 
as  zero  value.  In  working  with  acids,  a  large  piece  of  platinised 
platinum  foil,  saturated  with  hydrogen,  is  used  as  cathode, 
and  a  short  platinised  platinum  wire  as  anode. 

Exercise. — Decomposition  potential  of  the  three  hydrogen 
halides  in  normal  solution  (Fig.  45). 

An  accumulator  is  closed  with 
a  Kuhstrat  resistance  R,  which 
carries  three  binding  screw  con- 
nections ;  the  movable  connec- 
tion is  joined  to  an  accumulator 
tester  I7,  and  through  a  resistance 
box  W  to  one  electrode  of  the  cell 
which  contains  the  acid  whose 

3  decomposition  potential  is  to  be 
measured.  The  end  of  the 
rheostat  is  joined  with  the  other 
connection  of  the  voltmeter  and 

the  second  electrode.  A  second  circuit  is  taken  off  from  a 
small  resistance  in  the  box  to  a  delicate  mirror  galvanometer  G, 
to  which  is  connected  a  ballast  resistance  B.  The  platinum 
strip  is  the  cathode,  and  is  not  quite  immersed  in  a  wHCl 
solution;  a  constant  stream  of  small  bubbles  of  hydrogen 
rise  around  it. 

V  and  G  are  read  after  every  alteration  of  the  resistance 
R  ;  at  first  it  is  decreased  in  large  steps,  until  a  considerable 
deflection  is  obtained,  when  immediately  the  resistance  is 
decreased  below  the  critical  value  and  V  increased  by  small 
steps. 
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As  soon  as  the  galvanometer  begins  to  be  unsteady  the 
tension  is  not  further  augmented,  but  the  next  solution 
measured.  This  consists  of  a  solution  of  HC1,  to  which  some 
KBr  has  been  added,  thus  yielding  a  solution  of  HBr ;  in  the 
same  way  KI  is  dissolved  in  HC1.  When  the  break  in  the 
curve  is  not  sharp  the  almost  horizontal  and  the  almost  vertical 
branches  are  produced  until  they  cut. 

In  order  to  find  the  current  strength  which  corresponds  to 
the  deflection  of  the  galvanometer  at  the  decomposition  point, 
and  thereafter  if  necessary  to  correct  for  ir,  the  galvanometer  is 
calibrated.  In  previous  measurements  the  current  strength 
only  came  into  consideration  relatively,  but  here  we  require 
to  know  the  number  of  amperes  accurately.  Instead  of  the 
decomposition  cell,  the  accumulator,  and  the  rheostat,  a 
normal  element  is  inserted  with  from  10000  to  100000  H, 
the  deflection  measured,  and  the  sensitiveness  of  the  galvano- 
meter calculated  for  the  former  arrangement.  If  ir  >  0*001 
volt,  it  must  be  subtracted  from  V. 

For  multivalent  electrolytes  a  particular  decomposition 
tension  corresponds  to  every  kind  of  ion.  A  knowledge  of 
the  decomposition  tensions  is  important  for  electrolytic 
separations. 

Thermo-couples. 

If  the  ends  of  two  wires  of  different  materials  (metals  or 
alloys)  are  soldered  together  to  form  a  ring,  and  if  the  two 
junctions  are  kept  at  different  temperatures,  an  E.M.F.  will 
be  produced.  Its  value  depends  on  the  kind  of  material  used  ; 
it  will  be  always  proportional  to  the  difference  of  temperature. 
If  one  metal  is  antimony,  the  other  bismuth,  a  temperature 
difference  of  one  degree  will  correspond  to  0*100  millivolt ;  the 
corresponding  value  for  iron-constantan  is  0*053,  and  for 
copper-constantan  0*040  millivolts  (see  p.  120).  With  an 
arrangement  consisting  of  a  platinum  wire  and  an  alloy  of 
90  per  cent,  platinum  and  10  per  cent,  iridium  or  rhodium, 
one  degree  difference  at  high  temperatures  corresponds  to 
0*010  millivolt. 

For  temperature  measurements  thermo-couples  possess 
many  advantages  over  mercury  thermometers.  They  are  much 
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smaller  and  occupy  so  little  space  that  they  can  be  placed  easily 
in  small  apparatus ;  they  do  not  lag  but  attain  the  correct 
temperature  very  rapidly.  They  can  be  used  at  the  extremes  of 
temperature,  at  which  mercury  is  inapplicable.  To  increase 
their  accuracy,  a  number  can  be  combined  in  series,  when 
their  E.M.F.s  are  added.  Such  electrical  quantities,  at  least 
in  principle,  can  be  measured  very  accurately.  Thermo- 
couples are  used  especially  to  measure  very  high  or  very  low 
temperatures,  or  to  determine  with  exactitude  differences  of 
temperature  (as  in  cryoscopic  or  ebullioscopic  measurements, 
or  where  change  of  temperature  must  be  followed  very 
exactly. 

For  low  temperatures  (+  4000  to  the  temperature  of  liquid 
air)  either  of  the  combinations  Fe-constantan,  or  Cu-eureka 
can  be  used  advantageously.  For  temperatures  between 
400°  and  1600°  the  platinum-platinum-rhodium  combination 
can  be  used. 

To  make  a  Fe-constantan  or  Cu-eureka  couple,  an  end  of 
each  is  soldered  together,  and  the  other  ends  not  soldered 
together,  but  each  to  a  thick  copper  or  brass  wire,  and  these 
are  connected  to  the  binding  screws  of  a  galvanometer  and 
a  resistance  box  respectively.  The  soldered  point  of  the 
thermo-couple  is  kept  at  the  temperature  which  is  to  be 
measured,  the  other  ends,  those  joined  to  the  brass  wires,  are 
kept  apart  and  well  insulated  from  each  other,  at  a  known 
constant  temperature  (either  zero,  in  a  water-ice  mixture,  or 
at  room  temperature  measured  with  a  mercury  thermometer. 
In  the  latter  case,  which  is  convenient  for  most  rough 
measurements,  the  brass  wire  connections  should  be  immersed 
in  a  petroleum  bath,  which  is  a  sufficiently  good  insulator,  or 
both  wrapped  in  cotton  wool,  and  placed  with  a  thermometer, 
in  a  beaker  filled  with  cotton  wool,  which  is  kept  at  some 
distance  from  any  source  of  heat). 

Thermo-couples  must  be  calibrated  from  time  to  time  by 
measuring  the  E.M.F.s  which  correspond  to  fixed  tempera- 
tures (as  0°,  100°  the  boiling  point  of  water,  the  boiling  point 
of  sulphur  (see  below),  1064°  the  melting  point  of  gold,  or 
—  78*2°  the  eutectic  temperature  of  a  mixture  of  solid  C02  and 
ether.  The  fixed  points  selected  must  lie  just  within  the 
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range  of  temperature  over  which  the  thermo-couple  is  to  be 
employed.  The  resistance  of  the  wires  increases  with  tem- 
perature, and  to  get  rid  of  this  effect  a  large  resistance  should 
be  included  in  the  circuit  (before  calibration).  It  is  very  con- 
venient to  measure  the  E.M.F.  by  a  millivoltmeter  of  good 
make  instead  of  a  galvanometer.  It  is  calibrated  previously 
by  comparison  with  a  normal  element  or  by  means  of  Poggen- 
dorff's  compensation  apparatus  (see  p.  155).  Some  firms 
make  special  millivoltmeters  (pyrometers)  for  measurement 
of  temperature,  which  contain  next  to  the  millivolt  scale 
another  which  gives  roughly  the  corresponding  temperature 
obtained  with  a  platinum-platinum-rhodium  element.  It  is 
of  course  useless  for  any  other  couple.  These  instruments 
have  usually  a  great  resistance,  so  that  the  resistance  varia- 
tions in  the  thermo-couple  can  be  neglected,  and  no  special 
resistance  need  be  placed  in  the  circuit. 

The  range  of  a  thermo-couple  (or  of  the  millivoltmeter)  can 
be  increased  by  the  insertion  of  resistances. 

Since  iron,  constantan,  copper,  and  eureka  are  all  rather 
easily  attacked  by  vapours  (water,  sulphur,  etc.),  the  junction 
of  the  wires  and  solder  should  be  enclosed  in  a  small  glass 
capillary,  in  order  to  protect  them  during  a  calibration.  If 
possible,  the  wires  should  be  insulated  with  a  silk  cover. 

Exercise. — Measure  the  E.M.F.s  corresponding  to  the 
following  temperature  differences : 

0°  —  room  temperature  ;    room  temperature  —  100°,  room 

temperature  —  boiling  point  of  sulphur  (444*6°  +  — TO r 

b  —  barometric  pressure).  Try  to  plot  the  connection 
between  temperature  and  E.M.F. ,  and  calculate  the  quadratic 
equation  to  which  the  curve  corresponds. 

Oxidation    and    Reduction    Cells    and    Mechanism    of    Current 
Production. 

If  a  hydrogen  electrode  (platinised  platinum  immersed  in 
nHCl,  and  saturated  with  hydrogen)  and  a  chlorine  electrode, 
formed  in  an  analogous  manner,  are  combined  together,  the 
resulting  Chlorine  Knallgas  element  gives  an  E.M.F.  of  about 
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1'36    volts    at    room   temperature,  if    the   gases   are   under 
atmospheric  pressure. 

Exercise. — A  three-necked  Wolff's  bottle,  of  which  the 
middle  neck  is  narrower  than  the  others,  is  taken  and  filled 
with  the  acid.  A  test  tube,  also  completely  filled  with  acid, 
is  fixed  through  each  of  the  outer  necks  ;  it  contains  a 
platinum  wire  fused  through  the  upper  end,  to  which  is 
soldered  a  long  strip  of  platinum  foil  (see  Fig.  46).  The 
platinum  foil  extends  nearly  the  whole  length  of  the  tube. 

Through  the  middle  neck  is  passed  a  platinum  wire 
as  anode,  and  the  solution  electrolysed  until  the  foil 
in  one  tube  is  two-thirds  exposed  to  electrolytic 
hydrogen.  (In  this  tube  the  foil  is  platinised.)  The 
other  tube,  which  contains  ordinary  foil,  is  two-thirds 
filled  with  chlorine. 

The  cell  so  formed  is  tested  by  means  of  pole- 
reagent  paper  (see  p.  114)  to  ascertain  which  pole 
is  anode  and  which  is  cathode,  and  the  E.M.F.  is 
then  measured.  If  the  cell  is  joined  to  an  ampere- 
meter, a  perceptible  current  is  obtained,  whilst  equal 
volumes  of  hydrogen  and  chlorine  disappear,  pro- 
ducing hydrochloric  acid,  i.e.,  gaseous,  electrically 
neutral  elements  become  ions  by  taking  up  positive 
or  negative  charges  respectively  : 

FIG. 46.  Ha  +  ee  =  2H-  -.  e ;  cia  +  e  e  =  2  ci'  -  e. 

This  action  can  be  compared  with  the  chemical  action  in  a 
Darnell's  cell,  with  the  following  result:  in  the  chlorine 
knallgas  cell  ions  are  formed  at  both  poles,  but  in  the  Daniell 
only  at  one,  at  the  zinc  ^Zn  •  •) ;  on  the  other  hand,  an  equivalent 
cation  (Cu")  disappears  at  the  copper  electrode.  Discuss  in 
the  same  way  the  actions  which  take  place  in  the  concentration 
cells  previously  described  (p.  160).  In  all  these  cases  the 
production  of  an  anion  is  associated  with  the  disappear- 
ance of  a  cation,  or  rice  versa.  The  production  of  cations 
(Zn  — >  Zn" ,  H2  — »  2H")  corresponds  chemically  to  oxidation, 
the  production  of  anions  (Clg  — >  2C1')  to  reduction.  The  two 
actions  always  take  place  side  by  side  at  the  two  electrodes 
of  the  cell,  and  furnish  the  energy  of  the  current. 

If  the  actions  take  place  with  one  and  the  same  metal, 
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no  current  is  produced,  e.g.,  by  the  solution  of  Zn  in  H2  S04 : 
Zn  +  H-  +  H-  +  S04"  =  Zn"  S04"  +  H2.  If,  on  the 
other  hand,  the  zinc  is  joined  to  a  platinum  wire  through 
an  amperemeter,  when  the  two  metals  are  immersed  in 
sulphuric  acid  a  current  is  observed,  since  now  the  production 
of  Zn"  ions  and  the  disappearance  of  H'  ions  take  place 
from  the  different  metals.  Bubbles  of  hydrogen  are  set  free 
at  the  platinum  only,  while  at  the  zinc  sinks  a  somewhat 
heavier  layer  of  concentrated  zinc  sulphate  solution.  (This  can 
be  tested  by  experiment.)  Every  galvanic  element  can,  in 
accordance  with  this  view,  be  considered  as  an  oxidation  and 
reduction  cell.  However,  the  expression  is  usually  confined 
to  cells  which  contain  the  typical  oxidation  or  reduction 
material.  Such  substances  react  with  changes  of  valency, 
and  therewith,  of  charge  (e.g.,  MnVII04'  — "  Mn11",  CrYI04" 
-*  Crm"-,  Sn11"  — >  Snlv"-,  etc.). 

To  the  oxidation  and  reduction  cells  in  the  narrow  sense 
belong  the  types  frequently  used  as  sources  of  current: 
Bunsen  cell,  Leclanche'  cell,  and  the  Bunsen  type  of 
immersion  battery  (bichromate  cell).  In  these  three  cells 
the  respective  reduced  or  oxidised  substance  is  zinc,  while  in 
all  three,  the  other  electrode  consists  of  charcoal.  The 
E.M.P.'s  of  the  three,  however,  differ  considerably,  since  the 
oxidising  agents,  Mn02,  HN03,  Cr03,  possess  a  considerably 
differing  oxidising  capacity  (oxidation  potential). 

Exercise. — Measure  the  difference  of  potential  between  zinc 
and  charcoal  in  dilute  sulphuric  acid ;  here  no  reduction 
takes  place  in  the  restricted  sense  of  the  word.  Further 
measure  the  E.M.F.  of  the  three  cells  above-mentioned. 
Make  all  the  measurements  by  laying  the  poles  of  the  cell 
directly  on  the  voltmeter  connections,  and  reading  to  0*01 
volt.  Convince  yourself  of  the  inconstancy  which  results 
with  stronger  currents  (short  circuit)  or  longer  passage  of 
current,  for  which  purpose  take  amalgamated  zinc,  dilute 
sulphuric  acid,  dilute  potassium  bichromate  solution,  and  gas 
or  arc  lamp  carbons.  The  exhaustion  is  due  to  the  diminishing 
oxidation  capacity  of  the  chromic  acid,  and  the  opposing 
osmotic  pressure  of  the  zinc  ions ;  partial  recovery  takes 
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place  with  stirring,  since  the  products  of  reaction  are  removed 
from  the  electrodes,  and  replaced  by  fresh  solution. 

Make  up  a  fourth  cell  with  zinc,  carbon,  and  a  dilute 
solution  of  potassium  permanganate.*  Always  measure 
directly  with  the  voltameter,  as  above. 

The  E.M.F.  depends  on  the  concentration  of  all  the  ions 
produced  or  disappearing  through  the  oxidation  and  reduction 
actions  taking  place. 

The  influence  of  the  concentration  of  the  ions  which  are 
disappearing  is  best  studied  in  a  simple  case,  namely,  a  single 
electrode,  which  is  combined  with  a  normal  electrode  (see 
above).  For  this  purpose  a  Mn02  electrode  immersed  in 
H2S04  is  well  adapted ;  Mn02  conducts  metallically,  like 
charcoal. 

To  prepare  the  electrode,  a  strong  solution  of  nitric  acid 
and  manganous  sulphate  is  electrolysed  with  2  volts,  and  at 
most  O'l  ampere  for  a  few  minutes,  the  anode  consists  of  well- 
washed  platinum  foil,  and  the  cathode  of  a  platinum  wire. 
The  precipitate  of  Mn02  must  be  thin  but  coherent.  It  is 
desirable  to  prepare  a  second  similar  electrode  in  the  same 
manner.  After  washing  with  water  they  must  be  allowed  to 
stand  overnight  in  very  dilute  sulphuric  acid  solution,  and 
connected  together  by  a  wire  (short  circuited). 

The  reaction  which  takes  place  in  the  element 
Mn02  /  H2S04  /  Normal  electrode 

consists  in  the  reduction  of  Mn02  to  MnS04,  and  the  oxidation 
of  H*  ions  to  water ;  written  ionically,  this  becomes 

Mn02  +  4H-  +  9  +  9  =  Mn"  +  2H20. 
In  the  normal  electrode  the  two  remaining  positive  electric 
charges  are  compensated  by  the  two  negative  charges  set  free 
(formula  ?) 

To  reduce  1  gram-molecule  of  Mn02  consequently  2 
equivalent  charges,  each  of  96540  coulombs,  will  be  used  up. 
The  reaction  is  therefore,  electro-chemically,  bivalent. 

In  order  not  to  exhaust  the  normal  electrode  it  is  used  like 
normal  elements,  either  free  from  current,  or  externally  com- 

*  The  electrodes,  well  insulated,  are  clamped  close  together  in  an 
ordinary  laboratory  stand ;  the  solution  is  placed  on  an  easily  movable 
block. 


MEASUEEMENT  OF  DIFFERENCES  OF   POTENTIAL      171 

pensated.  Therefore  a  voltmeter  is  not  used,  but  a  compensa- 
tion method.  To  connect  the  Mn02-electrode  with  a  normal 
electrode  an  approximately  twice  normal  solution  of  KNOs  is 
inserted  between  the  two  ;  thus  the  by  no  means  insignificant 
liquid  potential  which  results  from  the  very  different  mobilities 
of  the  Cl'  and  H'  ions  is  avoided  (see  p.  158). 

If  two  Mn02  electrodes  which  are  immersed  in  solutions 
containing  different  concentrations  of  H*  and  Mn"  (6^  and 
CMn  in  one,  CHf  and  CMn'  in  the  other)  are  opposed  to  one 
another,  a  concentration  cell  is  obtained  of  which  the  E.M.F.  is 


H     _         cy  cw 

2  CMn')-      2     aCH'*CMn 

since  one  Mn"  ion  appears  for  the  disappearance  of  4  H* 
ions,  and  the  constant  factor  ET  must  be  divided  by  the 
degree  of  the  reaction  (in  this  case  2). 

Hence  if  the  concentration  of  the  Mn  •  •  ions  is  constant, 
whilst  that  of  the  H*  ions  is  increased  ten  times, 


TT  =          In  104  =  logio  104  =  0116  volt. 

If,  on  the  other  hand,  the  H*  concentration  is  constant,  and 
that  of  the  Mn  •  •  ions  is  increased  tenfold,  then 

7?T 

TT  =  —  ^  In  10  =  —  0-029  volt  ; 
A 

i.e.,  the  difference  of  E.M.F.  is  only  one-fourth  as  great,  and 
in  the  opposite  direction,  since  the  Mn  *  •  ions  exert  an  opposing 
osmotic  pressure.  Instead  of  arranging  two  Mn02  electrodes 
in  opposition,  it  is  more  convenient  to  arrange  a  single  E.M.F. 
alternately  with  and  against  a  normal  electrode,  and  to  take 
the  difference  of  the  two  numbers  so  obtained. 

Exercise.  —  Immerse  the  Mn02-electrode  in  wB^SO*  (mole- 
cular normal),  and  connect  it  by  means  of  a  small  syphon 
tube  with  a  vessel  filled  with  In  KN03  solution,  in  the  other 
side  of  which  the  normal  electrode  similarly  dips.  Measure 
the  E.M.F.  by  means  of  the  compensation  apparatus  ;  the 
Mn02  is  the  positive  pole  (corresponding  to  the  Pb02 
electrode  of  the  accumulator).  The  E.M.F.,  which  is  at  first 
too  small,  quickly  becomes  constant  (1'13  —  1*14  volts). 

When  the  value  is  constant  to  O'OOl  volt,  remove  the 
electrode  from  the  wH2S04  solution  and  immerse  it  in 
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a  -f$n  solution  ;  again  measure  until  approximately  constant. 
The  E.M.F.  is  now  about  0*1  volt  smaller  than  in  the  first 
case.  The  difference  would  be  exactly  0*116  volt  if  the 
nHgSO*  contained  exactly  ten  times  as  many  H*  ions  as  the 
^n  solution.  However,  since  the  two  solutions  are  not 
dissociated  to  the  same  degree,  this  is  not  the  case.  Their 
H*  ion  concentrations  are  in  the  same  ratio  as  their  specific 
conductivities  (according  to  Kohlrausch,  0'366  and  0*0428  at 
18°).  Calculate  TT  according  to  these  numbers  (see  above). 

After  the  measurements  have  been  completed  add  to  the 
-j^n  solution  of  E^SO*  ten  drops  of  concentrated  MnSO* 
solution  in  two  portions,  first  one,  and  then  nine  drops. 
Observe  that  the  E.M.F.  falls  and  that  the  difference  between 
the  two  values  is  about  0*03  volt. 


CHAPTER    XII 

ELECTROSTATICS 

Fundamental  Conceptions.    Units. 

The  experiments  hitherto  have  been  concerned  with  current, 
or  moving  electricity,  measured  by  means  of  its  effect  on  a 
magnet  in  electromagnetic  units.  To  define  a  quantity  of 
electricity  at  rest  in  terms  of  its  magnitude  it  is  necessary 
to  have  recourse  to  other  laws,  and  to  employ  other  units  of 
quantity,  the  electrostatic  units. 

According  to  Coulomb's  law,  two  quantities  of  electricity  EI 
and  E<i  at  a  distance  r,  exert  a  force  against  one  another  of  the 

Tf  J? 

magnitude  -^12  2.     Since  the  dimension  of  a  force  in  C.G.S. 

units  is  \lmt~'r\  the  dimension  of  a  quantity  of  electricity  in 
electrostatic  units  is  [IhnH"1]. 

In  electromagnetic  units  quantity  of  electricity  is  equal 
to  current  strength  multiplied  by  time.  The  dimension  of 
current  strength  results  from  the  Biot-Savart  law,  that  a  small 
portion  of  current  path  (length  I,  current  strength  i)  at  dis- 
tance r  from  a  magnet  pole  M  exerts  a  force  of  —%-.  M, 

however,  has  the  same  dimension  as  the  electrostatically 
measured  quantity  of  electricity,  since  the  analogous  law 
holds  for  two  magnet  poles  that  the  force  exerted  between  them 

.     MiMa 

is  •. 

r 

Hence  the  amount  of  electricity  in  electromagnetic  units 

Imf*.  t '  I2        rj,    n 
t*  =  ftfm*ri==P>m*]' 

and  the  ratio  between  the  dimensions  of  electrostatic  and 
electromagnetic  quantities  of  electricity  is  equal  to  lt~l,  the 
dimension  of  a  velocity. 
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It  is  well  known  that  a  velocity  of  300000  kilometres  a 
second  must  be  imparted  to  a  ring  in  which  is  placed  the 
electrostatic  unit  of  electricity,  in  order  that  its  electromagnetic 
effect  may  equal  that  of  the  electromagnetic  unit.  The  velocity 
is  that  of  light.  The  ratio  between  the  two  units  is  accordingly 
300  X  108  cm/sec.  Ten  ampere-seconds,  the  C.G.S.  unit  of 
electricity  measured  electromagnetically,  are  equal  to  300  X 
108  electrostatic  units. 

Since  unit  quantity  of  electricity  at  unit  distance  exerts 
unit  potential,  the  dimension  of  the  potential  F,  measured 
electrostatically,  is  equal  to  [/Wr1],  and  the  unit  is  300 
volts,  since  1  volt  is  equal  to  108  electromagnetic  C.G.S. 
units. 

If  a  conductor  placed  in  a  position  of  zero  potential  is 
charged  to  unit  potential  by  unit  quantity  of  electricity,  it 

T7T 

possesses  unit  capacity.  The  capacity  c  =  —„  and  is  there- 
fore equal  to  the  quantity  of  electricity  with  which  the  body  is 
charged  at  unit  potential.  The  dimension  of  the  capacity 

is  [q. 

Since  1  coulomb  =  3  X  109  and  1  volt  =  Fjo  of  the 
corresponding  electrostatic  C.G.S.  units,  the  capacity  of  a  con- 
ductor charged  to  a  potential  of  one  volt  by  1  coulomb  of 
electricity,  a  quantity  termed  1  farad,  is  equal  to  9  X  1011 
[cm.]  electrostatic  C.G.S.  units.  The  millionth  part  of  this 
quantity  is  termed  a  microfarad  (MF.).  1cm.  =  I'll  x  10~6 
MF. 

Two  conductors  facing  one  another  and  completely  insulated 
from  each  other  form  a  condenser ;  the  closer  the  plates  are  to 
one  another  the  larger  will  be  the  capacity.  It  depends  on 
the  distance  between  the  plates,  their  shape,  and  the  nature 
of  the  insulating  material  between  them. 

If  the  air  (or,  strictly  speaking,  the  vacuum)  between  two 
condenser  plates  is  replaced  by  another  substance,  and  the 
capacity  of  the  system  as  a  consequence  is  increased  D  times, 
then  D,  the  ratio  between  the  two  capacities,  is  the  dielectric 
constant  (D.E.K.)  of  that  substance.  Thus  D  is  a  ratio,  without 
dimension. 

If  two  similar  plates,  each  about  /  square  centimetres  in 
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area,  are  placed  opposite  each  other  and  parallel,  and  a  cm. 
apart — where  a  is  small  relatively  to  their  size — and  if  the 
insulating  material  between  has  the  D.E.K.  D,  then  the 

capacity  of  the  condenser  (Franklin's  Plate)  is      — .     If  the 

coating  of  a  Leyden  jar  is  h  cms.  high,  its  inner  radius  is 
r  cms.,  and  the  thickness  of  the  wall  a,  the  capacity  is 

— ,  where  D,  the  D.E.K.  of  ordinary  glass,  lies  between  5  and  6. 
SJU 

The  amount  of  electricity  contained  by  a  condenser  is 
proportional  to  its  capacity  c,  and  consequently  to  its  D.E.K. ; 
the  amount  passing  through  a  conductor  is  directly  propor- 
tional to  its  conductivity,  inversely  to  its  resistance.  Hence 
mutatis  mutandis  a  capacity  c  corresponds  to  a  conductivity  1/r. 
D  has  been  designated  the  electrostatic  conductivity.  If  two 
capacities  ci  and  c2  are  in  parallel,  this  effect  is  additive ;  if 


they  are  arranged  in  series,  the  total  capacity  is  — — —  ,  the 
inverse  of  the  effect  which  takes  place  with  resistances. 

Comparison  of  Two  Capacities. 

Two  capacities  are  compared  most  simply  by  the  use  of 
Wheatstone's  arrangement  for  the  measurement  of  resistances 
(see  p.  127  and  cp.  the  observations  on  lines  of  force,  etc. 
p.  135).  R  and  X  are  replaced  by  a  known  capacity,  and  that 
to  be  measured.  If  the  circuit  consists  successively  of  the 
capacities  ci  and  c2,  and  the  resistances  r2  and  r\,  it  is  obvious 
that  the  telephone  will  be  silent  only  when 

The  parts  of  a  cylindrical  bridge  can  be  used  as  simple  resist- 
ances ;  with  well  wound  larger  resistances  a  sharper  minimum 
is  obtained.  It  is  highly  important  to  use  the  best  insulation 
attainable  in  all  electrostatic  measurements.  Glass  is  in 
general  insufficient.  Ordinary  glass  must  be  coated  with 
shellac.  Only  paraffin  and  sealing-wax,  and,  for  the  best 
apparatus,  amber,  are  lasting  insulators. 

Exercise. — Compare  a  Franklin's  Plate  with  O'l  MF.  or  a 
smaller  capacity;  repeat  with  a  large  Leyden  jar.  Then 
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compare  the  jar  with  the  plate,  and  arrange  plate  and  jar  first 
in  parallel,  and  then  in  series,  and  compare  them  with  a  known 
small  capacity  (preferably  a  second  jar).  Finally  calculate 
the  approximate  capacity  from  the  dimensions.  (The  D.E.K. 
of  glass  can  be  taken  as  5.)  1  cm.  =  rill  x  10~6  MF.  (see 
above). 

Measurement  of  Dielectric  Constants. 

The  most  elegant  method  is  based  on  the  alteration  of  the 
capacity  of  a  condenser  when  a  liquid  of  unknown  D.E.K. 
is  added. 

In  principle  it  is  sufficient  to  compare  the  capacity  of  the 
condenser  filled  with  air,  and  with  liquid,  with  a  constant 
capacity,  by  the  bridge  method.  However,  the  very  small 
conductivity  of  the  liquid  becomes  perceptible. 

In  order  to  eliminate  the  conductivity  and  to  enable  measure- 
ments to  be  made,  Nernst  has  improved  the  bridge  method. 
The  two  resistances  are  made  equal ;  two  condensers  can  be 
so  changed  that  the  alteration  of  their  capacity  is  known,  and 
.a  third  is  filled  first  with  air,  then  with  the  liquid  whose  D.E.K. 
is  to  be  measured,  and  arranged  in  parallel  with  each  of  the 
other  condensers  in  turn.  Further,  two  measurable  variable 
resistances  are  arranged  in  parallel  with  the  two  comparison 
condensers.  The  telephone  will  be  completely  silent  only  when 
the  capacities  of  the  condensers,  as  well  as  the  resistances,  are 
equal. 

In  order  to  have  symmetrical  resistances  which  can  be  altered 
conveniently,  all  four  consist  of  badly  conducting  liquids  ;  the 
liquid  usually  employed,  the  so-called  Magnaninis  solution,  has 
a  very  small  temperature  coefficient.  (It  is  an  aqueous  solu- 
tion of  121  grams  of  mannitol,  41  of  boric  acid,  and  0*06  of 
potassium  chloride  in  a  litre.)  The  electrodes  are  well- 
platinised  platinum  wires,  or  small  pieces  of  foil.  One 
electrode  in  each  pair  can  be  moved  micrometrically ;  the 
electrodes  of  those  resistances  which  serve  to  balance  the 
conductivity  of  the  liquid  are  movable  in  a  measurable 

manner.     They  consist  of  glass  tubes  of  the  form LJ     The 

two   vertical  limbs  are   of  different   width.     The  wide  tube 
with  relatively  larger  electrodes  is  used  to  balance  a  large 


ELECTEOSTATICS  177 

conductivity ;  for  smaller  conductivities  the  capillary  tube  is 
sufficient;  the  third  electrode,  a  small  strip  of  platinum  foil, 
always  remains  immersed  in  the  horizontal  limb. 

The  variable  condensers  consist  of  two  well-insulated  brass 
plates,  fixed  parallel  to  each  other,  between  which  a  glass  plate 
can  move  parallel  to  both,  and  to  a  measureable  degree.  A 
millimeter  scale  is  fixed  to  the  groove  along  which  the  glass 
plate  moves,  and  the  displacement  is  read  by  means  of  a 
vernier  fixed  to  the  plate  itself.  As  the  glass  plate  is  pushed 
into  the  condenser  the  capacity  is  raised.  The  apparatus  is 
standardised  with  a  liquid  of  known  D.E.K.,  so  that  a  displace- 
ment of  one  millimetre  can  be  used  as  an  arbitrary  unit.  One 
plate  condenser  is  calibrated  with  a  constant  capacity,  namely, 
with  the  air-filled  condenser,  which  afterwards  contains  the 
liquid.  This  consists  of  a  circular  nickel  vessel  with  ebonite 
cover,  through  which  a  nickel  tube  passes,  and  can  be  moved 
with  difficulty.  To  the  end  of  the  nickel  tube  is  brazed  a  nickel 
plate,  which  completely  fills  the  circular  section  of  the  trough. 
To  the  underside  of  the  plate  is  cemented  a  small  piece  of  glass 
about  a  millimetre  thick,  by  means  of  which  the  nickel  plate 
can  be  fixed  in  position.  If  the  nickel  plate  is  forced  so  low 
that  the  small  piece  of  glass  rests  on  the  bottom  of  the  trough, 
the  capacity  becomes  a  sharply  defined  quantity.  It  corre- 
sponds to  a  displacement  of  about  1  cm.  of  the  glass  plate  in 
the  measuring  condenser.  A  small  thermometer  can  be 
placed  in  the  nickel  tube.  For  substances  having  a  larger 
D.E.K.  a  small  electrode  is  used,  further  removed  from  the 
bottom. 

Finally,  to  obtain  a  high  frequency  current,  Nernst  has 
introduced  an  induction  coil,  possessing  a  more  rapid  inter- 
rupter, which,  in  place  of  the  ordinary  stiff  and  noisy  make 
and  break  instrument,  consists  of  a  half-stretched  steel  wire 
carrying  a  platinum  contact.  By  changing  the  tension  of  the 
spring  and  inserting  a  suitable  resistance  the  sound  can  be 
damped  to  a  low  rattle,  which  produces  but  a  slight  hum  in 
the  telephone,  so  that  the  ear  is  not  annoyed. 

The  insulation  of  all  parts  of  the  apparatus  must  be  made 
as  perfect  as  possible.  For  this  purpose  the  back  of  the 
telephone  has  a  wooden  shell,  and  if  necessary  it  must  also 

E.P.C.  N 
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be  covered  with  a  coat  of  sealing-wax.  The  liquid  condenser  is 
placed  on  a  paraffin  block. 

Since  every  wire  becomes  charged  and  acts  as  a  condenser, 
and  the  capacity  of  a  system  depends  on  the  relative  position 
of  the  parts,  any  bending  or  other  displacement  of  the  wires 
during  a  measurement  must  be  avoided. 

Figure  47  shows  the  arrangement  quite  schematically.  J  is 
the  secondary  coil  of  the  induction  machine,  and  to  it  are 
joined  the  two  equal  liquid  resistances  jRi  and  R% ;  N  is  the 
nickel  trough,  which  by  a  small  side  displacement  is  joined 
first  to  the  one,  then  to  the  other  measuring  condenser,  Cand  d, 


FIG.  47. 

arranged  in  parallel.  The  two  wires  by  which  connection  is 
made  should  be  short  and  arranged  symmetrically.  R3  and 
ft  are  the  variable  liquid  resistances,  T  the  telephone.  The 
telephone  is  silent  when  C  +  N  =  Ci,  RI  =  R2,  and 
Rs  +  RN  =  ft. 

Method.  1.  Adjustment  of  the  two  equal  resistances  RI  and  jR2. 
— N,  RS  and  ft,  are  removed  from  the  circuit,  and  a  com- 
mutator is  arranged  between  RI,  R2,  C  and  Ci ;  RI  and  R%  are 
made  approximately  equal,  C  any  size,  and  C\  adjusted  until 
the  telephone  is  silent ;  then  the  current  is  reversed.  The 
number  of  millimetres  through  which  the  glass  plate  in  C\ 
has  to  be  moved  until  the  telephone  is  again  silent  is  noted  ; 
the  plate  is  moved  back  through  half  the  distance,  and  either 
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RI  or  jR2  altered  until  the  telephone  is  again  silent,  the 
current  again  reversed,  and  so  on.  By  means  of  smaller  and 
smaller  screw  rotations  a  position  is  found  where  a  current 
reversal  alters  the  minimum  to  less  than  0*1  mm.  No  part 
of  the  apparatus  must  be  displaced  by  a  greater  amount 
during  the  whole  measurement. 

2.  Calibration  of  one  Measuring  Condenser. — N  is  brought 
between  the  two  wires  connecting  C  and  C\,  the  glass  plate 
in    Ci  is  fixed  at  zero,  and   that  in   C  adjusted   until  the 
telephone  is  silent ;  then  N  and  C\  are  arranged  in  parallel, 
and  the  displacement  of  C\  necessary  for  silence  is  measured. 
The  plate  in  C\  is  placed  at  1,  2,  3  cm.  respectively,  and  in 
this  way  the  scale  is  calibrated.     The  displacements  should 
always  be  equal.      The  deviation  from  the  mean  values  is 
plotted  on  squared  paper  for  the  part  of  the  scale  affected,  and 
is  afterwards  applied  to  each  reading. 

3.  Standardisation  of  the    Condenser  N.  — •  Rs  and  R±   are 
brought  into  the  circuit,  and  so  arranged  that  the  minimum 
sound  is  very  sharp.     N  is  arranged  in  parallel  first  with  C, 
then  with  C\  ;    the  (corrected)  half  displacement  of  C  cor- 
responds  to   the   capacity    of    the    empty   trough   plus   the 
connections ;   into  N  are  poured  2  c.c.  of  a  standard  liquid 
(benzene   Dn°  =   2*26 ;   metaxylol  D%5   =  2*36,   pure   ethyl 
ether,  7)2o  =  4*27)  and  it  is  again  measured.     If  the  minimum 
is  uncertain,  the  solution  conducts  perceptibly,  and  RB  and 
R±  are  altered  respectively,  until  the  minimum  is  sharp ;  C\ 
is  again  moved  until  the  telephone  is  silent,  and  the  minimum 
improved  by  alteration  of  the  resistances.     By  ever  decreasing 
alterations  of  Ci  and  the  resistances  R3  and  ^4  it  is  possible  to 
render  the  minimum  extremely  sharp. 

Let  the  half  displacement  right  and  left  for  the  parallel 
position  be  SQ. 

Several  measurements  are  always  made  at  the  different 
positions  of  the  condenser  C. 

4.  Estimation  of  the  D.E.K.  of  Toluol. — Two  c.c.  of  toluol 
are  poured  into  the  trough  and  measured  as  just  described. 
Let  the  half  displacement  be  S. 

Calculation. — If  the  capacity  of  the  trough  is  c,  that  of  the 
connections  c',  the  D.E.K.  of  the  standard  liquid  DO,  that  of 

N  2 
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toluol  D,  then  the  following  ratios  correspond,  s  :  (1  .  c  +  c'}  ; 
S0  :  (D0c  +  c')  ;  /S'  :  (Dc  +  c')  ;  whence 

Z>=  (D0  -1)     -H-i+1. 


If  D  >  5,  a  platinum  crucible  with  smaller  electrodes,  is 
used,  and  is  standardised  with  aniline  (Z)i8  =  7*2)  or  acetone 
(D19.  =  20-7). 

Remarks.  —  The  trough  or  the  crucible  must  be  emptied 
immediately  after  use,  since  the  organic  liquids  used  (especially 
benzene)  soften  and  swell  the  ebonite  coating.  The  sub- 
stances must  be  pure,  and  freed  from  water  especialty,  since 
its  D.E.K.  is  very  high  (about  81). 

For  the  measurement  of  solids  the  suspension  method  is 
suitable  (see  pp.  35  and  79). 

The  D.E.K.  of  a  substance  is  equal  to  the  square  of  the  index 
of  refraction  for  infinitely  long  waves,  and  good  constancy  should 
be  obtained  if  D  is  substituted  in  the  formula  for  molecular 
refraction  (see  p.  76).  The  relation  does  not  hold  generally, 
especially  for  substances  containing  hydroxyl  groups,  which 
absorb  long  waves  strongly. 

The  parallelism  between  the  D.E.K.  of  a  liquid  and  its 
dissociating  power,  which  has  recently  been  proved  for  a 
large  number  of  substances,  is  very  important  for  the  physical 
chemist. 

The  D.E.K.s  of  the  ordinary  solvents  are,  in  round  numbers, 
water  81,  methyl  alcohol  32,  ethyl  alcohol  26,  amyl  alcohol  16, 
ethyl  ether  4,  benzene  2.  The  order  of  ionising  power  of  these 
solvents  is  the  same. 

THE  QUADRANT  ELECTROMETER. 

The  quadrant  electrometer  consists  of  four  flat  metal  quad- 
rants, arranged  in  a  circle  with  air  spaces  separating  them  ; 
there  are  thus  two  vertical  air  channels  at  right  angles  to  each 
other.  Opposite  quadrants  are  connected  by  conducting  wires. 
In  the  centre  of  the  arrangement  swings  a  very  light  metallic 
needle  on  an  extremely  thin  conducting  fibre,  which  also  carries 
a  light  mirror  ;  the  fibre  is  either  a  hair-drawn  platinum 
wire,  or  a  very  thin  silica  fibre  made  conducting  by  a  solution 
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of  calcium  chloride.  When  the  needle  is  at  rest,  it  should  lie 
parallel  to  one  of  the  quadrant  divisions ;  this  can  be  brought 
about  by  turning  the  torsion  head  on  the  copper  head  of  the 
instrument.  If  one  pair  of  quadrants  is  charged  to  a  potential 
+  Q,  the  other  pair  to  a  potential  —  Q,  and  the  needle  to  the 
potential  X,  then  the  needle  will  be  repelled  through  an  angle 
proportional  both  to  the  charges  on  the  quadrant  pairs  and 
to  its  own  charge.  The  charging  is  done  by  connecting  the 
pairs  with  a  series  of  cells,  e.g.,  small  dry  cells,  the  middle 
of  the  series  being  kept  at  zero  potential  by  earthing  it,  i.e., 
by  connecting  it  metallically  to  the  earth  (water-pipe  or 
gas-pipe). 

The  insulation  of  the  quadrants  and  needle  must  be  perfect. 
The  needle  consists  of  silver  foil ;  readings  are  made  by  Poggen- 
dorff 's  method.  The  instrument  can  be  calibrated  with  normal 
elements. 

The  velocity  of  the  needle  deflection  is  proportional  approxi- 
mately to  its  charge  X.  This  should  be  sufficiently  great  to 
produce  a  deflection  of  several  cms.  on  the  scale  ;  the  time 
taken  to  pass  2,  5  or  10  scale  divisions  is  measured  with  a 
stop-watch,  but  it  should  first  be  observed  whether  the  velocity 
in  the  part  of  the  scale  employed  is  constant,  i.e.,  that  the  time 
and  deflection  are  proportional  to  each  other.  It  is  therefore 
better  to  work  with  not  too  great  deflections.  The  sensibility 
can  be  changed  by  putting  a  capacity  in  parallel. 

Comparison  of  the  Radioactivities  of  Uranium  Pitchblende  and 
a  Eadiferous  Barium  Salt. 

The  element  radium  is  the  highest  known  member  of  the 
barium  group,  and  has  an  atomic  weight  of  about  226. 
Minute  traces  are  contained  in  all  uranium  ores  and  salts; 
these  continually  disintegrate,  sending  out  a,  /3  and  y  rays. 
The  a  rays  are  particles  of  some  kind  of  matter  holding  an 
electric  charge,  and  travelling  with  an  enormous  velocity ;  the 
|3  rays  are  electrons,  while  the  y  rays  consist  of  ether  vibra- 
tions, somewhat  resembling  X-rays.  All  these  ionise  air,  i.e., 
make  it  conduct  electricity.  If  a  radioactive  body  is  placed  on 
a  charged  plate,  opposite  which  is  another  similar  plate,  at 
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first  earthed  and  then  metallically  connected  with  the  electro- 
meter needle,  the  second  plate,  immediately  earthing  is 
suspended,  becomes  charged  to  an  extent  which  is  measured 
by  the  deflection  of  the  needle,  and  is  proportional  to  the 
radium  content  of  the  active  body.  In  this  way  the  quadrant 
electrometer  can  be  used  to  measure  quantitatively  quantities 
of  substance  which  are  far  too  small  to  be  detected  by  ordinary 
analytical  methods. 

Equal  quantities  of  finely  powdered  uranium  pitchblende 
and  of  a  slightly  radioactive  barium  salt  are  placed  in  flat 
weighing  bottles  of  the  same  height  and  diameter,  so  that 
in  both  cases  the  bottom  of  the  bottle  is  just  covered.  Each 
vessel,  uncovered,  is  placed  in  turn  on  a  circular  piece  of  zinc 
plate,  charged  to  110  volts,  and  standing  on  a  paraffin  block. 
It  is  surrounded  by  a  glass  ring  (for  which  purpose  a  beaker 
with  the  bottom  removed  or  the  shade  of  an  inverted  incan- 
descent burner  can  be  employed) ,  which  has  a  layer  of  tinfoil 
inside  and  outside,  both  tinfoil  rings  being  earthed.  On  the 
glass  ring  rests  the  second  plate  connected  with  the  needle. 
The  plate  containing  the  powder  is  kept  at  a  high  voltage  by 
connecting  it  to  one  pole  of  a  main,  while  the  other  is  earthed. 
It  is  useful  to  insert  in  the  connection  to  the  main  a  fibre 
saturated  with  calcium  chloride  solution,  which  serves  as  a 
fuse.  The  diagram  (Fig.  48)  shows  the  various  connections. 
Z\  and  Z2  are  the  zinc  plates,  R  is  the  glass  ring  which 
separates  them ;  a,  b,  and  c,  are  the  holes  of  a  mercury  contact- 
breaker.  If  a  and  b  are  connected,  then  plate  Z2  and  the 
needle  are  earthed ;  if  the  connection  is  interrupted  by  shifting 
the  contact-maker  to  c,  then  when  Z\  is  connected  with  the 
high  voltage  battery,  and  a  radioactive  substance  is  placed 
between  Z\  and  Z2,  Z%  and  the  needle  become  charged. 

If  the  electrometer  is  too  sensitive,  a  capacity  C  is  placed  in 
parallel  * ;  if  C'  is  the  capacity  of  the  electrometer,  the  sensitive - 

C' 

ness  is  reduced  in  the  ratio  ^ — ,— - ^  ;  if  C"is  small  in  comparison 

C    -j-  C 

with  C,  the  sensitiveness  is  inversely  proportional  to  the  added 

capacity.     By  comparing  it  with  a  known  capacity  of  the  same 

magnitude  (a  Leyden  jar)  C'  can  be  measured  electrometrically. 

*  Capacities  should  be  insulated  on  paraffin  blocks. 
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It  is  necessary  at  the  commencement  of  the  experiment  to 
make  certain  that  the  air  of  the  room  has  no  appreciable 
conductivity.  Plate  Z\  is  charged  to  110  volts,  Z2  is  earthed, 
the  earthing  is  suspended,  and  the  time  for  a  deflection  of 
1  cm.  taken  several  times  (mean  reading  25  seconds,  say). 
Z2is  again  earthed,  as  a  precaution  the  110  volts  are  switched 
off,  the  pitchblende  placed  on  Z\,  and  a  measurement  taken 
as  before  (time  for  1  cm.  say  1/0  seconds).  The  pitchblende 
is  removed  and  the  radium  barium  salt  takes  its  place,  with  a 
capacity  of  0'2  (say)  microfarad  placed  in  parallel.  By 


FIG.  48. 

measuring  as  before,  the  time  of  deflection  is  found  to  be 
30*7  seconds  per  cm.  If  the  capacity  C'  is  0'00012  MF. 
it  follows  that  without  the  0'2  MF.  the  time  would  be 

8°'7  *  °'?°012  =  0-0184  seconds  for  1  cm.  deflection. 
0*2001^ 

The  conductivities  are  inversely  proportional  to  the  times. 
They  are  in  the  above  example  for  air  1/25  =  0'04,  for  pitch- 
blende, uncorrected,  1,  and  for  the  radium  preparation,  uncor- 
rected,  1/0*0184  =  54*4.  If  we  correct  for  the  conductivity  of 
the  air  (i.e.,  the  natural  leak),  the  conductivities  of  the  pitch- 
blende and  the  radium  preparation  are,  respectively,  0*96  and 
54*4.  The  latter  is  therefore  56'6  times  as  active  as  its  parent 
substance. 
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It  is  advisable  to  measure  the  weaker  substance  first,  so 
that  the  air  is  not  ionised  more  than  necessary  during  the 
measurement,  and  that  the  corrections  do  not  become  too  large 
and  uncertain. 

The  capacities  are  altered  when  measuring  stronger 
substances. 
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Comparison  of  Radioactive  Substances  by  an  Electroscope. 

The  radioactivities  of  different  substances  can  be  com- 
pared easily  and  quickly  by  means  of  an  electroscope.  The 
principle  is  the  same  as  that  with  the  electrometer.  A  rough 
electroscope  can  be  constructed,  with  simple  materials,  which 
will  give  fairly  accurate  results. 

For  this  purpose  a  tin  canister,  some  four  or  five  inches  in 
diameter,  is  taken,  and  two  small  mica  windows  are  inserted 
in  it  at  the  same  height  and  diametrically 
opposite  each  other.     They  are  fastened  to 
the  tin  with   sealing-wax.     The  bottom  of 
the  vessel  must  be  made  removable.     The 
neck    is   closed    by   a    cork    covered  with 
sulphur    as    insulation.       The    interior 
arrangement  is  shown  diagramatically   in 
Fig.  49. 

The  cork  is  penetrated  by  a  rod  R, 
supporting  a  ball  of  sulphur  S.  This  in 
its  turn  supports,  and  at  the  same  time 
insulates,  a  brass  rod  B.  To  B  is  attached  a 
strip  of  aluminium  leaf  L.  (It  can  be  caused 
to  adhere  by  moistening  the  surface  of  the  brass,  and  pressing 
the  aluminium  leaf  against  it.)  Through  the  cork  also  passes 
a  second  metal  rod  PP',  with  a  handle  of  ebonite  or  sealing- 
wax.  By  rotation  this  rod  can  touch  J5,  and  it  is  so  used  to 
charge  the  leaf  system.  While  in  contact  with  B,  its  free  end 
is  touched  with  a  charged  rod  of  sealing-wax;  P  is  then 
revolved  to  break  the  earth  contact  with  B  and  L.  R  and 
the  containing  vessel  should  be  earthed  throughout,  and  P 
also  finally  earthed,  so  that  the  leaf  system  only  is  charged. 


FIG.  49. 
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The  charged  leaf  L  is  repelled  through  a  considerable  angle. 
It  slowly  falls;  the  rate  of  fall  is  observed  through  a  short- 
focus  telescope,  in  which  is  inset  a  good  glass  scale.  The 
dotted  circle  indi3ates  the  position  of  the  windows  in  the 
vessel,  and  the  part  of  the  leaf  system  observed  through  the 
telescope.  It  must  be  illuminated  by  a  constant  source  of 
light,  preferably  an  electric  lamp  screened  with  semi-trans- 
parent paper  or  glass,  and  placed  in  alignment  with  the 
windows  and  telescope.  The  whole  is  conveniently  arranged 
in  a  dark  room. 

The  slow  fall  of  the  leaf  under  ordinary  conditions  is  due 
to  the  ionisation  of  the  air,  and  is  termed  the  natural  leak  of 
the  electroscope.  With  good  insulation  the  leaf  should  take 
at  least  half  a  minute  to  pass  over  a  degree  of  arc. 

Exercise. 

Determine  the  natural  leak  of  an  electroscope.  Several 
consecutive  readings  should  agree  closely.  Express  the  mean 
result  in  the  fraction  of  a  scale  division  passed  over  per 
second.  (Observe  whether  the  leaf  traverses  different  parts  of 
the  scale  at  the  same  rate  ;  if  not,  then  it  is  obvious  that  a 
definite  part  must  be  used,  preferably  the  middle  portion.) 
Kemove  the  bottom  of  the  electroscope,  and  place  on  it  a  glass 
dish*  similar  to  those  used  in  the  previous  experiments 
(p.  182)  but  empty.  Keplace  it  and  redetermine  the  leak  of  the 
instrument.  Then  substitute  for  the  empty  dish  that  which 
contains  the  powdered  pitchblende  used  in  the  last  experiment. 
Measure  the  rate  of  fall  of  the  leaf.  It  will  be  much  greater. 
Several  consecutive  readings  must  be  taken  over  a  consider- 
able portion  of  the  scale.  Keplace  the  pitchblende  by  the 
radium-barium  salt,  and  take  a  fresh  series  of  observations 
(over  the  same  portion  of  the  scale).  Express  the  mean  result 
in  both  cases  in  terms  of  the  number  of  scale  divisions  passed 
over  per  second.  Subtract  from  each  value  the  natural  leak 
(obtained  with  the  empty  glass  or  metal  vessel  in  the  system). 
The  radioactivities  are  inversely  proportional  to  the  times  of 

*  In  these    and   the  preceding    experiments    small  flat  metal  dishes 
are  preferable,  as  less  likely  to  hold  small  charges  of  electricity. 
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fall,  directly  proportional  to  the  rate  of  discharge.     (What  is 
the  difference  between  the  two  radioactivities  due  to  ?) 

For  the  radium-harium  salt  it  may  be  convenient  to  substi- 
tute equal  weights  of  finely-powdered  uranium  salts.  Select 
two  of  widely  different  molecular  weights,  as  uranium  oxide 
UaOg,  and  potassium  uranyl  sulphate.  (If  possible  salts  which 
have  been  prepared  at  least  a  year  previously.)  It  should  be 
shown  that  the  radioactivity  is  proportional  to  the  content  of 
uranium,  in  these  cases,  but  that  the  activity  of  pitchblende  is 
four  or  five  times  greater  than  that  of  the  oxide.  To  what  is 
this  excess  of  activity  in  the  pitchblende  due  ? 


TABLE   I. 

The  most  Important  Physical- Chemical  Constants. 

The  volume  of  a  gram-molecule  of  gas  at  0  and  760  mm.  is  22410  c.c. 
The  density  of  dry  air  at  0  and  760  mm.  is  0-001293. 
The  mean  molecular  weight  of  air  is  28'9. 

R  =  ^j^  (in  C.G.S.  units)  =  0-8317  X  108  (ergs-r-1). 

—  1-985  (gram-calories- T-1). 
=  0-0821  (litre-atmosphere- r-1). 
=  0-861  X  10 -4  (watt-second- r-1). 
1  erg  =  238-7  X  10- 10  g.  cal. 
1  g.  cal.  =  0-4188  X  108  ergs. 

1  volt-ampere  per  second  =  107  ergs  =  1  watt-second  =  0*2387  g.  cal. 
1  ampere  per  second  —  1  coulomb  deposits  1-118  mg  Ag. 

0-3294  mg  Ou  (from  cupric 

salts), 
sets  free  0-1740  c.c.  Knallgas  at  0° 

and  760  mm. 
96540  coulombs  deposit  a  gram  equivalent. 
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TABLE   II. 

Specific  Gravity  and  Vapour  Pressure  of  Water. 


Tempera- 
ture. 

Density. 

Pressure  in  mm. 

Tempera- 
ture. 

Density. 

Pressure  in  mm. 

0° 

0-99987 

4-58 

22° 

0-99780 

19-66 

24 

122 

4° 

1-00000 

6-09 

23° 

0-99756 

20-88 

24 

130 

8° 

0-99988 

8-02 

24° 

0-99732 

22-18 

25 

137 

10° 

0-99973 

9-18 

25° 

0-99707 

23-55 

26 

144 

12° 

0-99953 

10-48 

26° 

0-99681 

24-99 

13 

71 

27 

152 

13° 

0-99940 

11-19 

27° 

0-99654 

26-51 

13 

75 

28 

159 

14° 

0-99927 

11-94 

28° 

0-99626 

28-10 

14 

79 

29 

169 

15° 

0-99913 

12-73 

29° 

0-99597 

29-79 

10 

84 

30 

177 

16° 

0-99897 

13-57 

30° 

0-99567 

31-56 

17 

88 

17° 

0-99880 

14-45 

35° 

0-99406 

41*85 

18 

93 

18° 

0-99862 

15-38 

40° 

0-99224 

54-97 

19 

99 

19° 

0-99843 

16-37 

45° 

0-99025 

71-50 

20 

104 

20° 

0-99823 

17-41 

50° 

0-98807 

92-17 

21 

109 

21° 

0-99802 

18-50 

22 

116 

TABLE   III. 

deduction  of  the  Barometer  Height  to  0°  C. 


Glass  Scale. 


Tempera- 
ture. 

740  mm. 

750  mm. 

7<>0  mm. 

770  mm. 

740  mm. 

750  mm. 

760  mm. 

770  mm. 

10° 

1-28 

1-30 

1-31 

1-33 

1-21 

1-22 

1-24 

1-26 

12° 

1-53 

1-56 

1-58 

1-60 

1-45 

1-47 

1-49 

1-51 

14° 

1-79 

1-81 

1-84 

1-86 

1-69 

1-71 

1-73 

1-76 

16° 

2-05 

2-07 

2-10 

2-13 

1-93 

1-96 

1-98 

2-01 

18° 

2-30 

2-33 

2-36 

2-39 

2-17 

2-20 

2-23 

2-26 

20° 

2-56 

2-59 

2-62 

2-66 

2-41 

2-44 

2-47 

2-51 

22° 

2-81 

2-85 

2-89 

2-92 

2-65 

2-69 

2-72 

2-76 

24° 

3-06 

3-11 

3-15 

3-19 

2-89 

2-93 

2-97 

3-01 

26° 

3-32 

3-36 

3-41 

3-45 

3-13 

3-17 

3-21 

3-26 

Brass  Scale. 
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TABLE    IV. 

The  Atomic  Weight  and  other  Constants  of  the  most  important 

Elements. 


Symbol. 

Atomic  Weight 
0  =  16. 

Specific  Gravity  in  solid 
form  at  room  tem- 
perature. 

Specific  Heat  in  solid 
form  at  room  tem- 
perature. 

Ag      •. 

107-88 

10-50 

0-056 

AT           .           . 

27-1 

2-60 

0-21 

Ba         .        . 

137-37 

Br 

79-92 

0  . 

12-00 

(   Diamond  3*52 
(   Graphite  2-3 

0-12 
0-17 

Ca 

40-09 

Cd 

112-4 

8-64 

0-055 

01 

35-46 

Cu 

63-57 

8-93 

0-093 

Fe 

55-85 

7-6  -  7-9 

ca.  0-11 

H. 

1-008 

Hg       .        . 

200 

(  (liq.)    0°  13-596  ) 
(           20°  13-546  j 

(liq.)  0-033 

I  . 

126-92 

K. 

39-10 

Mg        . 

24-32 

Mn        . 

54-93 

N. 

14-01 

Na 

23-00 

Ni 

58-68 

8-9 

0-11 

O  . 

16-00 

Pb 

207-1 

11-37 

0-030 

Pt 

195-0 

21-50 

0-032 

S  . 

32-07 

f  rhomb.      2'07   ) 
(  monocl.     1-96  ) 

rhomb.  0'16 

Sn 

119-0 

White  7  -29 

0-055 

Zn 

65-37 

7-1 

0-093 

Brass 

ca.  8-4 

0-093 

Glass 

ca.  2-5 

0-19 

TABLE   V. 

Mobilities  of  some  Ions  at  18°  (in  round  numbers)  and  their 
Temperature  Coefficients. 


H- 

313 

0-015 

OH' 

172 

0-018 

K- 

65 

0-022 

iS04" 

68 

0-023 

NH-4 

64 

0-022 

Or 

65 

0-022 

Ag- 

55 

0-023 

NO'3 

61 

0-021 

Na- 

44 

0-024 

CHs.COO' 

33 

0-024 
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TABLE    VI. 

Molecular  Conductivities. 


Dissolved 
Substance. 

f. 

V. 

A. 

Dissolved 
Substance. 

R 

V. 

A. 

HC1 

18° 

1 

301 

NH4OH  . 

18° 

1 

0-89 

10 

351 

10 

3-3 

100 

370 

100 

9-6 

Monochlor- 
acetic  acid. 

25° 

16 
32 

128 

56-6 
77-2 
137-0 

NH4C1   .        . 

18° 

1 

10 
100 

97-0 
110-7 
122-1 

256 
512 

176-8 
222-6 

NaCl      . 

18° 

1 

10 

7-1-4 
92-0 

100 

102-0 

Malonic  acid    . 

25° 

32 

77-1 

64 
128 

103-6 
136-1 

AgN03  . 

18° 

1 

10 

67-6 
94-3 

256 

174-8 

100 

107-8 

Acetic  acid 

18° 

1 

1-32 

Silver  Acetate 

25° 

143 

95-9 

10 

4-60 

333 

99-0 

100 

14-3 

Na-Acetate    . 

18° 

1 

41-2 

10 

61*1 

»         » 

25° 

8 

4-63 

100 

70-2 

32 

9-2 

128 
256 
512 

18-1 
25-4 
34-3 

Na-Monochlor- 
acetate. 

25° 

32 
64 

128 

78-4 
81-7 
84-1 

NaOH     . 

18° 

1 

157 

£ZnS04 

18° 

1 

26-2 

10 

195 

10 

45-3 

100 

203 

100 

72-8 

INDEX 


ABNORMAL  molecular  weights  in 
cryoscopy,  46 

Absolute,  measurement  of  con- 
ductivity, 136  ;  units,  15  et  seq., 
110  et  seq.,  173 

Absorption  spectrum,  93 

Accumulator,  121;  tester,  116, 
121, 124, 145, 155, 157 

Accuracy,  6  5  pseudo-,  7 

Activity  of  air,  183,  186 

Adjustment,  of  a  Beckmann  ther- 
mometer, 42 ;  of  a  polarimeter, 
85  ;  of  a  telephone,  134 ;  of  a 
telescope,  75 

After-effect,  with  a  pyknometer, 
33  ;  with  a  thermometer,  9 

Alternating  currents,  122,  124, 
128 

Amber  as  an  insulator,  175 

Ampere,  definition  of,  110  et  seq.  ; 
-second,  112 

Amplitude    of    rays    of    polarised 

light,  84,  91,  93 

Analysing  nicol,  82 

Anions,  114 

Anode,  114 

Antiphone,  134 

Araeometers,  29 

Arithmetic,  simplified  methods  of,  1 

Association,  41,  47 

Asymmetric  carbon  atom,  82 

Atomic,  refraction  and  dispersion, 

76,  77 ;  weight,  69, 189 
Average,  value,  calculation  of,  3  ; 

error,  4 
Avogadro's  hypothesis,  14,  17 


BAROMETER,     11  ;     reduction     of 

height  of,  188 
Beckmann's  apparatus,  cryoscopic, 

43 ;     ebullioscopic,     47,     49 ; 

thermometer,  10,  42 
Bichromate  cell,  169 
Bifilar  winding  of  resistances,  120 
Bi-molecular  reaction,  101,  106 
Binding  screws,  120 

Biot-Savart  law,  173 

Boiling  point,    definition   of,    39  ; 

elevation  of,  38,  47 
Bomb,  calorimetric,  65 

Boyle-Mariotte  law,  14, 17 

Branching  of  current,  115 

Bridge  methods,  127,  175 

Bunsen's  cell,  169 ;  diffusion- 
apparatus,  21 ;  ice  calorimeter,. 
52 

Burettes,  30,  31 

CADMIUM  element,  111,  122,  152 

Calculation,  methods  of,  1 

Calomel  electrode,  161,  162 

Calorie,  definition  of,  53 

Calorimeter,  52,  125 

Cane  sugar,  86,  106 

Capacity,  electrostatic,    120,   174,. 

182 

Capillary  electrometer,  125,  163 
Catalysis,  106 
Cathode,  114 
Cation,  114 

C.  G.  S.  system,  15,  110,  173 
Chaperon  resistances,  120 
Charge,  electric.     See  Electricity. 
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Chlorine  electrode,  167 

Chromic  acid  mixture  as  cleaning 
agent,  31 

Clark  element,  153  et  seq. 

Clausius,  formula  of,  39 

Combustion,  heat  of,  65 

Compensation  apparatus,  156 ; 
method,  155 

Complex  ions,  test  for,  150 

Concentration,  cells,  158  ;  unit  of, 
definition  of,  113 

Condenser,  135,  174 

Conductivity,  112,  127,  128  et  seq., 
175,  183,  190 ;  at  infinite  dilu- 
tion, 113,  137,  150  ;  molecular, 
113,  135,  190;  of  the  solvent, 
133;  specific,  113,  129,  135, 
161 ;  temperature  coefficient  of, 
132,  150,  189,  vessel,  129 

Constancy  of  ion-product,  102, 
161 

Constantan,  118,  120,  165  et  seq. 
Constitution,  optical  determination 

of,  77 ;  method  of  application,  78 
Contacts,  120 
Copper     coulometer    (voltameter), 

143 

Coulomb,  112,  142, 174, 187 
Coulomb's  law,  173 
Coulometer,  142 
Cryohydrate  point,  105 
Cryoscopy,  38,  43 
Current,    breakers    and   reversers, 

121 ;  sources  of,  121 
Cylinder  bridge,  134 

Dalton's  law,  16 
Damping  of  a  galvanometer,  123 
Decade  rheostat,  119,  134 
Decomposition  potectial  (tension), 

163 
D.  E.  K.     (See  dielectric  constant), 

174 
Density,  18  ;  of  air,  8,  21,  34, 187  ; 

of  gases,  19  ;  of  liquids,  28  ;  of 

solids,   35;    of  water,    26,   34, 

188 ;  -pipette,  29,  31 


Depression  of  vapour  pressure,  37, 
40,  145  ;  experimental  proof,  38 

Dielectric  constant,  174  ;  measure- 
ment of,  176 

Differentiation,  logarithmic,  6 

Diffusion,  21,  28,  132,  146;  of 
gases,  velocity  of,  22 

Dilatometer,  105 

Dilution,  heat  of,  59 

Dimensions,  15,  18 

Discussion  of  a  formula,  6 

Dispersion,  74,  80 

Dissociating  substances,  vapour 
density  of,  27 

Dissociation  due  to  heat,  14,  27, 101 

Dissociation  (electrolytic),  constant, 
61,  100,  137;  decrease  of,  101, 
140;  degree  of,  41,  102,  113, 
137 ;  power,  47,  180  ;  heat  of, 
59,  61,  139 ;  theory  of,  115 

Dry  cells,  122,  124 

Drying  of  glass  apparatus,  12,  33, 
132 

du  Bois-Reymond's  compensation 
method,  155 

Dulong-Petit  law,  53,  57 

Dumas'  method  for  vapour  density, 
25 

EARTHING,  181 

Earth's  magnetism,  horizontal  in- 
tensity of,  141 

Ebullioscopy,  38,  47 

Electricity,  quantity  of,  112,  173, 
187  ;  charge  of,  181 

Electrode,  114  ;  potentials,  161 

Electromagnetic  units,  110 

Electrometer,  quadrant,  180 

Electroscope,  185 

Electrostatic  units,  173;  capacity, 
120, 174, 182 

Equal  shadow,  position  of,  85 

Equilibrium,  100 

Error,  calculation  of,  4,  6  ;  pro- 
bable, 4 

Evaporation,  heat  of,  62  ;  specific 
heat  of,  63 
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Expansion  coefficient,  of  a  liquid, 
measurement  of,  33  ;  of  glass, 
10,  26,  31,  34  ;  of  mercury,  10 
et  seq. 

Extinction  coefficient,  90 
Extrapolation,  5,  47,  54,  150 

FARAD,  174 

Faraday's  law,  112,  142 
Fechner's  method  for  determining 

electromotive  force,  153 
Fixed    points,    thermometric,   94, 

105,  166 

Formation,    heat    of,    of     organic 

bodies,  65 

Franklin's  plate,  175 
Freezing  point,  definition  of,  39 ; 

depression  of,  38,  43 

GALVANOMETER,  116,  123,  127, 
154,  164 ;  in  shunt,  116, 124 

Gas  constant,  in  calorimetric  units, 
15,  187;  in  electrolytic  units, 
112, 158, 187 

Gas,  density,  19  ;  law,  14  ;  volume, 
reduction  of,  to  normal  tempera- 
ture and  pressure,  16 

Gases,  kinetic  theory  of,  69 

Gay-Lussac  law,  14,  17 

Glan's  photometer,  91 

Gram-molecule,  3,  14 

HALF- SHADOW  apparatus,  84 
Heat,  mechanical  equivalent  of,  15 
Heat  of  combustion,  65  ;  of  dilu- 
tion, 59,  60  ;  of  dissociation,  59, 
61,  139;  of  evaporation,  62;  of 
formation  of  organic  bodies,  65  ; 
of  hydration,   57,   60;    of  neu- 
tralisation, 59  ;  of  precipitation, 
58 ;    of  solution,  57 ;    of  trans- 
formation, 58 

Heat  exchange  with  the  surround- 
ings, 54 

Heat,  specific,  53,  56,  64,  189  ; 
of  gases,  64,  67 ;  of  liquids,  56, 
B.P.C. 


67  ;  of  solids,  53,  56,  189 ;  of 

solutions,  53,  64 
Heat  units,  53 
Horizontal  intensity  of  the  Earth's 

magnetism,  141 
Htifner's  photometer,  91 
Hydration,  41  ;  heat  of,  57,  60 
Hydrogen  electrode,  162,  167 
Hydrolysis,  62  ;  velocity  of,  107 
Hygroscopic    solvents    (in    cryos- 

copy),  46 

ICE  calorimeter,  52 

Immersion  refractometer,  79 

Induction  coil,  122,  128,  177 

Insulation,  175,  177,  181 

Interpolation,  graphic  and  calcu- 
lated, 5 

Inversion,  87,  89 ;  velocity  of, 
106 

Ion-product,  102,  161 

Ions,  definition  of,  114;  concen- 
tration of,  104,  137,  159  et  seq. ; 
mobility  of,  139,  150 

KNALL     gas,     coulometer,    145 ; 

-chlorine  cell,  167 
Kohlrausch's    conductivity    cell, 

129, 132, 137 
Kopp-Neumann  law,  57 
Kundt-tubes,  4,  7,  68 

Laurent's  half -shadow  polarimeter, 

84 
Le  Chatelier's  principle  of  least 

resistance,  28,  57,  61 
Leclanche  cell,  169 
Leyden  jar,  175 
Light,   absorption   of,   90 ;   source 

of,  70  ;  velocity  of,  174 
Lippich's  half  and   third   shadow 

polarimeter,  83  et  seq. 
Litre -atmosphere,  16 
Logarithmic  slide  rule,    2,    136  ; 

differentiation,  6 
Lubricant  for  taps,  19 

0 
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Magnanini's  solution,  176 
Malonic  acid,  137 
Manganese  dioxide  electrode,  170 
Manganin,  118,  125 

Mariotte-Boyle  law,  14, 17 

Mass  action,  law  of,  100,  115,  161 

Mean,  determination  of,  3,  69 

Measuring  wire,  6,  134 

Mechanical  equivalent  of  heat,  15 

Mercury  contacts,  120 

Methyl  acetate,  hydrolysis  of,  107 

Meyer,  Viktor,  method  for  vapour 
density,  23 

Mho,  112 

Microfarad,  174 

M.  F.     See  Microfarad. 

Mirror  galvanometer,  123 

Mobility  pf  ions,  139,  150 

Mohr's  balance,  30 ;  cubic  centi- 
metre, 18,  30 

Molar.     See  Molecular. 

Molecular,  conductivity.  See  Con- 
ductivity; dispersion,  76;  re- 
fraction, 76 ;  volume,  15 ;  weight, 
estimation  of,  in  solutions,  37 
et  seq. 

Monomolecular  reaction,  101,  106 

NATURAL  leak  of  an  electrometer, 
183  ;  of  an  electroscope,  186 

Needle  galvanometer,  123 

Nernst's  apparatus  for  the  esti- 
mation of  dielectric  constants, 
176 

Nernst-Magnus  conductivity 
vessel,  131 

Neumann-Kopp  law,  57 

Neutralisation,  heat  of,  59 

Nickelin,  118,  125 

Nicol,  82  et  seq. 

Normal,  electrodes,  161;  elements, 
111,  122,  152  et  seq,  157f  163 

Normality,  3 

N.  T.  P.  (normal  conditions  of 
temperature  and  pressure),  de- 
finition of,  15  ;  reduction  to,  16 


OHM,rHO 

Ohm's  law,  110 

Optical  constants,  70 ;  suspension 

method,  78 

Optically  active  liquid,  83 
Osmotic  pressure,  37,  158 
Ostwald's  conductivity  vessel,  130 
Ottel' S  solution  for  a  copper  coulo- 

meter,  144 
Oxidation  cells,  167  et  seq. 

PARAFFIN    as  an  insulator,   120, 

178, 182 

Periodic  system,  69 
Phase  rule,  104 
Photometer,  90 
Pipettes,  28,  31,  59, 138 
Platinising,  method  of,  128 
Poggendorff's       compensation 

method,  155, 163 ;  mirror  reading 

arrangement,  123,  181 
Polarimetry,  82 
Polarimetric  analysis,  86,  89 
Polarisation,  apparatus,  83;  tube, 

87 ;  electric,  128 
Polarising  Nicol,  82 
Pole-reagent  paper,  114 
Potential,     174,     181;     available, 

111 ;    difference  of,  152   et  seq. ; 

unit  of,  110  et  seq. 
Potentiometer.     See  Voltmeter. 
Precipitation,  heat  of,  58 
Pressures,  law  of  partial,  16 
Principle   of. least  resistance,  28, 

57,61 

Probable  error,  5 

Pseudo-accuracy,  7 

Pyknometer,    constant,    34  ;     for 

liquids,  32  ;  for  solids,  36 
Pyrometer,  167 

QUADRUPLE  point,  105 

EADIO-ACTIVITY,  181  et  seq.,  185 
Eare  gases,  69 
Eeaction  velocity,  65,  100 
Eecord  of  work,  12 
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Reduction  cells,  167  et  seq. 

Reduction  of  barometric  height, 
11 ;  of  gas  volumes,  16 

Refraction,  equivalent,  76 ;  specific, 
78 

Refractive  index  of  liquids,  70  ;  of 
solids,  78 

Refractometry,  71;  refractometric 
analysis,  79 

Resistance,  118,  134 ;  capacity, 
129,  135;  internal,  111,  153, 
157  ;  of  liquids,  128 ;  of  wires, 
127;  unit  of,  110, 112 

Resistance  cell.  See  Conductivity 
vessel. 

Rheostat,  117 ;  decade,  119 

Rotation,  of  the  plane  of  polarisa- 
tion, 82  ;  specific,  86 

Ruhstrat's  resistance,  118,  124 

SACCHARIMETER,  83 

Schulz's  trough,  91 

Self  induction,  119 

Semi-permeable  wall,  37,  38,  40 

Siemens'  units,  110 

Silver    coulometer    or  voltameter, 

111,  143,  148 
Simplified  arithmetic,  1 
Single    potentials.     See    Electrode 

potentials. 

Slide  rule,  logarithmic,  2,  136 
Sodium,  hydroxide,  preparation  of 

solution    of,    free    from    carbon 

dioxide,  107 
Solubility,  decrease  of,  102  ft  seq., 

140  ;  measurement  of,  98,  140 
Solution,   tension,   158 ;    heat  of, 

57 
Solvents,  37,  78  ;  conductivity  of, 

133  ;  dielectric  capacities  of  some, 

180  ;  organic,  45 
Sound,  velocity  of,  68 
Source  of  current,  121 
Specific,    conductivity.     See    Con- 
ductivity; Gravity.    See  Density; 

Heat.  See  Heat ;  Refraction.   See 


Refraction  ;  Rotation.  See  Rota- 
tion. 

Spectrometer,  71 

Spectrum,  lines,  71;  photometer, 
90 

Standardisation,  of  an  accumulator 
tester,  155,  157;  of  a  calori- 
meter, 52,  125;  of  a  calori- 
metricbomb,  66 ;  of  a  condenser, 
179  ;  of  a  conductivity  cell,  135, 
137 ;  of  a  galvanometer,  165 ;  of 
a  Mohr's  balance,  31  ;  of  a 
pipette,  29  ;  of  a  pyknometer, 
33  ;  of  a  total  refractometer,  75, 
80 

Standard  solutions  (conductivity), 
135 

Statics,  102 

Sticktion  of  a  mercury  thread, 
avoidance  of,  10 

Suspended  coil  galvanometer,  123 

Suspension  method,  for  density  of 
solids,  35 ;  for  dielectric  con- 
stants, 180  ;  for  optical  measure- 
ments, 78 

TANGENT  galvanometer,  7,  141      . 

Telephone,  124,  128,  134,  175 
ct  seq. 

Temperature,  coefficient  of  con- 
ductivity, 132,  150,  189  ;  rate 
of  change  of,  54 

Tensimeter,  105 

Thermo-chemistry,  52,  115 

Thermo-current,  120,  165 

Thermo-element,  165 

Thermometer,  9,  42,  52 

Thermostat,  94  ;  regulation  of,  96  ; 
apparatus  for  stirring,  97 

Third  shadow  apparatus,  85 

Thread  correction  of  a  thermometer, 
10 

Total,  reflection,  72  ;  refraction, 
72 

Transformation,  heat  of,  58 

Transition  temperature,  104 
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Transport  numbers,  146 ;  apparatus 
for,  147 

VAPOUR,  definition  of,  23 

Vapour  density,  according  to 
Dumas,  25  ;  according  to  Viktor 
Meyer,  23 ;  of  dissociating  sub- 
stances, 27 

Vapour  pressure,  depression  of, 
37,40,  145;  of  water,  16,  20, 
188 

Velocity,  inversion,  of  cane  sugar, 
106  ;  of  diffusion  of  gases,  22  ; 
of  hydrolysis,  107 ;  of  light, 
174 ;  of  sound,  68 

Volt,  110, 174 ;  -ampere,  112, 125, 
187 ;  -coulomb,  112 

Voltameter,  111,  142 


Voltmeter,    116,    124,   125,  142  ; 

correction    for,    155.     See     also 
Accumulator  tester. 

WATER  equivalent,   52,   60,   66, 


Watt,  112;  -second,  112,  187 
Weighing,  8 

Weight  of  a  measurement,  3 
Weston  element,  152  et  seq.,  157 
Wheatstone     arrangement,    127, 

175 

Wire  resistances,  127 
Wollaston  prism,  92 

ZERO  point,  change  of,  with  thermo- 
meter, 9  ;  correction  of,  with 
galvanometer,  124 

Zinc  element.     See  Clark  cell 
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